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CERTIFICATE OF ANALYSIS

IT CORPORATION Date: 12/07/93
1250 CAPITAL OF TX HWY

BLDG. 3, SUITE 200

AUSTIN, TX 78746-6443

TIM JENNINGS

Work Order: B3-10-336
This is the Certificate of Analysis for the following samples:

Client Work ID: D.0.5001 409832-003-01
Date Received: 10/26/93

Number of Samples: 21

Sample Type: SOIL

I. Introduction

Samples were labeled as follows:

SAMPLE IDENTIFICATION LABORATORY #
Al041 B3-10-336-01
Al1042 B3-10-336-02
Al043 B3-10-336-03
Al1044 B3-10-336-04
Al1045 B3-10-336-05
Al1046 B3-10-336-06
Al1047 B3-10-336-07
Al1047-MS B3-10-336-08
Al1047-MSD B3-10-336-09
Al048 B3-10-336~10
Al049 B3-10-336-11
Al1050 B3-10-336-12
Al051 B3-10-336-13

-
-

on Bartell
tory Director

American Council of Independent Laboratories
International Association of Environmental Testing Laboratories
American Association for Laboratory Accreditation

IT Analytical Services * 5307 Industrial Oaks Boulevard, Suite 160, Austin, TX 78735 « (512) 892-6684 81189
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/07/93 (512) 892-6684
Client Work ID: D.0.5001 409832-003-01 Work Order: B3-10-336

Samples, continued from above:

SAMPLE IDENTIFICATION LABORATORY #
A1052 B3-10-336-14
A1053 . B3-10-336-15
A1054 ‘ B3-10-336-16
A1055 B3-10-336-17
J5420 B3-10-336-18
LAB BLANK #1 B3-10-336-19
LAB BLANK #1 B3-10-336-20
LAB BLANK 2 B3-10-336-21
II. QA/QC

The results presented in this report meet the statement of
work requirements in accordance with Quality Control and
Quality Assurance protocol except as noted in Section IV or
in an optional sample narrative at the end of Section III.

In the presented analytical data, 'ND' or '<' indicates that
the compound is not detected at the specified limit.

III. Analytical Data

The following page(s) supply results for requested analyses
performed on the samples listed above.

The test results relate to tested items only. ITAS-Austin

reserves the right to control report production except in
whole.

682-1-89
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/07/93 (512) 892-6684

Client Work ID: D.0.5001

409832-003-01 Work Order: B3-10-33

6

{5

TEST NAME: Hazardous Substance Vols.
METHOD REFERENCE: EPA8240

SAMPLE ID: A1041

SAMPLE DATE: 10/21/93
SAMPLE MATRIX: WATER
ANALYSIS DATE: 11/01/93

DILUTION FACTOR: 1.0
UNITS: UG/L
Reporting Reportinc
Result Qual Limit Result Qual Limit
Chloromethane 10 U 10 1l,2-Dichloropropane 5 U 5
Bromomethane 10 U 10 trans-1,3-Dichloropropene 5 U 5
Vinyl chloride 10 U 10 Trichloroethene 5 U 5
Chloroethane 10 U 10 Chlorodibromomethane 5 u 5
Methylene chloride 10 U 10 1,1,2-Trichloroethane 5 U 5
Acetone 100 U 100 Benzene 5 U 5
Carbon disulfide 5 U S cis-1,3-Dichloropropene 5 U 5
1,1-Dichloroethene S U 5 2-Chloroethylvinyl ether 10 U 10
7 *=Dichloroethane 5 U 5 Bromoform 5 U 5
as-1,2-Dichloroethene 5 U S 2-Hexanone S0 8) 50
cis-1,2-Dichloroethene 5 U 5 4~Methyl-2-pentanone 50 U 50
Chloroform 5 U 5 Tetrachloroethene 5 U 5
1,2-Dichloroethane 5 U S 1,1,2,2-Tetrachloroethane 5 U 5
2-Butanone 100 U 100 Toluene 5 U 5
1,1,1-Trichloroethane 5 u 5 Chlorobenzene 5 U 5
Carbon tetrachloride 5 U 5 Ethylbenzene 5 U 5
Vinyl acetate 10 U 10 Styrene 5 U 5
Dichlorobromomethane 5 U 5 Xylenes, total 5 U 5
Surrogates %t Recovery Limits

TOLUENE-~D8 94 88 - 110

BROMOFLUOROBENZENE 100 86 - 115

1,2-DICHLOROETHANE-D4 103 76 - 114

Data Qualifier Key:
U - none detected

J - estimated value (less than the sample quantitation limit)

B - analyte is found in the associated blank as well as in the sample
'‘blank' - positive result

* - Surrogate recovery is outside QC limit

D - compound identified at a secondary dilution factor

E - concentration exceeds calibration range

682-1-89
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/07/93 (512) 892-6684
Client Work ID: 'D.0.5001 409832-003-01 Work Order: B3-10-336

-
SAMPLE ID: A1042

SAMPLE DATE: 10/25/93 11:10:00
SAMPLE MATRIX: SOIL

Note Reporting Date Method
Test Name Ref Result Limit Units Analyzed Reference
Chromium VI 0.23 0.10 MG/KG 11/04/93 EPA7196

682-1-89
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Company :
Date: 12/07/93
Client Work ID:

TEST NAME: Hazardous Substance Vols.

METHOD REFERENCE

SAMPLE ID:
SAMPLE DATE:
SAMPLE MATRIX:
ANALYSIS DATE:

Al042

IT CORPORATION

D.0.5001

: EPA8240

10/25/93
SOIL

11/05/93

Reporting

10
10

DILUTION FACTOR: 1.0
UNITS: UG/KG
Result Qual Limit

Chloromethane 10 u
Bromomethane 10 9]
Vinyl chloride 10 U
Chloroethane 10 U
Methylene chloride 2.5 J
Acetone 8.9 JB
Carbon disulfide 5 U
1,1-Dichloroethene S U
' “-Dichloroethane 5 U
as-1,2-Dichloroethene 5 U
cis-1,2-Dichloroethene 5 U
Chloroform 5 U
1,2-Dichloroethane 5 U
2-Butanone 100 o
1,1,1-Trichloroethane 5 U
Carbon tetrachloride -] U
Vinyl acetate 10 U
Dichlorobromomethane 5 U

Surrogates

TOLUENE-D8
BROMOFLUOROBENZENE

1,2-DICHLOROETHANE-D4

Data Qualifier Key:

U-
J_
B_
‘blank' -

none detected
estimated value (less than the sample quantitation limit)
analyte is found in the associated blank as well as in the sample
positive result
Surrogate recovery is outside QC limit

compound identified at a secondary dilution factor
concentration exceeds calibration range

% Recovery

IT ANALYTICAL SERVICES
AUSTIN, TX
(512) 892-6684

409832-003-01

1,2-Dichloropropane
trans-1,3-Dichloropropene
Trichloroethene
Chlorodibromomethane
1,1,2-Trichloroethane
Benzene
cis-1,3-Dichloropropene
2-Chloroethylvinyl ether
Bromoform

2-Hexanone
4-Methyl~2-pentanone
Tetrachloroethene
1,1,2,2-Tetrachloroethane
Toluene

Chlorobenzene
Ethylbenzene

Styrene

Xylenes, total

Limits
81 - 117
74 - 121
70 - 120

102
94
109

Work Order:

B3-~10-336

Reporting

Result Qual Limit

nmnuounnutuvuum

10

50
50

nmouounmoun oo onm

dadaddgdaddadagadadacdagaaaanc

682-1-89
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/07/93 (512) 892-6684
Client Work ID: D.0.5001 409832-003-01 Work Order: B3-10-336

TEST NAME: ABN HSL GC/MS Extractables
METHOD REFERENCE: EPA8270

SAMPLE ID: A1042
SAMPLE DATE: 10/25/93
SAMPLE MATRIX: SOIL
EXTRACTION DATE: 11/01/93
ANALYSIS DATE: 11/13/93
DILUTION FACTOR: 0.033

UNITS: MG/KG Reporting Reportis

Result OQual Limit Result Qual Limit

Phenol 0.330 U 0.330 2,6-Dinitrotoluene 0.330 U 0.330
bis(2-Chloroethyl)ether 0.330 U 0.330 3-Nitroaniline 0.825 U 0.825
2-Chlorophenol 0.330 U 0.330 Acenaphthene 0.330 U 0.330
1,3-Dichlorobenzene 0.330 U 0.330 2,4~-Dinitrophenol 0.825 U 0.825
1,4-Dichlorobenzene 0.330 U 0.330 4-Nitrophenol 0.825 U 0.825
Benzyl alcohol 0.330 U 0.330 Dibenzofuran 0.330 U 0.330
1,2-Dichlorobenzene 0.330 U 0.330 2,4-Dinitrotoluene 0.330 U 0.330
2-Methylphenol 0.330 U 0.330 Diethylphthalate 0.330 U 0.330
" *(2-Chloroisopropyl)ether 0.330 U 0.330 4~-Chlorophenyl-phenylether 0.330 U 0.330
.ethylphenol 0.330 U 0.330 Fluorene 0.330 U 0.330
N-Nitroso-di-n-propylamine 0.330 U 0.330 4-Nitroaniline 0.825 U 0.825
Hexachloroethane 0.330 U 0.330 4,6-Dinitro-2-methylphenol 0.825 U 0.825
Nitrobenzene 0.330 U 0.330 N~Nitrosodiphenylamine (1) 0.330 U 0.330
Isophorone 0.330 U 0.330 4-Bromophenyl-phenylether 0.330 U 0.330
2-Nitrophenol 0.330 U 0.330 Hexachlorobenzene 0.330 U 0.330
2,4-Dimethylphenol 0.330 U 0.330 Pentachlorophenol 0.825 U 0.825
Benzoic Acid 0.330 U 0.330 Phenanthrene 0.330 U 0.330
bis(2~Chloroethoxy)methane 0.330 U 0.330 Anthracene 0.330 U 0.330
2,4-Dichlorophenol 0.330 U 0.330 Di-n-butylphthalate 0.330 U 0.330
1,2,4-Trichlorobenzene 0.330 U 0.330 Fluoranthene 0.330 U 0.330
Naphthalene 0.330 U 0.330 Pyrene 0.330 U 0.330
4-Chloroaniline 0.330 U 0.330 Butylbenzylphthalate 0.330 U 0.330
Hexachlorobutadiene 0.330 U 0.330 3,3'-Dichlorobenzidine 0.330 U 0.330
4~Chloro-3-methylphenol 0.330 U 0.330 Benzo(a)anthracene 0.330 U 0.330
2-Methylnaphthalene 0.330 U 0.330 Chrysene 0.330 U 0.330
Hexachlorocyclopentadiene 0.330 U 0.330 bis(2-Ethylhexyl)phthalate 0.330 U 0.330
2,4,6-Trichlorophenol 0.330 U 0.330 Di-n-octylphthalate 0.330 U 0.330
2,4,5-Trichlorophenol 0.825 U 0.825 Benzo(b)fluoranthene 0.330 U 0.330
2-Chloronaphthalene 0.330 U 0.330 Benzo(k)fluoranthene 0.330 U 0.330
2-Nitroaniline 0.825 U 0.825 Benzo(a)pyrene 0.330 U 0.330
Dimethylphthalate 0.330 U 0.330 Indeno(1l,2,3-cd)pyrene 0.330 U 0.330
Acenaphthylene 0.330 U 0.330 Dibenzo(a,h)anthracene 0.330 U 0.330
Benzo(g,h,i)perylene 0.330 U 0.330

682-1-89
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/07/93 (512) 892-6684
Client Work ID: 'D.0.5001 409832-003-01 Work Order: B3-10-336

P e

TEST NAME: ABN HSL GC/MS Extractables
METHOD REFERENCE: EPA8270

SAMPLE ID: Al1042
SAMPLE DATE: 10/25/93
SAMPLE MATRIX: SOIL

Surrogates % Recovery Limits

Nitrobenzene-D5 74 23 - 120
2-Fluorobiphenyl 91 30 - 118
Terphenyl-D14 79 18 - 137
Phenol-D5 77 24 - 113
2-Fluorophenol 68 25 - 121
2,4,6-Tribromcphenol 76 19 - 122

(1) N-Nitrosodiphenylamine cannot be separated from diphenylamine.

Data Qualifier Key:
U - none detected
J - estimated value (less than the sample quantitation limit)
B - analyte is found in the associated blank as well as in the sample
'blank’ - positive result
- Surrogate recovery is outside QC limit
compound identified at a secondary dilution factor
- concentration exceeds calibration range

tH O »
|

682-1-89
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Company :
Date:

of 90

IT CORPORATION

12/07/93
Client Work ID:

D.0.5001

409832-003-01

IT ANALYTICAL SERVICES

AUSTIN, TX

198525884

B3-10-336

TEST NAME: Metals

METHOD REFERENCE: EPA6010

SAMPLE ID: Al1042

SAMPLE DATE: 10/25/93

SAMPLE MATRIX: SOIL

DILUTION FACTOR (6010): 107.526

UNITS: MG/KG

Result Reporting Method Analysis
Result Qual Limit Reference Date

Arsenic 1.0 N 0.88 7060 11/12/93
Aluminum 11000 N 22 6010 11/13/93
Barium 110 N* 22 6010 11/13/93
Beryllium 1.3 0.54 6010 11/13/93
Cadmium 0.51 0.54 6010 11/13/93
Chromium 11 1.1 6010 11/13/93
Copper 5.9 2.7 6010 11/13/93
Iron 8600 N* 11 6010 11/13/93
Nickel 9.0 4.3 6010 11/13/93
Lead 3.4 N 0.26 7421 11/12/93
Mercury 0.022 U 0.022 7471 11/07/93
Silver 0.15 1.1 6010 11/13/93
Zinc 17 2.2 6010 11/13/93

Data qualifier key:

E -

T 02X

estimated value
duplicate injection precision not
spike recovery not within control limits
determined by MSA
post-digestion spike for Furnace AA is out of control limits (85-115%),

met

while sample absorbance is <50% of spike absorbance

- W+

'blank

NOTE:

>= IDL

duplicate analysis outside control limits
Correlation coefficient for the MSA <0.995
< CRDL but
none detected

positive result

Dilution Factor applies to Method 6010 only.

682-1-89
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IT ANALYTICAL SERVICES
AUSTIN, TX

(512) 892-6684 . a3-10-336

Company: IT CORPORATION
Date: 12/07/93
Client Work ID: -D.0.5001 409832-003-01

e
SAMPLE ID: A1043
SAMPLE DATE: 10/25/93 11:20:00
SAMPLE MATRIX: SOIL

Note Reporting Date Method
Test Name Ref Result Limit Units Analyzed Reference

Chromium VI 0.34 0.10 MG/KG 11/04/93 EPA7196

682-1-89



Page: 10 of 90

Company: IT CORPORATION
Date: 12/07/93
Client Work ID: -D.0.5001

IT ANALYTICAL SERVICES
AUSTIN, TX

409832-003-01

CEYE

TEST NAME: Hazardous Substance Vols.

METHOD REFERENCE: EPA8240

SAMPLE ID: Al043

SAMPLE DATE: 10/25/93
SAMPLE MATRIX: SOIL
ANALYSIS DATE: 11/05/93
DILUTION FACTOR: 1.0
UNITS: UG/KG

Reporting

Result Qual Limit

Chloromethane 10 u
Bromomethane 10 u
Vinyl chloride 10 U
Chloroethane 10 U
Methylene chloride 1.6 JB
Acetone 9.9 J
Carbon disulfide 5 U
1,1-Dichloroethene 5 U
7 *'-Dichloroethane 5 U
as-1,2-Dichloroethene 5 U
cis-1,2-Dichloroethene 5 U
Chloroform 5 U
1,2-Dichloroethane 5 U
2-Butanone 5.7 J
1,1,1-Trichloroethane 5 U
Carbon tetrachloride 5 u
Vinyl acetate 10 U
Dichlorobromomethane 5 o

Surrogates

TOLUENE-D8
BROMOFLUOROBENZENE

1,2-DICHLOROETHANE-D4

Data Qualifier Key:
U - none detected

1,2-Dichloropropane
trans-1,3-Dichloropropene
Trichloroethene
Chlorodibromomethane
1,1,2-Trichloroethane
Benzene
cis~1,3-Dichloropropene
2-Chloroethylvinyl ether
Bromoform

2-Hexanone
4-Methyl-2-pentanone
Tetrachloroethene
1,1,2,2-Tetrachloroethane
Toluene

Chlorobenzene
Ethylbenzene

Styrene

Xylenes, total

% Recovery Limits

101 81 - 117
96 74 - 121
107 70 - 120

Reporting

gggr: B3~-10-336

Result Qual Limit

J - estimated value (less than the sample quantitation limit)

B - analyte is found in the associated blank as well as in the sample

'blank’ - positive result

* - Surrogate recovery is outside QC limit
D - compound identified at a secondary dilution factor
E - concentration exceeds calibration range

dcgQadddddgaccaddcdaddadaggagaoaa
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/07/93 (512) 892-6684
Client Work ID: D.0.5001 409832-003-01 Work Order: B3-10-336

TEST NAME: ABN HSL GC/MS Extractables
METHOD REFERENCE: EPA8270

SAMPLE ID: A1043

SAMPLE DATE: 10/25/93
SAMPLE MATRIX: SOIL
EXTRACTION DATE: 11/01/93
ANALYSIS DATE: 11/13/93
DILUTION FACTOR: 0.033

UNITS: MG/KG Reporting Reportin
Result Qual Limit Result Qual Limit

Phenol 0.330 U 0.330 2,6-Dinitrotoluene 0.330 U 0.330
bis(2-Chloroethyl)ether 0.330 U 0.330 3-Nitroaniline 0.825 U 0.825
2-Chlorophenol 0.330 U 0.330 Acenaphthene 0.330 U 0.330
1l,3-Dichlorobenzene 0.330 U 0.330 2,4-Dinitrophenol 0.825 U 0.825
l1,4-Dichlorobenzene 0.330 U 0.330 4-Nitrophenol 0.825 U 0.825
Benzyl alcohol 0.330 U 0.330 Dibenzofuran 0.330 U 0.330
1,2-Dichlorobenzene 0.330 U 0.330 2,4-Dinitrotoluene 0.330 U 0.330
2-Methylphenol 0.330 U 0.330 Diethylphthalate 0.330 U 0.330
(2-Chloroisopropyl)ether 0.330 U 0.330 4-Chlorophenyl-phenylether 0.330 U 0.330
ethylphenol 0.330 U 0.330 Fluorene 0.330 U 0.330
N-Nitroso-di-n-propylamine 0.330 U 0.330 4-Nitroaniline 0.825 U 0.825
Hexachloroethane 0.330 U 0.330 4,6-Dinitro-2-methylphenol 0.825 U 0.825
Nitrobenzene 0.330 U 0.330 N-Nitrosodiphenylamine (1) 0.330 U 0.330
Isophorone 0.330 U 0.330 4-Bromophenyl-phenylether 0.330 U 0.330
2-Nitrophenol 0.330 U 0.330 Hexachlorobenzene 0.330 U 0.330
2,4-Dimethylphenol 0.330 U 0.330 Pentachlorophenol 0.825 U 0.825
Benzoic Acid 0.330 U 0.330 Phenanthrene 0.330 U 0.330
bis(2-Chloroethoxy)methane 0.330 U 0.330 Anthracene 0.330 U 0.330
2,4-Dichlorophenol 0.330 U 0.330 Di-n-butylphthalate 0.330 U 0.330
1,2,4-Trichlorobenzene 0.330 U 0.330 Fluoranthene 0.330 U 0.330
Naphthalene 0.330 U 0.330 Pyrene 0.330 U 0.330
4-Chloroaniline 0.330 U 0.330 Butylbenzylphthalate 0.330 U 0.330
Hexachlorobutadiene 0.330 U 0.330 3,3'-Dichlorobenzidine 0.330 U 0.330
4-Chloro-3-methylphenol 0.330 U 0.330 Benzo(a)anthracene 0.330 U 0.330
2-Methylnaphthalene 0.330 U 0.330 Chrysene 0.330 U 0.330
Hexachlorocyclopentadiene 0.330 U 0.330 bis(2-Ethylhexyl)phthalate 0.330 U 0.330
2,4,6-Trichlorophenol 0.330 U 0.330 Di-n-octylphthalate 0.330 U 0.330
2,4,5-Trichlorophenol 0.825 U 0.825 Benzo(b)fluoranthene 0.330 U 0.330
2-Chloronaphthalene 0.330 U 0.330 Benzo(k)fluoranthene 0.330 U 0.330
2-Nitroaniline 0.825 U 0.825 Benzo(a)pyrene 0.330 U 0.330
Dimethylphthalate 0.330 U 0.330 Indeno(l,2,3-cd)pyrene 0.330 U 0.330
Acenaphthylene 0.330 U 0.330 Dibenzo(a,h)anthracene 0.330 U 0.330
Benzo(g,h,i)perylene 0.330 U 0.330

- 682-1-89
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/07/93 (5122'892-6684
Client Work ID: 'D.0.5001 409832-003-01 ork Order: B3-10-336

TEST NAME: ABN HSL GC/MS Extractables
METHOD REFERENCE: EPA8270

SAMPLE ID: A1043
SAMPLE DATE: 10/25/93
SAMPLE MATRIX: SOIL

Surrogates % Recovery Limits

Nitrobenzene-D5 58 23 - 120
2-Fluorobiphenyl 70 30 - 115
Terphenyl-D14 60 18 - 137
Phenol-D5 55 24 - 113
2-Fluorophenol 46 25 - 121
2,4,6-Tribromophenol 57 19 - 122

(1) N-Nitrosodiphenylamine cannot be separated from diphenylamine.

Data Qualifier Key:

none detected

- estimated value (less than the sample quantitation limit)

analyte is found in the associated blank as well as in the sample
'blank' - positive result

- Surrogate recovery is outside QC limit

compound identified at a secondary dilution factor

- concentration exceeds calibration range

[
|

- WYy
|
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/07/93 (512) 892-6684
Client Work ID: D.0.5001 409832-003-01 Work Order: B3-10-336

TEST NAME: Metals
METHOD REFERENCE: EPA6010

SAMPLE ID: A1043

SAMPLE DATE: 10/25/93

SAMPLE MATRIX: SOIL

DILUTION FACTOR (6010): 83.3333

UNITS: MG/KG
Result Reporting Method Analysis
Result Qual Limit Reference Date

Arsenic 2.1 N 1.2 7060 11/12/93
Aluminum 7000 N 17 6010 11/13/93
Barium 56 N* 17 6010 11/13/93
Beryllium 1.2 0.42 6010 11/13/93
Cadmium 0.80 0.42 6010 11/13/93
Chromium 9.7 0.83 6010 11/13/93
Copper 4.6 2.1 6010 11/13/93
Iron 8200 N=* 8.3 6010 11/13/93
Nickel 11 3.3 6010 11/13/93
Lead 4.4 N 0.35 7421 11/12/93
Mercury 0.022 U 0.022 7471 11/07/93
Silver 0.24 0.83 6010 11/13/93
Zinc 14 1.7 6010 11/13/93

Data qualifier key:

- estimated value

- duplicate injection precision not met

- spike recovery not within control limits

- determined by MSA

- post-digestion spike for Furnace AA is out of control limits (85-115%),
while sample absorbance is <50% of spike absorbance

- duplicate analysis outside control limits

- Correlation coefficient for the MSA <0.995

< CRDL but >= IDL

- none detected

- positive result

TnhZ2x M

aw+ %
|

-

'blank

NOTE: Dilution Factor applies to Method 6010 only.

682-1-89
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/07/93 (512) 892-6684
Client Work ID: 'D.0.5001 409832-003-01 Work Order: B3-10-336
- ]
SAMPLE ID: Al1044
SAMPLE DATE: 10/25/93 11:25:00
SAMPLE MATRIX: SOIL
Note Reporting Date Method
Test Name Ref Result Limit Units Analyzed Reference
Chromium VI 0.10U 0.10 MG/KG 11/04/93 EPA7196

682-1-89
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Company :
Date: 12/07/93
Client Work ID:

TEST NAME: Hazardous Substance Vols.
METHOD REFERENCE:

SAMPLE ID: Al044

IT CORPORATION

D.0.5001

EPA8240

SAMPLE DATE: 10/25/93

Reporting.

gaogcocaca

10
10

SAMPLE MATRIX: SOIL
ANALYSIS DATE: 11/05/93
DILUTION FACTOR: 1.0
UNITS: UG/KG
Result Qual Limit
Chloromethane 10
Bromomethane 10
Vinyl chloride 10
Chloroethane 10
Methylene chloride 1.8
Acetone 7.7 JB
Carbon disulfide ) U
1,1-Dichloroethene 5 U
° “=Dichloroethane 5 U
ns-1,2-Dichloroethene 5 U
cis-1,2-Dichloroethene 5 U
Chloroform 5 U
1,2-Dichloroethane 5 U
2-Butanone 100 U
1,1,1-Trichloroethane 5 19)
Carbon tetrachloride 5 u
Vinyl acetate 10 U
Dichlorobromomethane 5 U
Surrogates
TOLUENE-D8
BROMOFLUOROBENZENE

1,2-DICHLOROETHANE-D4

Data Qualifier Key:
U - none detected

J -

- o
|

‘blank' -

O »*
]

% Recovery

IT ANALYTICAL SERVICES

AUSTIN, TX
409832-003-01 (512308&2'89&31:: B3-10-336

1,2-Dichloropropane
trans-1,3-Dichloropropene
Trichloroethene
Chlorodibromomethane
1,1,2-Trichloroethane
Benzene
cis~1,3-Dichloropropene
2-Chloroethylvinyl ether
Bromoform

2-Hexanone
4-Methyl-2-pentanone
Tetrachloroethene
1,1,2,2-Tetrachloroethane
Toluene

Chlorobenzene
Ethylbenzene

Styrene

Xylenes, total

Limits

101 81 - 117
92 74 - 121
109 70 - 120

Reporting

Result Qual Limit

4.

uu o, o ;o

io

50

(S BV R G RV R ]

estimated value (less than the sample quantitation limit)
analyte is found in the associated blank as well as in the sample
positive result
- Surrogate recovery is outside QC limit

compound identified at a secondary dilution factor
- concentration exceeds calibration range

gcocgcdadaddaoggaoaacaacagaayg
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Company: IT CORPORAT
Date: 12/07/93

Client Work ID: D.O.

ION

5001

IT ANALYTICAL SERVICES

AUSTIN,

X

(512) 892-6684

409832-003~-01 Work

Order:

B3-10-336

TEST NAME: ABN HSL GC/NS Extractables

METHOD REFERENCE: EPA8270

SAMPLE ID: Al1044

SAMPLE DATE: 10/25
SAMPLE MATRIX:
EXTRACTION DATE:
ANALYSIS DATE:

DILUTION FACTOR:
UNITS: MG/KG

11

/93

SOIL

11/01/93
/13/93
0.033

Reporting

Result Qual Limit

Phenol
bis(2-Chloroethyl)ether
2-Chlorophenol
1,3-Dichlorobenzene
1,4-Dichlorobenzene
Benzyl alcohol
1,2-Dichlorobenzene
2-Methylphenol
*(2-Chloroisopropyl)ether
.ethylphenol
N-Nitroso-di-n-propylamine
Hexachloroethane
Nitrobenzene
Isophorone
2-Nitrophenol
2,4-Dimethylphenol
Benzoic Acid
bis(2-Chloroethoxy)methane
2,4-Dichlorophenol
1,2,4-Trichlorobenzene
Naphthalene
4-Chloroaniline
Hexachlorobutadiene
4-Chloro-3-methylphenol
2-Methylnaphthalene
Hexachlorocyclopentadiene
2,4,6-Trichlorophenol
2,4,5-Trichlorophenol
2-Chloronaphthalene
2-Nitroaniline
Dimethylphthalate
Acenaphthylene

0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.825
0.330
0.825
0.330
0.330

cdcdgcagdagaoaaddadggagaddadaocadaadaagaaoaaaaoaadaaac

0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.825
0.330
0.825
0.330
0.330

2,6-Dinitrotoluene
3-Nitroaniline
Acenaphthene
2,4-Dinitrophenol
4-Nitrophenol
Dibenzofuran
2,4-Dinitrotoluene
Diethylphthalate
4~-Chlorophenyl-phenylether
Fluorene

4-Nitroaniline
4,6-Dinitro-2-methylphenol
N-Nitrosodiphenylamine (1)
4-Bromophenyl-phenylether
Hexachlorobenzene
Pentachlorophenol
Phenanthrene

Anthracene
Di-n-butylphthalate
Fluoranthene

Pyrene
Butylbenzylphthalate
3,3'-Dichlorobenzidine
Benzo(a)anthracene
Chrysene
bis(2-Ethylhexyl)phthalate
Di-n-octylphthalate
Benzo(b)fluoranthene
Benzo(k)fluoranthene
Benzo(a)pyrene
Indeno(1,2,3-cd)pyrene
Dibenzo(a,h)anthracene
Benzo(g,h,i)perylene

Result Qual

0.330
0.825
0.330
0.825
0.825
0.330
0.330
0.330
0.330
0.330
0.825
0.825
0.330
0.330
0.330
0.825
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330

cddddgdcaoadadaacaagaaogaaagoaaaoacaaadaaaadacacaa

Reportir
Limit

0.330
0.825
0.330
0.825
0.825
0.330
0.330
0.330
0.330
0.330
0.825
0.825
0.330
0.330
0.330
0.825
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330

682-1-89
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/07/93 (512) 892-6684
Client Work ID: D.0.5001 409832-003-01 Work Order: B3-10-336

TEST NAME: ABN HSL GC/MS Bxtractables
METHOD REFERENCE: EPA8270

SAMPLE ID: Al1044
SAMPLE DATE: 10/25/93
SAMPLE MATRIX: SOIL

Surrogates % Recovery Limits

Nitrobenzene-D5 77 23 - 120
2-Fluorobiphenyl 91 30 -~ 115
Terphenyl-D14 80 18 - 137
Phenol~-D5 69 24 - 113
2-Fluorophenol 60 25 - 121
2,4,6-Tribromophenol 82 19 - 122

(1) N-Nitrosodiphenylamine cannot be separated from diphenylamine.

Data Qualifier Key:

U - none detected

J - estimated value (less than the sample quantitation limit)

B - analyte is found in the associated blank as well as in the sample
'‘blank' - positive result

* = Surrogate recovery is outside QC limit

D - compound identified at a secondary dilution factor

E - concentration exceeds calibration range

IN 682-1-89
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/07/93 (512) 892-6684
Client Work ID: 'D.0.5001 409832-003-01 Work Order: B3-10-336

TEST NAME: Metals
METHOD REFERENCE: EPA6010

SAMPLE ID: A1044

SAMPLE DATE: 10/25/93

SAMPLE MATRIX: SOIL

DILUTION FACTOR (6010): 94.3396

UNITS: MG/KG
Result Reporting Method Analysis
Result Qual Limit Reference Date

Arsenic 4.2 N 1.1 7060 11/12/93
Aluminum 9800 N 19 6010 11/13/93
Barium 270 N* 19 6010 11/13/93
Beryllium 1.9 0.47 6010 11/13/93
Cadmium 0.92 0.47 6010 11/13/93
Chromium 15 0.94 6010 11/13/93
Copper 8.6 2.4 6010 11/13/93
Iron 14000 N* 9.4 6010 11/13/93
Nickel 16 3.8 6010 11/13/93
Lead 4.5 N 0.33 7421 11/12/93
Mercury 0.023 U 0.023 7471 11/07/93
Silver 0.20 0.94 6010 11/13/93
Zinc 20 1.9 6010 11/13/93

Data qualifier key:
E - estimated value

~ duplicate injection precision not met

- spike recovery not within control limits

- determined by MSA

- post-digestion spike for Furnace AA is out of control limits (85-115%),
while sample absorbance is <50% of spike absorbance

- duplicate analysis outside control limits

- Correlation coefficient for the MSA <0.995

< CRDL but >= IDL

- none detected

'‘blank' - positive result

Tn=2x

S W+ o
I

NOTE: Dilution Factor applies to Method 6010 only.

682-1-89
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/07/93 (512) 892-6684
Client Work ID: 'D.0.5001 409832-003-01 Work Order: B3-10-336

SAMPLE ID: A1045
SAMPLE DATE: 10/25/93 11:35:00
SAMPLE MATRIX: SOIL

Note Reporting Date Method
Test Name Ref Result Limit Units Analyzed Referemce
Chromium VI 0.13 0.10 MG/KG 11/04/93 EPA7196

682-1-89
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IT ANALYTICAL SERVICES
AUSTIN, TX

409832—003-01<51%&33?7gggéiz B3-10-336

Company: IT CORPORATION
Date: 12/07/93

Client Work ID: D.0.5001

TEST NAME: Hazardous Substance Vols.
METHOD REFERENCE: EPA8240

SAMPLE ID: Al045

SAMPLE DATE: 10/25/93
SAMPLE MATRIX: SOIL
ANALYSIS DATE: 11/05/93

DILUTION FACTOR: 1.0
UNITS: UG/KG
Reporting Reporting
Result Qual Limit Result Qual Limit
Chloromethane 10 o 10 1,2-Dichloropropane 8.5 U 5
Bromomethane 10 U 10 trans-1,3-Dichloropropene S U S
Vinyl chloride 10 U 10 Trichloroethene 5 U 5
Chloroethane 10 u 10 Chlorodibromomethane ) U 5
Methylene chloride 10 U 10 1,1,2-Trichloroethane 5 o) 5
Acetone 13 JB 100 Benzene 5 U 5
Carbon disulfide 5 U 5 cis-1,3-Dichloropropene S U 5
1,1-Dichloroethene 2.6 J 5 2-Chloroethylvinyl ether 10 U 10
* “-Dichloroethane 5 U 5 Bromoform 5 U 5
as-1,2-Dichloroethene 5 U 5 2-Hexanone 50 U 50
cis-1,2-Dichloroethene 4.1 J 5 4-Methyl-2-pentanone 50 U 50
Chloroform 5 U 5 Tetrachloroethene 7.5 U 5
1,2-Dichloroethane 5 U 5 1,1,2,2-Tetrachloroethane 5 U 5
2-Butanone 100 U 100 Toluene 5 U 5
1,1,1-Trichloroethane 5 U 5 Chlorobenzene 5 U 5
Carbon tetrachloride 5 U 5 Ethylbenzene 5 U 5
Vinyl acetate 10 U 10 Styrene 5 U S
Dichlorobromomethane 5 U 5 Xylenes, total 5 U 5
Surrogates % Recovery Limits

TOLUENE~D8 101 81 - 117

BROMOFLUOROBENZENE 96 74 - 121

111 70 - 120

1,2-DICHLOROETHANE-D4

Data Qualifier Key:
U - none detected
J - estimated value (less than the sample quantitation limit)

B -~

'blank' - positive result

o »
[}

- Surrogate recovery is outside QC limit
compound identified at a secondary dilution factor
- concentration exceeds calibration range

analyte is found in the associated blank as well as in the sample

682-1-89
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/07/93 (512) 892-6684
Client Work ID: D.0.5001 409832-003-01 Work Order: B3-10-336

TEST NAME: ABN HSL GC/MS Extractables
METHOD REFERENCE: EPA8270

SAMPLE ID: A1045

SAMPLE DATE: 10/25/93
SAMPLE MATRIX: SOIL
EXTRACTION DATE: 11/01/93
ANALYSIS DATE: 11/13/93
DILUTION FACTOR: 0.033

UNITS: MG/KG Reporting Reportii
Result Qual Limit Result Qual Limit

Phenol 0.330 U 0.330 2,6-Dinitrotoluene 0.330 U 0.330
bis(2-Chloroethyl)ether 0.330 U 0.330 3-Nitroaniline 0.825 U 0.825
2-Chlorophenol 0.330 U 0.330 Acenaphthene 0.330 U 0.330
1,3-Dichlorobenzene 0.330 U 0.330 2,4-Dinitrophenol 0.825 U 0.825
1,4-Dichlorobenzene 0.330 U 0.330 4-Nitrophenol 0.825 U 0.825
Benzyl alcohol 0.330 U 0.330 Dibenzofuran 0.330 U 0.330
1,2-Dichlorobenzene 0.330 U 0.330 2,4-Dinitrotoluene 0.330 U 0.330
2-Methylphenol 0.330 U 0.330 Diethylphthalate 0.330 U 0.330
3(2-Chloroisopropyl)ether 0.330 U 0.330 4-Chlorophenyl-phenylether 0.330 U 0.330
Aethylphenol 0.330 U 0.330 Fluorene 0.330 U 0.330
N-Nitroso-di-n-propylamine 0.330 U 0.330 4-Nitroaniline 0.825 U 0.825
Hexachloroethane 0.330 U 0.330 4,6-Dinitro-2-methylphenol 0.825 U 0.825
Nitrobenzene 0.330 U 0.330 N-Nitrosodiphenylamine (1) 0.330 U 0.330
Isophorone 0.330 U 0.330 4-Bromophenyl-phenylether 0.330 U 0.330
2-Nitrophenol 0.330 U 0.330 Hexachlorobenzene 0.330 U 0.330
2,4-Dimethylphenol 0.330 U 0.330 Pentachlorophenol 0.825 U 0.825
Benzoic Acid 0.330 U 0.330 Phenanthrene 0.330 U 0.330
bis(2-Chloroethoxy)methane 0.330 U 0.330 Anthracene 0.330 U 0.330
2,4-Dichlorophenol 0.330 U '0.330 Di~-n-butylphthalate 0.330 U 0.330
1,2,4-Trichlorobenzene 0.330 U 0.330 Fluoranthene 0.330 U 0.330
Naphthalene 0.330 U 0.330 Pyrene 0.330 U 0.330
4-Chloroaniline 0.330 U 0.330 Butylbenzylphthalate 0.330 U 0.330
Hexachlorobutadiene 0.330 U 0.330 3,3'-Dichlorobenzidine 0.330 U 0.330
4-Chloro-3-methylphenol 0.330 U 0.330 Benzo(a)anthracene 0.330 U 0.330
2-Methylnaphthalene 0.330 U 0.330 Chrysene 0.330 U 0.330
Hexachlorocyclopentadiene 0.330 U 0.330 bis(2-Ethylhexyl)phthalate 0.330 U 0.330
2,4,6-Trichlorophenol 0.330 U 0.330 Di-n-octylphthalate 0.330 U 0.330
2,4,5-Trichlorophenol 0.825 U 0.825 Benzo(b)fluoranthene 0.330 U 0.330
2-Chloronaphthalene 0.330 U 0.330 Benzo(k)fluoranthene 0.330 U 0.330
2-Nitroaniline 0.825 U 0.825 Benzo(a)pyrene 0.330 U 0.330
Dimethylphthalate 0.330 U 0.330 Indeno(l,2,3~cd)pyrene 0.330 U 0.330
Acenaphthylene 0.330 U 0.330 Dibenzo(a,h)anthracene 0.330 U 0.330
Benzo(g,h,i)perylene 0.330 U 0.330

682-1-89
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN. TX
Date: 12/07/93 512 89'2-66
Client Work ID: -D.0.5001 409832—003—01( &ork Orgﬂ}: B3-10-336
TEST NAME: ABN HSL GC/MS Extractables
METHOD REFERENCE: EPA8270
SAMPLE ID: Al045
SAMPLE DATE: 10/25/93
SAMPLE MATRIX: SOIL
Surrogates % Recovery Limits
Nitrobenzene-D5 74 23 - 120
2-Fluorobiphenyl 90 30 - 115
Terphenyl-D14 76 8 - 137
Phenol-D5 72 24 - 113
2-Fluorophenol 61 25 - 121
2,4,6-Tribromophenol 72 19 - 122

(1) N-Nitrosodiphenylamine cannot be separated from diphenylamine.

Data Qualifier Key:

U - none detected

J - estimated value (less than the sample quantitation limit)

B - analyte is found in the associated blank as well as in the sample
‘blank' - positive result

* -~ Surrogate recovery is outside QC limit

D - compound identified at a eecondary dilution factor

E - concentration exceeds calibration range

682-1-89
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/07/93 (512&892-66
Client Work ID: -D.0.5001 409832-003-01 ork Order: B3-10-336

TEST NAME: Metals
METHOD REFERENCE: EPA6010

SAMPLE ID: A1045

SAMPLE DATE: 10/25/93

SAMPLE MATRIX: SOIL

DILUTION FACTOR (6010): 94.3396

UNITS: MG/KG
Result Reporting Method Analysis
Result Qual Limit Reference Date

Arsenic 1.8 N 1.0 7060 11/12/93
Aluminum 8800 N 19 6010 11/13/93
Barium 410 N» 19 6010 11/13/93
Beryllium 1.6 0.47 6010 11/13/93
Cadmium 0.68 0.47 6010 11/13/93
Chromium 13 0.94 6010 11/13/93
Copper 7.9 2.4 6010 11/13/93
Iron 12000 N= 9.4 6010 11/13/93
Nickel 14 3.8 6010 11/13/93
Lead 6.6 N 0.31 7421 11/12/93
Mercury 0.022 U 0.022 7471 11/07/93
Silver 0.098 0.94 6010 11/13/93
Zinc 18 1.9 6010 11/13/93

Data qualifier key:

- estimated value

- duplicate injection precision not met

- spike recovery not within control limits

- determined by MSA

- post-digestion spike for Furnace AR is out of control limits (85-115%),
while sample absorbance is <50% of spike absorbance

- duplicate analysis outside control limits

- Correlation coefficient for the MSA <0.995

< CRDL but >= IDL

- none detected

'blank’ - positive result

Fuzzxm

w4+ o
|

NOTE: Dilution Factor applies to Method 6010 only.
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/07/93 (512) 892-6684
Client Work ID: D.0.5001 409832-003-01 Work Order: B3-10-336

e ———
SAMPLE ID: Al046
SAMPLE DATE: 10/25/93 14:15:00
SAMPLE MATRIX: SOIL

Note Reporting Date Method
Test Name Ref Result Limit Units Analyzed Reference
Chromium VI 0.11 0.10 MG/KG 11/04/93 EPA7196

682-1-89
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/07/93 (512) 892-6684
Client Work ID: 'D.0.5001 409832-003-01 Wwork Order: B3-10-336

[RRRRRERRRE e e

TEST NAME: Hasardous Substance Vols.
METHOD REFERENCE: EPA8240

SAMPLE ID: A1046

SAMPLE DATE: 10/25/93
SAMPLE MATRIX: SOIL
ANALYSIS DATE: 11/05/93
DILUTION FACTOR: 1.0
UNITS: UG/KG

Reporting Reporting
Result Qual Limit Result Qual Limit
Chloromethane 10 U 10 1,2-Dichloropropane 5 U 5
Bromomethane 10 U 10 trans-1,3-Dichloropropene 5 U 5
Vinyl chloride 10 u 10 Trichloroethene 5 4] 5
Chloroethane 10 U 10 Chlorodibromomethane 5 u 5
Methylene chloride 1.0 J 10 1,1,2-Trichloroethane 5 U 5
Acetone 120 B 100 Benzene 5 U 5
Carbon disulfide 5 4] 5 cis-1,3-Dichloropropene 5 U 5
1,1-Dichloroethene 5 U ) 2-Chloroethylvinyl ether 10 U 10
" "“=Dichloroethane S i 5 Bromoform 5 U 5
ns-1,2-Dichloroethene 5 U S 2-Hexanone 50 4] 50
cis-1,2-Dichloroethene 5 1§) 5 4-Methyl-2-pentanone 50 U 50
Chloroform 5 U 5 Tetrachloroethene 5 U 5
1,2-Dichloroethane 5 U 5 1,1,2,2-Tetrachloroethane 5 U 5
2-Butanone 5.6 J 100 Toluene 5 U 5
1,1,1-Trichloroethane 5 U 5 Chlorobenzene 5 U 5
Carbon tetrachloride 5 U 5 Ethylbenzene 5 U 5
Vinyl acetate 10 U 10 Styrene 5 U 5
Dichlorobromomethane 5 U 5 Xylenes, total 5 U 5
Surrogates % Recovery Limits

TOLUENE-D8 104 81 - 117

BROMOFLUOROBENZENE . . 95 74 - 121

1,2-DICHLOROETHANE-D4 109 70 - 120

Data Qualifier Key:

U - none detected

J - estimated value (less than the sample quantitation limit)

B - analyte is found in the associated blank as well as in the sample
'blank' -~ positive result

* - Surrogate recovery is outside QC limit

D - compound identified at a secondary dilution factor

E - concentration exceeds calibration range

682-1-89
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/07/93 (512) 892-6684
Client Work ID: D.0.5001 409832-003-01 Work Order: B3-10-336

TEST NAME: ABN HSL GC/MS Extractables
METHOD REFERENCE: EPA8270

SAMPLE ID: A1046

SAMPLE DATE: 10/25/93
SAMPLE MATRIX: SOIL
EXTRACTION DATE: 11/01/93
ANALYSIS DATE: 11/14/93
DILUTION FACTOR: 0.033

UNITS: MG/KG Reporting Reportin

Result Qual Limit Result OQual Limit

Phenol 0.330 U 0.330 2,6=-Dinitrotoluene 0.330 U 0.330
bis(2-Chloroethyl)ether 0.330 U 0.330 3-Nitroaniline 0.825 U 0.825
2-Chlorophenocl 0.330 U 0.330 Acenaphthene 0.330 U 0.330
1,3-Dichlorobenzene 0.330 U 0.330 2,4-Dinitrophenol 0.825 U 0.825
1,4-Dichlorobenzene 0.330 U 0.330 4-Nitrophenol 0.825 U 0.825
Benzyl alcohol 0.330 U 0.330 Dibenzofuran 0.330 U 0.330
1,2-Dichlorobenzene 0.330 U 0.330 2,4~Dinitrotoluene 0.330 U 0.330
2-Methylphenol 0.330 U 0.330 Diethylphthalate 0.330 U 0.330
(2-Chloroisopropyl)ether 0.330 U 0.330 4-Chlorophenyl-phenylether 0.330 U 0.330
2thylphenol 0.330 U 0.330 Fluorene 0.330 U 0.330
N-Nitroso-di-n-propylamine 0.330 U 0.330 4-Nitroaniline 0.825 U 0.825
Hexachloroethane 0.330 U 0.330 4,6~Dinitro~-2-methylphenol 0.825 U 0.825
Nitrobenzene 0.330 U 0.330 N-Nitrosodiphenylamine (1) 0.330 U 0.330
Isophorone 0.330 U 0.330 4-Bromophenyl-phenylether 0.330 U 0.330
2-Nitrophenol 0.330 U 0.330 Hexachlorobenzene 0.330 U 0.330
2,4-Dimethylphenol 0.330 U 0.330 Pentachlorophenol 0.825 U 0.825
Benzoic Acid 0.330 U 0.330 Phenanthrene 0.330 U 0.330
bis(2-Chloroethoxy)methane 0.330 U 0.330 Anthracene 0.330 U 0.330
2,4-Dichlorophenol 0.330 U 0.330 Di-n-butylphthalate 0.330 U 0.330
1,2,4-Trichlorobenzene 0.330 U 0.330 Fluoranthene 0.330 U 0.330
Naphthalene 0.330 U 0.330 Pyrene 0.330 U 0.330
4-Chloroaniline 0.330 U 0.330 Butylbenzylphthalate 0.330 U 0.330
Hexachlorobutadiene 0.330 U 0.330 3,3'-Dichlorobenzidine 0.330 U 0.330
4-Chloro-3-methylphenol 0.330 U 0.330 Benzo(a)anthracene 0.330 U 0.330
2-Methylnaphthalene 0.330 U 0.330 Chrysene 0.330 U 0.330
Hexachlorocyclopentadiene 0.330 U 0.330 bis(2-Ethylhexyl)phthalate 0.330 U 0.330
2,4,6-Trichlorophenol 0.330 U 0.330 Di-n-octylphthalate 0.330 U 0.330
2,4,5-Trichlorophenol 0.825 U 0.825 Benzo(b)fluoranthene 0.330 U 0.330
2-Chloronaphthalene 0.330 U 0.330 Benzo(k)fluoranthene 0.330 U 0.330
2-Nitroaniline 0.825 U 0.825 Benzo(a)pyrene 0.330 U 0.330
Dimethylphthalate 0.330 U 0.330 Indeno(1,2,3~cd)pyrene 0.330 U 0.330
Acenaphthylene 0.330 U 0.330 Dibenzo(a,h)anthracene 0.330 U 0.330
Benzo(g,h,i)perylene 0.330 U 0.330
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/07/93 (512) 892-6684
Client Work ID: -D.0.5001 . _ _ 409832-003-01 ork Order: B3-10-336

TEST NAME: ABN HSL GC/MS Extractables
METHOD REFERENCE: EPA8270

SAMPLE ID: A1046
SAMPLE DATE: 10/25/93
SAMPLE MATRIX: SOIL

Surrogates. % Recovery Limits

Nitrobenzene-D5 77 23 - 120
2-Fluorobiphenyl 89 30 - 115
Terphenyl-D14 83 18 - 137
Phenol-D5 65 24 - 113
2-Fluorophenol 55 25 - 121
2,4,6-Tribromophenol 92 19 - 122

(1) N-Nitrosodiphenylamine cannot be separated from diphenylamine.

Data Qualifier Key:
U - none detected
J - estimated value (less than the sample quantitation limit)
B - analyte is found in the associated blank as well as in the sample
‘blank' - positive result .
- Surrogate recovery is outside QC limit
compound identified at a secondary dilution factor
- concentration exceeds calibration range

o »
|
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/07/93 (512) 892-6684
Client Work ID: D.0.5001 409832-003-01 Work Order: B3-10-336

TEST NAME: Metals
METHOD REFERENCE: EPA6010

SAMPLE ID: A1046

SAMPLE DATE: 10/25/93

SAMPLE MATRIX: SOIL

DILUTION FACTOR (6010): 105.263

UNITS: MG/KG
Result Reporting Method Analysis
Result OQual Limit Reference Date

Arsenic 2.0 N 0.94 7060 11/12/93
Aluminum 13000 N 21 6010 11/13/93
Barium 400 N* 21 6010 11/13/93
Beryllium 2.4 0.53 6010 11/13/93
Cadmium 1.00 0.53 6010 11/13/93
Chromium 12 1.1 6010 11/13/93
Copper 8.3 2.6 6010 11/13/93
Iron 16000 N* 11 6010 11/13/93
Nickel 13 4.2 6010 11/13/93
Lead 4.7 N 0.28 7421 11/12/93
Mercury 0.027 0.022 7471 11/07/93
Silver 0.50 1.1 6010 11/13/93
Zinc 18 2.1 6010 11/13/93

Data qualifier key:
E - estimated value

- duplicate injection precision not met

- spike recovery not within control limits

- determined by MSA

- post-digestion spike for Furnace AA is out of control limits (85-115%),
while sample absorbance is <50% of spike absorbance

- duplicate analysis outside control limits

- Correlation coefficient for the MSA <0.995

< CRDL but >= IDL

- none detected

~ positive result

T 0n 22X

- g W+ *
[}

'blank

NOTE: Dilution Factor applies to Method 6010 only.
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/07/93 (512) 892-6684
Client Work ID: 'D.0.5001 409832-003-01 Work Order: B3-10-336
e |
SAMPLE ID: A1047
SAMPLE DATE: 10/25/93 14:20:00
SAMPLE MATRIX: SOIL
Note Reporting Date Method
Test Name Ref Result Limit Units Analyzed Reference
Chromium VI 0.26 0.10 MG/KG 11/04/93 EPA7196

-~ 682-1-89
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Company: IT CORPORATION
Date: 12/07/93
_ Client Work ID: 'D.0.5001

IT ANALYTICAL SERVICES
AUSTIN, TX

(512) 892-6684
409832-003-01 Work Order:

B3-10-336

TEST NAME: Hazardous Substance Vols.

METHOD REFERENCE: EPA8240

SAMPLE ID: A1047

SAMPLE DATE: 10/25/93
SAMPLE MATRIX: SOIL
ANALYSIS DATE: 11/05/93
DILUTION FACTOR: 1.0
UNITS: UG/KG

Reporting

Result Qual Limit

Chloromethane 10 U
Bromomethane 10 u
Vinyl chloride 10 U
Chloroethane 10 U
Methylene chloride 3.0 J
Acetone 130 B
Carbon disulfide 5 U
1,1-Dichloroethene 5 U
1-Dichloroethane 5 U
ans-1,2-Dichloroethene 5 U
cis-1,2-Dichloroethene 5 U
Chloroform 5 u
1,2-Dichloroethane 5 U
2-Butanone 8.5 J
1,1,1-Trichloroethane 5 U
Carbon tetrachloride 5 U
Vinyl acetate 10 U
Dichlorobromomethane 5 U

Surrogates

TOLUENE-D8
BROMOFLUOROBENZENE

1,2-DICHLOROETHANE-D4

Data Qualifier Key:
U - none detected

10
10

1,2-Dichloropropane
trans-1, 3-Dichloropropene
Trichloroethene
Chlorodibromomethane
1,1,2-Trichloroethane
Benzene

cis-1, 3-Dichloropropene
2-Chloroethylvinyl ether
Bromoform

2-Hexanone
4-Methyl-2-pentanone
Tetrachloroethene
1,1,2,2-Tetrachloroethane
Toluene

Chlorobenzene
Ethylbenzene

Styrene

Xylenes, total

$ Recovery Limits

104 81 - 117
95 74 - 121
111 70 - 120

uunmouun oo

J - estimated value (less than the sample quantitation limit)

B_
‘blank' - positive result
* - Surrogate recovery is outside QC limit
D - compound identified at a secondary dilution factor
E - concentration exceeds calibration range

Reportin
Result Qual Limit

goagdaddcacdadgagggadaaaogaacaa

analyte is found in the associated blank as well as in the sample

682-1-89
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Company: IT CORPORAT
Date: 12/07/93

Client Work ID:

ION

‘D.0.5001

IT ANALYTICAL SERVICES

AUSTIN,

X

(512) 892-6684

409832-003-01 Work

Order:

B3-10-336

e -

TEST NAME: ABN HSL GC/MS Extractables

METHOD REFERENCE: EPA8270
SAMPLE ID: A1047

SAMPLE DATE: 10/25/93
SAMPLE MATRIX: SOIL
EXTRACTION DATE: 11/01/93
ANALYSIS DATE: 11/14/93
DILUTION FACTOR: 0.033

UNITS: MG/KG

Reporting

Result Qual Limit

Phenol
bis(2-Chloroethyl)ether
2-Chlorophenol
1l,3-Dichlorobenzene
1,4-Dichlorobenzene
Benzyl alcohol
1,2-Dichlorobenzene
2-Methylphenol
"(2-Chloroisopropyl)ether
.ethylphenol
N-Nitroso-di-n-propylamine
Hexachloroethane
Nitrobenzene
Isophorone
2-Nitrophenol
2,4-Dimethylphenol
Benzoic Acid
bis(2-Chloroethoxy)methane
2,4-Dichlorophenol
1,2,4-Trichlorobenzene
Naphthalene
4-Chloroaniline
Hexachlorobutadiene
4-Chloro-3-methylphenol
2-Methylnaphthalene
Hexachlorocyclopentadiene
2,4,6-Trichlorophenol
2,4,5-Trichlorophenol
2-Chloronaphthalene
2-Nitroaniline
Dimethylphthalate
Acenaphthylene

0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.825
0.330
0.825
0.330
0.330

dcddcoccddaocddaddacddadaogadadddagcagadadocaadaccagdaadac g

0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.825
0.330
0.825
0.330
0.330

2,6-Dinitrotoluene
3-Nitroaniline
Acenaphthene
2,4-Dinitrophenol
4-Nitrophenol
Dibenzofuran
2,4-Dinitrotoluene
Diethylphthalate
4-Chlorophenyl-phenylether
Fluorene

4-Nitroaniline
4,6-Dinitro~-2-methylphenol
N-Nitrosodiphenylamine (1)
4-Bromophenyl-phenylether
Hexachlorobenzene
Pentachlorophenol
Phenanthrene

Anthracene
Di-n-butylphthalate
Fluoranthene

Pyrene
Butylbenzylphthalate
3,3'~Dichlorobenzidine
Benzo(a)anthracene
Chrysene
bis(2-Ethylhexyl)phthalate
Di-n-octylphthalate
Benzo(b)fluoranthene
Benzo(k)fluoranthene
Benzo(a)pyrene
Indeno(1l,2,3-cd)pyrene
Dibenzo(a,h)anthracene
Benzo(g,h,i)perylene

Reportin

Result Qual Limit

0.330
0.825
0.330
0.825
0.825
0.330
0.330
0.330
0.330
0.330
0.825
0.825
0.330
0.330
0.330
0.825
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330

0.330
0.825
0.330
0.825
0.825
0.330
0.330
0.330
0.330
0.330
0.825
0.825
0.330
0.330
0.330
0.825
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330

ddddoddadddaddadadadaagagacgadadadagaacaaaaaadaa
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IT ANALYTICAL SERVICES
Company: IT CORPORATION o AUSTIN, TX
Date: 12/07/93 - (512) 892-6684
Client Work ID: 'D.0.5001 409832-003-01 Work Order: B3-10-336

TEST NAME: ABN HSL GC/MS Extractables
METHOD REFERENCE: EPA8270

SAMPLE ID: A1047
SAMPLE DATE: 10/25/93
SAMPLE MATRIX: SOIL

Surrogates % Recovery Limits

Nitrobenzene-D5 67 23 - 120
2-Fluorobiphenyl 88 30 - 115
Terphenyl-D14 78 18 - 137
Phenol~-D5 72 24 - 113
2-Fluorophenol 58 25 - 121
2,4,6-Tribromophenol 74 19 - 122

(1) N-Nitrosodiphenylamine cannot be separated from diphenylamine.

Data Qualifier Key:

U - none detected

J - estimated value (less than the sample quantitation limit)

B - analyte is found in the associated blank as well as in the sample
'blank' - positive result

* - Surrogate recovery is outside QC limit

D - compound identified at a secondary dilution factor

E - concentration exceeds calibration range

682-1-89
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/07/93 (512) 892-6684
Client Work ID: 'D.0.5001 409832-003-01 Work Order: B3-10-336

—

TEST NAME: Metals
METHOD REFERENCE: EPA6010

SAMPLE ID: A1047
SAMPLE DATE: 10/25/93

SAMPLE MATRIX: SOIL

DILUTION FACTOR (6010): 101.010

UNITS: MG/KG
Result Reporting Method Analysis
Result Qual Limit Reference Date

Arsenic 3.2 N 0.86 7060 11/12/93
Aluminum 10000 N 20 6010 11/13/93
Barium 760 N* 20 6010 11/13/93
Beryllium 1.3 0.51 6010 11/13/93
Cadmium 1.3 0.51 6010 11/13/93
Chromium 14 1.0 6010 11/13/93
Copper 6.8 2.5 6010 11/13/93
Iron 12000 N=* 10 6010 11/13/93
Nickel 16 4.0 6010 11/13/93
Lead 6.1 N 0.26 7421 11/12/93
Mercury 0.022 U 0.022 7471 11/07/93
Silver 0.11 1.0 6010 11/13/93
Zinc 18 2.0 6010 11/13/93

Data qualifier key:
E - estimated value
M - duplicate injection precision not met

N - spike recovery not within control limits
S - determined by MSA
W - post-digestion spike for Furnace AA is out of control limits (85-115%),
while sample absorbance is <50% of spike absorbance
* - duplicate analysis outside control limits
+ - Correlation coefficient for the MSA <0.995
B - < CRDL but >= IDL
U - none detected
'blank' - positive result

NOTE: Dilution Factor applies to Method 6010 only.

682-1-89
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/07/93 S (512) 892-6684
Client Work ID: 'D.0.5001 409832-003-01 Work Order: B3-10-336

SAMPLE ID: Al047-MS
SAMPLE DATE: 10/25/93 14:20:00
SAMPLE MATRIX: SOIL

Note Reporting Date  Method
Test Name Ref Result Limit Units Analyzed Reference
Chromium VI 93 $ REC 11/05/93 EPA7196

682-1-89
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/07/93 (512) 892-6684
Client Work ID: D.0.5001 409832-003-01 Work Order: B3-~10-336

TEST NAME: Hazardous Substance Vols.
METHOD REFERENCE: EPA8240

SAMPLE ID: A1047-MS
SAMPLE DATE: 10/25/93
SAMPLE MATRIX: SOIL
ANALYSIS DATE: 11/05/93
DILUTION FACTOR: 1.0
UNITS: % REC

Result Result
1,1-Dichloroethene 90 Trichloroethene 85
Benzene 96
Toluene 103
Chlorobenzene 103
Surrogates % Recovery Limits
TOLUENE-D8 103 81 - 117
BROMOFLUOROBENZENE 97 74 - 121
1,2-DICHLOROETHANE~-D4 111 70 - 120

Data Qualifier Key:

U - none detected

J - estimated value (less than the sample quantitation limit)

B - analyte is found in the associated blank as well as in the sample
'blank' - positive result

* - Surrogate recovery is outside QC limit

D - compound identified at a secondary dilution factor

E - concentration exceeds calibration range

[N 682-1-89
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Company: IT CORPORATION
Date: 12/07/93

of 90

IT ANALYTICAL SERVICES

AUSTIN, TX
(512) 892-6684

Client Work ID: D.0.5001 409832-003-01 Work Order:

B3-10-336

L

TEST NAME: ABN HSL GC/MS Extractables
METHOD REFERENCE: EPA8270

SAMPLE ID: Al047-MS

SAMPLE DATE: 10/25/93
SAMPLE MATRIX: SOIL
EXTRACTION DATE: 11/01/93

ANALYSIS DATE: 11/13/93
DILUTION FACTOR: 0.033
UNITS: % REC
Result Result
Phenol 79 Acenaphthene 121
2-Chlorophenol 90 4-Nitrophenol 67
1,4-Dichlorobenzene 75 2,4~Dinitrotoluene 84
N-Nitroso-di-n-propylamine 99 Pentachlorophenol 74
1,2,4-Trichlorobenzene 89 Pyrene 96
4-Chloro-3-methylphenol 89
Surrogates % Recovery Limits
Nitrobenzene-D5 79 23 - 120
2-Fluorobiphenyl 92 30 - 115
Terphenyl-D14 77 18 - 137
Phenol-D5S 72 24 - 113
2-Fluorophenol 70 25 - 121
2,4,6-Tribromophenol 82 19 - 122
(1) N-Nitrosodiphenylamine cannot be separated from diphenylamine.
Data Qualifier Key:
U - none detected
J - estimated value (less than the sample quantitation limit)
B - analyte is found in the associated blank as well as in the sample
'blank' - positive result
* - Surrogate recovery is outside QC limit
D - compound identified at a secondary dilution factor
E - concentration exceeds calibration range

682-1-89
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Company :
Date:

of 90

IT CORPORATION
12/07/93
Client Work ID:

'D.0.5001

IT ANALYTICAL SERVICES
AUSTIN, TX
(512) 892-6684

409832-003-01

Work Order:

B3-10-336

TEST NAME: Metals

METHOD REFERENCE: EPA6010

SAMPLE ID: A1047-MS

SAMPLE DATE: 10/25/93

SAMPLE MATRIX: SOIL

DILUTION FACTOR (6010): 101.010
UNITS: % REC
Method Analysis
Result Reference Date
Arsenic 23.8 7060 11/12/93
Aluminum 1134 6010 11/13/93
Barium 0 6010 11/13/93
Beryllium 83 6010 11/13/93
Cadmium 86 6010 11/13/93
Chromium 92 6010 11/13/93
Copper 92 6010 11/13/93
Iron 896 6010 11/13/93
Nickel 86 6010 11/13/93
Lead 3.4 7421 11/12/93
Mercury 109 7471 11/07/93
Silver 86 6010 11/13/93
Zinc 86 6010 11/13/93

Data qualifier key:
estimated value

TnzZxw

* duplicate

-+

B < CRDL but >= IDL

U none detected
'‘blank’ positive result

NOTE:

duplicate injection precision not met
spike recovery not within control limits

determined by MSA

post~digestion spike for Furnace AA is out of control limits (85-115%),
while sample absorbance is <50% of spike absorbance

analysis outside control limits

Correlation coefficient for the MSA <0.995

Dilution Factor applies to Method 6010 only.

Referenced notes for these results:

Matrix spike outside control limits due to matrix
interference on aluminum, barium and iron analysis by ICPES,

affecting all soil samples in batch.

LCS / LCSD results and

method Quality Control were acceptable.
Duplicate analysis outside control limits due to matrix
interference on barium and iron analysis by ICPES, affecting

all soil samples in batch.

were acceptable.

LCS/LCSD results & method QC

682-1-89
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/07/93 (512) 892-6684
Client Work ID: 'D.0.5001 409832-003-01 Work Order: B3-10-336

SAMPLE ID: Al1047-MSD
SAMPLE DATE: 10/25/93 14:20:00
SAMPLE MATRIX: SOIL

Note Reporting Date Method
Test Name Ref Result Limit Units Analyzed Reference

Chromium VI 96 % REC 11/05/93 EPA7196

682-1-89
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. IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN. TX
Date: 12/07/93 512) 8 b_ 6
Client Work ID: -D.0.5001 409832—003-01( ?Qorgt gtgér: B3-10-336
TEST NAME: Haszardous Substance Vols.
METHOD REFERENCE: EPA8240
SAMPLE ID: Al1047-MSD
SAMPLE DATE: 10/25/93
SAMPLE MATRIX: SOIL
ANALYSIS DATE: 11/05/93
DILUTION FACTOR: 1.0
UNITS: % REC
Result Result
1,1-Dichloroethene 99 Trichloroethene 89
Benzene 102
Toluene 110
Chlorobenzene 108
Surrogates % Recovery Limits
TOLUENE-D8 103 81 - 117
BROMOFLUOROBENZENE 98 74 - 121
1,2-DICHLOROETHANE-D4 110 70 - 120

Data Qualifier Key:
U - none detected
J - estimated value (less than the sample quantitation limit)
B - analyte is found in the associated blank as well as in the sample
'blank' - positive result
* - Surrogate recovery is outside QC limit
- compound identified at.a secondary dilution factor
- concentration exceeds calibration range

o O
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Company: IT CORPORATION
Date: 12/07/93

IT ANALYTICAL SERVICES

AUSTIN, TX
(512) 892-6684

Client Work ID: D.0.5001 409832-003-01 ork Order:

B3-10-336

TEST NAME: ABN HSL GC/MS Extractables
METHOD REFERENCE: EPA8270

SAMPLE ID: Al047-MSD
SAMPLE DATE: 10/25/93
SAMPLE MATRIX: SOIL
EXTRACTION DATE: 11/01/93

ANALYSIS DATE: 11/13/93
DILUTION FACTOR: 0.033
UNITS: $ REC
Result Result
Phenol 73 Acenaphthene 112
2-Chlorophenol 78 4-Nitrophenol 62
1l,4-Dichlorobenzene 67 2,4-Dinitrotoluene 74
N-Nitroso-di~n-propylamine 86 Pentachlorophenol 62
1,2,4-Trichlorobenzene 83 Pyrene 89
4-Chloro-3-methylphenol 81
Surrogates % Recovery Limits
Nitrobenzene-DS 74 23 - 120
2-Fluorobiphenyl 91 30 - 115
Terphenyl-D14 73 18 - 137
Phenol-D5 67 24 - 113
2-Fluorophenol 63 25 - 121
2,4,6-Tribromophenol 76 19 - 122
(1) N-Nitrosodiphenylamine cannot be separated from diphenylamine.
Data Qualifier Key:
U - none detected
J - estimated value (less than the sample guantitation limit)
B - analyte is found in the associated blank as well as in the sample
'blank' - positive result
* - Surrogate recovery is outside QC limit
D - compound identified at a secondary dilution factor
E - concentration exceeds calibration range
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/07/93 (512) 892-6684
Client Work ID: 'D.0.5001 409832-003-01 Work Order: B3-10-336

TEST NAME: Metals
METHOD REFERENCE: EPA6010

SAMPLE ID: A1l047-MSD

SAMPLE DATE: 10/25/93

SAMPLE MATRIX: SOIL

DILUTION FACTOR (6010): 113.636

UNITS: $ REC
. Method Analysis
Result Reference Date

Arsenic 44.7 7060 11/12/93
Aluminum 1090 6010 11/13/93
Barium 0 6010 11/13/93
Beryllium 84 6010 11/13/93
Cadmium 87 6010 11/13/93
Chromium 92 6010 11/13/93
Copper 93 6010 11/13/93
Iron 833 6010 11/13/93
Nickel 87 6010 11/13/93
Lead (o} 7421 11/12/93
Mercury 104 7471 11/07/93
Silver 87 6010 11/13/93
Zinc 87 6010 11/13/93

Data qualifier key:
E - estimated value

- duplicate injection precision not met

- spike recovery not within control limits

- determined by MSA

- post-~digestion spike for Furnace AR is out of control limits (85-115%),
while sample absorbance is <50% of spike absorbance

- duplicate analysis outside control limits

- Correlation coefficient for the MSA <0.995

< CRDL but >= IDL

- none detected

- positive result

Tn=z2x

w4+
|

'blank

NOTE: Dilution Factor applies to Method 6010 only.

Referenced notes for these results:

Matrix spike outside control limits due to matrix
interference on aluminum, barium and iron analysis by ICPES,
affecting all soil samples in batch. LCS / LCSD results and
method Quality Control were acceptable.

Duplicate analysis outside control limits due to matrix
interference on barium and iron analysis by ICPES, affecting
all soil samples in batch. LCS/LCSD results & method QC
were acceptable.

-~ 682-1-89



Page: 42 of 90

IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/07/93 (512) 892-6684
Client Work ID: 'D.0.5001 409832-003-01 Work Order: B3-10-336

SAMPLE ID: A1048
SAMPLE DATE: 10/25/93 14:30:00
SAMPLE MATRIX: SOIL

Note Reporting Date Method
Test Name Ref Result Limit UOnits Analyzed Reference
Chromium VI 0.50U0 0.50 MG/KG 11/05/93 EPA7196
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Company: IT CORPORATION
Date: 12/07/93
Client Work ID: -D.0.5001

TEST NAME: Hazardous Substance Vols.

METHOD REFERENCE: EPA8240

SAMPLE ID: Al048

SAMPLE DATE: 10/25/93
SAMPLE MATRIX: SOIL
ANALYSIS DATE: 11/05/93
DILUTION FACTOR: 1.0
UNITS: UG/KG

Reporting

Result Qual Limit

Chloromethane 10 U
Bromomethane 10 u
Vinyl chloride 10 U
Chloroethane 10 ¢4
Methylene chloride 1.4 J
Acetone 13 JB
Carbon disulfide 5 U
1,1-Dichloroethene 5 o
* 1-Dichloroethane 5 U
ins-1,2-Dichloroethene ] u
cis-1,2-Dichloroethene 5 U
Chloroform 5 U
1,2-Dichloroethane 5 U
2-Butanone 4.0 J
1,1,1-Trichloroethane 5 U
Carbon tetrachloride 5 U
Vinyl acetate 10 4]
Dichlorobromomethane 5 o]

Surrogates

TOLUENE-D8
BROMOFLUOROBENZENE

1, 2-DICHLOROETHANE-D4

Data Qualifier Key:
U - none detected

10
10
10
10
10
100

oo ootn v

1100

10

IT ANALYTICAL SERVICES
AUSTIN, TX

(512) 892-6684
409832-003-01 ork Order:

1,2-Dichloropropane
trans-1, 3-Dichloropropene
Trichloroethene
Chlorodibromomethane
1,1,2-Trichloroethane
Benzene
cis-1,3-Dichloropropene
2-Chloroethylvinyl ether
Bromoform

2-Hexanone
4-Methyl-2-pentanone
Tetrachloroethene
1,1,2,2-Tetrachloroethane
Toluene

Chlorobenzene
Ethylbenzene

Styrene

Xylenes, total

% Recovery Limits

101 81 - 117
96 74 - 121
109 70 - 120

oo uno,m

J - estimated value (less than the sample quantitation limit)
B - analyte is found in the associated blank as well as in the sample

'blank’' - positive result

* - Surrogate recovery is outside QC limit
D - compound identified at a secondary dilution factor
E - concentration exceeds calibration range

B3-10-336

Reportin¢
Result Qual Limit

gagddogagacacddadadadagagaccacac
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/07/93 (512) 892-6684
Client Work ID: 'D.0.5001 409832-003-01 Work Order: B3-10-336

TEST NAME: ABN HSL GC/MS Extractables
METHOD REFERENCE: EPA8270

SAMPLE ID: A1048

SAMPLE DATE: 10/25/93
SAMPLE MATRIX: SOIL
EXTRACTION DATE: 11/01/93
ANALYSIS DATE: 11/13/93
DILUTION FACTOR: 0.033

UNITS: MG/KG Reporting Reportii
Result OQual Limit Result OQual Limit

Phenol 0.330 U 0.330 2,6-Dinitrotoluene 0.330 U 0.330
bis(2-Chloroethyl)ether 0.330 U 0.330 3-Nitroaniline 0.825 U 0.825
2-Chlorophenol 0.330 U 0.330 Acenaphthene 0.330 U 0.330
1,3-Dichlorobenzene 0.330 U 0.330 2,4-Dinitrophenol 0.825 U 0.825
1,4-Dichlorobenzene 0.330 U 0.330 4-Nitrophenol 0.825 U 0.825
Benzyl alcohol 0.330 U 0.330 Dibenzofuran 0.330 U 0.330
1,2-Dichlorobenzene 0.330 U 0.330 2,4-Dinitrotoluene 0.330 U 0.330
2-Methylphenol 0.330 U 0.330 Diethylphthalate 0.330 U 0.330
v 'g(2-Chloroisopropyl)ether 0.330 U 0.330 4-Chlorophenyl-phenylether 0.330 U 0.330
ethylphenol 0.330 U 0.330 Fluorene 0.330 U 0.330
N-Nitroso-di-n-propylamine 0.330 U 0.330 4-Nitroaniline 0.825 U 0.825
Hexachloroethane 0.330 U 0.330 4,6-Dinitro-2-methylphenol 0.825 U 0.825
Nitrobenzene 0.330 U 0.330 N-Nitrosodiphenylamine (1) 0.330 U 0.330
Isophorone 0.330 U 0.330 4-Bromophenyl-phenylether 0.330 U 0.330
2-Nitrophenol 0.330 U 0.330 Hexachlorobenzene 0.330 U 0.330
2,4-Dimethylphenol 0.330 U 0.330 Pentachlorophenol 0.825 U 0.825
Benzoic Acid 0.330 U 0.330 Phenanthrene 0.330 U 0.330
bis(2-Chloroethoxy)methane 0.330 U 0.330 Anthracene 0.330 U 0.330
2,4-Dichlorophenol 0.330 U 0.330 Di-n-butylphthalate 0.330 U 0.330
1,2,4-Trichlorobenzene 0.330 U 0.330 Fluoranthene 0.330 U 0.330
Naphthalene 0.330 U 0.330 Pyrene 0.330 U 0.330
4-Chloroaniline 0.330 U 0.330 Butylbenzylphthalate 0.330 U 0.330
Hexachlorobutadiene 0.330 U 0.330 3,3'=-Dichlorobenzidine 0.330 U 0.330
4-Chloro-3-methylphenol 0.330 U 0.330 Benzo(a)anthracene 0.330 U 0.330
2-Methylnaphthalene 0.330 U 0.330 Chrysene 0.330 U 0.330
Hexachlorocyclopentadiene 0.330 U 0.330 big(2-Ethylhexyl)phthalate 0.330 U 0.330
2,4,6-Trichlorophenol 0.330 U 0.330 Di-n-octylphthalate 0.330 U 0.330
2,4,5-Trichlorophenol 0.825 U 0.825 Benzo(b)fluoranthene 0.330 U 0.330
2-Chloronaphthalene 0.330 U 0.330 Benzo (k) fluoranthene 0.330 U 0.330
2-Nitroaniline 0.825 U 0.825 Benzo(a)pyrene 0.330 U 0.330
Dimethylphthalate 0.330 U 0.330 Indeno(1l,2,3-cd)pyrene 0.330 U 0.330
Acenaphthylene 0.330 U 0.330 Dibenzo(a,h)anthracene 0.330 U 0.330
Benzo(g,h,i)perylene 0.330 U 0.330
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/07/93 (512) 892-6684
Client Work ID: ©D.0.5001 409832-003-01 Work Order: B3-10-336

TEST NAME: ABN HSL GC/NS Extractables
METHOD REFERENCE: EPA8270

SAMPLE ID: A1048
SAMPLE DATE: 10/25/93
SAMPLE MATRIX: SOIL

Surrogates - % Recovery Limits

Nitrobenzene-D5 69 23 - 120
2-Fluorocbiphenyl 84 30 - 115
Terphenyl-D14 73 18 - 137
Phenol-D5 69 24 - 113
2-Fluorophenol - 58 25 - 121
2,4,6-Tribromophenol 72 19 - 122

(1) N-Nitrosodiphenylamine cannot be separated from diphenylamine.

Data Qualifier Key:
U - none detected
J - estimated value (less than the sample quantitation limit)
B - analyte is found in the associated blank as well as in the sample
'‘blank' - positive result
- Surrogate recovery is outside QC limit
compound identified at a secondary dilution factor
- concentration exceeds calibration range

O *
1
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/07/93 (512) 892-6684
Client Work ID: D.0.5001 409832-003-01 Work Order: B3-10-336

TEST NAME: Metals
METHOD REFERENCE: EPA6010

SAMPLE ID: Al048

SAMPLE DATE: 10/25/93

SAMPLE MATRIX: SOIL

DILUTION FACTOR (6010): 117.647

UNITS: MG/KG
Result Reporting Method Analysis
Result Qual Limit Reference Date

Arsenic 1.8 N 1.1 7060 11/12/93
Aluminum 7400 N 24 6010 11/13/93
Barium 390 N* 24 6010 11/13/93
Beryllium 1.2 0.59 6010 11/13/93
Cadmium 0.46 0.59 6010 11/13/93
Chromium 11 1.2 6010 11/13/93
Copper 6.0 2.9 6010 11/13/93
Iron 8000 N* 12 6010 11/13/93
Nickel 9.3 4.7 6010 11/13/93
Lead 4.6 N 0.34 7421 11/12/93
Mercury 0.020 u 0.020 7471 11/07/93
Silver 0.023 1.2 6010 11/13/93
Zinc 15 2.4 6010 11/13/93

Data qualifier key:
E - estimated value

- duplicate injection precision not met

- spike recovery not within control limits

- determined by MSA o

- post-digestion spike for Furnace AR is out of control limits (85-115%),
while sample absorbance is <50% of spike absorbance

- duplicate analysis outside control limits

- Correlation coefficient for the MSA <0.995

< CRDL but >= IDL

- none detected

- positive result

Tnz2x

W+ *
|

'‘blank

NOTE: Dilution Factor applies to Method 6010 only.
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/07/93 (512) 892-6684
Client Work ID: 'D.0.5001 409832-003-01 Work Order: B3-10-336

SAMPLE ID: Al1049
SAMPLE DATE: 10/25/93 14:40:00
SAMPLE MATRIX: SOIL

Note Reporting Date Method
Test Name Ref Result Limit Units Analyzed Reference
Chromium VI 0.50U0 0.50 MG/KG 11/05/93 EPA7196
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Company: IT CORPORATION
Date: 12/07/93

Client Work ID:

‘D.0.5001

IT ANALYTICAL SERVICES
AUSTIN, TX
(512) 892-6684

409832-003-01

Work Order:

B3-10-336

TEST NAME: Haszardous Substance Vols.

METHOD REFERENCE

SAMPLE ID: Al049

: EPA8240

SAMPLE DATE: 10/25/93

SAMPLE MATRIX:
ANALYSIS DATE:

SOIL

11/05/93

Reporting

10
10
10
10
10
100

awm oo o,

100

10

DILUTION FACTOR: 1.0
UNITS: UG/KG
Result Qual Limit

Chloromethane 10 U
Bromomethane 10 U
Vinyl chloride 10 ]
Chloroethane 10 U
Methylene chloride 10 U
Acetone 9.4 JB
Carbon disulfide 5 U
1l,1-Dichloroethene 5 U
° 1-Dichloroethane 5 U
ins-1,2-Dichloroethene S U
cis-1,2-Dichloroethene 5 U
Chloroform 5 U
1,2-Dichloroethane 5 U
2-Butanone 100 u
1,1,1-Trichloroethane 5 U
Carbon tetrachloride 5 U
Vinyl acetate 10 U
Dichlorobromomethane 5 o

Surrogates

TOLUENE-D8
BROMOFLUOROBENZENE

1,2-DICHLOROETHANE-D4

Data Qualifier Key:

U -
J -
B ~
'blank' -

none detected
estimated value (less than the sample quantitation limit)
analyte is found in the associated blank as well as in the sample
pogitive result
Surrogate recovery is outside QC limit

compound identified at a secondary dilution factor
concentration exceeds calibration range

% Recovery

1,2-Dichloropropane
trans-1,3-Dichloropropene
Trichloroethene
Chlorodibromomethane
1,1,2-Trichloroethane
Benzene
cis-1,3-Dichloropropene
2-Chloroethylvinyl ether
Bromoform

2-Hexanone
4-Methyl-2-pentanone
Tetrachloroethene
1,1,2,2-Tetrachloroethane
Toluene

Chlorobenzene
Ethylbenzene

Styrene

Xylenes, total

Limits
81 - 117
74 - 121
70 - 120

101
99
110

Reportinc

Result Qual Limit

v uun,m

10

50
50

ounmouunoouoym

daoddaddddaddagdacaaadagaaaaga
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/07/93 (512) 892-6684
Client Work ID: D.0.5001 409832-003~01 Work Order: B3-10-336

TEST NAME: ABN HSL GC/MS Extractables
METHOD REFERENCE: EPA8270

SAMPLE ID: A1049

SAMPLE DATE: 10/25/93
SAMPLE MATRIX: SOIL
EXTRACTION DATE: 11/01/93
ANALYSIS DATE: 11/13/93
DILUTION FACTOR: 0.033

UNITS: MG/KG Reporting Reportin

Result Qual Limit Result Qual Limit

Phenol 0.330 U 0.330 2,6-Dinitrotoluene 0.330 U 0.330
bis(2-Chloroethyl)ether 0.330 U 0.330 3-Nitroaniline 0.825 U 0.825
2-Chlorophenol 0.330 U 0.330 Acenaphthene 0.330 U 0.330
1,3-Dichlorobenzene 0.330 U 0.330 2,4-Dinitrophenol 0.825 U 0.825
1,4-Dichlorobenzene 0.330 U 0.330 4-Nitrophenol 0.825 U 0.825
Benzyl alcohol 0.330 U 0.330 Dibenzofuran 0.330 U 0.330
1,2-Dichlorobenzene 0.330 U 0.330 2,4-Dinitrotoluene 0.330 U 0.330
2-Methylphenol 0.330 U 0.330 Diethylphthalate 0.330 U 0.330
3(2-Chloroisopropyl)ether 0.330 U 0.330 4-Chlorophenyl-phenylether 0.330 U 0.330
iethylphenol 0.330 U 0.330 Fluorene 0.330 U 0.330
N-Nitroso-di-n-propylamine 0.330 U 0.330 4-Nitroaniline 0.825 U 0.825
Hexachloroethane 0.330 U 0.330 4,6-Dinitro-2-methylphenol 0.825 U 0.825
Nitrobenzene 0.330 U 0.330 N-Nitrosodiphenylamine (1) 0.330 U 0.330
Isophorone 0.330 U 0.330 4-Bromophenyl-phenylether 0.330 U 0.330
2-Nitrophenol 0.330 U 0.330 Hexachlorobenzene 0.330 U 0.330
2,4-Dimethylphenol 0.330 U 0.330 Pentachlorophenol 0.825 U 0.825
Benzoic Acid 0.330 U 0.330 Phenanthrene 0.330 U 0.330
bis(2-Chloroethoxy)methane 0.330 U 0.330 Anthracene 0.330 U 0.330
2,4-Dichlorophenol 0.330 U 0.330 Di-n-butylphthalate 0.330 U 0.330
1,2,4-Trichlorobenzene 0.330 U 0.330 Fluoranthene 0.330 U 0.330
Naphthalene 0.330 U 0.330 Pyrene 0.330 U 0.330
4-Chloroaniline 0.330 U 0.330 Butylbenzylphthalate 0.330 U 0.330
Hexachlorobutadiene 0.330 U 0.330 3,3'-Dichlorobenzidine 0.330 U 0.330
4-Chloro-3-methylphenol 0.330 U 0.330 Benzo(a)anthracene 0.330 U 0.330
2-Methylnaphthalene 0.330 U 0.330 Chrysene 0.330 U 0.330
Hexachlorocyclopentadiene 0.330 U 0.330 bis(2-Ethylhexyl)phthalate 0.330 U 0.330
2,4,6-Trichlorophenol 0.330 U 0.330 Di-n-octylphthalate 0.330 U 0.330
2,4,5-Trichlorophenol 0.825 U 0.825 Benzo(b)fluoranthene 0.330 U 0.330
2-Chloronaphthalene 0.330 U 0.330 Benzo(k)fluoranthene 0.330 U 0.330
2-Nitroaniline 0.825 U 0.825 Benzo(a)pyrene 0.330 U 0.330
Dimethylphthalate 0.330 U 0.330 Indeno(1,2,3~-cd)pyrene 0.330 U 0.330
Acenaphthylene 0.330 U 0.330 Dibenzo(a,h)anthracene 0.330 U 0.330
Benzo(g,h,i)perylene 0.330 U 0.330
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/07/93 (512&892-6684
Client Work ID: D.0.5001 409832-003-01 ork Order: B3-10-336

TEST NAME: ABN HSL GC/MS Extractables
METHOD REFERENCE: EPA8270

SAMPLE ID: A1049
SAMPLE DATE: 10/25/93
SAMPLE MATRIX: SOIL

Surrogates % Recovery Limits

Nitrobenzene-D5 72 23 - 120
2-Fluorobiphenyl 86 30 - 115
Terphenyl-D14 74 18 - 137
Phenol-D5 67 24 - 113
2-Fluorophenol 58 25 - 121
2,4,6-Tribromophenol 75 19 - 122

(1) N-Nitrosodiphenylamine cannot be separated from diphenylamine.

Data Qualifier Key:
U - none detected
J - estimated value (less than the sample gquantitation limit)
analyte is found in the associated blank as well as in the sample
'blank' - positive result
- Surrogate recovery is outside QC limit
compound identified at a secondary dilution factor
- concentration exceeds calibration range

- mw
1

[ v B
|
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/07/93 (512) 892-6684
Client Work ID: 'D.0.5001 409832-003-01 Work Order: B3-10-336

TEST NAME: Metals
METHOD REFERENCE: EPA6010

SAMPLE ID: Al1049

SAMPLE DATE: 10/25/93

SAMPLE MATRIX: SOIL

DILUTION FACTOR (6010): 103.092

UNITS: MG/KG
Result Reporting Method Analysis
Result Qual Limit Reference Date

Arsenic 3.3 N 0.86 7060 11/12/93
Aluminum 9500 N 21 6010 11/13/93
Barium 690 N* 21 6010 11/13/93
Beryllium 1.6 0.52 6010 11/13/93
Cadmium 0.26 0.52 6010 11/13/93
Chromium 13 1.0 6010 11/13/93
Copper 7.9 2.6 6010 11/13/93
Iron 12000 N* 10 6010 11/13/93
Nickel 11 4.1 6010 11/13/93
Lead 8.5 N 1.0 7421 11/12/93
Mercury 0.022 U 0.022 7471 11/07/93
Silver 0.26 1.0 6010 11/13/93
Zinc 15 2.1 6010 11/13/93

Data qualifier key:
E - estimated value

- duplicate injection precision not met

~ spike recovery not within ‘control limits

- determined by MSA ‘

- post-digestion spike for Furnace AA is out of control limits (85-115%),
while sample absorbance is <50% of spike absorbance

- duplicate analysis outside control limits

- Correlation coefficient for the MSA <0.995

< CRDL but >= IDL

~ none detected

- positive result

ET0n=Z2Xx

- O m + *
|

'blank

NOTE: Dilution Factor applies to Method 6010 only.
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/07/93 (512) 892-6684
Client Work ID: "D.0.5001 409832-003-01 Work Order: B3-10-336
-
SAMPLE ID: A1050
SAMPLE DATE: 10/25/93 15:50:00
SAMPLE MATRIX: SOIL
Note Reporting Date Method
Test Name Ref Result Limit Units Analyzed Reference
Chromium VI 0.10U 0.10 MG/KG 11/05/93 EPA7196
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/07/93 (512) 892-6684

Client Work ID: 'D.0.5001

409832-003-01 Work Order:

TEST NAME: Hazardous Substance Vols.
METHOD REFERENCE: EPA8240

SAMPLE ID: A1050

SAMPLE DATE: 10/25/93
SAMPLE MATRIX: SOIL
ANALYSIS DATE: 11/05/93

DILUTION FACTOR: 1.0
UNITS: UG/KG
Reporting Reportinc
Result Qual Limit Result Qual Limit
Chloromethane 10 U 10 1,2-Dichloropropane 5 U 5
Bromomethane 10 U 10 trans-1,3-Dichloropropene 5 U )
Vinyl chloride 10 U 10 Trichloroethene 5 U 5
Chloroethane 10 U 10 Chlorodibromomethane 5 U 5
Methylene chloride 1.5 J 10 1,1,2-Trichloroethane 5 U 5
Acetone 9.2 JB 100 Benzene 5 U )
Carbon disulfide 5 U 5 cis~1,3-Dichloropropene 5 U 5
1,1-Dichloroethene 5 U 5 2-Chloroethylvinyl ether 10 u 10
* 1-Dichloroethane 5 U 5 Bromoform 5 U 5
ns-1,2-Dichloroethene 5 U 5 2-Hexanone 50 U 50
cis-1,2-Dichloroethene 5 u 5 4-Methyl-2-pentanone 50 U 50
Chloroform 5 U 5 Tetrachloroethene 5 U 5
1,2-Dichloroethane 5 U 5 1,1,2,2-Tetrachloroethane 5 o 5
2-Butanone 100 U 100 Toluene 5 U 5
1,1,1-Trichlorocethane 5 U 5 Chlorobenzene 5 U 5
Carbon tetrachloride 5 U 5 Ethylbenzene 5 U 5
Vinyl acetate 10 U 10 Styrene 5 U 5
Dichlorobromomethane 5 U 5 Xylenes, total 5 U 5
Surrogates % Recovery Limits

TOLUENE-D8 104 81 - 117

BROMOFLUOROBENZENE 95 74 - 121

1,2-DICHLOROETHANE~D4 108 70 - 120

Data Qualifier Key:

B3-10-336

U - none detected

J - estimated value (less than the sample quantitation limit)

B - analyte is found in the associated blank as well as in the sample
'blank’' - positive result

* - Surrogate recovery is outside QC limit

D - compound identified at a secondary dilution factor

E - concentration exceeds calibration range

[N 682-1-89
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/07/93 (512) 892-6684
Client Work ID: 'D.0.5001 409832-003-01 Work Order: B3-~10-336

TEST NAME: ABN HSL GC/MS Extractables
METHOD REFERENCE: EPA8270

SAMPLE ID: A1050

SAMPLE DATE: 10/25/93
SAMPLE MATRIX: SOIL
EXTRACTION DATE: 11/01/93
ANALYSIS DATE: 11/13/93
DILUTION FACTOR: 0.033

UNITS: MG/KG Reporting Reportin

Result Qual Limit Result Qual Limit

Phenol 0.330 U 0.330 2,6-Dinitrotoluene 0.330 U 0.330
bis(2-Chloroethyl)ether 0.330 U 0.330 3-Nitroaniline 0.825 U 0.825
2-Chlorophenol 0.330 U 0.330 Acenaphthene 0.330 U 0.330
1,3-Dichlorobenzene 0.330 U 0.330 2,4-Dinitrophencl 0.825 U 0.825
1,4~Dichlorobenzene 0.330 U 0.330 4-Nitrophenol 0.825 U 0.825
Benzyl alcohol 0.330 U 0.330 Dibenzofuran 0.330 U 0.330
1,2-Dichlorobenzene 0.330 U 0.330 2,4-Dinitrotoluene 0.330 U 0.330
2-Methylphenol 0.330 U 0.330 Diethylphthalate 0.330 U 0.330
' "3(2-Chloroisopropyl)ether 0.330 U 0.330 4-Chlorophenyl-phenylether 0.330 U 0.330
ethylphenol 0.330 U 0.330 Fluorene ' 0.330 U 0.330
N-Nitroso-di-n-propylamine 0.330 U 0.330 4-Nitroaniline 0.825 U 0.825
Hexachloroethane 0.330 U 0.330 4,6-Dinitro-2-methylphenol 0.825 U 0.825
Nitrobenzene 0.330 U 0.330 N-Nitrosodiphenylamine (1) 0.330 U 0.330
Isophorone 0.330 U 0.330 4-Bromophenyl-phenylether 0.330 U 0.330
2-Nitrophenol 0.330 U 0.330 Hexachlorobenzene 0.330 U 0.330
2,4-Dimethylphenol 0.330 U 0.330 Pentachlorophenol 0.825 U 0.825
Benzoic Acid 0.330 U 0.330 Phenanthrene 0.330 U 0.330
bis(2-Chloroethoxy)methane 0.330 U 0.330 Anthracene 0.330 U 0.330
2,4-Dichlorophenol 0.330 U 0.330 Di-n-butylphthalate 0.330 U 0.330
1,2,4-Trichlorobenzene 0.330 U 0.330 Fluoranthene 0.330 U 0.330
Naphthalene 0.330 U 0.330 Pyrene 0.330 U 0.330
4-Chloroaniline 0.330 U 0.330 Butylbenzylphthalate 0.330 U 0.330
Hexachlorobutadiene 0.330 U 0.330 3,3'-Dichlorobenzidine 0.330 U 0.330
4-Chloro-3-methylphenol 0.330 U 0.330 Benzo(a)anthracene 0.330 U 0.330
2-Methylnaphthalene 0.330 U 0.330 Chrysene 0.330 U 0.330
Hexachlorocyclopentadiene 0.330 U 0.330 bis(2-Ethylhexyl)phthalate 0.330 U 0.330
2,4,6-Trichlorophenol 0.330 U 0.330 Di-n-octylphthalate 0.330 U 0.330
2,4,5-Trichlorophenocl 0.825 U 0.825 Benzo(b)fluoranthene 0.330 U 0.330
2-Chloronaphthalene 0.330 U 0.330 Benzo(k)fluoranthene 0.330 U 0.330
2-Nitroaniline 0.825 U 0.825 Benzo(a)pyrene 0.330 U 0.330
Dimethylphthalate 0.330 U 0.330 Indeno(1l,2,3-cd)pyrene 0.330 U 0.330
Acenaphthylene 0.330 U 0.330 Dibenzo(a,h)anthracene 0.330 U 0.330
Benzo(g,h,i)perylene 0.330 U 0.330
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/07/93 (512) 892-6684
Client Work ID: 'D.0.5001 409832-003-01 Work Order: B3-10-336

TEST NAME: ABN HSL GC/MS Extractables
METHOD REFERENCE: EPA8270

SAMPLE ID: A1050
SAMPLE DATE: 10/25/93
SAMPLE MATRIX: SOIL

Surrogates % Recovery Limits

Nitrobenzene-D5 60 23 - 120
2-Fluorobiphenyl 78 30 - 115
Terphenyl-D14 63 18 - 137
Phenol-D5S 62 24 - 113
2-Fluorophenol 53 25 - 121
2,4,6-Tribromophenol 60 19 - 122

(1) N-Nitrosodiphenylamine cannot be separated from diphenylamine.

Data Qualifier Key:
U - none detected
J - estimated value (less than the sample quantitation limit)
B - analyte is found in the associated blank as well as in the sample
'blank' - positive result
* - Surrogate recovery is outside QC limit
compound identified at a secondary dilution factor
E - concentration exceeds calibration range

o
[}
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Company:
Date:

IT CORPORATION
12/07/93
Client Work ID:

of 90

'D.0.5001

409832-003-01

IT ANALYTICAL SERVICES
AUSTIN, TX

(512&

892-6684
ork Order:

B3-10-336

e .

TEST NAME: Metals

METHOD REFERENCE:

SAMPLE ID: Al050

SAMPLE DATE: 10/25/93
SAMPLE MATRIX:

SOIL

EPA6010

DILUTION FACTOR (6010): 97.0873
UNITS: MG/KG
Result Reporting Method Analysis
Result Qual Limit Reference Date
Arsenic 2.3 N 0.86 7060 11/12/93
Aluminum 15000 N 19 6010 11/13/93
Barium 230 N* 19 6010 11/13/93
Beryllium 1.8 0.49 6010 11/13/93
Cadmium 0.98 0.49 6010 11/13/93
Chromium 14 0.97 6010 11/13/93
Copper 7.8 2.4 6010 11/13/93
Iron 12000 N* 9.7 6010 11/13/93
Nickel 11 3.9 6010 11/13/93
Lead 9.2 N 1.0 7421 11/12/93
Mercury 0.024 U 0.024 7471 11/07/93
Silver 0.079 0.97 6010 11/13/93
Zinc 21 1.9 6010 11/13/93

Data qualifier key:
E - estimated value
duplicate injection precision not

'blank

met
spike recovery not within control limits

post-digestion spike for Furnace AA is out of control limits (85-115%),

while sample absorbance is <50% of spike absorbance

duplicate analysis outside control limits
Correlation coefficient for the MSA <0.995

M—

N_

S - determined by MSA
W -

X -

+ -

B - < CRDL but >= IDL
U - none detected

' - positive result
NOTE:

Dilution Factor applies to Method 6010 only.
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/07/93 (512) 892-6684
Client Work ID: - D.0.5001 409832-003-01 ork Order: B3-10-336

L
SAMPLE ID: Al051
SAMPLE DATE: 10/25/93 16:00:00
SAMPLE MATRIX: SOIL

Note Reporting Date  Method
Test Name Ref Result Limit Units Analyzed Reference
Chromium VI 0.50U0 0.50 MG/KG 11/05/93 EPA7196
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/07/93 (512) 892-6684

Client Work ID: D.0.5001

409832-003-01 Work Order:

B3-10-336

TEST NAME: Hazardous Substance Vols.
METHOD REFERENCE: EPA8240

SAMPLE ID: A1051
SAMPLE DATE: 10/25/93
SAMPLE MATRIX: SOIL
ANALYSIS DATE: 11/05/93

DILUTION FACTOR: 1.0
UNITS: UG/KG
Reporting Reportinc
Result Qual Limit Result Qual Limit
Chloromethane 10 U 10 1,2-Dichloropropane 5 U 5
Bromomethane 10 U 10 trans-1,3-Dichloropropene 5 U 5
vinyl chloride 10 vy 10 Trichloroethene 5 U 5
Chloroethane 10 U 10 Chlorodibromomethane 5 U 5
Methylene chloride 10 I 10 1,1,2-Trichloroethane 5 8] 5
Acetone 7.7 JB 100 Benzene 5 U 5
Carbon disulfide 5 U 5 cis-1,3-Dichloropropene 5 U 5
1l,1-Dichloroethene 5 U 5 2-Chloroethylvinyl ether 10 U 10
* 1-Dichloroethane 5 U 5 Bromoform 5 U 5
ns-1,2-Dichloroethene 5 U 5 2-Hexanone 50 u 50
cis-1,2-Dichloroethene 5 U 5 4-Methyl-2-pentanone 50 U 50
Chloroform 5 U 5 Tetrachloroethene 5 U 5
1,2-Dichloroethane 5 U 5 1,1,2,2-Tetrachloroethane 5 U 5
2-Butanone 100 U 100 Toluene 5 U 5
1,1,1-Trichloroethane 5 u 5 Chlorobenzene 5 u 5
Carbon tetrachloride 5 U 5 Ethylbenzene 5 U 5
Vinyl acetate 10 U 10 Styrene 5 U 5
Dichlorobromomethane 5 U 5 Xylenes, total 5 u 5
Surrogates % Recovery Limits

TOLUENE-DS8 103 81 - 117

BROMOFLUOROBENZENE 96 74 - 121

1,2-DICHLOROETHANE-D4 105 70 - 120

Data Qualifier Key:

U - none detected

J - estimated value (less than the sample quantitation limit)

B - analyte is found in the associated blank as well as in the sample
'blank' - positive result

* - Surrogate recovery is outside QC limit

D - compound identified at a secondary dilution factor

E - concentration exceeds calibration range
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/07/93 (512) 892-6684
Client Work ID: D.0.5001 409832-003-01 Work Order: B3-10-336

TEST NAME: ABN HSL GC/MS Extractables
METHOD REFERENCE: EPA8270

SAMPLE ID: A1051
SAMPLE DATE: 10/25/93
SAMPLE MATRIX: SOIL
EXTRACTION DATE: 11/01/93
ANALYSIS DATE: 11/13/93
DILUTION FACTOR: 0.033

UNITS: MG/KG Reporting Reportii

Result Qual Limit Result Qual Limit

Phenol 0.330 U 0.330 2,6-Dinitrotoluene 0.330 U 0.330
bis(2-Chloroethyl)ether 0.330 U 0.330 3=-Nitroaniline 0.825 U 0.825
2-Chlorophenol 0.330 U 0.330 Acenaphthene 0.330 U 0.330
1,3-Dichlorobenzene 0.330 U 0.330 2,4-Dinitrophenol 0.825 U 0.825
1,4-Dichlorobenzene 0.330 U 0.330 4-Nitrophenol 0.825 U 0.825
Benzyl alcohol 0.330 U 0.330 Dibenzofuran 0.330 U 0.330
1,2-Dichlorobenzene 0.330 U 0.330 2,4-Dinitrotoluene 0.330 U 0.330
2-Methylphenol 0.330 U 0.330 Diethylphthalate 0.330 U 0.330
Y(2-Chloroisopropyl)ether 0.330 U 0.330 4-Chlorophenyl~phenylether 0.330 U 0.330
.ethylphenol 0.330 U 0.330 Fluorene 0.330 U 0.330
N-Nitroso-di-n-propylamine 0.330 U 0.330 4-Nitroaniline 0.825 U 0.825
Hexachloroethane 0.330 U 0.330 4,6-Dinitro-2-methylphenol 0.825 U 0.825
Nitrobenzene 0.330 U 0.330 N-Nitrosodiphenylamine (1) 0.330 U 0.330
Isophorone 0.330 U 0.330 4-Bromophenyl-phenylether 0.330 U 0.330
2-Nitrophenol 0.330 U 0.330 Hexachlorobenzene 0.330 U 0.330
2,4-Dimethylphenol 0.330 U 0.330 Pentachlorophenol 0.825 U 0.825
Benzoic Acid 0.330 U 0.330 Phenanthrene 0.330 U 0.330
bis(2-Chloroethoxy)methane 0.330 U 0.330 Anthracene 0.330 U 0.330
2,4-Dichlorophenol 0.330 U 0.330 Di-n-butylphthalate 0.330 U 0.330
1,2,4-Trichlorobenzene 0.330 U 0.330 Fluoranthene 0.330 U 0.330
Naphthalene 0.330 U 0.330 Pyrene 0.330 U 0.330
4-Chloroaniline 0.330 U 0.330 Butylbenzylphthalate 0.330 U 0.330
Hexachlorobutadiene 0.330 U 0.330 3,3'-Dichlorobenzidine 0.330 U 0.330
4-Chloro-3-methylphenol 0.330 U 0.330 Benzo(a)anthracene 0.330 U 0.330
2-Methylnaphthalene 0.330 U 0.330 Chrysene 0.330 U 0.330
Hexachlorocyclopentadiene 0.330 U 0.330 bis(2-Ethylhexyl)phthalate 0.330 U 0.330
2,4,6-Trichlorophenol 0.330 U 0.330 Di-n-octylphthalate 0.330 U 0.330
2,4,5-Trichlorophenol 0.825 U 0.825 Benzo(b)fluoranthene 0.330 U 0.330
2-Chloronaphthalene 0.330 U 0.330 Benzo (k) fluoranthene 0.330 U 0.330
2-Nitroaniline 0.825 U 0.825 Benzo(a)pyrene 0.330 U 0.330
Dimethylphthalate 0.330 U 0.330 Indeno(1,2,3-cd)pyrene 0.330 U 0.330
Acenaphthylene 0.330 U 0.330 Dibenzo(a,h)anthracene 0.330 U 0.330
' -~ Benzo(g,h,i)perylene 0.330 U 0.330
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/07/93 (512) 892-6684
Client Work ID: 'D.0.5001 409832~003-01 Work Order: B3-10-336

TEST NAME: ABN HSL GC/MS Extractables
METHOD REFERENCE: EPA8270

SAMPLE ID: A1051
SAMPLE DATE: 10/25/93
SAMPLE MATRIX: SOIL

Surrogates - . % Recovery Limits

Nitrobenzene-D5 79 23 - 120
2-Fluorobiphenyl 91 30 - 115
Terphenyl-D14 75 18 - 137
Phenol-D5 72 24 - 113
2-Fluorophenol 61 25 - 121
2,4,6-Tribromoohenol 78 19 - 122

(1) N-Nitrosodiphenylamine cannot be separated from diphenylamine.

Data Qualifier Key:

U - none detected

J - estimated value (less than the sample quantitation limit)

B - analyte is found in the associated blank as well as in the sample
'blank' - positive result

* - Surrogate recovery is outside QC limit

D - compound identified at a secondary dilution factor

E - concentration exceeds calibration range
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/07/93 (512) 892-6684
Client Work ID: D.0.5001 409832-003-01 Work Order: B3-10-336

TEST NAME: Metals
METHOD REFERENCE: EPA6010

SAMPLE ID: A1051

SAMPLE DATE: 10/25/93

SAMPLE MATRIX: SOIL

DILUTION FACTOR (6010): 104.166

UNITS: MG/KG
Result Reporting Method Analysis
Result Qual Limit Reference Date

Arsenic 11 N 3.5 7060 11/12/93
Aluminum 8700 N 21 6010 11/13/93
Barium 580 N=* 21 6010 11/13/93
Beryllium 1.9 0.52 6010 11/13/93
Cadmium 0.94 0.52 6010 11/13/93
Chromium 10 1.0 6010 11/13/93
Copper 11 2.6 6010 11/13/93
Iron 12000 N* 10 6010 11/13/93
Nickel 28 4.2 6010 11/13/93
Lead 27 N 1.0 7421 11/12/93
Mercury 0.022 U 0.022 7471 11/07/93
Silver 0.69 1.0 6010 11/13/93
Zinc 18 2.1 6010 11/13/93

Data qualifier key:
E - estimated value

-~ duplicate injection precision not met

- spike recovery not within control limits

- determined by MSA

- post-digestion spike for Furnace AA is out of control limits (85-115%),
while sample absorbance is <50% of spike absorbance

- duplicate analysis outside control limits

- Correlation coefficient for the MSA <0.995

< CRDL but >= IDL

- none detected

'blank' - positive result

T hax

G w + *
]

NOTE: Dilution Factor applies to Method 6010 only.
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/07/93 (512) 892-6684
Client Work ID: D.0.5001 409832-003-01 Work Order: B3-10-336

SAMPLE ID: A1052
SAMPLE DATE: 10/25/93 16:05:00
SAMPLE MATRIX: SOIL

Note Reporting Date Method
Test Name Ref Result Limit Units Analyzed Reference
Chromium VI 0.50U 0.50 MG/KG 11/05/93 EPA7196
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/07/93 (512) 892-6684

Client Work ID: 'D.0.5001 409832-003-01 Work Order: B3-10-336

TEST NAME: Hazardous Substance Vols.

METHOD REFERENCE: EPA8240
SAMPLE ID: Al1052
SAMPLE DATE: 10/25/93
SAMPLE MATRIX: SOIL
ANALYSIS DATE: 11/05/93
DILUTION FACTOR: 1.0
UNITS: UG/KG
Reporting Reporting
Result Qual Limit Result Qual Limit
Chloromethane 10 U 10 1,2-Dichloropropane 5 U 5
Bromomethane 10 U 10 trans-1, 3-Dichloropropene 5 U 5
Vinyl chloride 10 U 10 Trichloroethene 5 U 5
Chloroethane 10 U 10 Chlorodibromomethane 5 U 5
Methylene chloride 10 U 10 1,1,2-Trichloroethane 5 U 5
Acetone 100 U 100 Benzene 5 U 5
Carbon disulfide 5 U s cis-1,3-Dichloropropene 5 U 5
1,1-Dichloroethene 5 U 5 2-Chloroethylvinyl ether 10 U 10
* 1-Dichloroethane 5 U 5 Bromoform 5 U 5
ns-1,2-Dichloroethene 5 U 5 2-Hexanone 50 U 50
cis-1,2-Dichloroethene 5 U 5 4-Methyl-2-pentanone 50 U 50
Chloroform 5 U 5 Tetrachloroethene 5 U 5
1,2-Dichloroethane ) U 5 1,1,2,2-Tetrachloroethane 5 U 5
2-Butanone 100 U 100 Toluene 5 U 5
1,1,1-Trichloroethane 5 U 5 Chlorobenzene 5 U 5
Carbon tetrachloride 5 U 5 Ethylbenzene 5 U 5
Vinyl acetate 10 U 10 Styrene 5 U© 5
Dichlorobromomethane 5 U 5 Xylenes, total 5 U 5
Surrogates % Recovery Limits
TOLUENE-D8 102 81 - 117
BROMOFLUOROBENZENE 93 74 - 121
1,2-DICHLOROETHANE-D4 108 70 - 120

Data Qualifier Key:
U - none detected
J - estimated value (less than the sample quantitation limit)

B -~

'blank' - positive result

-

Surrogate recovery is outside QC limit
compound identified at a secondary dilution factor
concentration exceeds calibration range

analyte is found in the associated blank as well as in the sample
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/07/93 ' (512) 892-6684
Client Work ID: 'D.0.5001 409832-003-01 ork Order: B3-10-336

TEST NAME: ABN HSL
METHOD REFERENCE:

SAMPLE ID: Al1052

GC/NS Extractables

EPA8270

SAMPLE DATE: 10/25/93

SAMPLE MATRIX: SOIL

EXTRACTION DATE: 11/01/93

ANALYSIS DATE: 11/13/93

DILUTION FACTOR: 0.033

UNITS: MG/KG Reporting

Result Qual Limit
Phenol 0.330 U 0.330 2,6-Dinitrotoluene
bis(2-Chloroethyl)ether 0.330 U 0.330 3-Nitroaniline
2-Chlorophenol 0.330 U 0.330 Acenaphthene
1,3-Dichlorobenzene 0.330 U 0.330 2,4-Dinitrophenol
l,4-Dichlorobenzene 0.330 U 0.330 4-Nitrophenol
Benzyl alcohol 0.330 U 0.330 Dibenzofuran
1,2-Dichlorobenzene 0.330 U 0.330 2,4-Dinitrotoluene
2-Methylphenol 0.330 U 0.330 Diethylphthalate
¢ q(2-Chloroisopropyl)ether 0.330 U 0.330 4-Chlorophenyl-phenylether
athylphenol 0.330 U 0.330 Fluorene

N-Nitroso-di-n-propylamine 0.330 U 0.330 4-Nitroaniline
Hexachloroethane 0.330 U 0.330 4,6-Dinitro-2-methylphenol
Nitrobenzene 0.330 U 0.330 N-Nitrosodiphenylamine (1)
Isophorone 0.330 U 0.330 4—-Bromophenyl-phenylether
2-Nitrophenol 0.330 U 0.330 Hexachlorobenzene
2,4-Dimethylphenol 0.330 U 0.330 Pentachlorophenol
Benzoic Acid 0.330 U 0.330 Phenanthrene
bis(2-Chloroethoxy)methane 0.330 U 0.330 Anthracene
2,4-Dichlorophenol 0.330 U 0.330 Di-n-butylphthalate
1,2,4-Trichlorobenzene 0.330 U 0.330 Fluoranthene
Naphthalene 0.330 U 0.330 Pyrene
4-Chloroaniline 0.330 U 0.330 Butylbenzylphthalate
Hexachlorobutadiene 0.330 U 0.330 3,3'-Dichlorobenzidine
4-Chloro-3-methylphenol 0.330 U 0.330 Benzo(a)anthracene
2-Methylnaphthalene 0.330 U 0.330 Chrysene
Hexachlorocyclopentadiene 0.330 U 0.330 bis(2-Ethylhexyl)phthalate
2,4,6-Trichlorophenol 0.330 U 0.330 Di-n-octylphthalate
2,4,5-Trichlorophenol 0.825 U 0.825 Benzo(b)fluoranthene
2-Chloronaphthalene 0.330 U 0.330 Benzo (k) fluoranthene
2-Nitroaniline 0.825 U 0.825 Benzo(a)pyrene
Dimethylphthalate 0.330 U 0.330 Indeno(1,2,3-cd)pyrene
Acenaphthylene 0.330 U 0.330 Dibenzo(a,h)anthracene

Benzo(g,h,i)perylene

Reportin

Result Qual Limit

0.330
0.825
0.330
0.825
0.825
0.330
0.330
0.330
0.330
0.330
0.825
0.825
0.330
0.330
0.330
0.825
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330

ddddadaaddddadcdadadagagaaaaaaocagagdaagdaaaaacaaada

0.330
0.825
0.330
0.825
0.825
0.330
0.330
0.330
0.330
0.330
0.825
0.825
0.330
0.330
0.330
0.825
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/07/93 512) 892-66
Client Work ID: -D.0.5001 409832-003-01( &ork o:gﬁ}: B3-10-336
TEST NAME: ABN HSL GC/MS Extractables
METHOD REFERENCE: EPA8270
SAMPLE ID: A1052
SAMPLE DATE: 10/25/93
SAMPLE MATRIX: SOIL
Surrogates % Recovery Limits
Nitrobenzene-D5 74 23 - 120
2-Fluorcbiphenyl 89 30 - 115
Terphenyl-D14 73 18 - 137
Phenol-D5 69 24 - 113
2-Fluorophenol 61 25 - 121
2,4,6-Tribromophenol 76 19 - 122

(1) N-Nitrosodiphenylamine cannot be separated from diphenylamine.

Data Qualifier Key:

U - none detected

J - estimated value (less than the sample quantitation limit)

B - analyte is found in the associated blank as well as in the sample
‘blank’' - positive result

* = Surrogate recovery is outside QC limit

D - compound identified at a secondary dilution factor

E - concentration exceeds calibration range
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IT ANALYTICAL SERVICES
Company : IT CORPORATION AUSTIN, X
Date: 12/07/93 o ) -
Client Work ID: D.0.5001 o ' 409832-003-01 (512‘3081'12 gtéfér: B3-10-336

TEST NAME: Metals
METHOD REFERENCE: EPA6010

SAMPLE ID: A1052

SAMPLE DATE: 10/25/93

SAMPLE MATRIX: SOIL

DILUTION FACTOR (6010): 89.2857

UNITS: MG/KG
Result Reporting Method Analysis
Result Qual Limit Reference Date

Arsenic 1.6 N 1.1 7060 11/12/93
Aluminum 9000 N 18 6010 11/13/93
Barium 150 N=* 18 6010 11/13/93
Beryllium 1.5 0.45 6010 11/13/93
Cadmium 0.79 0.45 6010 11/13/93
Chromium 11 0.89 6010 11/13/93
Copper 8.0 2.2 6010 11/13/93
Iron 9400 N* 8.9 6010 11/13/93
Nickel 12 3.6 6010 11/13/93
Lead 4.6 N 0.32 7421 11/12/93
Mercury 0.023 U 0.023 7471 11/07/93
Silver 0.28 0.89 6010 11/13/93
Zinc 19 1.8 6010 11/13/93

Data qualifier key:
E - estimated value

- duplicate injection precision not met

- spike recovery not within control limits

- determined by MSA

- post-digestion spike for Furnace AA is out of control limits (85-115%),
while sample absorbance is <50% of spike absorbance

— duplicate analysis outside control limits

- Correlation coefficient for the MSA <0.995

< CRDL but >= IDL

- none detected

‘blank' - positive result

TnzZ2X

QW+
|

NOTE: Dilution Factor applies to Method 6010 only.
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/07/93 (512) 892-6684
Client Work ID: 'D.0.5001 409832-003-01 ork Order: B3-10-336

- |
SAMPLE ID: A1053

SAMPLE DATE: 10/25/93 16:25:00
SAMPLE MATRIX: SOIL

Note Reporting Date  Method
Test Name Ref Result Limit Units Analyzed Reference
Chromium VI 0.500 0.50 MG/KG 11/05/93 EPA7196
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Company: IT CORPORATION
Date: 12/07/93
Client Work ID: -D.0.5001

TEST NAME: Hazardous Substance Vols.

METHOD REFERENCE: EPA8240

SAMPLE ID: Al053

SAMPLE DATE: 10/25/93
SAMPLE MATRIX: SOIL
ANALYSIS DATE: 11/05/93
DILUTION FACTOR: 1.0
UNITS: UG/KG

Reporting

Result Qual Limit

Chloromethane 10 u
Bromomethane 10 u
Vinyl chloride 10 U
Chloroethane 10 u
Methylene chloride 1.3 J
Acetone 5.2 BJ
Carbon disulfide 5 U
l,1-Dichloroethene 5 U
1 .1-Dichloroethane 5 U
ins-1,2-Dichloroethene S U
¢c18-1,2~-Dichloroethene 5 U
Chloroform 5 U
1,2-Dichloroethane 5 u
2-Butanone 100 U
1,1,1-Trichloroethane 5 U
Carbon tetrachloride 5 U
Vinyl acetate 10 U
Dichlorobromomethane 5 U

Surrogates

TOLUENE-DS8
BROMOFLUOROBENZENE

1,2-DICHLOROETHANE-D4

Data Qualifier Key:
U - none detected

10
10
10

IT ANALYTICAL SERVICES
AUSTIN, TX

409832-003-01‘512)0«32-%'%%:: B3-10-336

1,2-Dichloropropane
trans-1,3-Dichloropropene
Trichloroethene
Chlorodibromomethane
1,1,2-Trichloroethane
Benzene

cis-1, 3-Dichloropropene
2-Chloroethylvinyl ether
Bromoform

2-Hexanone
4-Methyl-2-pentanone
Tetrachloroethene
1,1,2,2-Tetrachloroethane
Toluene

Chlorobenzene
Ethylbenzene

Styrene

Xylenes, total

% Recovery Limits

103 81 - 117
97 74 - 121
108 70 - 120

LS LS IV RO RS I T RS

10

wn

50
50

oummuuneonm

J - estimated value (less than the sample quantitation limit)

B - analyte is found in the associated blank as well as in the sample

'blank' - positive result

* — Surrogate recovery is outside QC limit
D - compound identified at a secondary dilution factor
E - concentration exceeds calibration range

Reportin
Result Qual Limit

dgadacdacadgadgagadadaoagaoaac
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/07/93 (512) 892-6684
Client Work ID: "D.0.5001 409832-003-01 Work Order: B3-10-336

TEST NAME: ABN HSL GC/MS Extractables
METHOD REFERENCE: EPA8270

SAMPLE ID: Al1l053

SAMPLE DATE: 10/25/93
SAMPLE MATRIX: SOIL
EXTRACTION DATE: 11/01/93
ANALYSIS DATE: 11/13/93
DILUTION FACTOR: 0.033

UNITS: MG/KG Reporting Reporti

Result Qual Limit Result Qual Limit

Phenol 0.330 U 0.330 2,6-Dinitrotoluene 0.330 U 0.330
bis(2-Chloroethyl)ether 0.330 U 0.330 3-Nitroaniline 0.825 U 0.825
2-Chlorophenol 0.330 U 0.330 Acenaphthene 0.330 U 0.330
1,3-Dichlorobenzene 0.330 U 0.330 2,4-Dinitrophenol 0.825 U 0.825
1,4-Dichlorobenzene 0.330 U 0.330 4-Nitrophenol 0.825 U 0.825
Benzyl alcohol 0.330 U 0.330 Dibenzofuran 0.330 U 0.330
1,2-Dichlorobenzene 0.330 U 0.330 2,4-Dinitrotoluene 0.330 U 0.330
2-Methylphenol 0.330 U 0.330 Diethylphthalate 0.330 U 0.330
' *s(2-Chloroisopropyl)ether 0.330 U 0.330 4-Chlorophenyl-phenylether 0.330 U 0.330
fethylphenol 0.330 U 0.330 Fluorene 0.330 U 0.330
N-Nitroso-di-n-propylamine 0.330 U 0.330 4-Nitroaniline 0.825 U 0.825
Hexachloroethane 0.330 U 0.330 4,6-Dinitro-2-methylphenol 0.825 U 0.825
Nitrobenzene 0.330 U 0.330 N-Nitrosodiphenylamine (1) 0.330 U 0.330
Isophorone 0.330 U 0.330 4-Bromophenyl-phenylether 0.330 U 0.330
2-Nitrophenol 0.330 U 0.330 Hexachlorobenzene 0.330 U 0.330
2,4-Dimethylphenol 0.330 U 0.330 Pentachlorophenol 0.825 U 0.825
Benzoic Acid 0.330 U 0.330 Phenanthrene 0.330 U 0.330
bis(2-Chloroethoxy)methane 0.330 U 0.330 Anthracene 0.330 U 0.330
2,4-Dichlorophenol 0.330 U 0.330 Di-n-butylphthalate 0.330 U 0.330
1,2,4-Trichlorobenzene 0.330 U 0.330 Fluoranthene 0.330 U 0.330
Naphthalene 0.330 U 0.330 Pyrene 0.330 U 0.330
4-Chloroaniline 0.330 U 0.330 Butylbenzylphthalate 0.330 U 0.330
Hexachlorobutadiene 0.330 U 0.330 3,3'-Dichlorobenzidine 0.330 U 0.330
4-Chloro-3-methylphenol 0.330 U 0.330 Benzo(a)anthracene 0.330 U 0.330
2-Methylnaphthalene 0.330 U 0.330 Chrysene 0.330 U 0.330
Hexachlorocyclopentadiene 0.330 U 0.330 bis(2-Ethylhexyl)phthalate 0.330 U 0.330
2,4,6-Trichlorophenol 0.330 U 0.330 Di-n-octylphthalate 0.330 U 0.330
2,4,5-Trichlorophenol . 0.825 U 0.825 Benzo(b)fluoranthene 0.330 U 0.330
2-Chloronaphthalene 0.330 U 0.330 Benzo(k)fluoranthene 0.330 U 0.330
2-Nitroaniline 0.825 U 0.825 Benzo(a)pyrene 0.330 U 0.330
Dimethylphthalate 0.330 U 0.330 Indeno(1,2,3-cd)pyrene 0.330 U 0.330
Acenaphthylene 0.330 U 0.330 Dibenzo(a,h)anthracene 0.330 U 0.330
Benzo(g,h,i)perylene 0.330 U 0.330
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Company: IT CORPORATION
Date: 12/07/93

Client Work

ID: 'D.0.5001 409832-003-01

IT ANALYTICAL SERVICES

AUSTIN, TX

(512) 892-6684

Work Oxder:

B3-10-336

TEST NAME: ABN HSL GC/MS Extractables
METHOD REFERENCE: EPA8270

SAMPLE ID: A1053
SAMPLE DATE: 10/25/93
SAMPLE MATRIX: SOIL

Surrogates % Recovery
Nitrobenzene-D5 67
2-Fluorobiphenyl 85
Terphenyl-D14 70
Phenol-D5 69
2-Fluorophenol 58
2,4,6-Tribromophenol 64

Limits
23 -
30 -
18 -
24 -
25 -
19 -

(1) N-Nitrosodiphenylamine cannot be separated from diphenylamine.

Data Qualifier Key:

U—
J_
B -
'‘blank' -

@)
|

none detected

estimated value (less than the sample quantitation limit)
analyte is found in the associated blank as well as in the sample

positive result
Surrogate recovery is outside QC limit

compound identified at a secondary dilution factor

concentration exceeds calibration range

120
115
137
113
121
122

682-1-89



Page: 71 of 90

o IT ANALYTICAL SERVICES
Company: IT CORPORATION " ' AUSTIN, TX

Date: 12/07/93 (512) 892-6684

Client Work ID: 'D.0.5001 409832-003~-01 Work Order: B3-10-336

TEST NAME: Metals
METHOD REFERENCE: EPA6010

SAMPLE ID: A1053

SAMPLE DATE: 10/25/93

SAMPLE MATRIX: SOIL

DILUTION FACTOR (6010): 106.382

UNITS: MG/KG
Result Reporting Method Analysis
Result Qual Limit Reference Date

Arsenic 5.0 N 3.7 7060 11/15/93
Aluminum 9100 N 21 6010 11/13/93
Barium 760 N* 21 6010 11/13/93
Beryllium 1.6 0.53 6010 11/13/93
Cadmium 0.45 0.53 6010 11/13/93
Chromium 13 1.1 6010 11/13/93
Copper 8.0 2.7 6010 11/13/93
Iron 11000 N* 11 6010 11/13/93
Nickel 12 4.3 6010 11/13/93
Lead 8.9 N 1.1 7421 11/12/93
Mercury --0.023 U 0.023 7471 11/07/93
Silver 0.32 1.1 6010 11/13/93
Zinc 16 2.1 6010 11/13/93

Data gqualifier key:
E - estimated value

- duplicate injection precision not met

- spike recovery not within control limits

- determined by MSA

- post-digestion spike for Furnace AA is out of control limits (85-115%),
while sample absorbance is <50% of spike absorbance

- duplicate analysis outside control limits

- Correlation coefficient for the MSA <0.995

< CRDL but >= IDL

- none detected

- positive result

T 02X

Qw4+ »
1

'blank

NOTE: Dilution Factor applies to Method 6010 only.
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/07/93 (512) 892-6684
Client Work ID: 'D.0.5001 409832~-003-01 ork Order: B3-10-336

SAMPLE ID: Al054
SAMPLE DATE: 10/25/93 16:25:00
SAMPLE MATRIX: SOIL

Note Reporting Date Nethod
Test Name Ref Result Limit Units Analyzed Reference

Chromium VI 0.500 0.50 MG/KG 11/05/93 EPA7196
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Company: IT CORPORATION
Date: 12/07/93
Client Work ID: D.0.5001

IT ANALYTICAL SERVICES
AUSTIN, TX
409832-003-01 (5123321:2'3 er: B3-10-336

TEST NAME: Haszardous Substance Vols.

METHOD REFERENCE: EPA8240

SAMPLE ID: A1054

SAMPLE DATE: 10/25/93
SAMPLE MATRIX: SOIL
ANALYSIS DATE: 11/05/93
DILUTION FACTOR: 1.0
UNITS: UG/KG

Reporting
Result Qual Limit.

Chloromethane 10 U
Bromomethane 10 U
Vinyl chloride 10 U
Chloroethane 10 L
Methylene chloride 10 U
Acetone 8.8 JB
Carbon disulfide 5 U
1,1-Dichloroethene 5 U
1 1-Dichloroethane 5 U
ns-1,2-Dichloroethene 5 U
cas-1,2-Dichloroethene 5 U
Chloroform 5 U
1,2-Dichloroethane 5 U
2-Butanone 4.4 J
1,1,1-Trichloroethane 5 U
Carbon tetrachloride 5 U
Vinyl acetate 10 U
Dichlorobromomethane 5 U
Surrogates
TOLUENE-D8
BROMOFLUOROBENZENE

1,2-DICHLOROETHANE-~-D4

Data Qualifier Key:
U - none detected

10
10

1,2-Dichloropropane
trans-1,3-Dichloropropene
Trichloroethene
Chlorodibromomethane
1,1,2-Trichloroethane
Benzene
cis-1,3-Dichloropropene
2-Chloroethylvinyl ether
Bromoform

2-Hexanone
4-Methyl-2-pentanone
Tetrachloroethene
1,1,2,2-Tetrachloroethane
Toluene

Chlorobenzene
Ethylbenzene

Styrene

Xylenes, total

% Recovery Limits

100 81 - 117
97 74 - 121
113 70 - 120

Reporting

Result Qual Limit

1

uuounuuuuunwym

50
50

oot oo,

J - estimated value (less than the sample quantitation limit)

B
'blank' - positive result
* - Surrogate recovery is outside QC limit
D - compound identified at a secondary dilution factor
E

— concentration exceeds calibration range

gogcQcadacodddgdagaogdgadaadaagaodaag

- analyte is found in the associated blank as well as in the sample
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/07/93 (512) 892-6684
Client Work ID: D.0.5001 409832-003-01 Work Order: B3-10-336

TEST NAME: ABN HSL GC/MS Extractables
METHOD REFERENCE: EPA8270

SAMPLE ID: A1054
SAMPLE DATE: 10/25/93
SAMPLE MATRIX: SOIL
EXTRACTION DATE: 11/01/93
ANALYSIS DATE: 11/13/93
DILUTION FACTOR: 0.033

UNITS: MG/KG Reporting - Reportin

Result Qual Limit Result Qual Limit

Phenol 0.330 U 0.330 2,6=-Dinitrotoluene 0.330 U 0.330
bis(2-Chloroethyl)ether 0.330 U 0.330 3-Nitroaniline 0.825 U 0.825
2-Chlorophenol 0.330 U 0.330 Acenaphthene 0.330 U 0.330
1,3-Dichlorobenzene 0.330 U 0.330 2,4-Dinitrophenol 0.825 U 0.825
1,4-Dichlorobenzene 0.330 U 0.330 4-Nitrophenol 0.825 U 0.825
Benzyl alcohol 0.330 U 0.330 Dibenzofuran 0.330 U 0.330
1,2-Dichlorobenzene 0.330 U 0.330 2,4-Dinitrotoluene 0.330 U 0.330
2-Methylphenol 0.330 U 0.330 Diethylphthalate 0.330 U 0.330
v '=(2-Chloroisopropyl)ether 0.330 U 0.330 4-Chlorophenyl-phenylether 0.330 U 0.330
ethylphenol 0.330 U 0.330 Fluorene 0.330 U 0.330
N-Nitroso-di-n-propylamine 0.330 U 0.330 4-Nitroaniline 0.825 U 0.825
Hexachloroethane 0.330 U 0.330 4,6-Dinitro-2-methylphenol 0.825 U 0.825
Nitrobenzene 0.330 U 0.330 N-Nitrosodiphenylamine (1) 0.330 U 0.330
Isophorone 0.330 U 0.330 4-Bromophenyl-phenylether 0.330 U 0.330
2-Nitrophenol 0.330 U 0.330 Hexachlorobenzene 0.330 U 0.330
2,4-Dimethylphenol 0.330 U 0.330 Pentachlorophenol 0.825 U 0.825
Benzoic Acid 0.330 U 0.330 Phenanthrene 0.330 U 0.330
bis(2-Chloroethoxy)methane 0.330 U 0.330 Anthracene 0.330 U 0.330
2,4-Dichlorophenol 0.330 U 0.330 Di-n-butylphthalate 0.330 U 0.330
1,2,4~-Trichlorobenzene 0.330 U 0.330 Fluoranthene 0.330 U 0.330
Naphthalene 0.330 U 0.330 Pyrene 0.330 U 0.330
4-Chloroaniline 0.330 U 0.330 Butylbenzylphthalate 0.330 U 0.330
Hexachlorobutadiene 0.330 U 0.330 3,3'~Dichlorobenzidine 0.330 U 0.330
4-Chloro-3-methylphenol 0.330 U 0.330 Benzo(a)anthracene 0.330 U 0.330
2-Methylnaphthalene 0.330 U 0.330 Chrysene 0.330 U 0.330
Hexachlorocyclopentadiene 0.330 U 0.330 bis(2-Ethylhexyl)phthalate 0.330 U 0.330
2,4,6~-Trichlorophenol 0.330 U 0.330 Di-n-octylphthalate 0.330 U 0.330
2,4,5-Trichlorophenol 0.825 U 0.825 Benzo(b) fluoranthene 0.330 U 0.330
2-Chloronaphthalene 0.330 U 0.330 Benzo(k)fluoranthene 0.330 U 0.330
2-Nitroaniline 0.825 U 0.825 Benzo(a)pyrene 0.330 U 0.330
Dimethylphthalate 0.330 U 0.330 Indeno(1l,2,3~-cd)pyrene 0.330 U 0.330
Acenaphthylene 0.330 U 0.330 Dibenzo(a,h)anthracene 0.330 U 0.330
Benzo(g,h,i)perylene 0.330 U 0.330
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN. TX
Date: 12/07/93 512 89'2- 684
Client Work ID: D.0.5001 409832-003-01( %ork gESLr: B3-10-336
TEST NAME: ABN HSIL GC/MS Extractables
METHOD REFERENCE: EPA8270
SAMPLE ID: Al054
SAMPLE DATE: 10/25/93
SAMPLE MATRIX: SOIL
Surrogates . % Recovery Limits
Nitrobenzene-D5 70 23 - 120
2~-Fluorobiphenyl 81 30 - 115
Terphenyl-D14 65 18 - 137
Phenol-D5 66 24 - 113
2-Fluorophenol 58 25 - 121
2,4,6-Tribromophenol 62 19 - 122

(1) N-Nitrosodiphenylamine cannot be separated from diphenylamine.

Data Qualifier Key:

U - none detected

J - estimated value (less than the sample gquantitation limit)

B - analyte is found in the associated blank as well as in the sample
'blank’' - positive result

* — Surrogate recovery is outside QC limit

D - compound identified at a secondary dilution factor

E - concentration exceeds calibration range
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/07/93 (512) 892-6684
Client Work ID: 'D.0.5001 409832-003-01 Work Order: B3-10-336

TEST NAME: Metals
METHOD REFERENCE: EPA6010

SAMPLE ID: A1054&

SAMPLE DATE: 10/25/93

SAMPLE MATRIX: SOIL

DILUTION FACTOR (6010): 97.0873

UNITS: MG/KG
Result Reporting Method Analysis
Result Qual Limit Reference Date

Arsenic 0.87 UN 0.87 7060 11/12/93
Aluminum 8300 N 19 6010 11/13/93
Barium 530 N* 19 6010 11/13/93
Beryllium 1.6 0.49 6010 11/13/93
Cadmium 0.10 0.49 6010 11/13/93
Chromium i2 0.97 6010 11/13/93
Copper 8.4 2.4 6010 11/13/93
Iron 10000 N* 9.7 6010 11/13/93
Nickel 13 3.9 6010 11/13/93
Lead 8.8 N 1.0 7421 11/12/93
Mercury 0.020 U 0.020 7471 11/07/93
Silver 0.14 0.97 6010 11/13/93
Zinc 15 1.9 6010 11/13/93

Data qualifier key:

- estimated value

- duplicate injection precision not met

- spike recovery not within control limits

- determined by MSA

- post-digestion spike for Furnace AA is out of control limits (85-115%),
while sample absorbance is <50% of spike absorbance

- duplicate analysis outside control limits

- Correlation coefficient for the MSA <0.995

< CRDL but >= IDL

- none detected

'blank' - positive result

Tnzxw

- Qw4+ *
I

NOTE: Dilution Factor applies to Method 6010 only.
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Company: IT CORPORATION
Date: 12/07/93
Client Work ID: -D.0.5001

IT ANALYTICAL SERVICES

AUSTIN,

185246

409832-003-01

TX

TEST NAME: Hazardous Substance Vols.

METHOD REFERENCE: EPA8240

SAMPLE ID: A1l055

SAMPLE DATE: 10/21/93
SAMPLE MATRIX: WATER
ANALYSIS DATE: 11/01/93
DILUTION FACTOR: 1.0
UNITS: UG/L

Reporting

Result Qual Limit

Chloromethane 10 U
Bromomethane 10 U
Vinyl chloride 10 o}
Chloroethane 10 U
Methylene chloride 10 U
Acetone 100 U
Carbon disulfide 5 U
1,1-Dichloroethene 5 U
* 1-Dichloroethane 5 4]
.ns-1,2-Dichloroethene 5 U
cis-1,2-Dichloroethene 5 ]
Chloroform 5 4]
1,2-Dichloroethane 5 U
2-Butanone 100 u
1,1,1-Trichloroethane 5 U
Carbon tetrachloride 5 U
Vinyl acetate 10 U
Dichlorobromomethane 5 U

Surrogates

TOLUENE-D8
BROMOFLUOROBENZENE

1,2-DICHLOROETHANE~D4

Data Qualifier Key:
U - none detected

10
10
10
10
10
100

Louvo ;e n

100

10

1,2-Dichloropropane
trans-1, 3-Dichloropropene
Trichloroethene
Chlorodibromomethane
1,1,2-Trichloroethane
Benzene
cis-1,3-Dichloropropene
2-Chloroethylvinyl ether
Bromoform

2-Hexanone
4-Methyl-2-pentanone
Tetrachloroethene
1,1,2,2-Tetrachloroethane
Toluene

Chlorobenzene
Ethylbenzene

Styrene

Xylenes, total

% Recovery Limits

95 88 - 110
104 86 - 115
108 76 -~ 114

Reporting

er: B3-10-336

Result Qual Limit

o,

J - estimated value (less than the sample quantitation limit)

B - analyte is found in the associated blank as well as in the sample

'blank' - positive result

* = Surrogate recovery is outside QC limit
D - compound identified at a secondary dilution factor
E - concentration exceeds calibration range

gaadacadcdaaagadaocaacaaaanca

682-1-89

1

5
5

sunuuuunnuuoououtUnuuyuyuy



Page: 78 of 90

IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: - 12/07/93 (512) 892-6684
Client Work ID: D.0.5001 409832-003-01 Work Order: B3-10-336

TEST NAME: Grain Size Distriubtion
METHOD REFERENCE: ASIK_DGZZ

SAMPLE ID: J5420
SAMPLE DATE: 10/25/93
SAMPLE MATRIX: SOIL

Form not available.
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/07/93 (512) 892-6684
Client Work ID: D.0.5001 409832-003-01 Work Order: B3-10-336

L

TEST NAME: Moisture Content
METHOD REFERENCE: asmu_p216

SAMPLE ID: J5420
SAMPLE DATE: 10/25/93
SAMPLE MATRIX: SOIL

Form not available.
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Company: IT CORPORATION
Date: 12/07/93

Client Work ID: 'D.0.5001

IT ANALYTICAL SERVICES
AUSTIN, TX

(512) 892-6684

409832-003-01 Work Order: B3-10-336

SAMPLE ID: LAB BLANK #1
SAMPLE DATE:
SAMPLE MATRIX: SOIL

Test Name Ref

Chromium VI

Reporting Date Method
Result Limit Units Analyzed Reference
0.010U 0.010 MG/KG 11/04/93 EPA7196
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/07/93 (512) 892-6684

Client Work ID: D.0.5001 409832-003-01 Work Order: B3-10-336

L~
TEST NAME: Hazardous Substance Vols.
METHOD REFERENCE: EPA8240

SAMPLE ID: LAB BLANK #1
SAMPLE DATE: not spec

SAMPLE MATRIX: SOIL
ANALYSIS DATE: 11/04/93
DILUTION FACTOR: 1.0
UNITS: UG/KG
Reporting Reporting
Result Qual Limit Result Qual Limit
Chloromethane 10 U 0 1,2-Dichloropropane 5 U 5
Bromomethane 10 o) 10 trans-1,3-Dichloropropene 5 U 5
Vinyl chloride 10 U 10 Trichloroethene 5 U 5
Chloroethane 10 U 10 Chlorodibromomethane 5 U 5
Methylene chloride 10 U 10 1,1,2-Trichloroethane 5 U 5
Acetone 4.0 JB 100 Benzene 5 U 5
Carbon disulfide 5 U 5 cis-1,3-Dichloropropene 5 U 5
1l,1-Dichloroethene 5 U 5 2-Chloroethylvinyl ether 10 U 10
* 1-Dichloroethane 5 U 5 Bromoform 5 U 5
ns-1,2-Dichloroethene 5 U 5 2-Hexanone 50 U 50
cis-1,2-Dichloroethene 5 U 5 4-Methyl-2-pentanone 50 U 50
Chloroform 5 9] 5 Tetrachloroethene 5 U 5
1,2-Dichloroethane 5 U 5 1,1,2,2-Tetrachloroethane 5 U 5
2-Butanone 100 U 100 Toluene 5 U 5
1,1,1-Trichloroethane 5 U 5 Chlorobenzene 5 U 5
Carbon tetrachloride 5 U 5 Ethylbenzene 5 U 5
Vinyl acetate 10 U 10 Styrene 5 U 5
Dichlorobromomethane 5 4] 5 Xylenes, total 5 U 5
Surrogates % Recovery Limits
TOLUENE-D8 104 81 - 117
BROMOFLUOROBENZENE 98 74 - 121
1,2-DICHLOROETHANE-D4 105 70 - 120

Data Qualifier Key:

U -
J -
B_
'blank' -~
X -
D-.
E_

none detected
estimated value (less than the sample quantitation limit)
analyte is found in the associated blank as well as in the sample
positive result
Surrogate recovery is outside QOC limit

compound identified at a secondary dilution factor
concentration exceeds calibration range
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Company: IT CORPORAT
Date: 12/07/93

Client Work ID: D.O.

ION

5001

IT ANALYTICAL SERVICES
AUSTIN, TX

(512) 892

409832-003-01 Work

-6684
Order:

B3-10-336

TEST NAME: ABN HSL GC/MS Extractables

METHOD REFERENCE: EPA8270

SAMPLE 1ID:

LAB ELANK #1

SAMPLE DATE: not spec

SAMPLE MATRIX:
EXTRACTION DATE:
ANALYSIS DATE:

DILUTION FACTOR:
UNITS: MG/KG

11

SOIL

11/01/93
/13/93
0.033

Reporting

Result Qual Limit

Phenol
bis(2-Chloroethyl)ether
2-Chlorophenol
1,3-Dichlorobenzene
1,4-Dichlorobenzene
Benzyl alcohol
1,2-Dichlorobenzene
2-Methylphenol
' "3(2-Chloroisopropyl)ether
.ethylphenol
N-Nitroso-di-n-propylamine
Hexachloroethane
Nitrobenzene
Isophorone
2-Nitrophenol
2,4-Dimethylphenol
Benzoic Acid
bis(2-Chlorocethoxy)methane
2,4-Dichlorophenol
1,2,4-Trichlorobenzene
Naphthalene
4-Chloroaniline
Hexachlorobutadiene
4-Chloro-3-methylphenol
2-Methylnaphthalene
Hexachlorocyclopentadiene
2,4,6-Trichlorophenol
2,4,5-Trichlorophenol
2-Chloronaphthalene
2-Nitroaniline
Dimethylphthalate
Acenaphthylene

0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.825
0.330
0.825
0.330
0.330

ddcdddadddaddgddaddcgadadgadagocaogocagaaaaaacacca

0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330

'0.330

0.330
0.330
0.330
0.330
0.825
0.330
0.825
0.330
0.330

2,6-Dinitrotoluene
3-Nitroaniline
Acenaphthene
2,4-Dinitrophenol
4-Nitrophenol
Dibenzofuran
2,4-Dinitrotoluene
Diethylphthalate
4-Chlorophenyl-phenylether
Fluorene

4~-Nitroaniline
4,6-Dinitro-2-methylphenol
N-Nitrosodiphenylamine (1)
4-Bromophenyl-phenylether
Hexachlorobenzene
Pentachlorophenol
Phenanthrene

Anthracene
Di-n-butylphthalate
Fluoranthene

Pyrene
Butylbenzylphthalate
3,3'-Dichlorobenzidine
Benzo(a)anthracene
Chrysene
bis(2-Ethylhexyl)phthalate
Di-n-octylphthalate
Benzo(b)fluoranthene
Benzo (k) fluoranthene
Benzo(a)pyrene
Indeno(l1l,2,3-cd)pyrene
Dibenzo(a,h)anthracene
Benzo(g,h,i)perylene

Result Qual

0.330
0.825
0.330
0.825
0.825
0.330
0.330
0.330
0.330
0.330
0.825
0.825
0.330
0.330
0.330
0.825
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330

Reportir
Limit

0.330
0.825
0.330
0.825
0.825
0.330
0.330
0.330
0.330
0.330
0.825
0.825
0.330
0.330
0.330
0.825
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330

ddaddddaddaddaagadaoadgagaadaadadagagagaaaaadadaacca
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/07/93 (512) 892-6684
Client Work ID: 'D.0.5001 409832-003-01 Work Order: B3-10~336

TEST NAME: ABN HSL GC/MS Extractables
METHOD REFERENCE: EPA8270

SAMPLE ID: LAB HLANK #1
SAMPLE DATE: not spec
SAMPLE MATRIX: SOIL

Surrogates % Recovery Limits

Nitrobenzene-D5 82 23 - 120
2-Fluorobiphenyl 99 30 - 115
Terphenyl-D14 82 18 - 137
Phenol-D5S 72 24 - 113
2-Fluorophenol 61 25 - 121
2,4,6~-Tribromophenol 83 19 - 122

(1) N-Nitrosodiphenylamine cannot be separated from diphenylamine.

Data Qualifier Key:

U - none detected

J - estimated value (less than the sample quantitation limit)

B - analyte is found in the associated blank as well as in the sample
‘blank' - positive result

* - Surrogate recovery is outside QC limit

D - compound identified at a secondary dilution factor

E - concentration exceeds calibration range

682-1-89
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/07/93 (512) 892-6684
Client Work ID: D.0.5001 409832-003-01 Work Order: B3-10-336

TEST NAME: Metals
METHOD REFERENCE: EPA6010

SAMPLE ID: LAB BLANK #1
SAMPLE DATE: not spec
SAMPLE MATRIX: SOIL
DILUTION FACTOR (6010): 1.0

UNITS: MG/KG
Result Reporting Method Analysis
Result Qual Limit Reference Date

Arsenic 0.010 u 0.010 7060 11/12/93
Aluminum 0.20 U 0.20 6010 11/13/93
Barium 0.20 U 0.20 6010 11/13/93
Beryllium 0.0050 U 0.0050 6010 11/13/93
Cadmium -0.0050 U 0.0050 6010 11/13/93
Chromium 0.010 U 0.010 6010 11/13/93
Copper 0.025 U 0.025 6010 11/13/93
Iron 0.10 U 0.10 6010 11/13/93
Nickel 0.040 U 0.040 6010 11/13/93
Lead 0.0030 U 0.0030 7421 11/12/93
Mercury 0.00020 U 0.00020 7471 11/07/93
Silver 0.010 U 0.010 6010 11/13/93
Zinc 0.020 U 0.020 6010 11/13/93

Data qualifier key:

- estimated value

- duplicate injection precision not met

- spike recovery not within control limits

- determined by MSA

- post-digestion spike for Furnace AA is out of control limits (85-115%),
while sample absorbance is <50% of spike absorbance

- duplicate analysis outside control limits

— Correlation coefficient for the MSA <0.995

< CRDL but >= IDL

- none detected

'‘blank' - positive result

TnzZzxwo

- W+ »
[}

NOTE: Dilution Factor applies to Method 6010 only.
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/07/93 (512) 892-6684

Client Work ID: 'D.0.5001 409832-003-01 Work Order: B3-10-336

TEST NAME: Hazardous Substance Vols.
METHOD REFERENCE: EPA8240

SAMPLE ID: LAB BLANK #1
SAMPLE DATE:

SAMPLE MATRIX:
ANALYSIS DATE:

WATER
11/01/93

DILUTION FACTOR: 1.0
UNITS: UG/L
Reporting Reportinc
Result Qual Limit Result Qual Limit
Chloromethane 10 9] 10 1,2-Dichloropropane 5 U 5
Bromomethane 10 U 10 trans-1,3-Dichloropropene 5 U 5
Vinyl chloride 10 U 10 Trichloroethene 5 U 5
Chloroethane 10 U 10 Chlorodibromomethane 5 U 5
Methylene chloride 4.2 J 10 1,1,2-Trichloroethane 5 U S
Acetone 100 U 100 Benzene 5 U 5
Carbon disulfide 5 U 5 cis~-1,3-Dichloropropene 5 U 5
1,1-Dichloroethene 5 U S 2-Chloroethylvinyl ether 10 U 10
* 1-Dichloroethane s U 5 Bromoform 5 U 5
.ns-1,2-Dichloroethene 5 U 5 2-Hexanone 50 U 50
cis-1,2~Dichloroethene 5 U 5 4-Methyl-2-pentanone 50 U 50
Chloroform 5 u 5 Tetrachloroethene 5 U 5
1,2-Dichloroethane 5 U 5 1,1,2,2-Tetrachloroethane 5 u 5
2-Butanone 4.1 J 100 Toluene 5 U 5
1,1,1-Trichloroethane 5 U 5 Chlorobenzene 5 U 5
Carbon tetrachloride 5 U 5 Ethylbenzene 5 U 5
Vinyl acetate 10 U 10 Styrene 5 U 5
Dichlorocbromomethane 5 U 5 Xylenes, total 5 U 5
Surrogates % Recovery Limits

TOLUENE-D8 95 88 - 110

BROMOFLUOROBENZENE 101 86 - 115

1,2-DICHLOROETHANE-D4 105 76 - 114

Data Qualifier Key:
U - none detected
J - estimated value (less than the sample quantitation limit)
B - analyte is found in the associated blank as well as in the sample
'blank' - positive result : :
* = Surrogate recovery is outgide QC limit
D - compound identified at a secondary dilution factor
E - concentration exceeds calibration range
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN. TX
Date: 12/07/93 512 89’ -66
Client Work ID: D.0.5001 409832-003-01( Lorz orgérz B3-10-336
SAMPLE ID: LAB BLANK 2
SAMPLE DATE:
SAMPLE MATRIX: SOIL
Note Reporting Date NMethod
Test Name Re Result Limit Units Analyzed Reference
Chromium VI 0.010U 0.010 MG/KG 11/05/93 EPA7196
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/07/93 (51%) 8?‘2351%84,
Client Work ID: D.0.5001 409832-003-01 or. er: B3-10-336

e
Referenced notes for this work ordét: o

B310336 18A J5420
GEOTECHNICAL DATA REPORTED UNDER SEPARATE COVER.
B310336 18B J5420

GEOTECHNICAL DATA REPORTED UNDER SEPARATE COVER.
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/07/93 (512) 892-6684
Client Work ID: 'D.0.5001 409832-003-01 Work Order: B3-10-336

R, .

IV. Methodology

Requested analyses were performed according to the following

methods.
TEST NAME ICP Metals ) TEST CODE 6010
Metals by ICP Inductively coupled emission spectroscopy according to

Method 6010, "Test Methods for Evaluating Solid Waste
Physical/Chemical Methods", SW-846, Third Edition.
TEST NAME Hazardous Substance Vols. TEST CODE 8240TK
Hazardous Substance Method 8240, SW-846, Test Methods for Evaluating Solid
List Volatiles Wastes, Third Edition. GC/MS Purge and Trap analysis.
TEST NAME ABN HSL GC/MS Extractables TEST CODE 8270TK
Hazardous Substance Method 8270, SW-846, Test Methods for Evaluating Solid

List Extractables Waste, Third Edition. Acid/Base-Neutral extraction
followed by GC/MS analysis.

TEST NAME Arsenic - Graphite Furnace TEST CODE AS _GF

Arsenic Method 7060, SW-846, Test Methods for Evaluating Solid
Graphite Wastes, Third Edition. EPA 206.2-Technical Additions
Furnace to Methods for Chemical Analysis of Water and Wastes,

EPA-600/4-82~-055, December 1982.

TEST NAME Cation BExchange Capacity TEST CODE CEC A
Cation exchange Part 2: Chemical and microbiological properties method
Capacity 57-3. American Society of Agronomy, Methods of soil
Analysis 2nd Edition.
TEST NAME Chromium VI TEST CODE CR_VI
Chromium VI Method 7196, SW-846, Test Methods for Evaluating Solid

Wastes, Third Edition. Colorimetric analysis.
Equivalent to Standard Methods 3500-Cr D.

682-1-89
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/07/93 (512) 892-6684
Client Work ID: 'D.0.5001 409832-003-01 Work Order: B3-10-336

e .

TEST NAME Grain Size Distriubtion TEST CODE GRAIN

Method not available.

TEST NAME Mercury TEST CODE HG_AA
Mercury Method 7471, SW-846, Test Methods for Evaluating Solid

Wastes, Third Edition. Cold vapor atomic absorption.
Method 7470 is used for water.
Method 245.5-"Technical Additions to Methods for
Chemical Analysis of Water and Wastes, "
EPA-600/4-82-055, December 1982.

TEST NAME Metals TEST CODE ICPTK2

Method not available.

TEST NAME Moisture Content TEST CODE MOIS G

Method not available.

TEST NAME Lead -~ Graphite Furnace TEST CODE PB_GF
Lead EPA 7421, SW-846, Test Methods for Evaluating Solid
Graphite Wastes, Third Edition.
Furnace EPA 239.2-Technical Additions to Methods for Chemical

Analysis.of Water and Wastes," EPA-600/4-82-055,
December 1982.

TEST NAME Vertical Permeability TEST CODE V_PERM

Method not available.

682-1-89
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/07/93 (512‘? 892-6684
Client Work ID: D.0.5001 409832-003-01 ork Order: B3-10-336

b .

TEST NAME GFAA Digestion - Soil “TESTVCODE Z3050F

Soil Digestion Method 3050, sSW-846, Test Methods for Evaluating Solid
Wastes, Third Edition. Acid digestion technique for
Graphite Furnace/Flame AA analysis.

TEST NAME ICPBS Digestion - Soil TEST CODE Z3050P
Soil Digestion Method 3050, SW-846, Test Methods for Evaluating Solid
Wastes, Third Edition. Acid digestion technique for

ICPES analysis. Equivalent to Method 30507, SW-846
Update I, July 1992.

[N 682-1-89
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*See back of form for special instructions

Yeliow: Field copy

Whre: To accompany samples
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Auxiliary Data Summary 12/03/93
Work order : B310336 Sample ID : Al042
Blank Batch Prep Analysis Dil.
FRAC Tests Reference ID Date Date Factor
02B
Arsenic B310336~-19B 11103050F1 11/10/93 11/12/93 87.7
Chromium VI B310336-19B 1104CR_VI1 11/04/93 11/04/93 10.0
Mercury B310336-19B 1107HGAAl 11/07/93 11/07/93 110
Lead B310336-19B 11103050F1 11/10/93 11/12/93 87.7



Auxiliary Data Summary 12/03/93

Work order : B310336 Sample ID : Al043
Blank Batch Prep Analysis Dil.
FRAC Tests Reference ID Date Date Factor
03B
Arsenic B310336-19B 11103050F1 11/10/93 11/12/93 116
Chromium VI B310336-19B 1104CR _VI1 11/04/93 11/04/93 10.0
Mercury B310336-19B 1107HGAAl 11/07/93 11/07/93 109

Lead B310336-19B 11103050F1 11/10/93 11/12/93 116



Auxiliary Data Summary 12/03/93

Work order : B310336 Sample ID : Al044
Blank Batch Prep Analysis Dil.
FRAC Tests Reference ip Date Date Factor
04B
Arsenic B310336-19B 11103050F1 11/10/93 11/12/93 111
Chromium VI B310336-19B 1104CR_VI1 11/04/93 11/04/93 10.0
Mercury B310336-19B 1107HGAAL 11/07/93 11/07/93 115

Lead B310336-19B 11103050F1 11/10/93 11/12/93 111



Auxiliary Data Summary 12/03/93

Work order : B310336 Sample ID : Al045
Blank Batch Prep Analysis Dil.
FRAC Tests Reference ID Date Date Factor
05B
Argenic B310336-19B 11103050F1 11/10/93 11/12/93 103
Chromium VI B310336-19B 1104CR_VI1 11/04/93 11/04/93 10.0
Mercury B310336-19B 1107HGAAl 11/07/93 11/07/93 111

Lead B310336-19B 11103050F1 11/10/93 11/12/93 103



Work order : B310336

Auxiliary Data Summary

12/03/93

Sample ID : Al1046

Blank Batch Prep Analysis Dil.
FRAC Tests Reference ID Date Date Factor
06B
Arsenic B310336-19B 11103050F1 11/10/93 11/12/93 94.3
Chromium VI B310336-19B 1104CR_VI1 11/04/93 11/04/93 10.0
Mercury B310336-19B 1107HGAAL 11/07/93 11/07/93 108
Lead B310336-19B 11103050F1 11/10/93 11/12/93 94.3



Work order : B310336

Auxiliary Data Summary

12/03/93

Sample ID : Al047

Blank Batch Prep Analysis Dil.
FRAC Tests Reference ID Date Date Factor
07B
Arsenic B310336-19B 11103050F1 11/10/93 11/12/93 85.5
Chromium VI B310336-19B 1104CR_VI 11/04/93 11/04/93 10.0
Mercury B310336-19B 1107HGAALl 11/07/93 11/07/93 112
Lead B310336-19B 11103050F1 11/10/93 11/12/93 85.5



Auxiliary Data Summary

Work order : B310336

12/03/93

Sample ID : Al047-MS

Blank Batch Prep Analysis Dil.
FRAC Tests Reference ID Date Date Factor
08B
Arsenic B310336-19B 11103050F1 11/10/93 11/12/93 103
Chromium VI B310336-21A 1105CR_VI1 11/05/93 11/05/93 50.0
Mercury B310336-19B 1107HGAAl 11/07/93 11/07/93 120
Lead B310336-19B 11103050F1 11/10/93 11/12/93 103



Auxiliary Data Summary 12/03/93

Work order : B310336 Sample ID : Al047-MSD
Blank Batch Prep Analysis Dil.
FRAC Tests Reference ID Date Date Factor
09B
Arsenic B310336-19B 11103050F1 11/10/93 11/12/93 104
Chromium VI B310336-21A 1105CR_VI1 11/05/93 11/05/93 50.0
Mercury B310336-19B 1107HGAAl 11/07/93 11/07/93 115

Lead B310336-19B 11103050F1 11/10/93 11/12/93 104



Auxiliary Data Summary 12/03/93

Work order : B310336 Sample ID : Al1048
Blank Batch Prep Analysis Dil.
- FRAC Tests Reference ID Date Date Factor
10B
Arsenic B310336-19B 11103050F1 11/10/93 11/12/93 112
Chromium VI B310336-21A 1105CR_VI1 11/05/93 11/05/93 50.0
Mercury B310336-19B 1107HGAAL 11/07/93 11/07/93 100

Lead B310336-19B 11103050F1 11/10/93 11/12/93 112



Auxiliary Data Summary 12/03/93

Work order : B310336 Sample ID : A1l049
Blank Batch Prep Analysis Dil.
FRAC Tests Reference ID Date Date Factor
11B
Arsenic B310336-19B 11103050F1 11/10/93 11/12/93 86.2
Chromium VI B310336-21a 1105CR_VI1 11/05/93 11/05/93 50.0
Mercury B310336-19B 1107HGAAl 11/07/93 11/07/93 112

Lead B310336-19B 11103050F1 11/10/93 11/12/93 345



Auxiliary Data Summary 12/03/93

Work order : B310336 Sample ID : Al050
Blank Batch Prep Analysis Dil.
FRAC Tests Reference ID Date Date Factor
12B
Arsenic B310336~19B 11103050F1 11/10/93 11/12/93 85.5
Chromium VI B310336-21Aa 1105CR_VI1 11/05/93 11/05/93 10.0
Mercury B310336-19B 1107HGAAL 11/07/93 11/07/93 119

Lead B310336-19B 11103050F1 11/10/93 11/12/93 342



Auxiliary Data Summary 12/03/93
Work order : B310336 Sample ID : Al051
Blank Batch Prep Analysis Dil.
FRAC Tests Reference D Date Date Factor
13B
Arsenic B310336-19B 11103050F1 11/10/93 11/12/93 348
Chromium VI B310336-21A 1105CR_VI1l 11/05/93 11/05/93 50.0
Mercury B310336-19B 1107HGAA] 11/07/93 11/07/93 108
Lead B310336-19B 11103050F1 11/10/93 11/12/93 348



Auxiliary Data Summary 12/03/93

Work order : B310336 Sample ID : Al052
Blank Batch Prep Analysis Dil.
FRAC Tests Reference ID Date Date Factor
14B
Arsenic B310336-19B 11103050F1 11/10/93 11/12/93 106
Chromium VI B310336-21A 1105CR_VI1 11/05/93 11/05/93 50.0
Mercury B310336-19B 1107HGAAL 11/07/93 11/07/93 114

Lead B310336-19B 11103050F1 11/10/93 11/12/93 106



Work order : B310336

Auxiliary Data Summary

12/03/93

Sample ID : Al1053

Blank Batch Prep Analysis Dil.
FRAC Tests Reference ID Date Date Factor
15B
Arsenic B310336-19B 11103050F1 11/10/93 11/16/93 367
Chromium VI B310336-21A 1105CR_VI1 11/05/93 11/05/93 50.0
Mercury B310336-19B 1107HGAAR1 11/07/93 11/07/93 115
Lead B310336-19B 11103050F1 11/10/93 11/12/93 367



Auxiliary Data Summary 12/03/93

Work order : B310336 Sample ID : Al054
Blank Batch Prep Analysis Dil.
FRAC Tests Reference ID Date Date Factor
16B
Arsenic B310336-19B 11103050F1 11/10/93 11/12/93 87
Chromium VI B310336-21A 1105CR_VI1 11/05/93 11/05/93 50.0
Mercury B310336-19B 11078BGAAl 11/07/93 11/07/93 101

Lead B310336-19B 11103050F1 11/10/93 11/12/93 348



Auxiliary Data Summary

1

2/03/93

Work order : B310336 Sample ID : LAB BLANK #1
Blank Batch Prep Analysis Dil.
FRAC Tests Reference ID Date Date Factor
19B
Arsenic B310336-19B 11103050F1 11/10/93 11/12/93 1.0
Chromium VI B310336-19B 1104CR_VI1 11/04/93 11/04/93 1.0
Mercury B310336-19B 1107HGAAl 11/07/93 11/07/93 1.0
Lead B310336-19B 11103050F1 11/10/93 11/12/93 1.0



Auxiliary Data Summary

Work order : B310336

12/03/93

Sample ID : LAB BLANK 2

Blank Batch Prep Analysis Dil.
FRAC Tests Reference ID Date Date Factor
21A Chromium VI B310339-21a 1105CR VIl 11/05/93 11/05/93 1.0
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TECHNOLOGY ANALYTICAL EC: .
g CORPORATION SERVICES

CERTIFICATE OF ANALYSIS

IT CORPORATION Date: 12/06/93
1250 CAPITAL OF TX HWY

BLDG. 3, SUITE 200

AUSTIN, TX 78746-6443

TIM JENNINGS

Work Order: B3-10-300
This is the Certificate of Analysis for the following samples:

Client Work ID: D.0.5001 409832-003-01
Date Received: 10/22/93

Number of Samples: 25

Sample Type: WATER/SOIL

I. Introduction

Samples were labeled as follows:

SAMPLE IDENTIFICATION LABORATORY #
Al013 B3-10-300-01
Al014 B3-10-300-02
A1015 B3-10-300-03
Al016 B3-10-300-04
Al017 B3-10-300-05
Al018 B3-10-300-06
Al019 B3-10-300-07
Al019-MS B3-10-300-08
Al1019-MSD B3-10-300-09
Al1020 B3-10-300-10
Al1021 ' B3-10-300-11
Al500 B3-10-300-12
Al501 B3-10-300-13

Reviewed a Approved:

Jon Bhartell
L tory Director

American Council of Independent Laboratories
International Association of Environmental Testing Laboratories
American Association for Laboratory Accreditation

IT Analytical Services » 5307 Industrial Oaks Boulevard, Suite 160, Austin, TX 78735 o (512) 892-6684  es1.189
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IT ANALYTICAL SERVICES
AUSTIN, TX

409832-003-01 (512%332.8“&: B3-10-300

Company: IT CORPORATION
Date: 12/06/93
Client Work ID: -D.0.5001

Samples, continued from above:

SAMPLE IDENTIFICATION LABORATORY #
Al1502 B3-10-300-14
Al1503 B3-10-300-15
Al1504 B3-10-300-16
Al1505 B3-10-300-17
Al506 B3-10-300-18
Al507 B3-10-300-19
Al1508 B3-10-300-20

B3-10-300-21
B3~-10-300-22

LAB BLANK #1
LAB BLANK #2

LAB BLANK #3
LAB BLANK
LAB BLANK #2

B3-10-300-23
B3-10-300-24
B3-10-300-25

II. OQA/QC

The results presented in this report meet the statement of
work requirements in accordance with Quality Control and
Quality Assurance protocol except as noted in Section IV or
in an optional sample narrative at the end of Section III.

In the presented analytical data, 'ND' or '<' indicates that
the compound is not detected at the specified limit.

III. Analytical Data

The following page(s) supply results for requested analyses
performed on the samples listed above.

The test results relate to tested items only. ITAS-Austin

reserves the right to control report production except in
whole.

682-1-89
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Company: IT CORPORATION Ip'f ANALYT'I}'(ICAL SERVICES
Date: 12/06/93 USTIN,

Client Work ID: D.0.5001

409832-003-01 C1ALIRARR4 . B3-10-300

TEST NAME: Hazardous Substance Vols.
METHOD REFERENCE: EPA8240
SAMPLE ID: A1013
SAMPLE DATE: 10/19/93
SAMPLE MATRIX: WATER
ANALYSIS DATE: 10/31/93
DILUTION FACTOR: 1.0
UNITS: UG/L
Reporting Reporting
Result Qual Limit Result Qual Limit
Chloromethane 10 U 10 1,2-Dichloropropane 5 U 5
Bromomethane 10 U 10 trans-1,3-Dichloropropene 5 U 5
vinyl chloride 10 U 10 Trichloroethene 5 U S
Chloroethane i0 U 10 Chlorodibromomethane 5 U 5
Methylene chloride 10 U 10 1,1,2-Trichloroethane 5 U 5
Acetone 100 U 100 Benzene 5 8] 5
Carbon disulfide ) u 5 cis~1,3~-Dichloropropene 5 U 5
1.1-Dichloroethene 5 U 5 2-Chloroetkylvinyl ether 10 U 10
'-Dichloroethane 5 U 5 Bromoform 5 U 5
.ns-1,2-Dichloroethene 5 U 5 2-Hexanone 50 U 50
cig~1l,2-Dichloroethene 5 U 5 4-Methyl-2-pentanone 50 U 50
Chloroform 5 U 5 Tetrachloroethene 5 U 5
1,2-Dichloroethane S U 5 1,1,2,2-Tetrachloroethane 5 u 5
2-Butanone 100 U 100 Toluene 5 u 5
1,1,1-Trichloroethane 5 U 5 Chlorobenzene 5 U 5
Carbon tetrachloride 5 U 5 Ethylbenzene 5 U 5
Vinyl acetate 10 U 10 Styrene 5 U 5
Dichlorobromomethane 5 u 5 Xylenes, total 5 u 5
Surrogates % Recovery Limits
TOLUENE-D8 94 88 - 110
BROMOFLUOROBENZENE 95 86 - 115
1,2-DICHLOROETHANE-D4 102 76 - 114

Data Qualifier Key:

U - none detected
J - estimated value (less than the sample quantitation limit)
B - analyte is found in the associated blank as well as in the sample
'blank' - positive result
' * = Surrogate recovery is outside QC limit
D - compound identified at a secondary dilution factor
E - concentration exceeds calibration range
Referenced notes for these results:

Sample was run by Method 624. A nonconformance was filed.

682-1-89
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Company: IT CORPORATION EUAS'.IN.’I%,LY.I.&ICAL SERVICES
Date: 12/06/93 y
Client Work ID: 'D.0.5001 409832~003-01 (512*&?@.89&&: B3-10-300

SAMPLE ID: Al014
SAMPLE DATE: 10/21/93 08:00:00
SAMPLE MATRIX: SOIL

Note Reporting Date Method
Test Name Ref Result Limit Units Analyzed Reference

Chromium VI 0.10U 0.10 MG/KG 11/02/93 EPA7196

682-1-89
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IT ANALYTICAL SERVICES
Company: IT CORPORATION
Date: 12/06/93 AUSTIN, TX

Client Work ID: -D.0.5001

409832-003-01 O12%822-6084-: B3-10-300

TEST NAME: Hazardous Substance Vols.
METHOD REFERENCE: EPA8240

SAMPLE ID: Al1014
SAMPLE DATE: 10/21/93
SAMPLE MATRIX: SOIL
ANALYSIS DATE: 11/04/93
DILUTION FACTOR: 1.0
UNITS: UG/KG
Reporting Reportin
Result Qual Limit Result Qual Limit
Chloromethane 10 U 10 1,2~-Dichloropropane 5 U 5
Bromomethane 10 U 10 trans-1,3-Dichloropropene 5 9] 5
Vinyl chloride 10 U 10 Trichloroethene 5 U 5
Chloroethane 10 U 10 Chlorodibromomethane 5 U 5
Methylene chloride 1.1 J 10 1,1,2-Trichloroethane 5 U 5
Acetone 7.1 JB 100 Benzene 5 U 5
Carbon disulfide 5 U 5 cis-1,3-Dichloropropene 5 U 5
1,1-Dichloroethene 5 U 5 2-Chloroethylvinyl ether 10 U 10
1-Dichloroethane 5 U 5 Bromoform 5 U 5
.ans-1,2-Dichloroethene 5 u 5 2-Hexanone 50 o 50
cis-1,2-Dichloroethene 5 U 5 4-Methyl-2-pentanone S0 U 50
Chloroform 5 U 5 Tetrachloroethene 5 U 5
1,2-Dichloroethane 5 U 5 1,1,2,2-Tetrachloroethane 5 U 5
2-Butanone 100 U 100 Toluene 5 U 5
1,1,1-Trichloroethane 5 u 5 Chlorobenzene 5 U 5
Carbon tetrachloride 5 U 5 Ethylbenzene 5 U 5
Vinyl acetate 10 U 10 Styrene 5 U 5
Dichlorobromomethane 5 U 5 Xylenes, total 5 U 5
Surrogates % Recovery Limits
TOLUENE-D8 101 81 - 117
BROMOFLUOROBENZENE 100 74 - 121
1,2-DICHLOROETHANE-D4 111 70 - 120

Data Qualifier Key:

U - none detected

J - estimated value (less than the sample quantitation limit)

B - analyte is found in the associated blank as well as in the sample
‘blank’' - positive result

* - Surrogate recovery is outside QC limit

D - compound identified at a secondary dilution factor

E - concentration exceeds calibration range

682-1-89
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Company: IT CORPORATION
Date: 12/06/93

Client Work ID:

'D.0.5001

IT ANALYTICAL SERVICES

AUSTIN,

TX

409832-003-01 P14 892-6684:: B3-10-300

TEST NAME: ABN HSL GC/MS Extractables
EPA8270

METHOD REFERENCE:

SAMPLE ID:
SAMPLE DATE:
SAMPLE MATRIX:
EXTRACTION DATE:
ANALYSIS DATE:

DILUTION FACTOR:
UNITS: MG/KG

Al014

10/21/93
SOIL

10/29/93

11/02/93
0.033

Reporting

Result Qual

Phenol
bis(2-Chloroethyl)ether
2-Chlorophenol
1,3-Dichlorobenzene
1,4-Dichlorobenzene
Benzyl alcohol
1,2-Dichlorobenzene
~-Methylphenol
3(2-Chloroisopropyl)ether
#Methylphenol
N-Nitroso-di-n-propylamine
Hexachloroethane
Nitrobenzene
Isophorone
2-Nitrophenol
2,4-Dimethylphenol
Benzoic Acid
bis(2-Chloroethoxy)methane
2,4-Dichlorophenol
1,2,4~Trichlorobenzene
Naphthalene
4-Chloroaniline
Hexachlorobutadiene
4-Chloro-3-methylphenol
2-Methylnaphthalene
Hexachlorocyclopentadiene
2,4,6-Trichlorophenol
2,4,5-Trichlorophenol
2-Chloronaphthalene
2-Nitroaniline
Dimethylphthalate
Acenaphthylene

0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.825
0.330
0.825
0.330
0.330

cacdcacacoaadaoocgagacaadaccaagaadaagaogaddacaacgagaaad

Limit

0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.825
0.330
0.825
0.330
0.330

2,6-Dinitrotoluene
3-Nitroaniline
Acenaphthene
2,4-Dinitrophenol
4-Nitrophenol
Dibenzofuran
2,4-Dinitrotoluene
Diethylphthalate
4-Chlorophenyl-phenylether
Fluorene

4-Nitroaniline
4,6-Dinitro-2-methylphenol
N-Nitrosodiphenylamine (1)
4-Bromophenyl-phenylether
Hexachlorobenzene
Pentachlorophenol
Phenanthrene

Anthracene
Di-n-butylphthalate
Fluoranthene

Pyrene
Butylbenzylphthalate
3,3'-Dichlorobenzidine
Benzo(a)anthracene
Chrysene
bis(2-Ethylhexyl)phthalate
Di-n-octylphthalate
Benzo(b) fluoranthene
Benzo (k) fluoranthene
Benzo(a)pyrene
Indeno(1l,2,3-cd)pyrene
Dibenzo(a,h)anthracene
Benzo(g,h,i)perylene

Result Qual

0.330
0.825
0.330
0.825
0.825
0.330
0.330
0.330
0.330
0.330
0.825
0.825
0.330
0.330
0.330
0.825
0.330
0.330

A N
VedIV

0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.066
0.330
0.330
0.330
0.330
0.330
0.330

Reportir
Limit

0.330
0.825
0.330
0.825
0.825
0.330
0.330
0.330
0.330
0.330
0.825
0.825
0.330
0.330
0.330
0.825
0.330
0.330
¢.33C
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330.
0.330
0.330
0.330
0.330

caogacagaogacgaddadacdadgaagaadccaadaaacacag

e

ddddgaaw

682-1-89



Page: 7 of 106

Company: IT CORPORATION IT ANALYTICAL SERVICES
D AUSTIN, TX

ate: 12/06/93 51

Client Work ID: D.0.5001 409832-003-01 P1:892-6884:: B3-10-300

TEST NAME: ABN HSL GC/MS Extractables
METHOD REFERENCE: EPA8270

SAMPLE ID: A1014
SAMPLE DATE: 10/21/93
SAMPLE MATRIX: SOIL

Surrogates % Recovery Limits

Nitrobenzene-D5 77 23 - 120
2-Fluorobiphenyl 78 30 - 115
Terphenyl-D14 85 18 - 137
Phenol-D5S 69 24 - 113
2~-Fluorophenol 68 25 - 121
2,4,6-Tribromophenol 74 19 - 122

(1) N-Nitrosodiphenylamine cannot be separated from diphenylamine.

Data Qualifier Key:

U - none detected

J - estimated value (less than the sample guantitation limit)

B - analyte is found in the associated blank as well as in the sample
'blank' - positive result

* - Surrogate recovery is outside QC limit

D - compound identified at a secondary dilution factor

E - concentration exceeds calibration range

682-1-89
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Company: IT CORPORATION IT ANALYTICAL SERVICES
D AUSTIN, TX

ate: 12/06/93 51
Client Work ID: 'D.0.5001 409832-003—01( 2“&3?'89&3: B3-10-300

TEST NAME: Metals
METHOD REFERENCE: EPA6010

SAMPLE ID: A1l014

SAMPLE DATE: 10/21/93

SAMPLE MATRIX: SOIL

DILUTION FACTOR (6010): 113.636

UNITS: MG/KG
Result Reporting Method Analysis
Result Qual Limit Reference Date

Arsenic 2.4 N 1.0 7060 11/09/93
Aluminum 8600 N* 23 6010 11/23/93
Barium 98 N=* 23 6010 11/23/93
Beryllium 0.87 0.57 6010 11/23/93
Cadmium 0.57 U 0.57 6010 11/23/93
Chromium 12 1.1 6010 11/23/93
Copper 7.1 2.8 6010 11/23/93
Iron 11000 N=* 11 6010 11/23/93
Nickel 12 N 4.5 6010 11/23/93
Lead 5.3 N 0.30 7421 11/09/93
Mercury 0.020 U 0.020 7471 11/06/93
Silver 1.1 U 1.1 6010 11/23/93
Zinc 19 2.3 6010 11/23/93

Data qualifier key:

- estimated value

- duplicate injection precision not met

- spike recovery not within control limits

- determined by MSA

- post-digestion spike for Furnace AA is out of control limits (85-115%),
while sample absorbance is <50% of spike absorbance

- duplicate analysis outside control limits

- Correlation coefficient for the MSA <0.995

< CRDL but >= IDL

- none detected

'blank' - positive result

T 2@

W+
]

-

NOTE: Dilution Factor applies to Method 6010 only.

682-1-89
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Company: IT CORPORATION IT ANALYTICAL SERVICES
Date: 12/06/93 AUSTIN, TX
Client Work ID: D.0.5001 409832-003-01 (51NAR¥4A4-: B3-10-300

SAMPLE ID: Al015
SAMPLE DATE: 10/21/93 08:20:00
SAMPLE MATRIX: SOIL

Note Reporting Date Method
Test Name Ref Result Limit Units Analyzed Reference

Chromium VI 0.10U0 0.10 MG/KG 11/02/93 EPA7196

682-1-89
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Company: IT CORPORATION
Date: 12/06/93

Client Work ID: 'D.0.5001

TEST NAME: Hazardous Substance Vols.
METHOD REFERENCE: EPA8240

SAMPLE ID: AlO15
SAMPLE DATE: 10/21/93

SAMPLE MATRIX: SOIL
ANALYSIS DATE: 11/03/93
DILUTION FACTOR: 1.0
UNITS: UG/KG
Reporting Reportin¢
Result Qual Limit Result Qual Limit
Chloromethane 10 u 10 1,2-Dichloropropane 5 U 5
Bromomethane 10 9] 10 trans-1,3-Dichloropropene 5 3] 5
Vinyl chloride 10 U 10 Trichloroethene 5 U 5
Chloroethane 10 U 10 Chlorodibromomethane 5 U s
Methylene chloride 6.9 J 10 1,1,2-Trichloroethane 5 U 5
Acetone 8.4 J 100 Benzene 5 U 5
Carbon disulfide 5 U 5 cis~1,3-Dichloropropene 5 U 5
1l.1-Dichloroethene 5 u 5 2-Chloroethylvinyl ether 10 U 10
-Dichloroethane 5 U 5 Bromoform 5 U 5
« 4ans-1,2-Dichloroethene 5 U 5 2-Hexanone 50 U 50
cis-1,2-Dichloroethene 5 U 5 4-Methyl-2-pentanone 50 U 50
Chloroform 5 U ) Tetrachloroethene 5 U 5
1,2-Dichloroethane S U 5 1,1,2,2-Tetrachloroethane 5 U 5
2-Butanone 4.6 JB 100 Toluene 5 U 5
1,1,1-Trichloroethane 5 U 5 Chlorobenzene 5 U 5
Carbon tetrachloride 5 U 5 Ethylbenzene 5 U 5
Vinyl acetate 10 U 10 Styrene 5 U 5
Dichlorobromomethane 5 U 5 Xylenes, total 5 U 5
Surrogates % Recovery Limits
TOLUENE-D8 99 81 - 117
BROMOFLUOROBENZENE 100 74 - 121
1,2-DICHLOROETHANE-D4 103 70 - 120

Data Qualifier Key:

IT ANALYTICAL SERVICES
AUSTIN, TX

409832-003-01

(512333(2'3%1-: B3-10-300

U - none detected

J - estimated value (less than the sample quantitation limit)

B - analyte is found in the associated blank as well as in the sample
'blank' - positive result

* = Surrogate recovery is outside QC limit

D - compound identified at a secondary dilution factor

E - concentration exceeds calibration range

682-1-89
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Company: IT CORPORATION IT ANALYTICAL SERVICES
Date: 12/06/93 AUSTIN, TX
Client Work ID: .D.0.5001 409832-003-01"12}822-0484r: B3-10-300

TEST NAME: ABN HSL GC/MS Extractables
METHOD REFERENCE: EPA8270

SAMPLE ID: A1015

SAMPLE DATE: 10/21/93
SAMPLE MATRIX: SOIL
EXTRACTION DATE: 10/29/93
ANALYSIS DATE: 11/02/93
DILUTION FACTOR: 0.033

UNITS: MG/KG Reporting Reportir
Result Qual Limit Result Qual Limit

Phenol 0.330 U 0.330 2,6=-Dinitrotoluene 0.330 U 0.330
big(2-Chloroethyl)ether 0.330 U 0.330 3-Nitroaniline 0.825 U 0.825
2-Chlorophenol 0.330 U 0.330 Acenaphthene 0.330 U 0.330
1,3-Dichlorobenzene 0.330 U 0.330 2,4-Dinitrophenol 0.825 U 0.825
1,4-Dichlorobenzene 0.330 U 0.330 4-Nitrophenol 0.825 U 0.825
Benzyl alcohol 0.330 U 0.330 Dibenzofuran 0.330 U 0.330
1,2-Dichlorobenzene 0.330 U 0.330 2,4-Dinitrotoluene 0.330 U 0.330
2-Methylphenol 0.330 U 0.330 Diethylphthalate 0.330 U 0.330
'(2-Chloroisopropyl)ether 0.330 U 0.330 4-Chlorophenyl-phenylether 0.330 U 0.330

- Aethylphenol 0.330 U 0.330 Fluorene ‘ 0.330 U 0.330
N-Nitroso-di-n-propylamine 0.330 U 0.330 4-Nitroaniline 0.825 U 0.825
Hexachloroethane 0.330 U 0.330 4,6-Dinitro-2-methylphenol 0.825 U 0.825
Nitrobenzene 0.330 U 0.330 N-Nitrosodiphenylamine (1) 0.330 U 0.330
Isophorone 0.330 U 0.330 4-Bromophenyl-phenylether 0.330 U 0.330
2-Nitrophenol 0.330 U 0.330 Hexachlorobenzene 0.330 U 0.330
2,4-Dimethylphenol 0.330 U 0.330 Pentachlorophenol 0.825 U 0.825
Benzoic Acid 0.330 U 0.330 Phenanthrene 0.330 U 0.330
bis(2-Chloroethoxy)methane 0.330 U 0.330 Anthracene 0.330 U 0.330
2,4-Dichlorophenol 0.330 U 0.330 Di-n-butyliphthalate 0.33C U C.2330
1,2,4-Trichlorobenzene 0.330 U 0.330 Fluoranthene 0.330 U 0.330
Naphthalene 0.330 U 0.330 Pyrene 0.330 U 0.330
4-Chloroaniline 0.330 U 0.330 Butylbenzylphthalate 0.330 U 0.330
Hexachlorobutadiene 0.330 U 0.330 3,3'-Dichlorobenzidine 0.330 U 0.330
4-Chloro-3-methylphenol 0.330 U 0.330 Benzo(a)anthracene 0.330 U 0.330
2-Methylnaphthalene 0.330 U 0.330 Chrysene 0.330 U 0.330
Hexachlorocyclopentadiene 0.330 U 0.330 bis(2-Ethylhexyl)phthalate 0.330 U 0.330
2,4,6-Trichlorophenol 0.330 U 0.330 Di-n-octylphthalate 0.12 JB 0.330
2,4,5-Trichlorophenol 0.825 U 0.825 Benzo(b) fluoranthene 0.330 U 0.330
2-Chloronaphthalene 0.330 U 0.330 Benzo (k) fluoranthene 0.330 U 0.330
2-Nitroaniline 0.825 U 0.825 Benzo(a)pyrene 0.330 U 0.330
Dimethylphthalate 0.330 U 0.330 Indeno(1l,2,3-cd)pyrene 0.330 U 0.330
Acenaphthylene 0.330 U 0.330 Dibenzo(a,h)anthracene 0.330 U 0.330
Benzo(g,h,i)perylene 0.330 U 0.330

682-1-89
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/06/93 (512) 892-6684
Client Work ID: -D.0.5001 409832-003-01 ork Order: B3-10-300

TEST NAME: ABN HSL GC/MS Extractables
METHOD REFERENCE: EPA8270

SAMPLE ID: A1015
SAMPLE DATE: 10/21/93
SAMPLE MATRIX: SOIL

Surrogates % Recovery Limits

Nitrobenzene-D5 75 23 - 120
2-Fluorobiphenyl 80 30 - 115
Terphenyl-D14 87 18 - 137
Phenol-D5 66 24 - 113
2-Fluorophenol 64 25 - 121
2,4,6-Tribromophenol 73 19 - 122

(1) N-Nitrosodiphenylamine cannot be separated from diphenylamine.

Data Qualifier Key:

U - none detected

J - estimated value (less than the sample quantitation limit)

B - analyte is found in the associated blank as well as in the sample
'blank' - positive result

* - Surrogate recovery is outside QC limit

D - compound identified at a secondary dilution factor

E - concentration exceeds calibration range

- 682-1-89
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/06/93 -
Client Work ID: D.0.5001 409832-003-01 <51?)ng206 862‘: B3-10-300

L

TEST NAME: Metals
METHOD REFERENCE: EPA6010

SAMPLE ID: A1015

SAMPLE DATE: 10/21/93

SAMPLE MATRIX: SOIL

DILUTION FACTOR (6010): 95.2380

UNITS: MG/KG
Result Reporting Method Analysis
Result Qual Limit Reference Date

Arsenic 0.97 UN 0.97 7060 11/09/93
Aluminum 9500 N* 19 6010 11/23/93
Barium 430 N* 19 6010 11/23/93
Beryllium 0.87 0.48 6010 11/23/93
Cadmium 0.48 U 0.48 6010 11/23/93
Chromium 13 0.95 6010 11/23/93
Copper 6.7 2.4 6010 11/23/93
Iron 10000 N* 9.5 6010 11/23/93
Nickel 12 N 3.8 6010 11/23/93
Lead 5.9 N 0.29 7421 11/09/93
Mercury 0.023 U 0.023 7471 11/06/93
Silver 0.95 U 0.95 6010 11/23/93
Zinc 18 1.9 6010 11/23/93

Data qualifier key:

- estimated value

- duplicate injection precision not met

- spike recovery not within control limits

- determined by MSA

- post-digestion spike for Furnace AA is out of control limits (85-115%),
while sample absorbance is <50% of spike absorbance

- duplicate analysis outside control limits

- Correlation coefficient for the MSA <0.995

< CRDL but >= IDL

- none detected

- positive result

FsnzxH

- QW+ =
!

'blank

NOTE: Dilution Factor applies to Method 6010 only.

682-1-89
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Company: IT CORPORATION ‘ E U%%LYTT;{ICAL SERVICES
Date: 12/06/93 51 s .
Client Work ID: D.0.5001 409832-003-01 %833 éx%' B3-10-300

e
SAMPLE ID: AlOl16
SAMPLE DATE: 10/21/93 08:25:00
SAMPLE MATRIX: SOIL

Note Reporting Date Nethod
Test Name Ref Result Limit Units Analyzed Reference
Chromium VI 0.10U 0.10 MG/KG 11/02/93 EPA7196

682-1-89
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Company: IT CORPORATION
Date: 12/06/93

Client Work ID: 'D.0.5001

IT ANALYTICAL SERVICES
AUSTIN, TX

409832-003-01 (517%33?'3993:: B3-10-300

TEST NAME: Hazardous Substance Vols.
METHOD REFERENCE: EPA8240

SAMPLE ID: Al016
SAMPLE DATE: 10/21/93
SAMPLE MATRIX: SOIL

ANALYSIS DATE: 11/03/93
DILUTION FACTOR: 1.0
UNITS: UG/KG
Reporting Reporting
Result Qual Limit Result Qual Limit
Chloromethane 10 U 10 1,2-Dichloropropane 5 U 5
Bromomethane 10 U 10 trans-1,3-Dichloropropene 5 U 5
Vinyl chloride 10 U 10 Trichloroethene 5 o 5
Chloroethane 10 U 10 Chlorodibromomethane 5 U 5
Methylene chloride 6.9 J 10 1,1,2-Trichloroethane 5 U S
Acetone 8.6 J 100 Benzene 5 U 5
Carbon disulfide 5 U 5 cis-1,3-Dichloropropene S U 5
* 1-Dichloroethene 5 U 5 2-Chloroethkylvinyl ether 10 U 10
-Dichloroethane 5 U 5 Bromoform 5 U 5
t#ans-1,2-Dichloroethene 5 14§ 5 2-Hexanone 50 u 50
cis-1,2-Dichloroethene 5 U 5 4-Methyl-2-pentanone 50 U 50
Chloroform 5 U 5 Tetrachloroethene 5 U 5
1,2-Dichloroethane 5 U 5 1,1,2,2-Tetrachloroethane 5 U 5
2-Butanone 3.8 JB 100 Toluene 5 U 5
1,1,1-Trichloroethane 5 U 5 Chlorobenzene 5 U 5
Carbon tetrachloride 5 U 5 Ethylbenzene 5 U 5
Vinyl acetate 10 U 10 Styrene 5 U 5
Dichlorobromomethane 5 U 5 Xylenes, total 5 U 5
Surrogates % Recovery Limits
TOLUENE-D8 101 81 - 117
BROMOFLUOROBENZENE 99 74 - 121
1,2-DICHLOROETHANE-D4 107 70 - 120

Data Qualifier Key:

U - none detected

J - estimated value (less than the sample quantitation limit)

B - analyte is found in the associated blank as well as in the sample
'blank® - positive result

* - Surrogate recovery is outside QC limit

D - compound identified at a secondary dilution factor

E - concentration exceeds calibration range

682-1-89
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Company: IT CORPORATION EU%%LYTE{ICAL SERVICES
Date: 12/06/93 (51 .
Client Work ID: D.0.5001 409832-003-01 C182-8884r: B3-10-300
TEST NAME: ABN HSL GC/MS Extractables
METHOD REFERENCE: EPA8270
SAMPLE ID: Al1016
SAMPLE DATE: 10/21/93
SAMPLE MATRIX: SOIL
EXTRACTION DATE: 10/29/93
ANALYSIS DATE: 11/08/93
DILUTION FACTOR: 0.033
UNITS: MG/KG Reporting Reporti
Result Qual Limit Result Qual Limit
Phenol 0.330 U 0.330 2,6-Dinitrotoluene 0.330 U 0.330
bis(2-Chloroethyl)ether 0.330 U 0.330 3-Nitroaniline 0.825 U 0.825
2-Chlorophenol 0.330 U 0.330 Acenaphthene 0.330 U 0.330
1,3-Dichlorobenzene 0.330 U 0.330 2,4-Dinitrophenocl 0.825 U 0.825
1,4-Dichlorobenzene 0.330 U 0.330 4-Nitrophenol 0.825 U 0.825
Benzyl alcohol 0.330 U 0.330 Dibenzofuran 0.330 U 0.330
1,2-Dichlorobenzene 0.3230 U 0.330 2,4-Dinitrotoluene 0.330 U 0.330
?-Methylphenol 0.330 U 0.330 Diethylphthalate 0.330 U 0.330
3(2-Chloroisopropyl)ether 0.330 U 0.330 4-Chlorophenyl-phenylether 0.330 U 0.330
‘Methylphenol 0.330 U 0.330 Fluorene 0.330 U 0.330
N-Nitroso-di-n-propylamine 0.330 U 0.330 4-Nitroaniline 0.825 U 0.825
Hexachloroethane 0.330 U 0.330  4,6-Dinitro-2-methylphenol 0.825 U 0.825
Nitrobenzene 0.330 U 0.330 N-Nitrosodiphenylamine (1) 0.330 U 0.330
Isophorone 0.330 U 0.330 4-Bromophenyl~-phenylether 0.330 U 0.330
2-Nitrophenol 0.330 U 0.330 Hexachlorobenzene 0.330 U 0.330
2,4-Dimethylphenol 0.330 U 0.330 Pentachlorophenol 0.825 U 0.825
Benzoic Acid 0.330 U 0.330 Phenanthrene 0.330 U 0.330
bis(2-Chloroethoxy)methane 0.330 U 0.330 Anthracene 0.330 U 0.330
2,4-Dichlorophenol 0.330 U 0.330 Di-n-butylphthaiate 0.330 T 0.33C
1,2,4-Trichlorobenzene 0.330 U 0.330 Fluoranthene 0.330 U 0.330
Naphthalene 0.330 U 0.330 Pyrene 0.330 U 0.330
4-Chloroaniline 0.330 U 0.330 Butylbenzylphthalate 0.330 U 0.330
Hexachlorobutadiene 0.330 U 0.330 3,3'-Dichlorobenzidine 0.330 U 0.330
4-Chloro-3-methylphenol 0.330 U 0.330 Benzo(a)anthracene 0.330 U 0.330
2-Methylnaphthalene 0.330 U 0.330 Chrysene 0.330 U 0.330
Hexachlorocyclopentadiene 0.330 U 0.330 bis(2~-Ethylhexyl)phthalate 0.330 U 0.330
2,4,6-Trichlorophenol 0.330 U 0.330 Di-n-octylphthalate 0.088 JB 0.330
2,4,5-Trichlorophenol 0.825 U 0.825 Benzo(b)fluoranthene 0.330 U 0.330
2-Chloronaphthalene 0.330 U 0.330 Benzo (k) fluoranthene 0.330 U 0.330
2-Nitroaniline 0.825 U 0.825 Benzo(a)pyrene 0.330 U 0.330
Dimethylphthalate 0.330 U 0.330 Indeno(1l,2,3-cd)pyrene 0.330 U 0.330
Acenaphthylene 0.330 U 0.330 Dibenzo(a,h)anthracene 0.330 U 0.330
Benzo(g,h,i)perylene 0.330 U 0.330

682-1-89
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Company: IT CORPORATION IT ANALYTICAL SERVICES
Date: 12/06/93 AUSTIN, TX
Client Work ID: .D.0.5001 409832-003-01 (5122892 6fddr: B3-10-300

TEST NAME: ABN HSL GC/MS Extractables
METHOD REFERENCE: EPA8270

SAMPLE ID: Al016
SAMPLE DATE: 10/21/93
SAMPLE MATRIX: SOIL

Surrogates % Recovery Limits

Nitrobenzene-D5 71 23 - 120
2~-Fluorobiphenyl 80 30 - 1158
Terphenyl-D14 84 18 - 137
Phenol-D5 61 24 - 113
2-Fluorophenol 51 25 - 121
2,4,6-Tribromophenol 92 19 - 122

(1) N-Nitrosodiphenylamine cannot be separated from diphenylamine.

Data Qualifier Key:
U - none detected
J - estimated value (less than the sample quantitation limit)
B - analyte is found in the associated blank as well as in the sample
'blank’' - positive result
* - Surrogate recovery is outside QC limit
compound identified at a secondary dilution factor
E - concentration exceeds calibration range

o
1

682-1-89
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Company: IT CORPORATION IT ANALYTICAL SERVICES
Date: 12/06/93 AUSTIN, TX
Client Work ID: D.0.5001 409832-003-01 (1A% OAR&: B3-10-300

TEST NAME: Metals
METHOD REFERENCE: EPA6010

SAMPLE ID: A1016

SAMPLE DATE: 10/21/93

SAMPLE MATRIX: SOIL

DILUTION FACTOR (6010): 116.279

UNITS: MG/KG
Result Reporting Method Analysis
Result Qual Limit Reference Date

Arsenic 0.97 UN 0.97 7060 11/09/93
Aluminum 6200 N* 23 6010 11/23/93
Barium 850 N* 23 6010 11/23/93
Beryllium 0.61 0.58 6010 11/23/93
Cadmium 0.58 U 0.58 6010 11/23/93
Chromium 9.8 1.2 6010 11/23/93
Copper 5.3 2.9 6010 11/23/93
Iron 9200 N* 12 6010 11/23/93
Nickel 10 N 4.7 6010 11/23/93
Lead 6.0 N 0.29 7421 11/09/93
Mercury 0.022 u 0.022 7471 11/06/93
Silver 1.2 U 1.2 6010 11/23/93
Zinc 12 2.3 6010 11/23/93

Data qualifier key:

- estimated value

- duplicate injection precision not met

- spike recovery not within control limits

- determined by MSA

- post-digestion spike for Furnace AR is out of control limits (85-115%),
while sample absorbance is <50% of spike absorbance

~ duplicate analysis outside control limits

~ Correlation coefficient for the MSA <0.995

< CRDL but >= IDL

- none detected

'blank' - positive result

T nhZ23 W

cw+ *
'

NOTE: Dilution Factor applies to Method 6010 only.

. 682-1-89
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Company: IT CORPORATION ) S

c AUSTIN, TX

ate: 12/06/93 512

Client Work ID: .D.0.5001 409832-003-01°12)822-¢484 . B3-10-300

e
SAMPLE ID: Al1017

SAMPLE DATE: 10/21/93 14:10:00
SAMPLE MATRIX: SOIL

Note Reporting Date Method
Test Name Ref Result Limit Units Analyzed Reference
Chromium VI 0.10U0 0.10 MG/KG 11/02/93 EPA7196

682-1-89
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IT ANALYTICAL SERVICES
go:pany ; 2/;'.6[‘/(;gRPORATION AUSTIN, TX
ate: -
Client Work ID: D.0.5001 409832-003-01 (512%31?1:2 Ogggr: B3-10-300

TEST NAME: Hazardous Substance Vols.
METHOD REFERENCE: EPA8240

SAMPLE ID: Al017

SAMPLE DATE: 10/21/93
SAMPLE MATRIX: SOIL
ANALYSIS DATE: 11/03/93
DILUTION FACTOR: 1.0
UNITS: UG/KG
Reporting Reportinc
Result Qual Limit Result Qual Limit
Chloromethane 10 U 10 1,2-Dichloropropane 5 U 5
Bromomethane 10 U 10 trans~1,3-Dichloropropene 5 U 5
Vinyl chloride 10 U 10 Trichloroethene 5 U 5
Chloroethane 10 U 10 Chlorodibromomethane 5 U 5
Methylene chloride 7.0 J 10 1,1,2-Trichloroethane ) U S
Acetone 6.9 J 100 Benzene 5 U 5
Carbon disulfide 5 U 5 cis-1,3-Dichloropropene 5 U 5
l1,1-Dichloroethene 5 U 5 2-Chloroethylvinyl ether 10 U 10
-Dichloroethane 3.7 J 5 Bromoform 5 U 5
ans-1,2-Dichloroethene 5 U 5 2-Hexanone 50 U 50
cis-1,2-Dichloroethene S U 5 4-Methyl-2-pentanone 50 U 50
Chloroform 5 U 5 Tetrachloroethene 5 U 5
1,2-Dichloroethane 5 U 5 1,1,2,2-Tetrachloroethane 5 U 5
2-Butanone 13 JB 100 Toluene 5 U 5
1,1,1-Trichloroethane 5 u 5 Chlorobenzene 2.3 J 5
Carbon tetrachloride 5 U 5 Ethylbenzene 5 U 5
Vinyl acetate 10 U 10 Styrene 5 U 5
Dichlorobromomethane 5 U 5 Xylenes, total 5 U 5
Surrogates % Recovery Limits
TOLUENE-D8 104 81 - 117
BROMOFLUOROBENZENE 94 74 - 121
1,2-DICHLOROETHANE-D4 102 70 - 120

Data Qualifier Key:

U - none detected

J - estimated value (less than the sample gquantitation limit)

B ~ analyte is found in the associated blank as well as in the sample
‘blank' - positive result

* - Surrogate recovery is outside QC limit

D - compound identified at a secondary dilution factor

E - concentration exceeds calibration range

682-1-89
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Company: IT CORPORAT
Date: 12/06/93

Client Work ID: D.O.

TEST NAME: ABN HSL GC/MS Extractables

METHOD REFERENCE:

SAMPLE ID: A1017
SAMPLE DATE: 10/21
SAMPLE MATRIX:
EXTRACTION DATE:
ANALYSIS DATE: 11
DILUTION FACTOR:
UNITS: MG/KG

ION

5001

EPA8270

/93

SOIL

10/29/93
/02/93
0.033

Reporting

Result Qual

Phenol
bis(2-Chloroethyl)ether
2-Chlorophenol
1,3-Dichlorobenzene
1,4-Dichlorobenzene
Benzyl alcohol
1,2-Dichlorobenzene
2-Methylphenol
"(2-Chloroisopropyl)ether
dethylphenol
N-Nitroso-di-n-propylamine
Hexachloroethane
Nitrobenzene
Isophorone
2-Nitrophenol
2,4-Dimethylphenol
Benzoic Acid
bis(2-Chloroethoxy)methane
2,4-Dichlorophenol
l1,2,4-Trichlorobenzene
Naphthalene
4-Chloroaniline
Hexachlorobutadiene
4-Chloro-3-methylphenol
2-Methylnaphthalene
Hexachlorocyclopentadiene
2,4,6-Trichlorophenol
2,4,5-Trichlorophenol
2-Chloronaphthalene
2-Nitroaniline
Dimethylphthalate
Acenaphthylene

0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.825
0.330
0.825
0.330
0.330

gcogagdaodcgcocdgdacgadaacocacdacaoadccaogggaagaaoaadaacaa

Limit

0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.825
0.330
0.825
0.330
0.330

IT ANALYTICAL SERVICES

AUSTIN, TX

409832-003-01 (P1AA24E84 . B3-10-300

2,6-Dinitrotoluene
3-Nitroaniline
Acenaphthene
2,4-Dinitrophenol
4-Nitrophenol
Dibenzofuran
2,4-Dinitrotoluene
Diethyliphthalate
4-Chlorophenyl-phenylether
Fluorene

4-Nitroaniline
4,6-Dinitro-2-methylphenol
N-Nitrosodiphenylamine (1)
4-Bromophenyl-phenylether
Hexachlorobenzene
Pentachlorophenol
Phenanthrene

Anthracene
Di-n-butylpnthalate
Fluoranthene

Pyrene
Butylbenzylphthalate
3,3'-Dichlorobenzidine
Benzo(a)anthracene
Chrysene
bis(2-Ethylhexyl)phthalate
Di-n-octylphthalate
Benzo(b)fluoranthene

Benzo (k) fluoranthene
Benzo(a)pyrene
Indeno(1,2,3-cd)pyrene
Dibenzo(a,h)anthracene
Benzo(g,h,i)perylene

Result Qual

0.330
0.825
0.330
0.825
0.825
0.330
0.330
0.330
0.330
0.330
0.825
0.825
0.330
0.330
0.330
0.825
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330

0.27
0.330
0.330
0.330
0.330
0.330
0.330

Reportir
Limit

0.330
0.825
0.330
0.825
0.825
0.330
0.330
0.330
0.330
0.330
0.825
0.825
0.330
0.330
0.330
0.825
0.330
0.330
€.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330

dgaogagdgdaogagaocadgaoagcacaccdacadaocagQgaaacaccdg

[&]

cdoggogaaw
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Company: IT CORPORATION HUAS%L ?I.TXICAL SERVICES
Date: 12/06/93 (51%) §?;2'
Client Work ID: D.0.5001 409832-003-01 () d%ﬂ%i: B3-10-300
TEST NAME: ABN HSL GC/MS Extractables
METHOD REFERENCE: EPA8270
SAMPLE ID: Al017
SAMPLE DATE: 10/21/93
SAMPLE MATRIX: SOIL
Surrogates % Recovery Limits
Nitrobenzene-D5 79 23 - 120
2-Fluorobiphenyl 81 30 - 115
Terphenyl-D14 89 18 - 137
Phenol-D5 69 24 - 113
2-Fluorophenol 68 25 - 121
2,4,6-Tribromorhenol 81 19 - 122

(1) N-Nitrosodiphenylamine cannot be separated from diphenylamine.

Data Qualifier Key:

U - none detected

J - estimated value (less than the sample quantitation limit)

B - analyte is found in the associated blank as well as in the sample
'blank' - positive result

* - Surrogate recovery is outside QC limit

D - compound identified at a secondary dilution factor

E - concentration exceeds calibration range

682-1-89
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Company: IT CORPORATION IT ANALYTICAL SERVICES
Date: AUSTIN, TX

ate: 12/06/93 51

Client Work ID: -D.0.5001 409832-003-01 C1AEA2-6684-: B3-10-300

TEST NAME: Metals
METHOD REFERENCE: EPA6010

SAMPLE ID: A1017

SAMPLE DATE: 10/21/93

SAMPLE MATRIX: SOIL

DILUTION FACTOR (6010): 116.279

UNITS: MG/KG
Result Reporting Method Analysis
Result Qual Limit Reference Date

Arsenic 3.8 N 1.0 7060 11/09/93
Aluminum 13000 N* 23 6010 11/23/93
Barium 83 N* 23 6010 11/23/93
Beryllium 1.1 0.58 6010 11/23/93
Cadmium 0.58 U 0.58 6010 11/23/93
Chromium 12 1.2 6010 11/23/93
Copper 7.6 2.9 6010 11/23/93
Iron 12000 N* 12 6010 11/23/93
Nickel 10 N 4.7 6010 11/23/93
Lead 9.5 N 1.2 7421 11/09/93
Mercury 0.023 U 0.023 7471 11/06/93
Silver 1.2 U 1.2 6010 11/23/93
Zinc 20 2.3 6010 11/23/93

Data qualifier key:

- estimated value

- duplicate injection precision not met

- spike recovery not within control limits

- determined by MSA

- post-digestion spike for Furnace AA is out of control limits (85-115%),
while sample absorbance is <50% of spike absorbance

- duplicate analysis outside control limits

- Correlation coefficient for the MSA <0.995

< CRDL but >= IDL

- none detected

- positive result

TnHZ2EH

- Qo+
]

‘blank

NOTE: Dilution Factor applies to Method 6010 only.

682-1-89
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Company: IT CORPORATION IT ANALYTICAL SERVICES
D AUSTIN, TX

ate: 12/06/93 51

Client Work ID: D.0.5001 409832-003-01 P1ARR26H84: B3-10-300

SAMPLE ID: Al018
SAMPLE DATE: 10/21/93 14:15:00
SAMPLE MATRIX: WATER

Note Reporting Date Method
Test Name Ref Result Limit Units Analyzed Reference
TPH - IR 1.0U0 1.0 MG/L 11/05/93 EPA418_1

- 682-1-89
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/06/93 ,

Client Work ID: 'D.0.5001

409832-003-01(5123:333'39931:: B3-10-300

{5

TEST NAME: Hazardous Substance Vols.

METHOD REFERENCE: EPA8240
SAMPLE ID: A1018
SAMPLE DATE: 10/21/93
SAMPLE MATRIX: WATER
ANALYSIS DATE: 10/31/93
DILUTION FACTOR: 1.0
UNITS: UG/L
Reporting Reporting
Result Qual Limit Result Qual Limit
Chloromethane 10 U 10 1,2-Dichloropropane 5 U 5
Bromomethane 10 U 10 trans-1, 3-Dichloropropene 5 U ]
Vinyl chloride 10 U 10 Trichloroethene 5 U 5
Chloroethane 10 U 10 Chlorodibromomethane 9.3 5
Methylene chloride 7.7 JB 10 1,1,2-Trichloroethane 5 U 5
Acetone 100 U 100 Benzene 5 U 5
Carbon disulfide 5 U ) cis-1,3-Dichloropropene 5 U 5
1,1-Dichloroethene 5 U 5 2-Chloroethylvinyl ether 10 U 10
‘-Dichloroethane 5 U 5 Bromoform 2.6 J 5
.ans-1,2-Dichloroethene 5 U 5 2-Hexanone 50 U 50
cis-1,2-Dichloroethene 5 U 5 4-Methyl-2-pentanone 50 U 50
Chloroform 3.2 J 5 Tetrachloroethene 5 U 5
1l,2-Dichloroethane 5 U ) 1,1,2,2-Tetrachloroethane 5 U 5
2-Butanone 100 U 100 Toluene 5 U 5
1,1,1-Trichloroethane 5 U 5 Chlorobenzene 5 U 5
Carbon tetrachloride 5 U 5 Ethylbenzene 5 U 5
Vinyl acetate 10 U 10 Styrene 5 U 5
Dichlorobromomethane 6.6 5 Xylenes, total 5 U 5
Surrogates % Recovery Limits
TOLUENE-D8 93 88 - 110
BROMOFLUOROBENZENE 97 74 - 121
1,2~-DICHLOROETHANE-D4 101 70 - 120

Data Qualifier Key:
U - none detected

J - estimated value (less than the sample guantitation limit)

B - analyte is found in the associated blank as well as in the sample
'blank' - positive result

* - Surrogate recovery is outside QC limit

D - compound identified at a secondary dilution factor

E - concentration exceeds calibration range

682-1-89
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IT ANALYTICAL SERVICES
Company: IT CORPORATION
Date: 12/06/93 AUSTIN, TX

Client Work ID: D.0.5001 409832-003-01 (S1AARGAML-: B3-10-300

TEST NAME: Metals
METHOD REFERENCE: EPA6010

SAMPLE ID: Al018

SAMPLE DATE: 10/21/93

SAMPLE MATRIX: WATER

DILUTION FACTOR (6010): 1.00000

UNITS: MG/L
Result Reporting Method Analysis
Result Qual Limit Reference Date

Arsenic 0.010 U 0.010 7060 11/12/93
Aluminum 0.20 U 0.20 6010 11/16/93
Barium 0.20 U 0.20 6010 11/16/93
Beryllium 0.0050 U 0.0050 6010 11/16/93
Cadmium 0.0050 U 0.0050 6010 11/16/93
Chromium 0.091 0.010 6010 11/16/93
Copper 0.025 U 0.025 6010 11/16/93
Iron 2.1 0.10 6010 11/16/93
Nickel 0.040 U 0.040 6010 11/16/93
Lead 0.0077 0.0030 7421 11/11/93
Mercury 0.00020 U 0.00020 7471 11/08/93
Silver 0.010 U 0.010 6010 11/16/93
Zinc 0.020 U 0.020 6010 11/16/93

Data qualifier key:
E - estimated value

- duplicate injection precision not met

-~ spike recovery not within control limits

- determined by MSA

- post-digestion spike for Furnace AR is out of control limits (85-115%),
while sample absorbance is <50% of spike absorbance

- duplicate analysis outside control limits

- Correlation coefficient for the MSA <0.995

< CRDL but >= IDL

- none detected

- positive result

T 0n2Z2x

[ 1« + REE S 4
]

'blank

NOTE: Dilution Factor applies to Method 6010 only.
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Company: IT CORPORATION IT ANALYTICAL SERVICES
Date: 12/06/93 AUSTIN, TX
Client Work ID: D.0.5001 409832-003-01 O1PAJ2 4. B3-10-300

SAMPLE ID: Al019
SAMPLE DATE: 10/21/93 14:20:00
SAMPLE MATRIX: SOIL

Note Reporting Date Method
Test Name Ref Result Limit Units Analyzed Reference

Chromium VI 0.10U 0.10 MG/KG 11/02/93 EPA7196

682-1-89
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IT ANALYTICAL SERVICES
Company: IT CORPORATION
Date: 12/06/93 AUSTIN, TX

Client Work ID: .-D.0.5001

409832-003-01 O1HR2-6688-: B3-10-300

TEST NAME: Hazardous Substance Vols.
METHOD REFERENCE: EPA8240

SAMPLE ID: Al1019
SAMPLE DATE: 10/21/93
SAMPLE MATRIX: SOIL
ANALYSIS DATE: 11/03/93
DILUTION FACTOR: 1.0
UNITS: UG/KG
Reporting Reportinc
Result Qual Limit Result Qual Limit
Chloromethane 10 U 10 1,2-Dichloropropane 5 U 5
Bromomethane 10 8] 10 trans-1,3-Dichloropropene 5 U )
vinyl chloride 10 U 10 Trichloroethene 5 U 5
Chloroethane 10 [§) 10 Chlorodibromomethane 5 U 5
Methylene chloride 4.8 J 10 1,1,2-Trichloroethane 5 U ]
Acetone 8.9 J 100 Benzene 5 U 5
Carbon disulfide 5 U 5 cis-1, 3-Dichloropropene 5 U 5
1,1-Dichloroethene 5 U 5 2-Chloroethylvinyl ether 10 U 10
1-Dichloroethane 5 U 5 Bromoform 5 U 5
ans-1,2-Dichloroethene 5 U 5 2-Hexanone 50 U 50
cis-1,2-Dichloroethene 5 U 5 4-Methyl-2-pentanone 50 ) 50
Chloroform 5 U 5 Tetrachloroethene 5 U 5
1,2-Dichloroethane 5 U 5 1,1,2,2-Tetrachloroethane 5 U 5
2-Butanone 4.0 JB 100 Toluene 5 U 5
1,1,1-Trichloroethane 5 U 5 Chlorobenzene 5 4] 5
Carbon tetrachloride 5 U 5 Ethylbenzene 5 U 5
Vinyl acetate 10 U 10 Styrene 5 U 5
Dichlorobromomethane 5 18] 5 Xylenes, total 5 U 5
Surrogates % Recovery Limits
TOLUENE-DS8 102 81 - 117
BROMOFLUOROBENZENE 99 74 - 121
1,2-DICELOROETHANE-D4 106 70 - 120

Data Qualifier Key:

U - none detected

J - estimated value (less than the sample quantitation limit)

B - analyte is found in the associated blank as well as in the sample
‘blank' - positive result

* - Surrogate recovery is outside QC limit

D - compound identified at a secondary dilution factor

E - concentration exceeds calibration range

682-1-89
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Company :
Date: 12/06/93

Client Work ID:

TEST NAME: ABN HSL GC/MS Extractables

IT CORPORATION

"D.0.5001

METHOD REFERENCE: EPA8270

SAMPLE ID: Al1019

SAMPLE DATE: 10/21/93

SAMPLE MATRIX:
EXTRACTION DATE:
ANALYSIS DATE:

DILUTION FACTOR:
UNITS: MG/KG

11

SOIL

10/29/93
/02/93

0.033

Reporting

Result Qual

Phenol
bis(2-Chloroethyl)ether
2-Chlorophenol
1,3-Dichlorobenzene
l,4-Dichlorobenzene
Benzyl alcohol
1,2-Dichlorobenzene
2-Methylphenol
3(2-Chloroisopropyl)ether
‘Methylphenol
N-Nitroso-di—-n-propylamine
Hexachloroethane
Nitrobenzene
Isophorone
2-Nitrophenol
2,4-Dimethylphenol
Benzoic Acid
bis(2-Chloroethoxy)methane
2,4-Dichlorophencl
1,2,4-Trichlorobenzene
Naphthalene
4-Chloroaniline
Hexachlorobutadiene
4-Chloro-3-methylphenol
2-Methylnaphthalene
Hexachlorocyclopentadiene
2,4,6-Trichlorophenol
2,4,5-Trichlorophenocl
2-Chloronaphthalene
2-Nitroaniline
Dimethylphthalate
Acenaphthylene

0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.825
0.330
0.825
0.330
0.330

C%GC:GC‘.GCCC!C‘.C!GGCGCGGCGCCCCGCCCCCCG

Limit

0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.825
0.330
0.825
0.330
0.330

IT ANALYTICAL SERVICES
AUSTIN, TX

409832-003-01(512¥223'ﬁ$§3r= B3-10-300

{5

2,6~-Dinitrotoluene
3-Nitroaniline
Acenaphthene
2,4-Dinitrophenol
4-Nitrophenol
Dibenzofuran
2,4-Dinitrotoluene
Diethylphthalate
4-Chlorophenyl-phenylether
Fluorene

4-Nitroaniline
4,6-Dinitro-2-methylphenol
N-Nitrosodiphenylamine (1)
4-Bromophenyl-phenylether
Hexachlorobenzene
Pentachlorophenol
Phenanthrene

Anthracene
Di-n-butyliphthaiate
Fluoranthene

Pyrene
Butylbenzylphthalate
3,3'-Dichlorobenzidine
Benzo(a)anthracene
Chrysene
bis(2-Ethylhexyl)phthalate
Di-n-octylphthalate
Benzo(b)fluoranthene
Benzo(k)fluoranthene
Benzo(a)pyrene
Indeno(l,2,3-cd)pyrene
Dibenzo(a,h)anthracene
Benzo(g,h,i)perylene

Reportis

Result Qual Limit

0.330
0.825
0.330
0.825
0.825
0.330
0.330
0.330
0.330
0.330
0.825
0.825
0.330
0.330
0.330
0.825
0.330
0.330

N 233N
Vewdw

0.330
0.330
0.330
0.330
0.330
0.330
0.330

0.13
0.330
0.330
0.330
0.330
0.330
0.330

0.330
0.825
0.330
0.825
0.825
0.330
0.330
0.330
0.330
0.330
0.825
0.825
0.330
0.330
0.330
0.825
0.330
0.330

n_ 212N

Vewww

0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330

aogagaadogaagaagaoaaogagaoaaaeagacgaaogaacac
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Company: IT CORPORATION IT ANALYTICAL SERVICES
D AUSTIN, TX

ate: 12/06/93 51

Client Work ID: -D.0.5001 209832-003-01 °12%822-8084r: B3-10-300

TEST NAME: ABN HSL GC/MS Extractables
METHOD REFERENCE: EPA8270

SAMPLE ID: Al019
SAMPLE DATE: 10/21/93
SAMPLE MATRIX: SOIL

Surrogates % Recovery Limits

Nitrobenzene-DS 75 23 - 120
2-Fluorobiphenyl 79 30 - 115
Terphenyl-D14 83 18 - 137
Phenol-D5 65 24 - 113
2-Fluorophenol 63 25 - 121
2,4,6-Tribromophenol 76 19 - 122

(1) N-Nitrosodiphenylamine cannot be separated from diphenylamine.

Data Qualifier Key:

U - none detected

J - estimated value (less than the sample quantitation limit)

B - analyte is found in the associated blank as well as in the sample
‘blank' - positive result

* - Surrogate recovery is outside QC limit

D - compound identified at a secondary dilution factor

E - concentration exceeds calibration range

- 682-1-89
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Company: IT CORPORATION IT S ICES
AUSTIN, TX

Date: 12/06/93 (512) 8

Client Work ID: -D.0.5001 409832-003-01 %}org?'éé&ét: B3-10-300

—

TEST NAME: Metals
METHOD REFERENCE: EPA6010

SAMPLE ID: Al1019

SAMPLE DATE: 10/21/93

SAMPLE MATRIX: SOIL

DILUTION FACTOR (6010): 117.647

UNITS: MG/KG
Result Reporting Method Analysis
Result Qual Limit Reference Date

Arsenic 7.8 N 1.2 7060 11/09/93
Aluminum 7400 N* 24 6010 11/23/93
Barium 3400 N* 24 6010 11/23/93
Beryllium 1.1 0.59 6010 11/23/93
Cadmium 0.85 0.59 6010 11/23/93
Chromium 11 1.2 6010 11/23/93
Copper 14 2.9 6010 11/23/93
Iron 16000 N=* 12 6010 11/23/93
Nickel 34 N 4.7 6010 11/23/93
Lead 18 N 1.4 7421 11/09/93
Mercury 0.024 U 0.024 7471 11/06/93
Silver 1.2 U 1.2 6010 11/23/93
Z2inc 17 2.4 6010 11/23/93

Data qualifier key:

- estimated value

- duplicate injection precision not met

- spike recovery not within control limits

- determined by MSA

- post-digestion spike for Furnace AA is out of control limits (85-115%),
while sample absorbance is <50% of spike absorbance

- duplicate analysis outside control limits

- Correlation coefficient for the MSA <0.995

< CRDL but >= IDL

- none detected

'blank' - positive result

Tun=Z2xm

-G W+
|

NOTE: Dilution Factor applies to Method 6010 only.

Referenced notes for these results:
Duplicate analysis outside control limits due to matrix
interference on aluminum, barium and iron analysis by ICPES,
affecting all soil samples in batch. LCS / LCSD results and
method Quality Control were acceptable.

682-1-89
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Company: IT CORPORATION IT ANALYTICAL SERVICES
Date: 12/06/93 AUSTIN, TX
Client Work ID: D.0.5001 409832-003-01 (Cl#3R2c484: B3-10-300

SAMPLE ID: Al0l19-MS
SAMPLE DATE: 10/21/93 14:20:00
SAMPLE MATRIX: SOIL

Note Reporting Date Method
Test Name Ref Result Limit Units Analyzed Reference

Chromium VI 88 % REC 11/02/93 EPA7196

682-1-89
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Company: IT CORPORATION IT ANALYTICAL SERVICES
Date: 12/06/93 AUSTIN, TX
Client Work ID: D.0.5001 209832-003-01 (O12%822-6684-: B3-10-300

TEST NAME: Hazardous Substance Vols.
METHOD REFERENCE: EPA8240

SAMPLE ID: Al019-MS
SAMPLE DATE: 10/21/93
SAMPLE MATRIX: SOIL
ANALYSIS DATE: 11/03/93
DILUTION FACTOR: 1.0
UNITS: % REC

Result Result
1,1-Dichloroethene 95 Trichloroethene 81
Benzene 98
Toluene 99
Chlorobenzene 101
Surrogates % Recovery Limits
TOLUENE-D8 100 81 - 117
BROMOFLUOROBENZENE 96 74 - 121
1,2~-DICHLOROETHANE-D4 108 70 - 120

Data Qualifier Key:
U - none detected
estimated value (less than the sample quantitation limit)
analyte is found in the associated blank as well as in the sample
‘blank' - positive result
- Surrogate recovery is outside QC limit
compound identified at a secondary dilution factor
- concentration exceeds calibration range

-m gy
[

O *
I
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Company: IT CORPORATION
Date: 12/06/93

Client Work

ID: D.0.5001

IT ANALYTICAL SERVICES
AUSTIN, TX

409832-003-01 (S1PAR2héfi4: B3-10-300

TEST NAME: ABN HSI, GC/MS Extractables

METHOD REFERENCE: EPA8270

SAMPLE ID: Al019-MS
SAMPLE DATE: 10/21/93
SAMPLE MATRIX: SOIL
EXTRACTION DATE: 10/29/93

ANALYSIS

DILUTION FACTOR: 0.033
UNITS: $ REC
Result . Result
Phenol 70 Acenaphthene 96
2-Chlorophenol 80 4-Nitrophenol 85
1,4-Dichlorobenzene 68 2,4-Dinitrotoluene 80
N~Nitroso-di—-n-propylamine 86 Pentachlorophenol 79
1,2,4-Trichlorobenzene 82 Pyrene 92
4-Chloro-3-methylphenol 85
Surrogates % Recovery Limits
Nitrobenzene-D5 77 23 - 120
2-Fluorobiphenyl 79 30 - 115
Terphenyl-D14 82 18 - 137
Phenol-D5 67 24 - 113
2-Fluorophenol 70 25 - 121
2,4,6-Tribromophenol 81 19 - 122
(1) N-Nitrosodiphenylamine cannot be separated from diphenylamine.
Data Qualifier Key:
U - none detected
J - estimated value (less than the sample quantitation limit)
B - analyte is found in the associated blank as well as in the sample
'blank’' - positive result
* - Surrogate recovery  is outside QC limit
D - compound identified at a secondary dilution factor
E - concentration exceeds calibration range

DATE: 11/02/93

682-1-89



Page: 35 of 106

Company: IT CORPORATION IT ANALYTICAL SERVICES
Date: 12/06/93 AUSTIN, TX
Client Work ID: .D.0.5001 409832-003-01 (C18A2-8684-: B3-10-300

TEST NAME: Metals
METHOD REFERENCE: EPA6010

SAMPLE ID: Al019-MS

SAMPLE DATE: 10/21/93

SAMPLE MATRIX: SOIL

DILUTION FACTOR (6010): 88.4955

UNITS: MG/KG
Result Reporting Method Analysis
Result Qual Limit Reference Date

Arsenic 139 7060 11/09/93
Aluminum 973 18 6010 11/23/93
Barium 0 18 6010 11/23/93
Beryllium 85 0.44 6010 11/23/93
Cadmium 84 0.44 6010 11/23/93
Chromium 90 0.88 6010 11/23/93
Copper . 82 2.2 6010 11/23/93
Iron 0 8.8 6010 11/23/93
Nickel 74 3.5 6010 11/23/93
Lead 0 ‘ 7421 11/09/93
Mercury 104 7471 11/06/93
Silver 85 0.88 6010 11/23/93
Zinc 86 1.8 6010 11/23/93

Data qualifier key:
E - estimated value

- duplicate injection precision not met

- gpike recovery not within control limits

- determined by MSA

- post-digestion spike for Furnace AR is out of control limits (85-115%),
while sample absorbance is <50% of spike absorbance

- duplicate analysis outside control limits

- Correlation coefficient for the MSA <0.995

< CRDL but >= IDL

- none detected

'blank’' - positive result

nUr 22X

G W+ %
]

NOTE: Dilution Factor applies to Method 6010 only.
Referenced notes for these results:
Matrix spike outside control limits due to matrix
interference on aluminum, barium, iron and nickel analysis

by ICPES, affecting all soil samples in batch. LCS / LCSD
and method Quality Control were acceptable.

682-1-89
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Company: IT CORPORATION E Ué%LYT'I;CAL SERVICES
Date: 12/06/93 s
Client Work ID: .D.0.5001 409832-003-01 (1A WRA4L: B3-10-300

SAMPLE ID: Al019-MSD
SAMPLE DATE: 10/21/93 14:20:00
SAMPLE MATRIX: SOIL

Note Reporting Date Method
Test Name Ref Result Limit Units Analyzed Reference
Chromium VI 94 % REC 11/02/93 EPA7196

-~ 682-1-89
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTTN, ™™
Date: 12/06/93 .
Client Work ID: 'D.0.5001 . 409832-003-01 (51221081%:2 ggggx—: B3-10-300

L

TEST NAME: Haxzardous Substance Vols.
METHOD REFERENCE: EPA8240

SAMPLE ID: A1019-MSD
SAMPLE DATE: 10/21/93
SAMPLE MATRIX: SOIL
ANALYSIS DATE: 11/03/93
DILUTION FACTOR: 1.0
UNITS: $% REC

Result Result
l1,1-Dichloroethene 93 Trichloroethene 82
Benzene 99
Toluene 100
Chlorobenzene 103
Surrogates % Recovery Limits
TOLUENE-D8 102 81 - 117
BROMOFLUOROBENZENE 99 74 - 121
1,2-DICHLOROETHANE-D4 103 70 - 120

Data Qualifier Key:

U - none detected

J - estimated value (less than the sample quantitation limit)

B - analyte is found in the associated blank as well as in the sample
'blank' - positive result

* - Surrogate recovery is outside QC limit

D - compound identified at a secondary dilution factor

E - concentration exceeds calibration range

682-1-89
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Company: IT CORPORATION
Date: 12/06/93

Client Work

ID: D.0.5001

IT ANALYTICAL SERVICES
AUSTIN, TX

409832-003-01 (O1 ER2-6684-: B3-10-300

TEST NAME: ABN HSL GC/MS Extractables
METHOD REFERENCE: EPA8270

SAMPLE ID: Al1019-MSD
SAMPLE DATE: 10/21/93
SAMPLE MATRIX: SOIL
EXTRACTION DATE: 10/29/93

ANALYSIS

DILUTION FACTOR: 0.033
UNITS: $ REC
Result Result
Phenol 74 Acenaphthene 95
2-Chlorophenol 84 4-Nitrophenol 77
1,4-Dichlorobenzene 72 2,4-Dinitrotoluene 79
N-Nitroso-di-n-propylamine 85 Pentachlorophenol 73
1,2,4-Trichlorobenzene 83 Pyrene 96
4-Chloro-3-methylphenol 86
Surrogates % Recovery Limits
Nitrobenzene-DS. 73 23 - 120
2-Fluorobiphenyl 76 30 - 115
Terphenyl-D14 82 18 - 137
Phenol-D5 68 24 - 113
2-Fluorophenol 70 25 - 121
2,4,6-Tribromophenol 75 19 - 122
(1) N-Nitrosodiphenylamine cannot be separated from diphenylamine.
Data Qualifier Key:
U - none detected
J - estimated value (less than the sample quantitation limit)
B - analyte is found in the associated blank as well as in the sample
'‘blank’ - positive result
* - Surrogate recovery is outside QC limit
D - compound identified at a secondary dilution factor
E - concentration exceeds calibration range

DATE: 11/02/93

682-1-89
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Company: IT CORPORATION IT ANALYTICAL SERVICES
Date: 12/06/93 AUSTIN, TX
Client Work ID: D.0.5001 409832-003-01 (Sl 8%2c4¢R4: B3-10-300

TEST NAME: Metals
METHOD REFERENCE: EPA6010

SAMPLE ID: A1019-MSD

SAMPLE DATE: 10/21/93

SAMPLE MATRIX: SOIL

DILUTION FACTOR (6010): 104.166

UNITS: MG/KG
Result Reporting Method Analysis
Result Qual Limit Reference Date

Arsenic 141 7060 11/09/93
Aluminum 808 21 6010 11/23/93
Barium o] 21 6010 11/23/93
Beryllium 85 0.52 6010 11/23/93
Cadmium 83 0.52 6010 11/23/93
Chromium 90 1.0 6010 11/23/93
Copper 82 2.6 6010 11/23/93
Iron (o] 10 6010 11/23/93
Nickel 74 4.2 6010 11/23/93
Lead 0 7421 11/09/93
Mercury 107 7471 11/06/93
Silver 85 1.0 6010 11/23/93
Zinc 85 2.1 6010 11/23/93

Data qualifier key:

- estimated value

- duplicate injection precision not met

- spike recovery not within control limits

- determined by MSA

- post-digestion spike for Furnace AA is out of control limits (85-115%),
while sample absorbance is <50% of spike absorbance

- duplicate analysis outside control limits

- Correlation coefficient for the MSA <0.995

< CRDL but >= IDL

- none detected

‘blank’ - positive result

FThnhzZzx WA

W+
|

NOTE: Dilution Factor applies to Method 6010 only.
Referenced notes for these results:
Matrix spike duplicate outside control limits due to matrix
interference on aluminum, barium, iron and nickel analysis

by ICPES, affecting all soil samples in batch. LCS / LCSD
and method Quality Control were acceptable.
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Company: IT CORPORATION IT ANALYTICAL SERVICES
Date: 12/06/93 AUSTIN, TX
Client Work ID: .D.0.5001 409832-003-01 (P12 H92-6684-: B3-10-300

SAMPLE ID: Al1020
SAMPLE DATE: 10/21/93 14:30:00
SAMPLE MATRIX: SOIL

Note Reporting Date Method
Test Name Ref Result Limit Units Analyzed Reference
Chromium VI 0.10U0 0.10 MG/KG 11/03/93 EPA7196

682-1-89



Page: 41 of 106

IT ANALYTICAL SERVICES
Company: IT CORPORATION
Date: 12/06/93 AUSTIN, TX

409832-003-01512),882-6088r: B3-10-300

Client Work ID: -D.0.5001

TEST NAME: Hazardous Substance Vols.
METHOD REFERENCE: EPA8240

SAMPLE ID: Al020
SAMPLE DATE: 10/21/93
SAMPLE MATRIX: SOIL
ANALYSIS DATE: 11/03/93
DILUTION FACTOR: 1.0
UNITS: UG/KG
Reporting Reportin
Result Qual Limit Result Qual Limit
Chloromethane 10 U 10 1,2-Dichloropropane 5 U 5
Bromomethane 10 u 10 trans-1,3-Dichloropropene 5 U 5
Vinyl chloride 10 U 10 Trichloroethene 5 U 5
Chloroethane 10 U 10 Chlorodibromomethane 5 u S
Methylene chloride 3.7 J 10 1,1,2-Trichloroethane 5 o 5
Acetone 6.1 J 100 Benzene 5 U 5
Carbon disulfide 5 U 5 cis-1,3-Dichloropropene 5 U 5
1,i-Dichloroethene 5 U 5 2-Chloroethylvinyl ether 10 U 10
1-Dichloroethane 3.4 J 5 Bromoform 5 U 5
.ans-1,2-Dichloroethene 5 U 5 2-Hexanone 50 U 50
cis-1,2-Dichloroethene 5 U 5 4~Methyl-2-pentanone 50 U 50
Chloroform 5 U 5 Tetrachloroethene 5 U S
1,2-Dichloroethane 5 U 5 i1,1,2,2-Tetrachloroethane 5 U 5
2-Butanone 100 U 100 Toluene 5 U 5
1,1,1-Trichloroethane 5 U 5 Chlorobenzene 5 U S
Carbon tetrachloride 5 U 5 Ethylbenzene 5 U 5
Vinyl acetate 10 U 10 Styrene 5 U 5
Dichlorobromomethane 5 U 5 Xylenes, total 5 U 5
Surrogates $ Recovery Limits
TOLUENE-D8 100 81 - 117
BROMOFLUOROBENZENE 97 74 - 121
1,2-DICHLOROETHANE-D4 104 70 - 120

Data Qualifier Key:
U - none detected
J - estimated value (less than the sample quantitation limit)

B -~

'blank' - positive result
* - Surrogate recovery is outside QC limit

compound identified at a secondary dilution factor
concentration exceeds calibration range

analyte is found in the associated blank as well as in the sample

682-1-89



Page: 42 of 106
Company: IT CORPORATION
Date: 12/06/93

Client Work ID:

D.0.5001

IT ANALYTICAL SERVICES

AUSTIN,

X

409832-003-01 (1A E&R4: B3-10-300

TEST NAME: ABN HSL GC/MS Extractables
EPA8270

METHOD REFERENCE:

SAMPLE ID: Al020

SAMPLE DATE: 10/21
SAMPLE MATRIX:
EXTRACTION DATE:
ANALYSIS DATE:

DILUTION FACTOR:
UNITS: MG/KG

11

/93

SOIL

10/29/93
/02/93

0.033

Reporting

Result Qual

Phenol
bis(2-Chloroethyl)ether
2-Chlorophenol
1,3-Dichlorobenzene
1,4-Dichlorobenzene
Benzyl alcohol
1,2-Dichlorobenzene
2-Methylphenol
(2-Chloroisopropyl)ether
sethylphenol
N-Nitroso-di-n-propylamine
Hexachloroethane
Nitrobenzene
Isophorone
2-Nitrophenol
2,4-Dimethylphenol
Benzoic Acid
bis(2-Chloroethoxy)methane
2,4-Dichlorophenol
1,2,4-Trichlorobenzene
Naphthalene
4-Chloroaniline
Hexachlorobutadiene
4-Chloro-3-methylphenol
2-Methylnaphthalene
Hexachlorocyclopentadiene
2,4,6-Trichlorophenol
2,4,5-Trichlorophenol
2-Chloronaphthalene
2-Nitroaniline
Dimethylphthalate
Acenaphthylene

0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.825
0.330
0.825
0.330
0.330

caogdcaoagaaoccdaaaoaagogaccaacadgagaogaeacaaagaaca

Limit

0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.825
0.330
0.825
0.330
0.330

2,6-Dinitrotoluene
3-Nitroaniline
Acenaphthene
2,4-Dinitrophenol
4-Nitrophenol
Dibenzofuran
2,4-Dinitrotoluene
Diethylphthalate
4-Chlorophenyl-phenylether
Fluorene

4-Nitroaniline
4,6-Dinitro-2-methylphenol
N-Nitrosodiphenylamine (1)
4-Bromophenyl-phenylether
Hexachlorobenzene
Pentachlorophenol
Phenanthrene

Anthracene
Di-n-butylphthalate
Fluoranthene

Pyrene
Butylbenzylphthalate
3,3'-Dichlorobenzidine
Benzo(a)anthracene
Chrysene
bis(2-Ethylhexyl)phthalate
Di-n-octylphthalate
Benzo(b)fluoranthene
Benzo (k) fluoranthene
Benzo(a)pyrene
Indeno(1,2,3-cd)pyrene
Dibenzo(a,h)anthracene
Benzo(g,h,i)perylene

Reportin

Result Qual Limit

0.330
0.825
0.330
0.825
0.825
0.330
0.330
0.330
0.330
0.330
0.825
0.825
0.330
0.330
0.330
0.825
0.330
0.330
c.33C
0.330
0.330
0.330
0.330
0.330
0.330
0.330

0.20
0.330
0.330
0.330
0.330
0.330
0.330

0.330
0.825
0.330
0.825
0.825
0.330
0.330
0.330
0.330
0.330
0.825
0.825
0.330
0.330
0.330
0.825
0.330
0.330

- e
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Company: IT CORPORATION gU%L YT'I;{ICAL SERVICES
Date: 12/06/93 (51%) 8?;2-&1%1_
Client Work ID: D.0.5001 409832-003-01 or : B3-10-300
TEST NAME: ABN HSL GC/MS Extractables
METHOD REFERENCE: EPA8270
SAMPLE ID: A1020
SAMPLE DATE: 10/21/93
SAMPLE MATRIX: SOIL
Surrogates % Recovery Limits
Nitrobenzene-DS 78 23 - 120
2-Fluorobiphenyl 82 30 - 115
Terphenyl-D14 83 18 - 137
Phenol-D5 70 24 - 113
2-Fluorophenol 71 25 - 121
2,4,6-Tribromophenol 78 19 - 122

(1) N-Nitrosodiphenylamine cannot be separated from diphenylamine.

Data Qualifier Key:
U - none detected
J - estimated value (less than the sample quantitation limit)
B - analyte is found in the associated blank as well as in the sample
'blank' - positive result
* - Surrogate recovery is outside QC limit
compound identified at a secondary dilution factor
E - concentration exceeds calibration range

o
|
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Company: IT CORPORATION IT ANALYTICAL SERVICES
AUSTIN, TX

Date: 12/06/93 51

Client Work ID: -D.0.5001 209832-003-01 P12:8¢-8084,. B3-10-300

TEST NAME: Metals
METHOD REFERENCE: EPA6010

SAMPLE ID: A1020

SAMPLE DATE: 10/21/93

SAMPLE MATRIX: SOIL

DILUTION FACTOR (6010): 87.7192

UNITS: MG/KG
Result Reporting Method Analysis
Result Qual Limit Reference Date

Arsenic 2.0 N 1.1 7060 11/09/93
Aluminum 5200 N* 18 6010 11/23/93
Barium 80 N* i8 6010 11/23/93
Beryllium 0.58 0.44 6010 11/23/93
Cadmium 0.44 U 0.44 6010 11/23/93
Chromium 6.5 0.88 6010 11/23/93
Copper 4.7 2.2 6010 11/23/93
Iron 4700 N* 8.8 6010 11/23/93
Nickel 9.4 N 3.5 6010 11/23/93
Lead 5.8 N 0.32 7421 11/09/93
Mercury 0.021 U 0.021 7471 11/06/93
Silver 0.88 8] 0.88 6010 11/23/93
Zinc 13 1.8 6010 11/23/93

Data qualifier key:
E - estimated value
M - duplicate injection precision not met
N - spike recovery not within control limits
S - determined by MSA
W - post-digestion spike for Furnace AR is out of control limits (85-115%),
while sample absorbance is <50% of spike absorbance
~ duplicate analysis outside control limits
- Correlation coefficient for the MSA <0.995
< CRDL but >= IDL
- none detected
'blank' - positive result

aw + *
[}

NOTE: Dilution Factor applies to Method 6010 only.
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Company: IT CORPORATION IT ANALYTICAL SERVICES
AUSTIN, TX

Date: 12/06/93 51

Client Work ID: D.0.5001 409832-003-01 (S1AIR2HARL-: B3-10-300

SAMPLE ID: A1021
SAMPLE DATE: 10/21/93 14:35:00
SAMPLE MATRIX: SOIL

Note Reporting Date Method
Test Name Ref Result Limit Units Analyzed Reference

Chromium VI 0.100 0.10 MG/KG 11/03/93 EPA7196

682-1-89
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IT ANALYTICAL SERVICES
Company : IT CORPORATION
Date: 12/06/93 AUSTIN, TX

Client Work ID: D.0.5001

409832-003-01 (O1NA2WeR4: B3-10-300

e~

TEST NAME: Hazardous Substance Vols.
METHOD REFERENCE: EPA8240

SAMPLE ID: A1021
SAMPLE DATE: 10/21/93

SAMPLE MATRIX: SOIL
ANALYSIS DATE: 11/03/93
DILUTION FACTOR: 1.0
UNITS: UG/KG
Reporting Reporting
Result Qual Limit Result Qual Limit
Chloromethane 10 U 10 1,2-Dichloropropane 5 U 5
Bromomethane 10 U 10 trans-1, 3-Dichloropropene 5 U 5
Vinyl chloride 10 U 10 Trichloroethene 5 U 5
Chloroethane 10 U 10 Chlorodibromomethane 5 U 5
Methylene chloride 3.0 J 10 1,1,2-Trichloroethane 5 U 5
Acetone 7.2 J 100 Benzene 5 U 5
Carbon disulfide S U S cis-1,3-Dichloropropene 5 U 5
1,1-Dichloroethene 5 U 5 2-Chloroethylvinyl ether 10 u 10
-Dichloroethane 3.4 J 5 Bromoform 5 U 5
ans-1,2-Dichloroethene 5 U 5 2-Hexanone 50 U 50
cis-1,2-Dichloroethene 5 U 5 4-Methyl-2-pentanone 50 U S0
Chloroform 5 U 5 Tetrachloroethene 5 U 5
1,2-Dichloroethane 5 u 5 1,1,2,2-Tetrachloroethane 5 U 5
2-Butanone 4.2 JB 100 Toluene 5 U 5
1,1,1-Trichloroethane 5 U 5 Chlorobenzene 5 U 5
Carbon tetrachloride 5 U 5 Ethylbenzene 5 U 5
Vinyl acetate 10 U 10 Styrene 5 U 5
Dichlorobromomethane 5 U 5 Xylenes, total 5 U 5
Surrogates % Recovery Limits
TOLUENE-D8 98 81 - 117
BROMOFLUOROBENZENE 96 74 - 121
1,2-DICHLOROETHANE-D4 103 70 - 120

Data Qualifier Key:

U - none detected

J - estimated value (less than the sample quantitation limit)

B - analyte is found in the associated blank as well as in the sample
'blank’' - positive result

* - Surrogate recovery is outside QC limit

D - compound identified at a secondary dilution factor

E - concentration exceeds calibration range
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Company :
Date: 12/06/93
Client Work ID:

IT CORPORATION

D.0.5001

IT ANALYTICAL SERVICES

AUSTIN,

TX

209832-003-01 (513 AS2¥4_A4: B3-10-300

TEST NAME: ABN HSL GC/MS Extractables

METHOD REFERENCE: EPA8270

A1021
10/21

SAMPLE 1ID:
SAMPLE DATE:

/93

SAMPLE MATRIX: SOIL

EXTRACTION DATE:
ANALYSIS DATE:

DILUTION FACTOR:
UNITS: MG/KG

11

10/29/93
/02/93

0.033

Reporting

Result Qual

Phenol
bis(2-Chloroethyl)ether
2-Chlorophenol
1,3-Dichlorobenzene
l,4-Dichlorobenzene
Benzyl alcohol
1,2-Dichlorobenzene
2-Methylphenol
(2-Chloroisopropyl)ether
.ethylphenol
N-Nitroso-di-n-propylamine
Hexachloroethane
Nitrobenzene
Isophorone
2-Nitrophenol
2,4-Dimethylphenol
Benzoic Acid
bis(2-Chloroethoxy)methane
2,4-Dichlorophenol
1,2,4-Trichlorobenzene
Naphthalene
4-Chloroaniline
Hexachlorobutadiene
4-Chloro—-3-methylphenol
2-Methylnaphthalene
Hexachlorocyclopentadiene
2,4,6-Trichlorophenol
2,4,5-Trichlorophenol
2-Chloronaphthalene
2-Nitroaniline
Dimethylphthalate
Acenaphthylene

0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.825
0.330
0.825
0.330
0.330

cocaogaogoaococadggocgagagcagaagaaocaogogagacacadacgogaoacacaca

Limit

0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.825
0.330
0.825
0.330
0.330

2,6-Dinitrotoluene
3-Nitroaniline
Acenaphthene
2,4-Dinitrophenol
4-Nitrophenol
Dibenzofuran
2,4~Dinitrotoluene
Diethylphthalate
4-Chlorophenyl-phenylether
Fluorene

4-Nitroaniline
4,6-Dinitro-2-methylphenol
N-Nitrosodiphenylamine (1)
4-Bromophenyl-phenylether
Hexachlorobenzene
Pentachlorophenol
Phenanthrene

Anthracene
Di-n-butyliphthalate
Fluoranthene

Pyrene
Butylbenzylphthalate
3,3'-Dichlorobenzidine
Benzo(a)anthracene
Chrysene
bis(2-Ethylhexyl)phthalate
Di-n-octylphthalate
Benzo(b)fluoranthene
Benzo(k)fluoranthene
Benzo(a)pyrene
Indeno(1,2,3~cd)pyrene
Dibenzo(a,h)anthracene
Benzo(g,h,i)perylene

Result Qual

0.330
0.825
0.330
0.825
0.825
0.330
0.330
0.330
0.330
0.330
0.825
0.825
0.330
0.330
0.330
0.825
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330

Reportir
Limit

0.330
0.825
0.330
0.825
0.825
0.330
0.330
0.330
0.330
0.330
0.825
0.825
0.330
0.330
0.330
0.825
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330

cagaacgagaddadaddadgaaaagagagadagaadacadgaadadagaocaand
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Company: IT CORPORATION IT ANALYTICAL SERVICES
Date: 12/06/93 AUSTIN, TX
Client Work ID: D.0.5001 409832-003-01 (5121824684 : B3-10-300

C_________________________________________________________________________________________________

TEST NAME: ABN HSL GC/MS Extractables
METHOD REFERENCE: EPA8270

SAMPLE ID: A1021
SAMPLE DATE: 10/21/93
SAMPLE MATRIX: SOIL

Surrogates % Recovery Limits

Nitrobenzene-D5S 76 23 - 120
2-Fluorobiphenyil 76 30 - 115
Terphenyl-D14 80 18 - 137
Phenol-D5 70 24 - 113
2-Fluorophenol 71 25 - 121
2,4,6-Tribromophenol 76 19 - 122

(1) N-Nitrosodiphenylamine cannot be separated from diphenylamine.

Data Qualifier Key:
U - none detected
J - estimated value (less than the sample quantitation limit)
B - analyte is found in the associated blank as well as in the sample
‘blank' - positive result
* - Surrogate recovery is outside QC limit
compound identified at a secondary dilution factor
E - concentration exceeds calibration range

o
1

hd 682-1-89
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Company: IT CORPORATION KU%LYT.;ICAL SERVICES
Date: 12/06/93 . y
Client Work ID: ' D.0.5001 409832-003-01(512L§gg'39§3:: B3~-10-300

%

TEST NAME: Metals
METHOD REFERENCE: EPA6010

SAMPLE ID: A1021

SAMPLE DATE: 10/21/93

SAMPLE MATRIX: SOIL

DILUTION FACTOR (6010): 90.0900

UNITS: MG/KG
Result Reporting Method Analysis
Result Qual Limit Reference Date

Arsenic 1.0 UN 1.0 7060 11/09/93
Aluminum 6700 N* 18 6010 11/23/93
Barium 630 N* 18 6010 11/23/93
Beryllium 0.72 0.45 6010 11/23/93
Cadmium 0.45 U 0.45 6010 11/23/93
Chromium 10 0.90 6010 11/23/93
Copper 6.2 2.3 6010 11/23/93
Iron 10000 N* 9.0 6010 11/23/93
Nickel 11 N 3.6 6010 11/23/93
Lead 5.4 N 0.31 7421 11/09/93
Mercury 0.022 U 0.022 7471 11/06/93
Silver 0.90 U 0.90 6010 11/23/93
Zinc 14 1.8 6010 11/23/93

Data qualifier key:

- estimated value

- duplicate injection precision not met

- spike recovery not within control limits

- determined by Msa

- post-digestion spike for Furnace AA is out of control limits (85-115%),
while sample absorbance is <50% of spike absorbance

- duplicate analysis outside control limits

- Correlation coefficient for the MSA <0.995

< CRDL but >= IDL

- none detected

- positive result

TnzZxwM

QW+ *
|

'blank

NOTE: Dilution Factor applies to Method 6010 only.

682-1-89
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IT ANALYTICAL SERVICES
Company: IT CORPORATION
Date: 12/06/93 AUSTIN, TX

Client Work ID: D.0.5001 409832-003-01 (C1AARGGHA4-: B3-10-300

RO

SAMPLE ID: Al1500
SAMPLE DATE: 10/21/93 11:18:00
SAMPLE MATRIX: SOIL

Note Reporting Date Method
Test Name Ref Result Limit Units Analyzed Reference

Chromium VI 0.10U0 0.10 MG/KG 11/02/93 EPA7196

682-1-89
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IT ANALYTICAL SERVICES
Company: IT CORPORATION
Date: 12/06/93 AUSTIN, TX

Client Work ID: .D.0.5001

409832-003-01 C1NARW4L-. B3-10-300

NN,

TEST NAME: Hazardous Substance Vols.

METHOD REFERENCE: EPA8240
SAMPLE ID: A1500
SAMPLE DATE: 10/21/93
SAMPLE MATRIX: SOIL
ANALYSIS DATE: 11/03/93
DILUTION FACTOR: 1.0
UNITS: UG/KG
Reporting Reporting
Result Qual Limit Result Qual Limit
Chloromethane 10 U 10 1,2-Dichloropropane 5 8] )
Bromomethane 10 U 10 trans-1,3-Dichloropropene ) U 5
Vinyl chloride 10 U 10 Trichloroethene 5 U 5
Chloroethane 10 U 10 Chlorodibromomethane 5 U S
Methylene chloride 3.1 J 10 1,1,2-Trichloroethane 5 U 5
Acetone 7.3 J 100 Benzene 5 U 5
Carbon disulfide 5 U 5 ¢cis-1,3-Dichloropropene 5 U 5
1,1-Dichloroethene 5 U 5 2-Chloroethylvinyl ether 10 U 10
-Dichloroethane 5 U 5 Bromoform 5 U 5
ans-1,2-Dichloroethene 5 U S 2-Hexanone 50 U 50
¢is-1,2-Dichloroethene 5 U 5 4-Methyl-2-pentanone 50 U 50
Chloroform 5 U 5 Tetrachloroethene 5 U 5
1,2-Dichloroethane 5 U 5 1,1,2,2-Tetrachloroethane 5 U 5
2-Butanone 3.4 JB 100 Toluene 5 U S
1,1,1-Trichloroethane 5 U 5 Chlorobenzene 5 u 5
Carbon tetrachloride 5 U 5 Ethylbenzene 5 U 5
Vinyl acetate 10 U 10 Styrene 5 U 5
Dichlorobromomethane 5 U 5 Xylenes, total 5 U 5
Surrogates % Recovery Limits
TOLUENE-D8 99 81 - 117
BROMOFLUOROBENZENE 99 74 - 121
1,2-DICHLOROETHANE-D4 109 70 - 120

Data Qualifier Key:

estimated value (less than the sample quantitation limit)
analyte is found in the associated blank as well as in the sample

U - none detected
J_
B_

'blank' - positive result
L -
D_
E_

Surrogate recovery is outside QC limit
compound identified at a secondary dilution factor
concentration exceeds calibration range

682-1-89



Page: 52 of 106
Company: IT CORPORAT
Date: 12/06/93

Client Work ID:

TEST NAME: ABN HSL GC/MS Bxtractables

ION

-D.0.5001

METHOD REFERENCE: EPA8270

SAMPLE ID: A1l500

SAMPLE DATE: 10/21
SAMPLE MATRIX:
EXTRACTION DATE:
ANALYSIS DATE:

DILUTION FACTOR:
UNITS: MG/KG

11

/93

SOIL

10/29/93
/08/93
0.033

Reporting

Result Qual

Phenol
bis(2-Chloroethyl)ether
2-Chlorophenol
1,3-Dichlorobenzene
1,4-Dichlorobenzene
Benzyl alcohol
1,2-Dichlorobenzene
2-Methylphenol
(2-Chloroisopropyl)ether
dethylphenol
N-Nitroso-di-n-propylamine
Hexachloroethane
Nitrobenzene
Isophorone
2-Nitrophenol
2,4-Dimethylphenol
Benzoic Acid
bis(2-Chloroethoxy)methane
2,4-Dichlorophenol
1,2,4-Trichlorobenzene
Naphthalene
4-Chloroaniline
Hexachlorobutadiene
4-Chloro-3-methylphenol
2-Methylnaphthalene
Hexachlorocyclopentadiene
2,4,6-Trichlorophenol
2,4,5-Trichlorophenol
2-Chloronaphthalene
2-Nitroaniline
Dimethylphthalate
Acenaphthylene

0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.825
0.330
0.825
0.330
0.330

cdddadddaddadgadacaagadagaaoaodagadaaaocococagdcacaaoaacaaad

Limit

0.330
0.330
0.330
0.330
0.330
0.3320
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.825
0.330
0.825
0.330
0.330

IT ANALYTICAL SERVICES

AUSTIN,

X

409832-003-01(51%%53?1%9§§r: B3-10-300
—

2,6-Dinitrotoluene
3-Nitroaniline
Acenaphthene
2,4-Dinitrophenol
4-Nitrophenol
Dibenzofuran
2,4-Dinitrotoluene
Diethylphthalate
4~-Chlorophenyl-phenylether
Fluorene

4-Nitroaniline
4,6-Dinitro-2-methylphenol
N-Nitrosodiphenylamine (1)
4-Bromophenyl-phenylether
Hexachlorobenzene
Pentachlorophenol
Phenanthrene

Anthracene
Di-n-butylphthalate
Fluoranthene

Pyrene
Butylbenzylphthalate
3,3'-Dichlorcbenzidine
Benzo(a)anthracene
Chrysene
bis(2-Ethylhexyl)phthalate
Di-n-octylphthalate
Benzo(b)fluoranthene
Benzo (k) fluoranthene
Benzo(a)pyrene
Indeno(1l,2,3-cd)pyrene
Dibenzo(a,h)anthracene
Benzo(g,h,i)perylene

Result Qual

0.330
0.825
0.330
0.825
0.825
0.330
0.330
0.330
0.330
0.330
0.825
0.825
0.330
0.330
0.330
0.825
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330

0.26
0.330
0.330
0.330
0.330
0.330
0.330

Reportin
Limit

0.330
0.825
0.330
0.825
0.825
0.330
0.330
0.330
0.330
0.330
0.825
0.825
0.330
0.330
0.330
0.825
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330

accaocagaa 5 cddgcgdcgddaddadaecagaadaaaaagagdagagaacaa
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/06/93 (512& 892-6684
Client Work ID: D.0.5001 409832-003-01 ork Order: B3-10-300

TEST NAME: ABN HSL GC/MS BExtractables
METHOD REFERENCE: EPA8270

SAMPLE ID: A1500
SAMPLE DATE: 10/21/93
SAMPLE MATRIX: SOIL

Surrogates % Recovery Limits

Nitrobenzene-D5 79 23 - 120
2-Fluorobiphenyl 88 30 - 115
Terphenyl-D14 89 i8 - 137
Phenol-D5 65 24 - 113
2-Fluorophenocl 56 25 - 121
2,4,6-Tribromophenol 95 19 - 122

(1) N-Nitrosodiphenylamine cannot be separated from diphenylamine.

Data Qualifier Key:
U - none detected
J - estimated value (less than the sample quantitation limit)
B - analyte is found in the associated blank as well as in the sample
‘blank' - positive result
- Surrogate recovery is outside QC limit
compound identified at a secondary dilution factor
- concentration exceeds calibration range

O *
[}
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, ™
Da?e: 12/06/93 (512%892«66
Client Work ID: 'D.0.5001 409832-003-01 ork Order: B3-10-300
TEST NAME: Metals

METHO

D REFERENCE: EPA6010

SAMPLE ID: A1500
SAMPLE DATE: 10/21/93

SAMPLE MATRIX: SOIL
DILUTION FACTOR (6010): 568.181
UNITS: MG/KG
Result Reporting Method Analysis
Result Qual Limit Reference Date
Arsenic 5.4 UN 5.4 7060 11/10/93
Aluminum 15000 N=* 110 6010 11/23/93
Barium 1100 N* 110 6010 11/23/93
Beryllium 2.8 U 2.8 6010 11/23/93
Cadmium 2.8 U 2.8 6010 11/23/93
Chromium 13 5.7 6010 11/23/93
Copper 14 U 14 6010 11/23/93
Iron 13000 N* 57 6010 11/23/93
Nickel 23 N 23 6010 11/23/93
Lead 4.0 N 0.33 7421 11/09/93
Mercury 0.021 U 0.021 7471 11/06/93
Silver 5.7 U 5.7 6010 11/23/93
Zinc 30 11 6010 11/23/93
Data qualifier key:
E - estimated value
M - duplicate injection precision not met
N - spike recovery not within control limits
S - determined by MSA
W - post-digestion spike for Furnace AA is out of control limits (85-115%),
while sample absorbance is <50% of spike absorbance
* - duplicate analysis outside control limits
+ = Correlation coefficient for the MSA <0.995
B - < CRDL but >= IDL
U - none detected
'blank’' - positive result

NOTE: Dilution Factor applies to Method 6010 only.

- 682-1-89
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN. TX
Date: 12/06/93 y
Client Work ID: - D.0.5001 409832-003-01 (512&222 8992:: B3-10-300
SAMPLE ID: Al1l501
SAMPLE DATE: 10/21/93 12:57:00
SAMPLE MATRIX: SOIL
Note Reporting Date Method
Test Name Ref Result Limit Units Analyzed Reference

Chromium VI 0.10U 0.10 MG/KG 11/02/93 EPA7196
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Company: IT CORPORATION
Date: 12/06/93

Client Work ID: D.0.5001

IT ANALYTICAL SERVICES
AUSTIN, TX

409832-003-01 ClRZP2AM4E: B3-10-300

LU

TEST NAME: Hazardous Substance Vols.
METHOD REFERENCE: EPA8240

SAMPLE ID: Al1501

SAMPLE DATE: 10/21/93
SAMPLE MATRIX: SOIL
ANALYSIS DATE: 11/03/93
DILUTION FACTOR: 1.0
UNITS: UG/KG
Reporting Reporting
Result Qual Limit Result Qual Limit
Chloromethane 10 s) 10 1,2-Dichloropropane 5 U 5
Bromomethane 10 U 10 trans-1,3-Dichloropropene 5 U 5
Vinyl chloride 10 8) 10 Trichloroethene 5 U S
Chloroethane 10 U 10 Chlorodibromomethane 5 u 5
Methylene chloride 1.7 J 10 1,1,2-Trichloroethane S U 5
Acetone 6.1 J 100 Benzene 5 U 5
Carbon disulfide ) U 5 ¢cis-1,3-Dichloropropene S U 5
l,1-Dichloroethene 5 U 5 2-Chloroethylvinyl ether 10 U 10
-Dichloroethane 5 U 5 Bromoform 5 U 5
.ns-1,2-Dichloroethene 5 U 5 2-Hexanone 50 U 50
cis-1,2-Dichloroethene 5 U 5 4-Methyl-2-pentanone 50 U 50
Chloroform 5 U ) Tetrachloroethene 5 U S
1,2-Dichloroethane 5 U 5 1,1,2,2-Tetrachloroethane 5 u 5
2-Butanone 4.2 JB 100 Toluene 5 U 5
1,1,1-Trichloroethane 5 U S Chlorobenzene 5 u 5
Carbon tetrachloride 5 U 5 Ethylbenzene 5 U 5
vinyl acetate 10 U 10 Styrene 5 U 5
Dichlorobromomethane 5 U 5 Xylenes, total 5 U 5
Surrogates % Recovery Limits
TOLUENE-DS8 105 81 - 117
BROMOFLUOROBENZENE 94 74 - 121
1,2-DICHLOROETHANE-D4 105 70 - 120

Data Qualifier Key:

U - none detected ..

J - estimated value (less than the sample quantitation limit)

B - analyte is found in the associated blank as well as in the sample
'blank' - positive result

* = Surrogate recovery is outside QC limit

D - compound identified at a secondary dilution factor

E - concentration exceeds calibration range

682-1-89
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Company: IT CORPORATION §&£§§2531TCQH;SERVTCES
Date: 12/06/93  IX
Client Work ID: -D.0.5001 409832-003-01(514%?—3'%:: B3-10-300
e ]
TEST NAME: ABN HSL GC/MS Extractables
METHOD REFERENCE: EPA8270
SAMPLE ID: Al1501
SAMPLE DATE: 10/21/93
SAMPLE MATRIX: SOIL
EXTRACTION DATE: 10/29/93
ANALYSIS DATE: 11/08/93
DILUTION FACTOR: 0.033
UNITS: MG/KG Reporting Reportir
Result Qual Limit Result OQual Limit
Phenol 0.330 U 0.330 2,6-Dinitrotoluene 0.330 U 0.330
bis(2~Chloroethyl)ether 0.330 U 0.330 3-Nitroaniline 0.825 U 0.825
2-Chlorophenol 0.330 U 0.330 Acenaphthene 0.330 U 0.330
1,3-Dichlorobenzene 0.330 U 0.330 2,4-Dinitrophenocl 0.825 U 0.825
l,4-Dichlorobenzene 0.330 U 0.330 4-Nitrophenol 0.825 U 0.825
Benzyl alcohol 0.330 U 0.330 Dibenzofuran 0.330 U 0.330
1,2-Dichlorobenzene 0.330 U 0.330 2,4-Dinitrotoluene 0.330 U 0.330
2-Methylphenol 0.330 U 0.330 Diethylphthalate 0.330 U 0.330
1(2-Chloroisopropyl)ether 0.330 U 0.330 4-Chlorophenyl-phenylether 0.330 U 0.330
Methylphenol 0.330 U 0.330 Fluorene 0.330 U 0.330
N-Nitroso-di-n-propylamine 0.330 U 0.330 4-Nitroaniline 0.825 U 0.825
Hexachloroethane 0.330 U 0.330 4,6-Dinitro-2-methylphenol 0.825 U 0.825
Nitrobenzene 0.330 U 0.330 N-Nitrosodiphenylamine (1) 0.330 U 0.330
Isophorone 0.330 U 0.330 4-Bromophenyl-phenylether 0.330 U 0.330
2-Nitrophenol 0.330 U 0.330 Hexachlorobenzene 0.330 U 0.330
2,4-Dimethylphenol 0.330 U 0.330 Pentachlorophenol 0.825 U 0.825
Benzoic Acid 0.330 U 0.330 Phenanthrene 0.330 U 0.330
bis(2-Chloroethoxy)methane 0.330 U 0.330 Anthracene 0.330 U 0.330
2,4-Dichlorophenol 0.330 U 0.330 Di-n-butylphthalate 0.33C U 0.330
1,2,4-Trichlorobenzene 0.330 U 0.330 Fluoranthene 0.330 U 0.330
Naphthalene 0.330 U 0.330 Pyrene 0.330 U 0.330
4-Chloroaniline 0.330 U 0.330 Butylbenzylphthalate 0.330 U 0.330
Hexachlorobutadiene 0.330 U 0.330 3,3'-Dichlorobenzidine 0.330 U 0.330
4-Chloro-3-methylphenol 0.330 U 0.330 Benzo(a)anthracene 0.330 U 0.330
2-Methylnaphthalene 0.330 U 0.330 Chrysene 0.330 U 0.330
Hexachlorocyclopentadiene 0.330 U 0.330 bis(2-Ethylhexyl)phthalate 0.330 U 0.330
2,4,6-Trichlorophenol 0.330 U 0.330 Di-n-octylphthalate 0.084 JB 0.330
2,4,5-Trichlorophenol 0.825 U 0.825 Benzo(b)fluoranthene 0.330 U 0.330
2-Chloronaphthalene 0.330 U 0.330 Benzo(k)fluoranthene 0.330 U 0.330
2-Nitroaniline 0.825 U 0.825 Benzo(a)pyrene 0.330 U 0.330
Dimethylphthalate 0.330 U 0.330 Indeno(1,2,3-cd)pyrene 0.330 U 0.330
Acenaphthylene 0.330 U 0.330 Dibenzo(a,h)anthracene 0.330 U 0.330
Benzo(g,h,i)perylene 0.330 U 0.330
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IT ANALYTICAL SERVICES
Cmnpany: IT CORPORATION AUSTm' Tx
Dat.:e: 12/06/93 A 612}&,?@'3 ] .
Client Work ID: -D.0.5001 409832-003-01 Qgé%. B3-10-30
TEST NAME: ABN HSIL GC/MS Extractables
METHOD REFERENCE: EPA8270
SAMPLE ID: Al501
SAMPLE DATE: 10/21/93
SAMPLE MATRIX: SOIL
Surrogates % Recovery Limits
Nitrobenzene-D5 77 23 - 120
2-Fluorobiphenyl 88 30 - 115
Terphenyl-D14 92 18 - 137
Phenol-D5 64 24 - 113
2-Fluorophenol S5 25 - 121
2,4,6-Tribromorhenol 100 19 - 122

(1) N-Nitrosodiphenylamine cannot be separated from diphenylamine.

Data Qualifier Key:

U - none detected

J - estimated value (less than the sample quantitation limit)

B - analyte is found in the associated blank as well as in the sample
'‘blank' - positive result

* - Surrogate recovery is outside QC limit

D - compound identified at a secondary dilution factor

E - concentration exceeds calibration range
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: IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/06/93 (512) 8 2-
Client Work ID: D.0.5001 a09832-003-01 C1AE32684 . B3-10-300

TEST NAME: Metals
METHOD REFERENCE: EPA6010

SAMPLE ID: A1501
SAMPLE DATE: 10/21/93

SAMPLE MATRIX: SOIL

DILUTION FACTOR (6010): 104.166

UNITS: MG/KG
Result Reporting Method Analysis
Result Qual Limit Reference Date

Arsenic 2.9 N 0.93 7060 11/09/93
Aluminum 9900 N* 21 6010 11/23/93
Barium 550 Nx 21 6010 11/23/93
Beryllium 1.1 0.52 6010 11/23/93
Cadmium 0.52 U 0.52 6010 11/23/93
Chromium 11 1.0 6010 11/23/93
Copper 5.9 2.6 6010 11/23/93
Iron 11000 N* 10 6010 11/23/93
Nickel 7.3 N 4.2 6010 11/23/93
Lead 8.5 N 1.1 7421 11/09/93
Mercury 0.024 U 0.024 7471 11/06/93
Silver 1.0 U 1.0 6010 11/23/93
Zinc 13 2.1 6010 11/23/93

Data qualifier key:

- estimated value

- duplicate injection precision not met

spike recovery not within control limits

- determined by MSA

- post-digestion spike for Furnace AA is out of control limits (85-115%),
while sample absorbance is <50% of spike absorbance

- duplicate analysis outside control limits

- Correlation coefficient for the MSA <0.995

< CRDL but >= IDL

- none detected

'blank' - positive result

Tz M
!

S W+
]

NOTE: Dilution Factor applies to Method 6010 only.
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Company: IT CORPORATION IT ANALYTICAL SERVICES
Date: 12/06/93 AUSTIN, TX

ien 5128926686
Client Work ID: -D.0.5001 409832-003-01 ¢ : B3-10-300

SAMPLE ID: Al502
SAMPLE DATE: 10/21/93 14:44:00
SAMPLE MATRIX: SOIL

Note Reporting Date  Method
Test Name Ref Result Limit Units Analyzed Reference
Chromium VI 0.10U 0.10 MG/KG 11/03/93 EPA7196

- 682-1-89
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX

Da?.e: 12/06/93 | (512‘? 8?‘2-(92_?4

Client Work ID: D.0.5001 409832-003-01 or er: B3-10-300

-I----I----lI-..----.-I-III-I-I.IIl-.-I-.I-I-II-IIIII-I-I-III-.--l

TEST NAME: Hazardous Substance Vols.
METHOD REFERENCE: EPA8240

SAMPLE ID: A1502
SAMPLE DATE: 10/21/93
SAMPLE MATRIX: SOIL
ANALYSIS DATE: 11/03/93
DILUTION FACTOR: 1.0
UNITS: UG/KG

Reporting Reporting
Result Qual Limit Result Qual Limit
Chloromethane 10 U 10 1,2-Dichloropropane 5 U 5
Bromomethane 10 U 10 trans-1,3-Dichloropropene 5 9 5
Vinyl chloride 10 U 10 Trichloroethene 5 U 5
Chloroethane 10 U 10 Chlorodibromomethane 5 U 5
Methylene chloride 10 U 10 1,1,2~-Trichloroethane 5 U 5
Acetone 35 J 100 Benzene 5 U 5
Carbon disulfide 5 U 5 cis-1,3—Dichloropropene 5 U 5
1.1-Dichloroethene S U 5 2-Chloroethylvinyl ether 10 4] 10
-Dichloroethane 5 U 5 Bromoform 5 U 5
4ans-1,2-Dichloroethene 5 u 5 2-Hexanone 50 U 50
cis~1,2-Dichloroethene 5 U 5 4-Methyl-2-pentanone 50 U 50
Chloroform 5 U 5 Tetrachloroethene 5 U 5
1,2-Dichloroethane 5 U 5 1,1,2,2-Tetrachloroethane 5 U 5
2-Butanone 7.0 JB 100 Toluene 5 §] 5
1,1,1-Trichloroethane 5 U 5 Chlorobenzene 5 U 5
Carbon tetrachloride 5 U 5 Ethylbenzene 5 U 5
Vinyl acetate 10 w© 10 Styrene 5 U 5
Dichlorobromomethane S U 5 Xylenes, total 5 U 5
Surrogates % Recovery Limits

TOLUENE-D8 105 81 - 117

BROMOFLUOROBENZENE 94 74 - 121

1,2-DICHLOROETHANE-D4 106 70 - 120

Data Qualifier Key:
U - none detected
J -~ estimated value (less than the sample quantitation limit)
B - analyte is found in the associated blank as well as in the sample
'blank’' - positive result
- Surrogate recovery is outside QC limit
compound identified at a secondary dilution factor
~ concentration exceeds calibration range

Mo »*
1
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Company: IT CORPORATION IT ANALYTICAL SERVICES
Date: 12/06/93 AUSTIN, TX
Client Work ID: .D.0.5001 409832-003-01 (O12%822-8684r: B3-10-300

TEST NAME: ABN HSL GC/MS Extractables
METHOD REFERENCE: EPA8270

SAMPLE ID: A1502

SAMPLE DATE: 10/21/93
SAMPLE MATRIX: SOIL
EXTRACTION DATE: 10/29/93
ANALYSIS DATE: 11/08/93
DILUTION FACTOR: 0.033

UNITS: MG/KG Reporting Reportir
Result Qual Limit Result Qual Limit
Phenol 0.330 U 0.330 2,6-Dinitrotoluene 0.330 U 0.330
bis(2-Chloroethyl)ether 0.330 U 0.330 3-Nitroaniline 0.825 U 0.825
2-Chlorophenol 0.330 U 0.330 Acenaphthene 0.330 U 0.330
1,3-Dichlorobenzene 0.330 U 0.330 2,4-Dinitrophenol 0.825 U 0.825
1,4-Dichlorobenzene 0.330 U 0.330 4-Nitrophenol 0.825 U 0.825
Benzyl alcohol 0.330 U 0.330 Dibenzofuran 0.330 U 0.330
1,2-Dichlorobenzene 0.330 U 0.330 2,4-Dinitrotoluene 0.330 U 0.330
2-Methylphenol 0.330 U 0.330 Diethylphthalate 0.330 U 0.330
'(2-Chloroisopropyl)ether 0.330 U 0.330 4-Chlorophenyl-phenylether 0.330 U 0.330
Aethylphenol 0.330 U 0.330 Fluorene 0.330 U 0.330
N-Nitroso-di-n-propylamine 0.330 U 0.330 4-Nitroaniline 0.825 U 0.825
Hexachloroethane 0.330 U 0.330 4,6-Dinitro-2-methylphenol 0.825 U 0.825
Nitrobenzene 0.330 U 0.330 N-Nitrosodiphenylamine (1) 0.330 U 0.330
Isophorone 0.330 U 0.330 4-Bromophenyl-phenylether 0.330 U 0.330
2-Nitrophenol 0.330 U 0.330 Hexachlorobenzene 0.330 U 0.330
2,4-Dimethylphenol 0.330 U 0.330 Pentachlorophenol 0.825 U 0.825
Benzoic Acid 0.330 U 0.330 Phenanthrene 0.330 U 0.330
bis(2-Chloroethoxy)methane 0.330 U 0.330 Anthracene 0.330 U 0.330
2,4-Dichlorophenol 0.330 U 0.330 Di-n-butylphthaiate 0.33C U $.33
1,2,4-Trichlorobenzene 0.330 U 0.330 Fluoranthene 0.330 U 0.330
Naphthalene 6.05 J 0.330 Pyrene 0.330 U 0.330
4-Chloroaniline 0.330 U 0.330 Butylbenzylphthalate 0.330 U 0.330
Hexachlorobutadiene 0.330 U 0.330 3,3'~Dichlorobenzidine 0.330 U 0.330
4-Chloro-3-methylphenol 0.330 U 0.330 Benzo(a)anthracene 0.330 U 0.330
2-Methylnaphthalene 0.330 U 0.330 Chrysene 0.330 U 0.330
Hexachlorocyclopentadiene 0.330 U 0.330 bis(2-Ethylhexyl)phthalate 0.330 U 0.330
2,4,6-Trichlorophenol 0.330 U 0.330 Di-n-octylphthalate 0.18 JB 0.330
2,4,5-Trichlorophenol 0.825 U 0.825 Benzo(b)fluoranthene 0.330 U 0.330
2-Chloronaphthalene 0.330 U 0.330 Benzo(k)fluoranthene 0.330 U 0.330
2-Nitroaniline 0.825 U 0.825 Benzo(a)pyrene 0.330 U 0.330
Dimethylphthalate 0.330 U 0.330 Indeno(l1,2,3~-cd)pyrene 0.330 U 0.330
Acenaphthylene 0.330 U 0.330 Dibenzo(a,h)anthracene 0.330 U 0.330
Benzo(g,h,i)perylene 0.330 U 0.330
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Company: IT CORPORATION IT ANALYTICAL SERVICES
Date: 12/06/93 AUSTIN, TX
Client Work ID: .D.0.5001 409832-003-01 (O1D8H2-6684r: B3-10-300

TEST NAME: ABN HSL GC/MS Extractables
METHOD REFERENCE: EPA8270

SAMPLE ID: A1502
SAMPLE DATE: 10/21/93
SAMPLE MATRIX: SOIL

Surrogates % Recovery Limits

Nitrobenzene-D5 71 23 - 120
2-Fluorobiphenyl 82 30 - 115
Terphenyl-D14 90 18 - 137
Phenol-D5 ‘ 62 24 - 113
2-Fluorophenol 52 25 - 121
2,4,6-Tribromophenol 108 19 - 122

(1) N-Nitrosodiphenylamine cannot be separated from diphenylamine.

Data Qualifier Key:
U - none detected
J - estimated value (less than the sample quantitation limit)
B - analyte is found in the associated blank as well as in the sample
'blank' - positive result
* - Surrogate recovery is outside QC limit
compound identified at a secondary dilution factor
E - concentration exceeds calibration range

o
1
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Company: IT CORPORATION IT ANALYTICAL SERVICES
Date: 12/06/93 AUSTIN, TX
Client Work ID: D.0.5001 409832-003-01 (O12)892-668é-: B3-10-300

TEST NAME: Metals
METHOD REFERENCE: EPA6010

SAMPLE ID: A1502

SAMPLE DATE: 10/21/93

SAMPLE MATRIX: SOIL

DILUTION FACTOR (6010): 90.9090

UNITS: MG/KG
Result Reporting Method Analysis
Result Qual Limit Reference Date

Arsenic 3.1 N 1.1 7060 11/09/93
Aluminum 10000 N=* 18 6010 11/23/93
Barium 330 N* 18 6010 11/23/93
Beryllium 0.91 0.45 6010 11/23/93
Cadmium 0.45 U 0.45 6010 11/23/93
Chromium 12 0.91 6010 11/23/93
Copper 5.7 2.3 6010 11/23/93
Iron 11000 N=* 9.1 6010 11/23/93
Nickel 8.9 N 3.6 6010 11/23/93
Lead 8.4 N 0.32 7421 11/09/93
Mercury 0.021 U 0.021 7471 11/06/93
Silver 0.91 U 0.91 6010 11/23/93
Zinc 21 1.8 6010 11/23/93

Data qualifier key:
E - estimated value

- duplicate injection precision not met

- spike recovery not within control limits

- determined by MSA

- post-digestion spike for Furnace AA is out of control limits (85-115%),
while sample absorbance is <50% of spike absorbance

- duplicate analysis outside control limits

- Correlation coefficient for the MSA <0.995

< CRDL but >= IDL

- none detected

'blank' - positive result

zT0n=ZxX

QW+ *
1

NOTE: Dilution Factor applies to Method 6010 only.
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Company: IT CORPORATION IT ANALYTICAL SERVICES
Date: 12/06/93 AUSTIN, TX
Client Work ID: D.0.5001 409832-003-01 (O1PA2R4: B3-10-300

SAMPLE ID: A1503
SAMPLE DATE: 10/21/93 14:44:00
SAMPLE MATRIX: SOIL

Note Reporting Date Method
Test Name Ref Result Limit Units Analyzed Reference
Chromium VI 0.10U 0.10 MG/KG 11/03/93 EPA7196
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Company: IT CORPORATION EU%?&LYT‘I}'{ICAL SERVICES
Date: 12/06/93 ,

Client Work ID: D.0.5001

409832-003-01 CLlARI24ER4: B3-10-300

TEST NAME: Hazardous Substance Vols.

METHOD REFERENCE: EPA8240
SAMPLE ID: A1503
SAMPLE DATE: 10/21/93
SAMPLE MATRIX: SOIL
ANALYSIS DATE: 11/03/93
DILUTION FACTOR: 1.0
UNITS: UG/KG
Reporting Reporting
Result Qual Limit Result Qual Limit
Chloromethane 10 U 10 1,2-Dichloropropane 5 U 5
Bromomethane 10 U 10 trans-1, 3-Dichloropropene S U 5
vinyl chloride 10 U 10 Trichloroethene 5 U 5
Chloroethane 10 U 10 Chlorodibromomethane 5 U 5
Methylene chloride 0.8 J 10 1,1,2-Trichloroethane 5 o S
Acetone 28 J 100 Benzene 5 U 5
Carbon disulfide 5 U 5 cis-1,3-Dichloropropene S U 5
l.1-Dichlorocethene 5 U 5 2-Chloroethylvinyl ether 10 U 10
-Dichloroethane 5 U 5 Bromoform 5 U 5
ans-1,2-Dichloroethene 5 u 5 2-Hexanone 50 U 50
cis-1,2-Dichloroethene 5 U 5 4-Methyl-2-pentanone 50 U 50
Chloroform 5 U S Tetrachloroethene 5 U 5
1,2-Dichloroethane 5 u S 1,1,2,2-Tetrachloroethane 5 U 5
2-Butanone 3.3 JB 100 Toluene 5 U 5
1,1,1-Trichloroethane 5 U 5 Chlorobenzene 5 U 5
Carbon tetrachloride 5 U 5 Ethylbenzene 5 U 5
Vinyl acetate 10 U 10 Styrene 5 U 5
Dichlorobromomethane 5 U s Xylenes, total 5 U 5
Surrogates % Recovery Limits
TOLUENE~DS8 106 81 - 117
BROMOFLUOROBENZENE 97 74 - 121
1,2-DICHLOROETHANE-D4 108 70 - 120

Data Qualifier Key:

U - none detected

J - estimated value (less than the sample quantitation limit)

B - analyte is found in the associated blank as well as in the sample
'blank' - positive result

* - Surrogate recovery is outside QC limit

D - compound identified at a secondary dilution factor

E - concentration exceeds calibration range

[N 682-1-89
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Company: IT CORPORAT
Date: 12/06/93

Client Work ID:

TEST NAME: ABN HSIL GC/MS BExtractables

ION

‘D.0.5001

METHOD REFERENCE: EPA8270

SAMPLE ID: A1503

SAMPLE DATE: 10/21
SAMPLE MATRIX:
EXTRACTION DATE:
ANALYSIS DATE:

DILUTION FACTOR:
UNITS: MG/KG

11

/93

SOIL

10/29/93
/08/93
0.033

Reporting

Result Qual Limit

Phenol
bis(2-chloroethyl)ether
2-Chlorophenol
1,3-Dichlorobenzene
1,4-Dichlorobenzene
Benzyl alcohol
1,2—Dichlorobenzene
2-Methylphenol
(2—Chloroisopropyl)ether
#“ethylphenol
N-Nitroso-di—n-propylamine
Hexachloroethane
Nitrobenzene
Isophorone
2-Nitrophenol
2,4—Dimethylphenol
Benzoic Acid
bis(2—chloroethoxy)methane
2,4-Dichlorophenol
1,2,4-Trichlorobenzene
Naphthalene
4-Chloroaniline
Hexachlorobutadiene
4-Chloro-3—methylphenol
2-Methylnaphthalene
Hexachlorocyclopentadiene
2,4,6-Trichlorophenol
2,4,S-Trichlorophenol
2-Chloronaphthalene
2-Nitroaniline
Dimethylphthalate
Acenaphthylene

0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.825
0.330
0.825
0.330
0.330

U
U
U
)
U
U
U
U
U
U
U
U
U
U

U
U
¢)
U
U
U
U
U
U
U
U
U
U
U
U
u
U
U

0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.825
0.330
0.825
0.330
0.330

IT ANALYTICAL SERVICES
AUSTIN, TX

409832-003-01 (51%30822(2.8%:: B3-10-300

2,6-Dinitrotoluene
3-Nitroaniline
Acenaphthene
2,4-Dinitrophenol
4-Nitrophenol

Dibenzofuran
2,4-Dinitrotoluene
Diethylphthalate
4-Chlorophenyl-phenylether
Fluorene

4-Nitroaniline
4,6—Dinitro-2-methylphenol
N-Nitrosodiphenylamine (1)
4-Bromophenyl—phenylether
Hexachlorobenzene
Pentachlorophenol
Phenanthrene

Anthracene
Di-n-butylphthalate
Fluoranthene

Pyrene
Butylbenzylphthalate
3,3'-Dichlorobenzidine
Benzo(a)anthracene
Chrysene
bis(2-Ethylhexyl)phthalate
Di-n-octylphthalate
Benzo(b)fluoranthene
Benzo(k)fluoranthene
Benzo(a)pyrene
Indeno(1,2,3-cd)pyrene
Dibenzo(a,h)anthracene
Benzo(g,h,i)perylene

Result Qual

0.330
0.825
0.330
0.825
0.825
0.330
0.330
0.330
0.330
0.330
0.825
0.825
0.330
0.330
0.330
0.825
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330

0.21
0.330
0.330
0.330
0.330
0.330
0.330
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Company: IT CORPORATION IT ANALYTICAL SERVICES
AUSTIN, TX

Date: 12/06/93 51

Client Work ID: D.0.5001 209832-003-01 C1ARR8AR%: B3-10-300

o

TEST NAME: ABN HSL GC/MS Extractables
METHOD REFERENCE: EPAB8270

SAMPLE ID: Al1503
SAMPLE DATE: 10/21/93
SAMPLE MATRIX: SOIL

Surrogates . % Recovery Limits

Nitrobenzene-D5 68 23 - 120
2-Fluorocbiphenyl 82 30 - 115
Terphenyl-D14 85 18 - 137
Phenol-D5 60 24 - 113
2-Fluorophenol 51 25 - 121
2,4,6-Tribromophenol 99 19 - 122

(1) N-Nitrosodiphenylamine cannot be separated from diphenylamine.

Data Qualifier Key:

U - none detected

J - estimated value (less than the sample quantitation limit)

B - analyte is found in the associated blank as well as in the sample
'blank' - positive result

* - Surrogate recovery is outside QC limit

D - compound identified at a secondary dilution factor

E - concentration exceeds calibration range

682-1-89



Page: 69 of 106

IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/06/93 -
Client Work ID: "D.0.5001 409832-003-01 <5122k§1.?k2 gggér: B3-10-300
e
TEST NAME: Metals
METHOD REFERENCE: EPA6010
SAMPLE ID: A1503
SAMPLE DATE: 10/21/93
SAMPLE MATRIX: SOIL
DILUTION FACTOR (6010): 111.111
UNITS: MG/KG
Result Reporting Method Analysis
Result Qual Limit Reference Date
Arsenic 2.6 N 1.2 7060 11/09/93
Aluminum 13000 N* 22 6010 11/23/93
Barium 470 N* 22 6010 11/23/93
Beryllium 1.1 0.56 6010 11/23/93
Cadmium 0.56 U 0.56 6010 11/23/93
Chromium 14 1.1 6010 11/23/93
Copper 16 2.8 6010 11/23/93
Iron 13000 N»* 11 6010 11/23/93
Nickel 11 N 4.4 6010 11/23/93
Lead 6.6 N 0.35 7421 11/09/93
Mercury 0.024 U 0.024 7471 11/06/93
Silver 1.1 U 1.1 6010 11/23/93
Zinc 20 2.2 6010 11/23/93

Data qualifier key:
E - estimated value

- duplicate injection precision not met

- spike recovery not within control limits

- determined by MSA

- post-digestion spike for Furnace AA is out of control limits (85-115%),
while sample absorbance is <50% of spike absorbance

- duplicate analysis outside control limits

- Correlation coefficient for the MSA <0.995

< CRDL but >= IDL

- none detected

'‘blank' - positive result

2n=2X

aw+ *
|

NOTE: Dilution Factor applies to Method 6010 only.

682-1-89



Page: 70 of 106

Company: IT CORPORATION IT ANALYTICAL SERVICES
Date: 12/06/93 AUSTIN, TX
Client Work ID: D.0.5001 409832-003-01 S1852-8688-: B3-10-300
5 —
SAMPLE ID: Al1504
SAMPLE DATE: 10/21/93 15:05:00
SAMPLE MATRIX: WATER
Note Reporting Date Method
Test Name Ref Result Limit Units Analyzed Reference
Chromium VI 0.10U 0.010 MG/L 10/22/93 EPA7196
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IT ANALYTICAL SERVICES
Company: IT CORPORATION
Date: 12/06/93 AUSTIN, TX

Client Work ID: .D.0.5001

409832-003-01 (51 892-668d-: B3-10-300

15—

TEST NAME: Hazardous Substance Vols.

METHOD REFERENCE: EPA8240
SAMPLE ID: A1504
SAMPLE DATE: 10/21/93
SAMPLE MATRIX: WATER
ANALYSIS DATE: 10/31/93
DILUTION FACTOR: 1.0
UNITS: UG/L
Reporting Reporting
Result Qual Limit Result Qual Limit
Chloromethane 10 U 10 1,2-Dichloropropane 5 U 5
Bromomethane 10 U 10 trans-1,3-Dichloropropene 5 U 5
Vinyl chloride io0 U 10 Trichloroethene 5 U 5
Chloroethane 10 U 10 Chlorodibromomethane 5 U 5
Methylene chloride 7.0 JB 10 1,1,2-Trichloroethane 5 U 5
Acetone 100 U 100 Benzene 5 U 5
Carbon disulfide S U 5 cis-1,3-Dichloropropene ) U S
1,1-Dichloroethene 5 U 5 2-Chloroethylvinyl ether i0 U 10
‘-Dichloroethane 5 U 5 Bromoform 5 U 5
ans-1,2-Dichloroethene 5 U 5 2-Hexanone 50 U 50
cis-1,2-Dichloroethene 5 U 5 4-Methyl-2-pentanone 50 U 50
Chloroform 5 U 5 Tetrachloroethene 5 U 5
1,2-Dichloroethane 5 U 5 1,1,2,2-Tetrachloroethane 5 U 5
2-Butanone 100 U 100 Toluene 5 U 5
1,1,1-Trichloroethane 5 U 5 Chlorobenzene 5 u 5
Carbon tetrachloride 5 U 5 Ethylbenzene 5 U 5
Vinyl acetate 10 U 10 Styrene 5 U 5
Dichlorobromomethane 5 U 5 Xylenes, total 5 U 5
Surrogates % Recovery Limits
TOLUENE-D8 91 88 - 110
BROMOFLUOROBENZENE 94 86 - 115
1,2-DICHLOROETHANE-D4 100 76 - 114

Data Qualifier Key:

U - none detected

J - estimated value (less than the sample quantitation limit)

B - analyte is found in the associated blank as well as in the sample
‘blank' - positive result

* - Surrogate recovery is outside QC limit

D -~ compound identified at a secondary dilution factor

E - concentration exceeds calibration range

682-1-89
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Company: IT CORPORATION IT ANALYTICAL SERVICES
pate: 12/06/93 AUSTIN, TX
Client Work ID: D.0.5001 409832-003-01 (Ple3R2c4884 : B3-10-300

—

TEST NAME: ABNK HSL GC/MS Bxtractables
METHOD REFERENCE: EPA8270

SAMPLE ID: A1504

SAMPLE DATE: 10/21/93
SAMPLE MATRIX: WATER
EXTRACTION DATE: 10/27/93
ANALYSIS DATE: 11/05/93
DILUTION FACTOR: 1.0

UNITS: UG/L Reporting Reportin

Result Qual Limit ’ Result Qual Limit

Phenol 10 U 10 2,6-Dinitrotoluene 10 Lo 10
bis(2-Chloroethyl)ether 10 4] 10 3-Nitroaniline 25 u 25
2-Chlorophenol 10 U 10 Acenaphthene 10 4] 10
1,3-Dichlorobenzene 10 U 10 2,4-Dinitrophenol 25 u 25
1,4-Dichlorobenzene 10 §) 10 4-Nitrophenol 25 U 25
Benzyl alcochol 10 U 10 Dibenzofuran 10 U 10
1,2-Dichlorobenzene : 10 U 10 2,4-Dinitrotoluene 10 U 10
2-Methylphenol 10 19} 10 Diethylphthalate i0 U 10
1(2=Chloroisopropyl)ether 10 U 10 4-Chlorophenyl-phenylether 10 U 10
#dethylphenol 10 U 1 Fluorene 10 U 10
N-Nitroso-di-n-propylamine 10 §] 10 4-Nitroaniline 10 U 10
Hexachloroethane 10 u 10 4,6-Dinitro-2-methylphenol 25 U 25
Nitrobenzene 10 U 10 N-Nitrosodiphenylamine (1) 10 U 10
Isophorone 10 U 10 4-Bromophenyl-phenylether 10 U 10
2-Nitrophenol 10 U 10 Hexachlorobenzene 10 u 10
2,4-Dimethylphenol 10 ) 10 Pentachlorophenol 25 U 25
Benzoic Acid 10 U 10 Phenanthrene 10 U 10
bis(2-Chloroethoxy)methane 10 U 10 Anthracene 10 U 10
2,4-Dichlorophenol 10 U i0 Di-n-butylpnthalate b T C
1,2,4-Trichlorobenzene 10 U 10 Fluoranthene 10 U 10
Naphthalene 10 U 10 Pyrene 10 U© 10
4-Chloroaniline 10 U 10 Butylbenzylphthalate 10 U 10
Hexachlorobutadiene 10 U 10 3,3'-Dichlorobenzidine 10 u 10
4-Chloro-3-methylphenol 10 3] 10 Benzo(a)anthracene 10 U 10
2-Methylnaphthalene 10 ¢] 10 Chrysene - 10 U 10
Hexachlorocyclopentadiene 10 u 10 bis(2-Ethylhexyl)phthalate 10 U 10
2,4,6-Trichlorophenol 10 U 10 Di-n-octylphthalate 10 U 10
2,4,5-Trichlorophenol 10 U 10 Benzo(b)fluoranthene 10 U 10
2-Chloronaphthalene 10 U 10 Benzo (k) fluoranthene 10 U 10
2-Nitroaniline 25 U 25 Benzo(a)pyrene 10 U 10
Dimethylphthalate 10 U 10 Indeno(1l,2,3-cd)pyrene 10 U 10
Acenaphthylene 10 U 10 Dibenzo(a,h)anthracene 10 U 10
Benzo(g,h,i)perylene 10 U 10
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Company: IT CORPORATION EUAS%LYTEKICAL SERVICES
Date: 12/06/93 y
Client Work ID: 'D.0.5001 409832-003-01 (51%;08&2.899&: B3-10-300

TEST NAME: ABN HSL GC/MS Bxtractables
METHOD REFERENCE: EPA8270

SAMPLE ID: A1504
SAMPLE DATE: 10/21/93
SAMPLE MATRIX: WATER

Surrogates % Recovery Limits

Nitrobenzene-D5 68 35 - 114
2-Fluorobiphenyl 71 43 - 116
Terphenyl-D14 84 33 - 141
Phenol-D5 40 10 - 94
2-Fluorophenol 60 21 - 100
2,4,6~-Tribromophenol 78 10 - 123

(1) N-Nitrosodiphenylamine cannot be separated from diphenylamine.

Data Qualifier Key:

U - none detected

J - estimated value (less than the sample quantitation limit)

B - analyte is found in the associated blank as well as in the sample
'blank' - positive result

* - Surrogate recovery is . outside QC limit

D - compound identified at a secondary dilution factor

E - concentration exceeds calibration range
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Company: IT CORPORATION T AL VICES
AUSTIN, TX

Date: 12/06/93 B (51

Client Work ID: D.0.5001 409832-003-01 2!‘6:?:?1?‘893&: B3-10-300

—

TEST NAME: Metals
METHOD REFERENCE: EPA6010

SAMPLE ID: A1504

SAMPLE DATE: 10/21/93

SAMPLE MATRIX: WATER

DILUTION FACTOR (6010): 1.00000

UNITS: mg/L
Result Reporting Method Analysis
Result Qual Limit Reference Date

Arsenic 0.010 U 0.010 7060 11/12/93
Aluminum 0.20 U 0.20 6010 11/16/93
Barium 0.20 U 0.20 6010 11/16/93
Beryllium 0.0050 4] 0.0050 6010 11/16/93
Cadmium 0.0050 U 0.0050 6010 11/16/93
Chromium 0.010 U 0.010 6010 11/16/93
Copper 0.025 U 0.025 6010 11/16/93
Iron 0.10 U 0.10 6010 11/16/93
Nickel 0.040 u 0.040 6010 11/16/93
Lead 0.0030 U 0.0030 7421 11/11/93
Mercury 0.00020 U 0.00020 7471 11/08/93
Silver 0.010 U 0.010 6010 11/16/93
Zinc 0.020 U 0.020 6010 11/16/93

Data qualifier key:
E - estimated value
M - duplicate injection precision not met
N - spike recovery not within control limits
S - determined by MSA
W - post-digestion spike for Furnace AA is out of control limits (85-115%),
while sample absorbance is <50% of spike absorbance
- duplicate analysis outside control limits
- Correlation coefficient for the MSA <0.995
< CRDL but >= IDL
- none detected
‘blank' - positive result

G w o+
[}

NOTE: Dilution Factor applies to Method 6010 only.
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Company: IT CORPORATION ' IT ANALYTICAL SERVICES
oo AUSTIN, TX

ate: 12/06/93 0

Client Work ID: D.0.5001 409832-003-01 P1ANA32-6A84-: B3-10-300

e

SAMPLE ID: Al1505
SAMPLE DATE: 10/21/93 16:00:00
SAMPLE MATRIX: SOIL

Note Reporting Date Method
Test Name Ref Result Limit Units Analyzed Reference

Chromium VI 0.10U0 0.10 MG/KG 11/03/93 EPA7196
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Company: IT CORPORATION EUANALYTT}'{ICAL SERVICES
Date: 12/06/93 STIN,

Client Work ID: -D.0.5001

409332-003-01(512*&91?'39391-: B3-10-300

TEST NAME: Hazardous Substance Vols.
METHOD REFERENCE: EPA8240

SAMPLE ID: A1505
SAMPLE DATE: 10/21/93
SAMPLE MATRIX: SOIL
ANALYSIS DATE: 11/03/93
DILUTION FACTOR: 1.0
UNITS: UG/KG
Reporting Reporting
Result Qual Limit Result Qual Limit
Chloromethane 10 U 10 1,2-Dichloropropane 5 U 5
Bromomethane 10 U 10 trans-1, 3-Dichloropropene 5 U 5
Vinyl chloride 10 U 10 Trichloroethene 5 U 5
Chloroethane 10 U 10 Chlorodibromomethane 5 U 5
Methylene chloride 10 U 10 1,1,2-Trichloroethane 5 U 5
Acetone 3.2 JB 100 Benzene 5 U 5
Carbon disulfide 5 U 5 cis-1,3-Dichloropropene 5 U 5
1,1-Dichloroethene 5 U 5 2-Chloroethylvinyl ether 10 U 10
l\-Dichloroethane 5 U 5 Bromoform 5 U 5
-ans-1,2-Dichloroethene 5 U 5 2-Hexanone 50 U 50
cis-1,2-Dichloroethene 5 U 5 4-Methyl-2-pentanone 50 U 50
Chloroform 5 U 5 Tetrachloroethene 5 U S
1,2-Dichloroethane 5 U 5 1,1,2,2-Tetrachloroethane 5 u 5
2-Butanone 2.7 JB 100 Toluene 5 U 5
1,1,1-Trichloroethane 5 U 5 Chlorobenzene 5 U 5
Carbon tetrachloride 5 U 5 Ethylbenzene 5 U 5
Vinyl acetate 10 U 10 Styrene 5 U 5
Dichlorobromomethane 5 U 5 Xylenes, total 5 U 5
Surrogates % Recovery Limits
TOLUENE-D8 101 81 - 117
BROMOFLUOROBENZENE 93 74 - 121
1,2-DICHLOROETHANE~D4 108 70 - 120

Data Qualifier Key:

U - none detected

J - estimated value (less than the sample quantitation limit)

B - analyte is found in the associated blank as well as in the sample
'blank’' - positive result

* - Surrogate recovery is outside QC limit

D - compound identified at a secondary dilution factor

E - concentration exceeds calibration range
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Company: IT CORPORATION
Date: 12/06/93

Client Work ID:

D.0.5001

IT ANALYTICAL SERVICES

AUSTIN,

X

409832-003-01 (51A92héfed-: B3-10-300

PR

TEST NAME: ABN HSL GC/MS Extractables

METHOD REFERENCE: EPA8270

SAMPLE ID:
SAMPLE DATE:
SAMPLE MATRIX:
EXTRACTION DATE:
ANALYSIS DATE:

DILUTION FACTOR:
UNITS: MG/KG

Al1505

10/21/93

SOIL
10/29/93

11/08/93
0.033

Reporting

Result Qual

Phenol
bis(2-Chloroethyl)ether
2-Chlorophenol
1,3-Dichlorobenzene
1,4-Dichlorobenzene
Benzyl alcohol
1,2-Dichlorobenzene
2-Methylphenol
3(2-Chloroisopropyl)ether
Methylphenol
N~Nitroso-di-n-propylamine
Hexachloroethane
Nitrobenzene
Isophorone
2-Nitrophenol
2,4-Dimethylphenol
Benzoic Acid
bis(2-Chloroethoxy)methane
2,4-Dichlorophenol
1,2,4-Trichlorobenzene
Naphthalene
4-Chloroaniline
Hexachlorobutadiene
4-Chloro-3-methylphenol
2~-Methylnaphthalene
Hexachlorocyclopentadiene
2,4,6-Trichlorophenol
2,4,5-Trichlorophenol
2-Chloronaphthalene
2-Nitroaniline
Dimethylphthalate
Acenaphthylene

0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.825
0.330
0.825
0.330
0.330

U
U
U
U
U
U
U
U
U
U
U
U
U
u
U
U
U
U
U
8]
U
U
U
U
U
U
U
U
U
U
U
U

Limit

0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.825
0.330
0.825
0.330
0.330

2,6-Dinitrotoluene
3-Nitroaniline
Acenaphthene
2,4-Dinitrophenol
4-Nitrophenol
Dibenzofuran
2,4-Dinitrotoluene
Diethylphthalate
4-Chlorophenyl-phenylether
Fluorene

4-Nitroaniline
4,6-Dinitro~-2-methylphenol
N-Nitrosodiphenylamine (1)
4-Bromophenyl-phenylether
Hexachlorobenzene
Pentachlorophenol
Phenanthrene

Anthracene
Di-n-butylphthalate
Fluoranthene

Pyrene
Butylbenzylphthalate
3,3'-Dichlorobenzidine
Benzo(a)anthracene
Chrysene
bis(2-Ethylhexyl)phthalate
Di-n-octylphthalate
Benzo(b) fluoranthene
Benzo(k)fluoranthene
Benzo(a)pyrene
Indeno(1,2,3-cd)pyrene
Dibenzo(a,h)anthracene
Benzo(g.h,i)perylene

Result oQual

0.330
0.825
0.330
0.825
0.825
0.330
0.330
0.330
0.330
0.330
0.825
0.825
0.330
0.330
0.330
0.825
0.330
0.330
£.23¢
0.330
0.330
0.330
0.330
0.330
0.330
0.330

0.13
0.330
0.330
0.330
0.330
0.330
0.330

[}

cgaagacauw

Reporti
Limit

0.330
0.825
0.330
0.825
0.825
0.330
0.330
0.330
0.330
0.330
0.825
0.825
0.330
0.330
0.330
0.825
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330

gaggagdgdeaccgaoagacagaacadgagaacgocaocaQgaogagacaag
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Company: IT CORPORATION IT ANALYTICAL SERVICES
pate: 12/06/93 AUSTIN, TX
Client Work ID: .D.0.5001 409832-003-01 (1 8H2-6684-: B3-10-300

e

TEST NAME: ABN HSL GC/MS Extractables
METHOD REFERENCE: EPA8270

SAMPLE ID: Al505
SAMPLE DATE: 10/21/93
SAMPLE MATRIX: SOIL

Surrogates % Recovery Limits

Nitrobenzene-D5 66 23 - 120
2-Fluorobiphenyl 81 30 - 115
Terphenyl-D14 82 18 - 137
Phenol-D5 60 24 - 113
2-Fluorophenol 50 25 - 121
2,4,6-Tribromophenol 96 19 - 122

(1) N-Nitrosodiphenylamine cannot be separated from diphenylamine.

Data Qualifier Key:
U - none detected
J - estimated value (less than the sample quantitation limit)
B - analyte is found in the associated blank as well as in the sample
'blank' - positive result
* — Surrogate recovery is outside QC limit
compound identified at a secondary dilution factor
E - concentration exceeds calibration range

(@)
|
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Company: IT CORPORATION g&ﬁgﬁ;ﬁgggcuu;sgnv]czs
Date: 12/06/93 y
Client Work ID: .D.0.5001 2409832-003-01 13 832-6688-: B3-10-300
s —
TEST NAME: Metals
METHOD REFERENCE: EPA6010
SAMPLE ID: Al1505
SAMPLE DATE: 10/21/93
SAMPLE MATRIX: SOIL
DILUTION FACTOR (6010): 100.000
UNITS: MG/KG
Result Reporting Method Analysis
Result Qual Limit Reference Date
Arsenic 2.8 N 1.0 7060 11/09/93
Aluminum 3300 N* 20 6010 11/23/93
Barium 370 N* 20 6010 11/23/93
Beryllium 0.87 0.50 6010 11/23/93
Cadmium 0.50 U 0.50 6010 11/23/93
Chromium 11 1.0 6010 11/23/93
Copper 5.5 2.5 6010 11/23/93
Iron 9500 N* 10 6010 11/23/93
Nickel 9.1 N 4.0 6010 11/23/93
Lead 6.4 N 0.31 7421 11/09/93
Mercury 0.023 U 0.023 7471 11/06/93
Silver 1.0 U 1.0 6010 11/23/93
Zinc i8 2.0 6010 11/23/93

Data qualifier key:
E - estimated value

- duplicate injection precision not met

- spike recovery not within control limits

- determined by MSA

- post-digestion spike for Furnace AR is out of control limits (85-115%),
while sample absorbance is <50% of spike absorbance

- duplicate analysis outside control limits

- Correlation coefficient for the MSA <0.995

< CRDL but >= IDL

- none detected

- positive result

T WX

W+ o
1

'blank

NOTE: Dilution Factor applies to Method 6010 only.
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Company: IT CORPORATION IT ANALYTICAL SERVICES
D AUSTIN, TX

ate: 12/06/93 51

Client Work ID: D.0.5001 409832-003-01 ¢ w8R2:0884. B3-10-300

SAMPLE ID: A1506
SAMPLE DATE: 10/21/93 16:50:00
SAMPLE MATRIX: SOIL

Note Reporting Date Method
Test Name Ref Result Limit Units Analyzed Reference
Chromium VI 0.10U 0.10 MG/KG 11/03/93 EPA7196
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IT ANALYTICAL SERVICES
Company: IT CORPORATION
Date: 12/06/93 AUSTIN, TX

409832-003-01 C1AA2 4884 . B3-10-300

Client Work ID: D.0.5001

TEST NAME: Hazardous Substance Vols.
METHOD REFERENCE: EPA8240

SAMPLE ID: Al1506
SAMPLE DATE: 10/21/93
SAMPLE MATRIX: SOIL
ANALYSIS DATE: 11/04/93
DILUTION FACTOR: 1.0
UNITS: UG/KG
Reporting Reporting
Result Qual Limit Result Qual Limit
Chloromethane 10 U 10 1,2-Dichloropropane 5 u 5
Bromomethane 10 U 10 trans-1, 3-Dichloropropene 5 U 5
Vinyl chloride 10 U 10 Trichloroethene 5 U 5
Chloroethane 10 u 10 Chlorodibromomethane 5 U 5
Methylene chloride 10 u 10 1,1,2-Trichloroethane 5 U 5
Acetone 4.6 JB 100 Benzene 5 U 5
Carbon disulfide 5 U 5 cis-1,3-Dichloropropene 5 U 5
l.1-Dichloroethene 5 U S 2-Chloroethylvinyl ether 10 U 10
-Dichloroethane 5 U 5 Bromoform 5 U 5
ans-1,2-Dichloroethene 5 U 5 2-Hexanone 50 U 50
cis-1,2-Dichloroethene 5 3) 5 4-Methyl-2-pentanone 50 U 50
Chloroform ) U 5 Tetrachloroethene 5 U 5
1,2-Dichloroethane s U 5 1,1,2,2-Tetrachloroethane 5 U 5
2-Butanone 2.8 JB 100 Toluene 5 u 5
1,1,1-Trichloroethane 5 U 5 Chlorobenzene 5 U 5
Carbon tetrachloride 5 U S Ethylbenzene 5 U 5
Vinyl acetate 10 U 10 Styrene 5 U 5
Dichlorobromomethane 5 U 5 Xylenes, total 5 U 5
Surrogates % Recovery Limits
TOLUENE-D8 102 81 - 117
BROMOFLUOROBENZENE 97 74 - 121
1,2-DICHLOROETHANE-D4 104 70 - 120

Data Qualifier Key:
U - none detected

J - estimated value (less than the sample gquantitation limit)

B - analyte is found in the associated blank as well as in the sample
‘blank' - positive result

* - Surrogate recovery is outside QC limit

D - compound identified at a secondary dilution factor

E - concentration exceeds calibration range
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Company: IT CORPORATION IT ANALYTICAL SERVICES
Date: 12/06/93 AUSTIN, TX
Client Work ID: .D.0.5001 409832-003-01 (C1832-6688-: B3-10-300
TEST NAME: ABN HSL GC/MS BExtractables
METHOD REFERENCE: EPA8270
SAMPLE ID: Al1l506
SAMPLE DATE: 10/21/93
SAMPLE MATRIX: SOIL
EXTRACTION DATE: 10/29/93
ANALYSIS DATE: 11/03/93
DILUTION FACTOR: 0.033
UNITS: MG/KG Reporting Reportir
Result Qual Limit Result Qual Limit
Phenol 0.330 U 0.330 2,6-Dinitrotoluene 0.330 U 0.330
bis(2-Chloroethyl)ether 0.330 U 0.330 3-Nitroaniline 0.825 U 0.825
2-Chlorophenol 0.330 U 0.330 Acenaphthene 0.330 U 0.330
1,3-Dichlorobenzene 0.330 U 0.330 2,4-Dinitrophenol 0.825 U 0.825
1,4-Dichlorobenzene 0.330 U 0.330 4-Nitrophenol 0.825 U 0.825
Benzyl alcohol 0.330 U 0.330 Dibenzofuran 0.330 U 0.330
1,2-Dichlorobenzene 0.330 U 0.330 2,4-Dinitrotoluene 0.330 U 0.330
2-Methylphenol 0.330 U 0.330 Diethylphthalate 0.330 U 0.330
3(2-Chloroisopropyl)ether 0.330 U 0.330 4-Chlorophenyl-phenylether 0.330 U 0.330
Jethylphenol 0.330 U 0.330 Fluorene 0.330 U 0.330
N-Nitroso-di-n-propylamine 0.330 U 0.330 4-Nitroaniline 0.825 U 0.825
Hexachloroethane 0.330 U 0.330 4,6-Dinitro~2-methylphenol 0.825 U 0.825
Nitrobenzene 0.330 U 0.330 N-Nitrosodiphenylamine (1) 0.330 U 0.330
Isophorone 0.330 U 0.330 4-Bromophenyl-phenylether 0.330 U 0.330
2-Nitrophenol 0.330 U 0.330 Hexachlorobenzene 0.330 U 0.330
2,4-Dimethylphenol 0.330 U 0.330 Pentachlorophenol 0.825 U 0.825
Benzoic Acid 0.330 U 0.330 Phenanthrene 0.330 U 0.330
bis(2-Chloroethoxy)methane 0.330 U 0.330 Anthracene 0.330 U 0.330
2,4-Dichlorophenol 0.330 U 0.330 Di-n-butylphthalate 0.330 U 0.330
1,2,4-Trichlorobenzene 0.330 U 0.330 Fluoranthene 0.330 U 0.330
Naphthalene 0.330 U 0.330 Pyrene 0.330 U 0.330
4-Chloroaniline 0.330 U 0.330 Butylbenzylphthalate 0.330 U 0.330
Hexachlorobutadiene 0.330 U 0.330 3,3'-Dichlorobenzidine 0.330 U 0.330
4-Chloro-3-methylphenol 0.330 U 0.330 Benzo(a)anthracene 0.330 U 0.330
2-Methylnaphthalene 0.330 U 0.330 Chrysene 0.330 U 0.330
Hexachlorocyclopentadiene 0.330 U 0.330 bis(2-Ethylhexyl)phthalate 0.330 U 0.330
2,4,6-Trichlorophenol 0.330 U 0.330 Di-n-octylphthalate 0.082 JB 0.330
2,4,5-Trichlorophenol 0.825 U 0.825 Benzo(b)fluoranthene 0.330 U 0.330
2-Chloronaphthalene 0.330 U 0.330 Benzo(k)fluoranthene 0.330 U 0.330
2-Nitroaniline 0.825 U 0.825 Benzo(a)pyrene 0.330 U 0.330
Dimethylphthalate 0.330 U 0.330 Indeno(l,2,3-cd)pyrene 0.330 U 0.330
Acenaphthylene 0.330 U 0.330 Dibenzo(a,h)anthracene 0.330 U 0.330
Benzo(g,h,i)perylene 0.330 U 0.330
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Company: IT CORPORATION IT ANALYTICAL SERVICES
Date: 12/06/93 AUSTIN, TX
Client Work ID: .D.0.5001 409832-003-01 (S1RH92-6684-: B3-10-300

TEST NAME: ABN HSL GC/MS Extractables
METHOD REFERENCE: EPA8270

SAMPLE ID: Al506
SAMPLE DATE: 10/21/93
SAMPLE MATRIX: SOIL

Surrogates % Recovery Limits

Nitrobenzene-D5 58 23 - 120
2-Fluorobiphenyl 68 30 - 115
Terphenyl-D14 69 18 - 137
Phenol-DS 52 24 - 113
2-Fluorophenol 65 25 - 121
2,4,6-Tribromophenol 56 19 - 122

(1) N-Nitrosodiphenylamine cannot be separated from diphenylamine.

Data Qualifier Key:
U - none detected
J - estimated value (less than the sample quantitation limit)
B -~ analyte is found in the associated blank as well as in the sample
'blank' - positive result
* -~ Surrogate recovery is outside QC limit
compound identified at a secondary dilution factor
E - concentration exceeds calibration range

o
1
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Company: IT CORPORATION I'I' ANALYTICAL SERVICE
D : AUSTIN, TX
ate: 12/06/93
Client Work ID: -D.0.5001 409832-003-01 (P12 8A2-6686:: B3-10-300

TEST NAME: Metals
METHOD REFERENCE: EPA6010

SAMPLE ID: A1506

SAMPLE DATE: 10/21/93

SAMPLE MATRIX: SOIL

DILUTION FACTOR (6010): 104.166

UNITS: MG/KG
Result Reporting Method Analysis
Result Qual Limit Reference Date

Arsenic 4.4 N 0.93 7060 11/09/93
Aluminum 7200 N* 21 6010 11/23/93
Barium 130 N* 21 6010 11/23/93
Beryllium 1.1 0.52 6010 11/23/93
Cadmium 0.52 U 0.52 6010 11/23/93
Chromium 11 1.0 6010 11/23/93
Copper 9.0 2.6 6010 11/23/93
Iron 10000 N* 10 6010 11/23/93
Nickel 17 N 4.2 6010 11/23/93
Lead 8.6 N 1.1 7421 11/09/93
Mercury 0.022 U 0.022 7471 11/06/93
Silver 1.0 U 1.0 6010 11/23/93
Zinc 20 2.1 6010 11/23/93

Data qualifier key:

E

M
N
S
w

G W+

'blank

estimated value

duplicate injection precision not met

spike recovery not within control limits

determined by MSA

post-digestion spike for Furnace AA is out of control limits (85-115%),
while sample absorbance is <50% of spike absorbance
duplicate analysis outside control limits
Correlation coefficient for the MSA <0.995

< CRDL but >= IDL

none detected

positive result

NOTE: Dilution Factor applies to Method 6010 only.
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/06/93 (512) 892-6684
Client Work ID: ' D.0.5001 409832-003-01 ork Order: B3-10-300

(e
SAMPLE ID: A1507
SAMPLE DATE: 10/21/93 17:08:00
SAMPLE MATRIX: SOIL

Note Reporting Date Nethod
Test Name Ref Result Limit Units Analyzed Reference
Chromium VI 0.10U 0.10 MG/KG 11/03/93 EPA7196
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Company: IT CORPORATION
Date: 12/06/93

Client Work ID:

‘'D.0.5001

IT ANALYTICAL SERVICES
AUSTIN, TX
(512) 892-6684

409832-003-01

ork Order:

B3-10-300

TEST NAME: Hazardous Substance Vols.

METHOD REFERENCE:

SAMPLE ID: Al1507

EPAB240

SAMPLE DATE: 10/21/93

Reporting

ccccccwococccacaoaagawweoacaao

i0
10
10
10
10
100

aguUutououeunwny

100

10

SAMPLE MATRIX: SOIL
ANALYSIS DATE: 11/04/93
DILUTION FACTOR: 1.0
UNITS: UG/KG
Result Qual Limit
Chloromethane 10
Bromomethane 10
Vinyl chloride 10
Chloroethane 10
Methylene chloride 1.5 J
Acetone 5.0 J
Carbon disulfide 5
1.1-Dichloroethene 5
-Dichloroethane 5
.ans-1,2-Dichloroethene 5
cis-1,2-Dichloroethene 5
Chloroform 5
1,2-Dichloroethane 5
2-Butanone 4.5 J
1,1,1-Trichloroethane 5
Carbon tetrachloride 5
Vinyl acetate 10
Dichlorobromomethane 5
Surrogates
TOLUENE-D8
BROMOFLUOROBENZENE

1,2-DICHLOROETHANE~-D4

Data Qualifier Key:

none detected
estimated value (less than the sample quantitation limit)
analyte is found in the associated blank as well as in the sample
positive result
Surrogate recovery is outside QC limit

compound identified at a secondary dilution factor
concentration exceeds calibration range

% Recovery

1,2-Dichloropropane
trans-1, 3-Dichloropropene
Trichloroethene
Chlorodibromomethane
1,1,2-Trichloroethane
Benzene
cis-1,3-Dichloropropene
2-Chloroethylvinyl ether
Bromoform

2-Hexanone
4-Methyl-2-pentanone
Tetrachloroethene
1,1,2,2~-Tetrachloroethane
Toluene

Chlorobenzene
Ethylbenzene

Styrene

Xylenes, total

Limits
99 81 - 117
96 74 - 121
110 70 - 120

o uto o onm

Reportin
Result Qual Limit

dcgcdddddagadagacdadagaaagaaaac
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Company: IT CORPORAT
Date: 12/06/93

Client Work ID:

ION

-D.0.5001

IT ANALYTICAL SERVICES
AUSTIN, TX
(512) 892-6684

409832-003-01 ork

Order:

B3-1

0-300

TEST NAME: ABN HSL GC/MS Extractables

METHOD REFERENCE: EPA8270

A1507
10/21

SAMPLE ID:
SAMPLE DATE:

/93

SAMPLE MATRIX: SOIL

EXTRACTION DATE:
ANALYSIS DATE:

DILUTION FACTOR:
UNITS: MG/KG

11

10/29/93
/03/93
0.033

Reporting

Result Qual

Phenol
bis(2-Chloroethyl)ether
2-Chlorophenol
1,3-Dichlorobenzene
1l,4-Dichlorobenzene
Benzyl alcohol
1,2-Dichlorobenzene
2-Methylphenol
(2-Chloroisopropyl)ether
4ethylphenol
N-Nitroso-di-n-propylamine
Hexachloroethane
Nitrobenzene
Isophorone
2-Nitrophenol
2,4-Dimethylphenol
Benzoic Acid
bis(2-Chloroethoxy)methane
2,4-Dichlorophenol
1,2,4-Trichlorobenzene
Naphthalene
4-Chloroaniline
Hexachlorobutadiene
4-Chloro-3-methylphenol
2-Methylnaphthalene
Hexachlorocyclopentadiene
2,4,6-Trichlorophenol
2,4,5-Trichlorophenol
2-Chloronaphthalene
2-Nitroaniline
Dimethylphthalate
Acenaphthylene

0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.825
0.330
0.825
0.330
0.330

cdcocdddoaddgdadgdadddaagagaoQaaagaogagaogcagaacacaaaacda

Limit

0.330
0.330
0.330
0.330
0.330
0.320
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.825
0.330
0.825
0.330
0.330

2,6~Dinitrotoluene
3-Nitroaniline
Acenaphthene
2,4-Dinitrophenol
4-Nitrophenol
Dibenzofuran
2,4-Dinitrotoluene
Diethylphthalate
4-Chlorophenyl-phenylether
Fluorene

4-Nitroaniline
4,6-Dinitro-2-methylphenol
N-Nitrosodiphenylamine (1)
4-Bromophenyl-phenylether
Hexachlorobenzene
Pentachlorophenol
Phenanthrene

Anthracene
Di-n-butylphthalate
Fluoranthene

Pyrene
Butylbenzylphthalate
3,3'-Dichlorobenzidine
Benzo(a)anthracene
Chrysene
bis(2-Ethylhexyl)phthalate
Di-n-octylphthalate
Benzo(b)fluoranthene
Benzo(k)fluoranthene
Benzo(a)pyrene
Indeno(1,2,3-cd)pyrene
Dibenzo(a,h)anthracene
Benzo(g,h,i)perylene

Result

0.330
0.825
0.330
0.825
0.825
0.330
0.330
0.330
0.330
0.330
0.825
0.825
0.330
0.330
0.330
0.825
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330

0.27
0.330
0.330
0.330
0.330
0.330
0.330

Qual

waddadaddaddagagdaddaogagagdaagaoaagaaaacdc

G

dcacaaa

Reportir
Limit

0.330
0.825
0.330
0.825
0.825
0.330
0.330
0.330
0.330
0.330
0.825
0.825
0.330
0.330
0.330
0.825
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/06/93 (512%892-6684
Client Work ID: - D.0.5001 409832-003-01 ork Order: B3-10-300

TEST NAME: ABN HSL GC/MS Extractables
METHOD REFERENCE: EPA8270

SAMPLE ID: Al1507
SAMPLE DATE: 10/21/93
SAMPLE MATRIX: SOIL

Surrogates % Recovery Limits

Nitrobenzene-D5 73 23 - 120
2-Fluorocbiphenyl 85 30 - 115
Terphenyl-D14 83 18 - 137
Phenol-D5 64 24 - 113
2-Fluorophenol 84 25 - 121
2,4,6-Tribromophenol 66 19 - 122

(1) N-Nitrosodiphenylamine cannot be separated from diphenylamine.

Data Qualifier Key:

U - none detected

J - estimated value (less than the sample quantitation limit)

B - analyte is found in the associated blank as well as in the sample
'blank' - positive result

* — Surrogate recovery is outside QOC limit

D - compound identified at a secondary dilution factor

E - concentration exceeds calibration range

682-1-89



Page: B89 of 106

IT ANALYTICAL SERVICES
Company: IT CORPORATION - AUSTIN, TX
Date: 12/06/93 (512) 892-6684
Client Work ID: D.0.5001 409832-003-01 Work Order: B3-10-300

TEST NAME: Metals
METHOD REFERENCE: EPA6010

SAMPLE ID: A1507

SAMPLE DATE: 10/21/93

SAMPLE MATRIX: SOIL

DILUTION FACTOR (6010): 116.279

UNITS: MG/KG
Result Reporting Method Analysis
Result Qual Limit Reference Date

Arsenic 4.6 N 1.1 7060 11/09/93
Aluminum 9000 N* 23 6010 11/23/93
Barium 76 N* 23 6010 11/23/93
Beryllium 1.1 0.58 6010 11/23/93
Cadmium 0.58 U 0.58 6010 11/23/93
Chromium 13 1.2 6010 11/23/93
Copper .8 2.9 6010 11/23/93
Iron 13000 N=* 12 6010 11/23/93
Nickel 20 N - 4.7 6010 11/23/93
Lead 8.6 N 0.33 7421 11/09/93
Mercury 0.022 U 0.022 7471 11/06/93
Silver 1.2 U 1.2 6010 11/23/93
Zinc 25 2.3 6010 11/23/93

Data qualifier key:

- estimated value

- duplicate injection precision not met

- spike recovery not within control limits

- determined by MSA

- post-digestion spike for Furnace AR is out of control limits (85-115%),
while sample absorbance is <50% of spike absorbance

- duplicate analysis outside control limits

- Correlation coefficient for the MSA <0.995

< CRDL but >= IDL

- none detected

'blank' - positive result

TnZ2xH

QW+ »
|

NOTE: Dilution Factor applies to Method 6010 only.
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/06/93 (512) 892-6684

Client Work ID: 'D.0.5001

TEST NAME: Hazardous Substance Vols.
METHOD REFERENCE: EPA8240

SAMPLE ID: A1508
SAMPLE DATE: 10/21/93
SAMPLE MATRIX: WATER

ANALYSIS DATE: 10/31/93
DILUTION FACTOR: 1.0
UNITS: UG/L
Reporting Reporting
Result Qual Limit Result Qual Limit
Chloromethane 10 U 10 1,2-Dichloropropane 5 u S
Bromomethane 10 U 10 trans-1,3-Dichloropropene 5 U 5
Vinyl chloride 10 U 10 Trichloroethene 5 8] 5
Chloroethane 10 U 10 Chlorodibromomethane 5 U 5
Methylene chloride 10 U 10 1,1,2-Trichloroethane 5 U 5
Acetone 100 U 100 Benzene 5 U 5
Carbon disulfide 5 U 5 cis~-1,3-Dichloropropene 5 U )
l.1-Dichloroethene 5 U 5 2-Chloroethylvinyl ether 10 8} 10
~Dichloroethane 5 U 5 Bromoform 5 U 5
-ans-1,2-Dichloroethene 5 18] 5 2-Hexanone 50 U 50
cis-1,2-Dichloroethene 5 U 5 4-Methyl-2-pentanone 50 U 50
Chloroform 5 u 5 Tetrachloroethene 5 U 5
1,2-Dichloroethane 5 U 5 1,1,2,2-Tetrachloroethane 5 8] 5
2-Butanone 100 U 100 Toluene 5 U 5
1,1,1-Trichloroethane 5 U 5 Chlorobenzene 5 U 5
Carbon tetrachloride 5 U 5 Ethylbenzene 5 U 5
Vinyl acetate 10 U 10 Styrene 5 U 5
Dichlorobromomethane 5 U 5 Xylenes, total 5 U 5
Surrogates % Recovery Limits
TOLUENE-D8 93 88 - 110
BROMOFLUOROBENZENE 98 86 - 115
1,2-DICHLOROETHANE-D4 102 76 - 114

Data Qualifier Key:

409832-003-01 Work Order:

B3-10-300

U - none detected

J - estimated value (less than the sample quantitation limit)

B - analyte is found in the associated blank as well as in the sample
'blank' - positive result

* — Surrogate recovery is outside QC limit

D -~ compound identified at a secondary dilution factor

E - concentration exceeds calibration range

682-1-89
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/06/93 (512) 892-6684
Client Work ID: ' D.0.5001 409832-003-01 ork Order: B3-10-300

L _________________________________|]
SAMPLE ID: LAB BLANK #1
SAMPLE DATE:
SAMPLE MATRIX: SOIL

Note Reporting Date Method
Test Name Ref Result Limit Units Analyzed Reference
Chromium VI 0.010U 0.010 MG/KG 11/02/93 EPA7196

682-1-89
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTN, ¢
Date: 12/06/93 2-66
Client Work ID: - D.0.5001 409832-003-01(512L23k Orggr: B3-10-300

TEST NAME: Hazardous Substance Vols.
METHOD REFERENCE: EPA8240

SAMPLE ID: LAB BLANK #1
SAMPLE DATE: not spec

SAMPLE MATRIX: SOIL
ANALYSIS DATE: 11/03/93
DILUTION FACTOR: 1.0
UNITS: UG/KG
Reporting Reporting
Result Qual Limit Result Qual Limit
Chloromethane 10 U 10 1,2-Dichloropropane 5 u 5
Bromomethane 10 U 10 trans-1,3-Dichloropropene 5 U 5
Vinyl chloride 10 U 10 Trichloroethene 5 U 5
Chloroethane 10 U 10 Chlorodibromomethane 5 U 5
Methylene chloride 10 U 10 1,1,2-Trichloroethane 5 U 5
Acetone 100 U© 100 Benzene 5 U 5
Carbon disulfide 5 U 5 cis-1,3-Dichloropropene S U S
1,1-Dichloroethene 5 U 5 2-Chloroethylvinyl ether 10 U 10
‘-Dichloroethane 5 U 5 Bromoform 5 U 5
ans-1,2-Dichloroethene 5 U 5 2-Hexanone 50 U 50
cis~-1,2-Dichloroethene 5 U 5 4-Methyl-2-~-pentanone 50 U 50
Chloroform 5 U 5 Tetrachloroethene 5 U 5
1,2-Dichloroethane S U 5 1,1,2,2-Tetrachloroethane 5 U 5
2-Butanone 3.1 J 100 Toluene 5 U 5
1,1,1-Trichloroethane 5 U 5 Chlorobenzene 5 U 5
Carbon tetrachloride 5 U 5 Ethylbenzene 5 U 5
Vinyl acetate 10 U 10 Styrene 5 U 5
Dichlorobromomethane 5 U 5 Xylenes, total 5 U 5
Surrogates % Recovery Limits
TOLUENE-DS8 97 81 - 117
BROMOFLUOROBENZENE 96 74 - 121
1,2-DICHLOROETHANE-D4 102 70 - 120

Data Qualifier Key:
U - none detected
J_
B_
'blank' - positive result

estimated value (less than the sample quantitation limit)
analyte is found in the associated blank as well as in the sample

- Surrogate recovery is .outside QC limit
compound identified at a secondary dilution factor
- concentration exceeds calibration range

MmO *
|
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Company: IT CORPORAT
Date: 12/06/93

Client Work ID: " D.O.

ION

5001

IT ANALYTICAL SERVICES
AUSTIN, TX
(512) 892-6684

409832-003-01

Work Order:

B3-10-300

TEST NAME: ABN HSL GC/MS Extractables

METHOD REFERENCE:

EPA8B270

SAMPLE ID: LAB BLANK #1
SAMPLE DATE: mot spec

SAMPLE MATRIX:
EXTRACTION DATE:
ANALYSIS DATE:

DILUTION FACTOR:
UNITS: MG/KG

11

SOIL

10/29/93
/02/93
0.033

Reporting

Result OQual

Phenol
bis(2-Chloroethyl)ether
2-Chlorophenol
1,3-Dichlorobenzene
1,4-Dichlorobenzene
Benzyl alcohol
1,2-Dichlorobenzene
2-Methylphenol
3(2-Chloroisopropyl)ether
‘Methylphenol
N-Nitroso-di-n-propylamine
Hexachloroethane
Nitrobenzene
Isophorone
2-Nitrophenol
2,4-Dimethylphenol
Benzoic Acid
bis(2-Chloroethoxy)methane
2,4-Dichlorophenol
1,2,4-Trichlorobenzene
Naphthalene
4-Chloroaniline
Hexachlorobutadiene
4-Chloro-3-methylphenol
2-Methylnaphthalene
Hexachlorocyclopentadiene
2,4,6-Trichlorophenol
2,4,5-Trichlorophenol
2-Chloronaphthalene
2-Nitroaniline
Dimethylphthalate
Acenaphthylene

0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.825
0.330
0.825
0.330
0.330

gcddaodggdaacdgaggaagaddagaagaaaaoaaadagaacaagaaca

Limit

0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.825
0.330
0.825
0.330
0.330

2,6-Dinitrotoluene
3-Nitroaniline
Acenaphthene
2,4-Dinitrophenol
4-Nitrophenol
Dibenzofuran
2,4-Dinitrotoluene
Diethylphthalate
4-Chlorophenyl-phenylether
Fluorene

4-Nitroaniline
4,6~Dinitro-2-methylphenol
N-Nitrosodiphenylamine (1)
4-Bromophenyl-phenylether
Hexachlorobenzene
Pentachlorophenol
Phenanthrene

Anthracene
Di-n-butylphthalate
Fluoranthene

Pyrene
Butylbenzylphthalate
3,3'-Dichlorobenzidine
Benzo(a)anthracene
Chrysene
bis(2-Ethylhexyl)phthalate
Di-n-octylphthalate
Benzo(b)fluoranthene
Benzo (k) fluoranthene
Benzo(a)pyrene
Indeno(1,2,3-cd)pyrene
Dibenzo(a,h)anthracene
Benzo(g,h,i)perylene

Result

0.330
0.825
0.330
0.825
0.825
0.330
0.330
0.330
0.330
0.330
0.825
0.825
0.330
0.330
0.330
0.825
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330

0.14
0.330
0.330
0.330
0.330
0.330
0.330

Reporti:
Qual Limit
0.330
0.825
0.330
0.825
0.825
0.330
0.330
0.330
0.330
0.330
0.825
0.825
0.330
0.330
0.330
0.825
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330

cdadcdddogaoaccadocaddgaadadggagaogaogaogaacaaogaagcagaacaca
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' IT ANALYTICAL SERVICES
g::pany ; 2 ;i/ggRPOMION AUSTIN, TX
-3
Client Work ID: .D.0.5001 409832-003-01 (512&21'93-82821': B3-10-300

TEST NAME: ABN HSL GC/MS Extractables
METHOD REFERENCE: EPA8270

SAMPLE ID: LAB BLANK #1
SAMPLE DATE: not spec
SAMPLE MATRIX: SOIL

Surrogates % Recovery Limits

Nitrobenzene-D5 81 23 - 120
2-Fluorobiphenyl 80 30 - 115
Terphenyl-D14 89 18 - 137
Phenol-D5 : 66 24 - 113
2-Fluorophenol 66 25 - 121
2,4,6-Tribromophenol 78 19 - 122

(1) N-Nitrosodiphenylamine cannot be separated from diphenylamine.

Data Qualifier Key:
U - none detected
J - estimated value (less than the sample quantitation limit)

B - analyte is found in the associated blank as well as in the sample
'blank' - positive result

* = Surrogate recovery is outside QC limit

D - compound identified at a secondary dilution factor

E - concentration exceeds calibration range

682-1-89
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/06/93 -
Client Work ID: -D.0.5001 409832~-003-01 (51%08&2 816'9341‘: B3-10-300

TEST NAME: Metals
METHOD REFERENCE: EPA6010

SAMPLE ID: LAB BLANK #1

SAMPLE DATE: not spec

SAMPLE MATRIX: SOIL

DILUTION FACTOR (6010): 1.00000

UNITS: MG/KG
Result Reporting Method Analysis
Result Qual Limit Reference Date

Arsenic 0.010 U 0.010 7060 11/09/93
Aluminum 0.20 U 0.20 6010 11/23/93
Barium 0.20 U 0.20 6010 11/23/93
Beryllium 0.0050 U 0.0050 6010 11/23/93
Cadmium 0.0050 u 0.0050 6010 11/23/93
Chromium 0.010 U 0.010 6010 11/23/93
Copper 0.025 U 0.025 6010 11/23/93
Iron 0.10 U 0.10 6010 11/23/93
Nickel 0.040 U 0.040 6010 11/23/93
Lead 0.0030 9§ 0.0030 7421 11/09/93
Mercury 0.00020 U 0.00020 7471 11/06/93
Silver 0.010 U 0.010 6010 11/23/93
Zinc 0.020 U 0.020 6010 11/23/93

Data qualifier key:

- estimated value

— duplicate injection precision not met

- spike recovery not within control limits

- determined by MSA

- post-digestion spike for Furnace AA is out of control limits (85-115%),
while sample absorbance is <50% of spike absorbance

- duplicate analysis outside control limits

— Correlation coefficient for the MSA <0.995

< CRDL but >= IDL

- none detected

‘blank' - positive result

T2z

-~ m o+
[}

NOTE: Dilution Factor applies to Method 6010 only.
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/06/93 ,

Client Work ID: -D.0.5001

409832-003-01 (512%081?12-816‘%1': B3-10-300

TEST NAME: Hazardous Substance Vols.

METHOD REFERENCE:

SAMPLE ID: LAB BLANK #2
SAMPLE DATE:

SAMPLE MATRIX: SOIL
ANALYSIS DATE: 11/03/93
DILUTION FACTOR: 1.0
UNITS: UG/KG
Reporting Reportin
Result Qual Limit Result Qual Limit
Chloromethane 10 U 10 1,2-Dichloropropane 5 U 5
Bromomethane 10 U i0 trans-1,3-Dichloropropene 5 u 5
Vinyl chloride 10 U 10 Trichloroethene 5 U 5
Chloroethane 10 U 10 Chlorodibromomethane 5 U 5
Methylene chloride 0.7 J 10 1,1,2-Trichloroethane 5 U 5
Acetone 5.3 J 100 Benzene 5 U 5
Carbon disulfide 5 U 5 cis-1,3-Dichloropropene 5 U S
1,1-Dichloroethene 5 o} 5 2-Chloroethylvinyl ether 10 U 10
*-Dichloroethane 5 U 5 Bromoform 5 U 5
ans-1,2-Dichloroethene 5 U 5 2-Hexanone 50 U 50
cis-1,2-Dichloroethene 5 U 5 4-Methyl-2-pentanone 50 9) S0
Chloroform 5 U 5 Tetrachloroethene 5 U 5
1,2-Dichloroethane 5 9] 5 1,1,2,2-Tetrachloroethane 5 U 5
2-Butanone 2.6 J 100 Toluene 5 U 5
1,1,1-Trichloroethane 5 U 5 Chlorobenzene 5 u 5
Carbon tetrachloride 5 U 5 Ethylbenzene 5 U 5
Vinyl acetate 10 U 10 Styrene 5 U 5
Dichlorobromomethane 5 U 5 Xylenes, total 5 U 5
Surrogates % Recovery Limits
TOLUENE-D8 102 81 - 117
BROMOFLUOROBENZENE 98 74 - 121
1,2-DICHLOROETHANE-D4 105 70 - 120

Data Qualifier Key:

EPA8240

U - none detected

J - estimated value (less than the sample quantitation limit)

B - analyte is found in the associated blank as well as in the sample
'blank' - positive result

* - Surrogate recovery is outside QC limit

D - compound identified at a secondary dilution factor

E - concentration exceeds calibration range

682-1-89



Page: 97 of 106

IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/06/93

Client Work ID: 'D.0.5001

409832-003-01(51%§33?1§%§¥: B3-10-300

TEST NAME: Hazardous Substance Vols.
METHOD REFERENCE: EPA8240

SAMPLE ID: LAB BLANK #3
SAMPLE DATE:
SAMPLE MATRIX: SOIL
ANALYSIS DATE: 11/04/93
DILUTION FACTOR: 1.0
UNITS: UG/KG
Reporting Reportin
Result Qual Limit Result Qual Limit
Chloromethane 10 U 10 1,2-Dichloropropane 5 ) 5
Bromomethane 10 U 10 trans-1, 3-Dichloropropene 5 U 5
Vinyl chloride i0 U 10 Trichloroethene 5 U )
Chloroethane 10 U 10 Chlorodibromomethane 5 U 5
Methylene chloride 10 U 10 1,1,2-Trichloroethane 5 U 5
Acetone 3.2 J 100 Benzene 5 U 5
Carbon disulfide S U 5 cis-1,3-Dichloropropene 5 U 5
1,1-Dichloroethene 5 U 5 2-Chloroethylvinyl ether 10 U© 10
"-=Dichloroethane 5 U 5 Bromoform 5 U 5
.ans-1,2-Dichloroethene 5 U 5 2-Hexanone 50 U 50
cis-1,2-Dichloroethene 5 U 5 4-Methyl-2-pentanone 50 U 50
Chloroform 5 U 5 Tetrachloroethene 5 U 5
1,2-Dichloroethane 5 U 5 1,1,2,2-Tetrachloroethane 5 u S
2-Butanone 100 U 100 Toluene 5 U 5
1,1,1-Trichloroethane 5 U 5 Chlorobenzene 5 U 5
Carbon tetrachloride 5 U 5 Ethylbenzene 5 U 5
Vinyl acetate 0 U 10 Styrene 5 U 5
Dichlorobromomethane 5 U 5 Xylenes, total 5 U 5
Surrogates % Recovery Limits
TOLUENE-D8 100 81 -~ 117
BROMOFLUOROBENZENE 97 74 - 121
1,2-DICHLOROETHANE~D4 99 70 - 120

Data Qualifier Key:
U - none detected

J - estimated value (less than the sample quantitation limit)

B - analyte is found in the associated blank as well as in the sample
'blank' - positive result

* - Surrogate recovery is outside QC limit

D - compound identified at a secondary dilution factor

E - concentration exceeds calibration range
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Page: 98 of 106

IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/06/93 (512) 892-6684
Client Work ID: -D.0.5001 409832-003-01 ork Order: B3-10-300

]
SAMPLE ID: LAB BLANK
SAMPLE DATE:
SAMPLE MATRIX: WATER

Note Reporting Date Method
Test Name Ref Result Limit Units Analyzed Reference
TPH -~ IR 1.00 1.0 MG/L 11/05/93 EPR418 1
Chromium VI 0.010U 0.010 MG/L 10/22/93 EPA7196

- 682-1-89
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Company: IT CORPORATION
Date: 12/06/93

Client Work ID:

TEST NAME: Hazardous Substance Vols.
METHOD REFERENCE:

- D.0.5001

EPA8240

SAMPLE ID: LAB BLANK
SAMPLE DATE: not spec

Reporting

10
10
10
10
10
100
5

(YL T R I Y]

100

v o wmwn

SAMPLE MATRIX: WATER
ANALYSIS DATE: 10/31/93
DILUTION FACTOR: 1.0
UNITS: UG/L
Result Qual Limit
Chloromethane 10 U
Bromomethane 10 U
Vinyl chloride 10 U
Chloroethane 10 u
Methylene chloride 11
Acetone 100 U
Carbon disulfide 5 U
1,1-Dichloroethene 5 U
‘-Dichloroethane 5 U
ans-1,2-Dichloroethene 5 U
cis-1,2-Dichloroethene 5 U
Chloroform 5 U
1,2-Dichloroethane 5 ¢
2-Butanone 100 U
1,1,1-Trichloroethane ) 9]
Carbon tetrachloride 5 U
Vinyl acetate 10 U
Dichlorobromomethane 5 U
Surrogates
TOLUENE-D8
BROMOFLUOROBENZENE

1,2-DICHLOROETHANE~-D4

Data Qualifier Key:

none detected

IT ANALYTICAL SERVICES
AUSTIN,

TX

(512) 892-6684

409832-003-01

1,2-Dichloropropane
trans-1,3-Dichloropropene
Trichloroethene
Chlorodibromomethane
1,1,2-Trichloroethane
Benzene
cis-1,3-Dichloropropene
2-Chloroethylvinyl ether
Bromoform

2-Hexanone
4-Methyl-2-pentanone
Tetrachloroethene
1,1,2,2-Tetrachloroethane
Toluene

Chlorobenzene
Ethylbenzene

Styrene

Xylenes, total

% Recovery Limits
97 88 - 110
95 86 - 115
101 76 - 114

ork Order:

(VR T R R R R

J - estimated value (less than the sample quantitation limit)

'blank' - positive result

Surrogate recovery is outside QC limit
compound identified at a secondary dilution factor
concentration exceeds calibration range

B3-10-300

Reportin
Result Qual Limit

daddcaggadddadddadagagagagaacac

analyte is found in the associated blank as well as in the sample

oo oo,

10

wn

S0
S0

[V VRS T, T I ]
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Company: IT CORPORAT
Date: 12/06/93
Client Work ID:

ION

-D.0.5001

IT ANALYTICAL SERVICES

AUSTIN,

X

409832-003-01<51%&33?1ggg§%: B3-10-300

TEST NAME: ABN HSL GC/NMS Extractables

METHOD REFERENCE:

SAMPLE ID:

EPA8270

LAB BLANK

SAMPLE DATE: not spec

SAMPLE MATRIX:

EXTRACTION DATE: 10/29/93
ANALYSIS DATE: 11/04/93
DILUTION FACTOR: 1.0

UNITS: UG/L

WATER

Reporting

Result Qual Limit

Phenol
bis(2-Chloroethyl)ether
2-Chlorophenol
1,3-Dichlorobenzene
1,4-Dichlorobenzene
Benzyl alcohol
1,2~Dichlorobenzene
2-Methylphenol
1(2-Chloroisopropyl)ether
Aethylphenol
N-Nitroso-di-n-propylamine
Hexachloroethane
Nitrobenzene
Isophorone
2-Nitrophenol
2,4-Dimethylphenol
Benzoic Acid
big(2-Chloroethoxy)methane
Z2,4-Dichiorophenol
1,2,4-Trichlorobenzene
Naphthalene
4-Chloroaniline
Hexachlorobutadiene
4-Chloro-3-methylphenol
2-Methylnaphthalene
Hexachlorocyclopentadiene
2,4,6~Trichlorophenol
2,4,5-Trichlorophenol
2-Chloronaphthalene
2-Nitroaniline
Dimethylphthalate
Acenaphthylene

10
10
10
10
1.4
10
10
10
10
10
10
10
10
10
10
10
10
10
10
10
10
10
10
10
10
10
10
10
10
25
10
10

cddddaddddadocgaogaogaadaacaadadaaaogaadadacacaaagaaaca

10
10
10
10
10
10
10
10
10
10
10
10
10
10
10
10
10
10
10
10
10

.10

10
10
10
10
10
10
10
25
10
10

2,6-Dinitrotoluene
3-Nitroaniline
Acenaphthene
2,4-Dinitrophenol
4-Nitrophenol
Dibenzofuran
2,4-Dinitrotoluene
Diethylphthalate
4-Chlorophenyl-phenylether
Fluorene

4-Nitroaniline
4,6-Dinitro-2-methylphenol
N-Nitrosodiphenylamine (1)
4-Bromophenyl-phenylether
Hexachlorobenzene
Pentachlorophenol
Phenanthrene

Anthracene
Di-n-butylphthalate
Fluoranthene

Pyrene
Butylbenzylphthalate
3,3'-Dichlorobenzidine
Benzo(a)anthracene
Chrysene
bis(2-Ethylhexyl)phthalate
Di-n-octylphthalate
Benzo(b)fluoranthene
Benzo(k)fluoranthene
Benzo(a)pyrene
Indeno(1l,2,3-cd)pyrene
Dibenzo(a,h)anthracene
Benzo(g,h,i)perylene

Result Qual

10
25
10
25
25
10
10
10
10
10
io0
25
10
10
10
25
10
10
10
10
10
10
10
10
10
10
10
10
10
10
10
10
10

cddddacdddddaddddadadagqaadadadddaagogaagagaccaagacacda

Reportii
Limit

10
25
10
25
25
10
10
10
10
10
10
25
10
10
10
25
10
10
10
10
10
10
10
10
10
10
10
10
10
10
10
10
10
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Page: 101 of 106

IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN. TX
Date: 12/06/93 512 89, -66
Client Work ID: -D.0.5001 409832-003—01< borg grgér: B3-10-300
TEST NAME: ABN HSL GC/MS Extractables
METHOD REFERENCE: EPA8270
SAMPLE ID: LAB BLANK
SAMPLE DATE: not spec
SAMPLE MATRIX: WATER
Surrogates $ Recovery Limits
Nitrobenzene-D5 68 35 - 114
2-Fluorobiphenyl 75 43 - 116
Terphenyl-D14 89 33 - 141
Phenol-D5 65 10 - 94
2-Fluorophenol 67 21 - 100
2,4,6-Tribromovhenol 67 10 - 123

(1) N-Nitrosodiphenylamine cannot be separated from diphenylamine.

Data Qualifier Key:

U - none detected

J - estimated value (less than the sample quantitation limit)

B - analyte is found in the associated blank as well as in the sample
'blank' - positive result

* — Surrogate recovery is outside QC limit

D - compound identified at a secondary dilution factor

E - concentration exceeds calibration range

682-1-89



Page: 102 of 106

IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/06/93 -
Client Work ID: - D.0.5001 409832-003-01(512)W%9r?: 60619:14er: B3-10-300

TEST NAME: Metals
METHOD REFERENCE: EPA6010

SAMPLE ID: LAB BLARK
SAMPLE DATE: not spec
SAMPLE MATRIX: WATER
DILUTION FACTOR (6010): 1.0

UNITS: MG/L
Result Reporting Method Analysis
Result Qual Limit Reference Date

Arsenic 0.010 U 0.010 7060 11/12/93
Aluminum 0.20 U 0.20 6010 11/16/93
Barium 0.20 U 0.20 6010 11/16/93
Beryllium 0.0050 U 0.0050 6010 11/16/93
Cadmium 0.0050 U 0.0050 6010 11/16/93
Chromium 0.010 U 0.010 6010 11/16/93
Copper 0.025 U 0.025 6010 11/16/93
Iron 0.10 4] 0.10 6010 11/16/93
Nickel 0.040 U 0.040 6010 11/16/93
Lead 0.0030 U 0.0030 7421 11/11/93
Mercury 0.00020 U 0.00020 7471 11/08/93
Silver 0.010 U 0.010 6010 11/16/93
Zinc 0.020 u 0.020 6010 11/16/93

Data qualifier key:
E - estimated value
M - duplicate injection precision not met

N - spike recovery not within control limits
S - determined by MSA
W - post-digestion spike for Furnace AA is out of control limits (85-115%),
while sample absorbance is <50% of spike absorbance
* - duplicate analysis outside control limits
+ - Correlation coefficient for the MSA <0.995
B - < CRDL but >= IDL
U - none detected
'blank' - positive result

NOTE: Dilution Factor applies to Method 6010 only.
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/06/93 (512% 892-6684
Client Work ID: -D.0.5001 409832-003-01 ork Order: B3-10-300
SAMPLE ID: LAB ELANK #2
SAMPLE DATE:
SAMPLE MATRIX: SOIL
Note Reporting Date Method
Test Name Ref Result Limit Units Analyzed Reference

Chromium VI 0.010U 0.010 MG/KG 11/03/93 EPA7196
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Page: 104 of 106

IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTm, ™
Da?e: 12/06/93 (51%&892-66 4
Client Work ID: 'D.0.5001 409832~003-01 ork Order: B3-10-300

IV. Methodology

Requested analyses were performed according to the following

methods.
TEST NAME TPH - IR TEST CODE 418_1
418 1 Method 418.1: Total Recoverable Petroleum Hydorcarbons,
infrared spectrophotmetric method. Methods for the
chemical analysis of water and wastes. USEPA.
TEST NAME ICP Metals TEST CODE 6010
Metals by ICP Inductively coupled emission spectroscopy according to

Method 6010, "Test Methods for Evaluating Solid Waste
Physical/Chemical Methods", SW-846, Third Edition.
TEST NAME Hazardous Substance Vols. TEST CODE 8240TK
Hazardous Substance Method 8240, SW-846, Test Methods for Evaluating Solid
List Volatiles Wastes, Third Edition. GC/MS Purge and Trap analysis.
TEST NAME ABN HSL GC/MS Extractables TEST CODE 8270TK
Hazardous Substance Method 8270, SW-846, Test Methods for Evaluating Solid

List Extractables Waste, Third Edition. Acid/Base-Neutral extraction
followed by GC/MS analysis.

TEST NAME Arsemnic -~ Graphite Purnace TEST CODE AS_GF

Arsenic Method 7060, SW-846, Test Methods for Evaluating Solid
Graphite Wastes, Third Edition. EPA 206.2-Technical Additions
Furnace to Methods for Chemical Analysis of Water and Wastes,

EPA-600/4-82-055, December 1982.

TEST NAME Chromium VI TEST CODE CR_VI
Chromium VI Method 7196, SW-846, Test Methods for Evaluating Solid

Wastes, Third Edition. Colorimetric analysis.
Equivalent to Standard Methods 3500-Cr D.

- 682-1-89



Page: 105 of 106
Company: IT CORPORATION
Date: 12/06/93

Client Work ID: - D.0.5001

IT ANALYTICAL SERVICES
AUSTIN, TX

51 2)w8°9ri-6684

409832—003-01‘ Order: B3-10-300

TEST NAME Mercury

Mercury

TEST NAME Metals

Method not available.

TEST NAME Lead - Graphite Furnace

Lead
Graphite
Furnace

TEST NAME ICPES Digestion - Water

Water Digestion

TEST NAME GFAA Digestion -

Water Digestion

TEST CODE HG_AA

Method 7471, SW-846, Test Methods for Evaluating Solid
Wastes, Third Edition. Cold vapor atomic absorption.
Method 7470 is used for water.

Method 245.5-"Technical Additions to Methods for
Chemical Analysis of Water and Wastes,"”
EPA-600/4-82~-055, December 1982.

TEST CODE ICPTK2

TEST CODE PB_GF

EPA 7421, SW-846, Test Methods for Evaluating Solid
Wastes, Third Edition.

EPA 239.2-Technical Additions to Methods for Chemical
Analysis of Water and Wastes," EPA-600/4-82-055,
December 1982.

- TEST CODE Z3005

Method 3005A, SW-846, Test Methods for Evaluating Solid
Wastes, Third Edition. Digestion procedure for the
preparation of surface and ground water samples for
analysis by flame atomic absorption spectroscopy and
inductively coupled plasma spectroscopy. The procedure
determines total recoverable or dissolved metals.

Water TEST CODE 23020

Method 3020, SW-846, Test Methods for Evaluating Solid

Wastes, Third Edition. Acid digestion technique for
Graphite Furnace.
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN. TX
Date: 12/06/93 (512&892'8234
Client Work ID: D.0.5001 409832-003-01 ork er: B3-10-300
TEST NAME GFAA Digestion - Soil TEST CODE Z3050F
Soil Digestion Method 3050, SwW-846, Test Methods for Evaluating Solid
wWastes, Third Edition. Acid digestion technique for
Graphite Furnace/Flame AR analysis.
TEST NAME ICPES Digestion - Soil TEST CODE Z3050P
Soil Digestion Method 3050, SW-846, Test Methods for Evaluating Solid

Wastes, Third Edition. Acid digestion technique for
ICPES analysis. Equivalent to Method 3050A, SW-846
Update I, July 1992.
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INTERNATIONAL ANALYSIS REQUEST AND £ Reference Document No. 314070
CORPORATION YO593.2 m"u-w._wwz OF CUSTODY RECORD* Page 1 of 2-_
Project Name/No. ' 7¥FR-520! , . Samples ShipmentDate 7 /8°A1=7> . Bill to:5 QDM@DW“ON R W
Sample Team Members 2 ﬂw»howw%mwmoﬂéosﬁp:\ Lab Destination 8 _ LT7/45" NMLMW/\_ 0:0. S0) 3
Prafit Center No. 3 fWU\MVW o Lab Contact W-RPSSQ\W D@:\R\ o o o m
. 4 — ) 12 D Som.\muo\ R . 3
Project Manager L_zz\ \@\b\ﬂ _u.,o_mon Contact/Phone < m&bwvﬂwruvwhw " Report 010 JNL,B..»/LHBS S.m c B
Purchase Order No.8 407834.03 p6.800l  Carrier/Waybil 206\.\ BYeOF55" YRR T HAvstha- mmm.il,m
i At el . ONE CONTAINER PER LINE T
Sample 14 Sample 15 Ouno\.::‘oa no:aum._a.._ Pre- 19 Requested Testing 20 Condition on 2! Disposal 22
Number Description/Type Collected Type Volume |servative Program Recsipt Record No. <
) /0~ \“'0“ Q : gh. - Q
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. (ORI~ M 118 5
Vi 7oYird Sov| dpeo | | lias cook|  Fz24p
; . 1617 Q
A0/ oEco w20 | | | 8704000 g
_ — /67A|
HL1045 OFRD 25| | R

% oxs * 0| | | gaze/iecd
Kl 0hRe 25 3240
Mo/ e | | [500 70/ L00D

L N [~ "
\ S — / — ]

Special Instructions: 23

Sample Disposal: 2°
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Possible Hazard Identification: 24 .

Non-hazard |_]  Flammable I_]  Skin Irritant ']  Poison B i_]  Unknown K Return to Client!_]  Disposal by rvaA Archive ~ (mos.)
Turnargund Time Required: 26 C,Level: 27

Normal Rushld  , | ) . Y Wi Wil Project Specific (specify): o )

1. Relinquished by 2 miH m\¢ Date:. /D-2/93 |1. Received by 28 \ \‘ . B} . Date yo/z2/73%
{Signatura/Affiliation) Time: Nw.% (Signature/Affiliation Ly s \“ N\\ Time: e 357

2. Relinquished by / Date: 2. Received by Date: L
{Signature/Affiliation) Time: {Signature/Affiliation) Time:

3. Relinquished by Date: _ | 3. Received by Date: o
(Signature/Affiliation) Time: (Signature/Affliation) Time:

Comments: 29
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Project No. Y0783, O30 —520) Samples Shipment Date 07! 73

ONE CONTAINER PER LINE

Reference Document No.3° M\NQND
Page_X of X
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T TONAL ANALYSIS REQUEST AND Reference Document No. 314065
CORPORATION CHAIN OF CUSTODY RECORD* Page 1 of .w..
Project Name/No. ' TAFB  4oa®da, . Samples Shipment Date 7 _ _Q\N_ (143 = _ Bill to:5 { ¥, .0 : W
Sample Team Members .mr,ﬂvvvhu&mwx NLWitsem Lab Destination 8 T\ = d\ostInN b.o: s00) e
e [ e . @
Profit Center No. 2 35 a3 ) Lab Contact m«/m»nWmuRN/w%umhw ‘ e 8
Yo
Projgct Managen? Jusewmy Veylos . Project Contact/Phone ' Daa Rebseases . pono 1010 Tun Semdinas 3
Purchase Order No.® “4o\¥232.:002  __ Carrier/Waybill No. '*Feb e, §H60755483 L ETr Rute P
Required Report Date ' T __ _ —3
equired Report Date 1%, . AITA- l ONE CONTAINER PER LINE o 2
Sample 14 Bample 15 Date/Time '° n!:.b_:n.._ Sample'd  pre. 19 Requested Testing 20 'Condition on 2! Disposal 22
Number Description/Type Collected Type Volume |servative Program Receipt Record No. <
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Special Instructions: 23 . 3
Possible Hazard |dentification: 24 ?mw__ﬁ Sample Disposal: 25 R g
Non-hazard _]  Flammable |_J  Skin Irritant I_}  Poison B | Unknown Return to Client! ]  Disposal by Labls}” Archive = (mos.) m
Turnaround Time Required: 26 QC Level: 27 . _ 7]
Normal i Rushl_} L™ Wlg i) Project Specific (specify}:. . . m
1. Relinquished by 2 TvEES Date: |0/31 /42 1. Received by 28 ] . Dete: /22923
.m_m:mnc.,m\ba__inozﬁg \&, S% PCm—bD Time: -Jm:/ (Signeture/Affiliation) N §&\ \N“l Time: Q%.b\“ m
2. Relinquished by Date: _ . ‘| 2. Received by Date:_ I
(Signature/ Affiliation) Time: (Signature /Affiliation) Time:
3. Relinquished by Date:_ - | 3. Received by Date:
{Signatura/Affiliation) ‘ Time: (Signature/Affiliation) Time:
Comments: 29 o
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Auxiliary Data Summary 12/03/93
Work order : B310300 Sample ID : Al1014
Blank Batch Prep Analysis Dil.
FRAC Tests Reference ID Date Date Factor
02B
Arsenic B310300-21B 11053050F1 11/05/93 11/09/93 100
Chromium VI B310300-21B 1102CR_VI1 11/02/93 11/02/93 10.0
Mercury B310300-21B 1106HGAAL 11/06/93 11/06/93 102
Lead B310300-21B 11053050F1 11/05/93 11/09/93 100



Auxiliary Data Summary 12/03/93

Work order : B310300 Sample ID : Al015
Blank Batch Prep Analysis Dil.
FRAC Tests Reference ID Date Date Factor
03B
Arsenic B310300-21B 11053050F1 03/05/94 11/09/93 97
Chromium VI B310300-21B 1102CR_VI1 11/02/93 11/02/93 10.0
Mercury B310300-21B 1106HGAAL 11/06/93 11/06/93 114

Lead B310300-21B 11053050F1 11/05/93 11/09/93 97



Auxiliary Data Summary 12/03/93

Work order : B310300 Sample ID : Al016
Blank Batch Prep Analysis Dil.
FRAC Tests Reference ID Date Date Factor
04B
Arsenic B310300-21B 11053050F1 11/05/93 11/09/93 97
Chromium VI B310300-21B 1102CR_VI1 11/02/93 11/02/93 10.0
Mercury B310300-21B 1106HGAALl 11/06/93 11/06/93 109

Lead B310300-21B 11053050F1 11/05/93 11/09/93 97



Auxiliary Data Summary 12/03/93

Work order : B310300 Sample ID : Al1017
Blank Batch Prep Analysis Dil.
FRAC Tests Reference ID Date Date Factor
05B
Arsenic B310300-21B 11053050F1 11/05/93 11/09/93 102
Chromium VI B310300-21B 1102CR_VI1 11/02/93 11/02/93 10.0
Mercury B310300-21B 1106HGAAL 11/06/93 11/06/93 116

Lead B310300-21B 11053050F1 11/05/93 11/09/93 408



Auxiliary Data Summary 12/03/93

Work order : B310300 Sample ID : Al018
Blank Batch Prep Analysis Dil.
FRAC Tests Reference ID Date Date Factor
06B
Arsenic B310300-24B 110930201 11/09/93 11/12/93 1.0
Mercury B310300-24B 1108HGAAl 11/08/93 11/08/93 1.0
418 1 B310300-24B 1103TPHIR1 11/03/93 11/05/93 1.0
Lead B310300-24B 110930201 11/09/93 11/11/93 1.0



Auxiliary Data Summary 12/03/93

Work order : B310300 Sample ID : Al1l019
Blank Batch Prep Analysis Dil.
FRAC Tests Reference ID Date Date Factor
07B
Arsenic B310300-21B 11053050F1 11/05/93 11/09/93 115
Chromium VI B310300-21B 1102CR VIl 11/02/93 11/02/93 10.0
Mercury B310300-21B 1106HGAAL 11/06/93 11/06/93 120

Lead B310300-21B 11053050F1 11/05/93 11/09/93 460



Auxiliary Data Summary 12/03/93

Work order : B310300 Sample ID : Al019-MS
Blank Batch Prep Analysis Dil.
FRAC Tests Reference ID Date Date Factor
08B
Arsenic B310300-21B 11053050F1 11/05/93 11/09/93 430
Chromium VI B310300-21B 1102CR_VI1 11/02/93 11/02/93 10.0
Mercury B310300-21B 1106HGAAL 11/06/93 11/06/93 106

Lead B310300~-21B 11053050F1 11/05/93 11/09/93 430



Auxiliary Data Summary 12/03/93

Work order : B310300 Sample ID : A1019-MSD
Blank Batch Prep Analysis Dil.
FRAC Tests Reference ID Date Date Factor
09B
Arsenic B310300-21B 11053050F1 11/05/93 11/09/93 377
Chromium VI B310300-21B 1102CR_VI1 11/02/93 11/02/93 10.0
Mercury B310300-21B 1106HGAAL 11/06/93 11/06/93 112

Lead B310300-21B 11053050F1 11/05/93 11/09/93 377



Auxiliary Data Summary 12/03/93
Work order : B310300 Sample ID : A1020
Blank Batch Prep Analysis Dil.
FRAC Tests Reference 1D Date Date Factor
10B
Arsenic B310300-21B 11053050F1 11/05/93 11/09/93 105
Chromium VI B310300-25A 1103CR_VI1 11/03/93 11/03/93 10.0
Mercury B310300-21B 1106HGAAl 11/06/93 11/06/93 103
Lead B310300-21B 11053050F1 11/05/93 11/09/93 105



Auxiliary Data Summary 12/03/93

Work order : B310300 '~ Sample ID : Al1021
Blank Batch Prep Analysis Dil.
FRAC Tests. Reference ID Date Date Factor
11B
Arsenic B310300-21B 11053050F1 11/05/93 11/09/93 103
Chromium VI B310300-25A 1103CR_VI1 11/03/93 11/03/93 10.0
Mercury B310300-21B 1106HGAAL 11/06/93 11/06/93 109

Lead B310300-21B 11053050F1 11/05/93 11/09/93 103



Auxiliary Data Summary 12/03/93

Work order : B310300 Sample ID : A1500
Blank Batch Prep Analysis Dil.
FRAC Tests Reference ID Date Date Factor
12B
Arsenic B310300-21B 11053050F1 11/05/93 11/10/93 543
Chromium VI B310300-21B 1102CR_VI1 11/02/93 11/02/93 10.0
Mercury B310300-21B 1106HGAAL 11/06/93 11/06/93 104

Lead B310300-21B 11053050F1 11/05/93 11/09/93 109



Auxiliary Data Summary 12/03/93

Work order : B310300 Sample ID : Al501
Blank Batch Prep Analysis Dil.
FRAC Tests Reference ID Date Date Factor
13B
Arsenic B310300-21B 11053050F1 11/05/93 11/09/93 92.6
Chromium VI B310300-21B 1102CR_VI1 11/02/93 11/02/93 10.0
Mercury B310300-21B 1106HGAAl 11/06/93 11/06/93 118

Lead B310300-21B 11053050F1 11/05/93 11/09/93 370



Auxiliary Data Summary 12/03/93

Work order : B310300 Sample ID : A1502
Blank Batch Prep Analysis Dil.
FRAC Tests Reference ID Date Date Factor
14B
Arsenic B310300-21B 11053050F1 11/05/93 11/09/93 106
Chromium VI B310300-25A 1103CR_VI1 11/03/93 11/03/93 10.0
Mercury B310300-21B 1106HGAAL 11/06/93 11/06/93 104

Lead B310300-21B 11053050F1 11/05/93 11/09/93 106



Work order : B310300

Auxiliary Data Summary

12/03/93

Sample ID : A1503

Blank Batch Prep Analysis Dil.
FRAC Tests Reference ID Date Date Factor
15B
Arsenic B310300-21B 11053050F1 03/25/94 11/09/93 116
Chromium VI B310300-25A 1103CR_VI1 11/03/93 11/03/93 10.0
Mercury B310300-21B 1106HGAAL 11/06/93 11/06/93 119
Lead B310300-21B 11053050F1 11/05/93 11/09/93 116



Auxiliary Data Summary 12/03/93

Work order : B310300 Sample ID : Al504
Blank : Batch Prep Analysis Dil.
FRAC Tests Reference ID Date Date Factor
16B
Arsenic B310300-24B 110930201 11/09/93 11/12/93 1.0
Chromium VI B310300-24B 1022CR_VI1 10/22/93 10/22/93 1.0
Mercury B310300-24B 1108HGAAL 11/08/93 11/08/93 1.0
Lead B310300-24B 110930201 11/09/93 11/11/93 1.0



Auxiliary Data Summary 12/03/93

Work order : B310300 Sample ID : A1l1505
Blank Batch Prep Analysis Dil.
FRAC Tests Reference IDp Date Date Factor
17B
Arsenic B310300-21B 11053050F1 11/05/93 11/09/93 104
Chromium VI B310300-25A 1103CR_VI1 11/03/93 11/03/93 10.0
Mercury B310300-21B 1106HGAAL 11/06/93 11/06/93 116

Lead B310300-21B 11053050F12 11/05/93 11/09/93 104



Auxiliary Data Summary

Work order : B310300

12/03/93

Sample ID : Al506

Blank Batch Prep Analysis Dil.
FRAC Tests Reference ID Date Date Factor
188
Arsenic B310300-21B 11053050F1 11/05/93 11/09/93 92.6
Chromium VI B310300-25A 1103CR_VI1 11/03/93 11/03/93 10.0
Mercury B310300-21B 1106HGAAl 11/06/93 11/06/93 111
Lead B310300-21B 11053050F1 11/05/93 11/09/93 370



Auxiliary Data Summary 12/03/93
Work order : B310300 Sample ID : Al1507
Blank Batch Prep Analysis Dil.
FRAC Tests Reference ID Date Date Factor
19B
Arsenic B310300-21B 11053050F1 11/05/93 11/09/93 111
Chromium VI B310300-25A 1103CR_VI1 11/03/93 11/03/93 10.0
Mercury B310300-21B 1106HGAAL 11/06/93 11/06/93 112
Lead B310300-21B 11053050F1 11/05/93 11/09/93 111



Auxiliary Data Summary

1

2/03/93

Work order : B310300 Sample ID : LAB BLANK #1
Blank Batch Prep Analysis Dil.
FRAC Tests Reference ID Date Date Factor
21B
Arsenic B310300-21B 11053050F1 11/05/93 11/09/93 1.0
Chromium VI B310300-21B 1102CR_VI1 11/02/93 11/02/93 1.0
Mercury B310300-21B 1106HGAA1 11/06/93 11/06/93 1.0
Lead B310300-21B 11053050F1 11/05/93 11/09/93 1.0



Auxiliary Data Summary 12/03/93

Work order : B310300 Sample ID : LAB BLANK
Blank Batch Prep Analysis Dil.
FRAC Tests Reference ID Date Date Factor
24B '
Arsenic B310300-24B 110930201 11/09/93 1.0
Chromium VI B310300-24B 1122CR_VI1 10/22/93 10/22/93 1.0
Mercury B310300-21B 1108HGAAl 11/08/93 1.0
Lead B310300-24B 110930201 11/09/93 1.0



Auxiliary Data Summary 12/03/93

Work order : B310300 ' Sample ID : LAB BLANK #2
Blank Batch Prep Analysis Dil.
FRAC Tests Reference ID Date Date Factor

25A Chromium VI B310300-25A 1103CR_VI1 11/03/93 11/03/93 1.0
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CORPORATION SERVICES

CERTIFICATE OF ANALYSIS

IT CORPORATION

1250 CAPITAL OF TX HWY
BLDG. 3, SUITE 200
AUSTIN, TX 78746-6443
TIM JENNINGS

Date: 12/04/93

Work Order: B3-10-297

This is the Certificate of Analysis for the following samples:

Client Work ID: D.O. 5001
Date Received: 10/23/93
Number of Samples: 26
Sample Type: SOIL/WATER

409832-003-01

I. Introduction

Samples were labeled as follows:

SAMPLE IDENTIFICATION LABORATORY #
Al022 B3-10-297-01
Al1023 B3-10-297-02
A1024 B3-10-297-03
Al025 B3-10-297-04
Al1026 B3-10-297-05
Al1027 B3-10-297-06
Al028 B3-10-297-07
Al1028-Ms B3-10-297-08
Al1028-MSD B3-10-297-09
Al1029 B3-10-297-10
Al1030 B3~10-297-11

B3-10-297-12

Al1031

B3-10-297-13

ard Approved:

~~ Jon ell
orAtory Director

American Council of Independent Laboratories
International Association of Environmental Testing Laboratories
American Association for Laboratory Accreditation

681-1-89

IT Analytical Services « 5307 Industrial Oaks Boulevard, Suite 160, Austin, TX 78735 « (512) 892-6684



Page: 2 of

108

Company: IT CORPORATION
Date: 12/04/93
Client Work ID: -D.O. 5001

Samples, continued from above:.

SAMPLE IDENTIFICATION

Al1033

Al1034

Al035

Al036

Al1037

Al038
Al039
Al1040
BLANK
BLANK#2
BLANK#3
BLANK#4
BLANK

BEEEE

II. OQA/QC

409832-003-01

LABORATORY

B3-10-297-14
B3-10-297-15
B3-10-297-16
B3-10-297~-17
B3-10-297-18
B3-10-297-19
B3-10-297-20
B3-10-297-21
B3-10-297-22
B3-10-297-23
B3-10-297-24
B3-10-297-25
B3-10-297-26

IT ANALYTICAL SERVICES

AUSTIN, TX
(5122'892-66

ork Order:

The results presented in this report meet the statement of
work requirements in accordance with Quality Control and

Quality Assurance protocol except as noted in Section IV or

in an optional sample narrative at the end of Section III.

In the presented analytical data,

'ND' or '<’

indicates that

the compound is not detected at the specified limit.

III. Analytical Data

The following page(s) supply results for requested analyses

performed on the samples listed above.

The test results relate to tested items only.
reserves the right to control report production except in

whole.

ITAS-Austin

B3-10-297

682-1-89



Page: 3 of 108

IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/04/93 (51%3 892-6684
Client Work ID: D.O. 5001 409832-003-01 ork Order: B3-10-297

L ]
SAMPLE ID: A1022

SAMPLE DATE: 10/22/93 07:40:00
SAMPLE MATRIX: SOIL

Note Reporting Date Method
Test Name Ref Result Limit Units Analyzed Reference
Chromium VI 0.10U0 0.10 MG/KG 11/03/93 EPA7196

- . 682-1-89



Page: 4 of 108
IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/04/93 (51%2 892-6684
Client Work ID: D.O. 5001 409832-003-01 ork Order: B3-10-297

TEST NAME: Hazardous Substance Vols.
METHOD REFERENCE: EPA8240

SAMPLE ID: A1022

SAMPLE DATE: 10/22/93
SAMPLE MATRIX: SOIL
ANALYSIS DATE: 11/04/93

DILUTION FACTOR: 1.0
UNITS: UG/KG
Reporting Reporting
Result Qual Limit Result Qual Limit
Chloromethane 10 U 10 1,2-Dichloropropane 5 4] 5
Bromomethane 10 U 10 trans-1,3-Dichloropropene S U 5
Vinyl chloride 10 U 10 Trichloroethene 5 U 5
Chloroethane 10 U 10 Chlorodibromomethane 5 U 5
Methylene chloride 10 U 10 1,1,2-Trichloroethane 5 U 5
Acetone 14 JB 100 Benzene 5 U 5
Carbon disulfide 5 U 5 cis-1,3-Dichloropropene 5 U 5
1,1-Dichloroethene 5 U 5 2-Chloroethylvinyl ether 10 U 10
1-Dichloroethane 5 U 5 Bromoform 5 U 5
ans-1,2-Dichloroethene 5 U 5 2-Hexanone 50 U 50
cis-1,2-Dichloroethene 5 U 5 4~-Methyl—~2-pentanone 50 U 50
Chloroform 5 u 5 Tetrachloroethene 5 u 5
1,2-Dichloroethane 5 U 5 1,1,2,2-Tetrachloroethane 5 U 5
2-Butanone 6 JB 100 Toluene 5 U S
1,1,1-Trichloroethane 5 9] 5 Chlorobenzene 5 U 5
Carbon tetrachloride 5 U 5 Ethylbenzene 5 U 5
Vinyl acetate 10 U 10 Styrene 5 U 5
Dichlorobromomethane 5 U 5 Xylenes, total S U 5
Surrogates % Recovery Limits

TOLUENE-D8 102 81 - 117

BROMOFLUOROBENZENE 96 74 - 121

1,2-DICHLOROETHANE-D4 106 70 - 120

Data Qualifier Key:

U - none detected

J - estimated value (less than the sample quantitation limit)

B - analyte is found in the associated blank as well as in the sample
'blank' - positive result

* — Surrogate recovery is outside QC limit

D - compound identified at a secondary dilution factor

E - concentration exceeds calibration range

682-1-89
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/04/93 (51%? 892-6684
Client Work ID: D.O. 5001 409832-003-01 ork Order: B3-10-297

TEST NAME: ABN HSL GC/NS Bxtractables
METHOD REFERENCE: EPA8270

SAMPLE ID: Al1022

SAMPLE DATE: 10/22/93
SAMPLE MATRIX: SOIL
EXTRACTION DATE: 10/27/93
ANALYSIS DATE: 10/31/93
DILUTION FACTOR: 0.033

UNITS: MG/KG Reporting Reportin

Result Qual Limit Result Qual Limit

Phenol 0.033 J 0.330 2,6-Dinitrotoluene 0.330 U 0.330
bis(2-Chloroethyl)ether 0.330 U 0.330 3-Nitroaniline 0.825 U 0.825
2-Chlorophenol 0.330 U 0.330 Acenaphthene 0.330 U 0.330
1,3-Dichlorobenzene 0.330 U 0.330 2,4-Dinitrophenol 0.825 U 0.825
1,4-Dichlorobenzene 0.330 U 0.330 4-Nitrophenol 0.825 U 0.825
Benzyl alcohol 0.330 U 0.330 Dibenzofuran 0.330 U 0.330
1,2-Dichlorobenzene 0.330 U 0.330 2,4-Dinitrotoluene 0.330 U 0.330
2-Methylphenol 0.330 U 0.330 Diethylphthralate 0.330 U 0.330
s(2-Chloroisopropyl)ether 0.330 U 0.330 4-Chlorophenyl-phenylether 0.330 U 0.330
4ethylphenol 0.330 U 0.330 Fluorene 0.330 U 0.330
N-Nitroso-di-n-propylamine 0.330 U 0.330 4-Nitroaniline 0.825 U 0.825
Hexachloroethane 0.330 U 0.330 4,6~-Dinitro-2-methylphenol 0.825 U 0.825
Nitrobenzene 0.330 U 0.330 N-Nitrosodiphenylamine (1) 0.330 U 0.330
Isophorone 0.330 U 0.330 4-Bromophenyl-phenylether 0.330 U 0.330
2-Nitrophenol 0.330 U 0.330 Hexachlorobenzene 0.330 U 0.330
2,4-Dimethylphenol 0.330 U 0.330 Pentachlorophenol 0.825 U 0.825
Benzoic Acid 0.330 U 0.330 Phenanthrene 0.330 U 0.330
bis(2-Chloroethoxy)methane 0.330 U 0.330 Anthracene 0.330 U 0.330
2,4-Dichlorophenol 0.330 U 0.330 Di-n-butylphthalate 0.330 U 0.330
1,2,4~-Trichlorobenzene 0.330 U 0.330 Fluoranthene 0.330 U 0.330
Naphthalene 0.330 U 0.330 Pyrene 0.330 U 0.330
4-Chloroaniline 0.330 U 0.330 Butylbenzylphthalate 0.330 U 0.330
Hexachlorobutadiene 0.330 U 0.330 3,3'-Dichlorobenzidine 0.330 U 0.330
4-Chloro-3-methylphenol 0.330 U 0.330 Benzo(a)anthracene 0.330 U 0.330
2-Methylnaphthalene 0.330 U 0.330 Chrysene 0.330 U 0.330
Hexachlorocyclopentadiene 0.330 U 0.330 bis(2-Ethylhexyl)phthalate 0.330 U 0.330
2,4,6-Trichlorophenol 0.330 U 0.330 Di-n-octylphthalate 0.33 JB 0.330
2,4,5-Trichlorophenol 0.825 U 0.825 Benzo(b)fluoranthene 0.330 U 0.330
2-Chloronaphthalene 0.330 U 0.330 Benzo(k)fluoranthene 0.330 U 0.330
2-Nitroaniline 0.825 U 0.825 Benzo(a)pyrene 0.330 U 0.330
Dimethylphthalate 0.330 U 0.330 Indeno(l,2,3-cd)pyrene 0.330 U 0.330
Acenaphthylene 0.330 U 0.330 Dibenzo(a,h)anthracene 0.330 U 0.330
Benzo(g,h,i)perylene 0.330 U 0.330

682-1-89
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' IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN. TX
Client Work ID: -D.O. 5001 409832-003-01( %ora O:Qgr: B3-10-297
TEST NAME: ABN HSL GC/NS Extractables
METHOD REFERENCE: EPA8270
SAMPLE ID: Al1022
SAMPLE DATE: 10/22/93
SAMPLE MATRIX: SOIL
Surrogates % Recovery Limits
Nitrcbenzene-D5 84 23 - 120
2-Fluorobiphenyl 100 30 - 115
Terphenyl-D14 102 18 - 137
Phenol-D5 80 24 - 113
2-Fluorophenol 78 25 - 121
2,4,6-Tribromophenol 92 19 - 122

(1) N-Nitrosodiphenylamine cannot be separated from diphenylamine.

Data Qualifier Key:

U - none detected

J - estimated value (less than the sample quantitation limit)

B - analyte is found in the associated blank as well as in the sample
'blank' - positive result

* = Surrogate recovery is outside QC limit

D - compound identified at a secondary dilution factor

E - concentration exceeds calibration range

682-1-89
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/04/93 (519 892-6684
Client Work ID: D.O. 5001 409832-003-01 ork Order: B3-10-297

TEST NAME: Metals
METHOD REFERENCE: EPA6010

SAMPLE ID: Al1022

SAMPLE DATE: 10/22/93

SAMPLE MATRIX: SOIL

DILUTION FACTOR (6010): 105.263

UNITS: MG/KG
Result Reporting Method Analysis
Result Qual Limit Reference Date

Arsenic 5.2 N 1.0 7060 11/10/93
Aluminum 17000 N 21 6010 11/12/93
Barium 230 N* 21 6010 11/12/93
Beryllium 0.89 0.53 6010 11/12/93
Cadmium 0.83 0.53 6010 11/12/93
Chromium 19 1.1 6010 11/12/93
Copper 7.4 2.6 6010 11/12/93
Iron -15000 N 11 6010 11/12/93
Nickel 15 4.2 6010 11/12/93
Lead 7.7 N 0.31 7421 11/10/93
Mercury 0.022 U 0.022 7471 11/10/93
Silver 1.1 U 1.1 6010 11/12/93
Zinc 24 2.1 6010 11/12/93

Data qualifier key:

- estimated value

- duplicate injection precision not met

~ spike recovery not within control limits

- determined by MSA

- post-digestion spike for Furnace AR is out of control limits (85-115%),
while sample absorbance is <50% of spike absorbance

- duplicate analysis outside control limits

- Correlation coefficient for the MSA <0.995

< CRDL but >= IDL

- none detected

~ positive result

TnzZxxM

- W+
1

'blank

NOTE: Dilution Factor applies to Method 6010 only.

682-1-89
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/04/93 (512) 892-6684
Client Work ID: D.O. 5001 409832-003-01 Work Order: B3-10-297

e ——————,—,—— e ]
SAMPLE ID: Al1l023
SAMPLE DATE: 10/22/93 07:45:00
SAMPLE MATRIX: SOIL

Note Reporting Date Method
Test Name Ref Result Limit Units Analyzed Reference
Chromium VI 0.10U 0.10 MG/KG 11/03/93 EPA7196

682-1-89
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/04/93 (51%} 892-6684
Client Work ID: D.O. 5001 409832-003-01 ork Order: B3-10-297

-
TEST NAME: Hazardous Substance Vols.
METHOD REFERENCE: EPA8240

SAMPLE ID: A1023
SAMPLE DATE: 10/22/93

SAMPLE MATRIX: SOIL
ANALYSIS DATE: 11/04/93
DILUTION FACTOR: 1.0
UNITS: UG/KG
Reporting Reporting
Result Qual Limit Result Qual Limit
Chloromethane 10 U 10 1,2-Dichloropropane 5 U 5
Bromomethane 10 U 10 trans-1,3-Dichloropropene 5 U 5
Vinyl chloride 10 U 10 Trichloroethene 5 U 5
Chloroethane 10 U 10 Chlorodibromomethane 5 U 5
Methylene chloride 0.9 JB 10 1,1,2-Trichloroethane 5 U 5
Acetone 6.1 JB 100 Benzene 5 U 5
Carbon disulfide ) U 5 cis-1,3-Dichloropropene 5 U 5
1,1-Dichloroethene 5 U 5 2-Chloroettrylvinyl ether 10 U 10
* 1-Dichloroethane 5 U 5 Bromoform 5 U 5
ns=-1,2-Dichloroethene 5 U S 2-Hexanone 50 U 50
cis-1,2-Dichloroethene 5 U 5 4-Methyl-2-pentanone 50 U 50
Chloroform 5 U ) Tetrachloroethene 5 U 5
1,2-Dichloroethane 5 U S 1,1,2,2-Tetrachloroethane 5 U 5
2-Butanone 100 U 100 Toluene 5 U 5
1,1,1-Trichloroethane 5 U 1) Chlorobenzene 5 U 5
Carbon tetrachloride 5 U 5 Ethylbenzene 5 U 5
Vinyl acetate 10 U 10 Styrene 5 U 5
Dichlorobromomethane 5 U 5 Xylenes, total 5 U 5
Surrogates % Recovery Limits
TOLUENE-D8 101 81 - 117
BROMOFLUOROBENZENE 94 74 - 121
1,2~DICHLOROETHANE-D4 107 70 - 120

Data Qualifier Key:
U - none detected
J - estimated value (less than the sample quantitation limit)

B - analyte is found in the associated blank as well as in the sample

‘blank' - positive result
* - Surrogate recovery is outside QC limit
D - compound identified at a secondary dilution factor
E - concentration exceeds calibration range

682-1-89
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Company: IT CORPORAT
Date: 12/04/93

Client Work ID: -D.O.

ION

5001

IT ANALYTICAL SERVICES
AUSTIN, TX

409832-003~01

(512&22&-82 er: B3-10-297

e

TEST NAME: ABN HSL GC/MS Extractables

METHOD REFERENCE:

SAMPLE ID: A1023

SAMPLE DATE: 10/22
SAMPLE MATRIX:
EXTRACTION DATE:
ANALYSIS DATE:

DILUTION FACTOR:
UNITS: MG/KG

10

EPA8270

/93

SOIL

10/27/93
/31/93
0.033

Reporting

Result Qual

Phenol
big(2-Chloroethyl)ether
2-Chlorophenol
1,3-Dichlorobenzene
1,4-Dichlorobenzene
Benzyl alcohol
1,2-Dichlorobenzene
2-Methylphenol
“i8(2-Chloroisopropyl)ether
dethylphenol
N-Nitroso-di-n-propylamine
Hexachloroethane
Nitrobenzene
Isophorone
2-Nitrophenol
2,4-Dimethylphenol
Benzoic Acid
bis(2-Chloroethoxy)methane
2,4-Dichlorophenol
1l,2,4-Trichlorobenzene
Naphthalene
4-Chloroaniline
Hexachlorobutadiene
4~Chloro-3-methylphenol
2~-Methylnaphthalene
Hexachlorocyclopentadiene
2,4,6-Trichlorophenol
2,4,5-Trichlorophenol
2-Chloronaphthalene
2-Nitroaniline
Dimethylphthalate
Acenaphthylene

0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.825
0.330
0.825
0.330
0.330

ddcddcdaddadadcadadadadagadadaccaccogacaaaaacaa

Limit

0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.825
0.330
0.825
0.330
0.330

2,6-Dinitrotoluene
3-Nitroaniline
Acenaphthene
2,4-Dinitrophenol
4-Nitrophenol
Dibenzofuran
2,4-Dinitrotoluene
Diethylphthalate
4-Chlorophenyl-phenylether
Fluorene

4-Nitroaniline
4,6~Dinitro-2-methylphenol
N-Nitrosodiphenylamine (1)
4-Bromophenyl-phenylether
Hexachlorobenzene
Pentachlorophenol
Phenanthrene

Anthracene
Di-n-butylphthalate
Fluoranthene

Pyrene
Butylbenzylphthalate
3,3'-Dichlorobenzidine
Benzo(a)anthracene
Chrysene
bis(2-Ethylhexyl)phthalate
Di-n-octylphthalate
Benzo(b)fluoranthene
Benzo (k) fluoranthene
Benzo(a)pyrene
Indeno(1,2,3-cd)pyrene
Dibenzo(a,h)anthracene
Benzo(g,h,i)perylene

Reportin

Result Qual Limit

0.330
0.825
0.330
0.825
0.825
0.330
0.330
0.330
0.330
0.330
0.825
0.825
0.330
0.330
0.330
0.825
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330

0.12
0.330
0.330
0.330
0.330
0.330
0.330

0.330
0.825
0.330
0.825
0.825
0.330
0.330
0.330
0.330
0.330
0.825
0.825
0.330
0.330
0.330
0.825
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330

ddddadgaadacagagaagdadgdagagaogagagagaaad

[&]
w

dadddcadaa

682-1-89



Page: 11

Company: I
Date: 12/0
Client Work

of 108

T CORPORATION
4/93
ID: D.O. 5001 409832-003-01

IT ANALYTICAL SERVICES
AUSTIN, TX
(512) 892-6684

Work Order:

B3-10-297

“

TEST NAME: ABN HSL GC/MS Extractables
METHOD REFERENCE: EPA8270

SAMPLE I
SAMPLE D

D: A1023
ATE: 10/22/93

SAMPLE MATRIX: SOIL

Surrogates % Recovery
Nitrobenzene-D5. - 76
2-Fluorobiphenyl 96
Terphenyl-D14 98
Phenol-D5 71
2-Fluorophenol 69
2,4,6-Tribromophenocl 77

Limits
23 -
30 -
18 -
24 -
25 -
19 -

(1) N-Nitrosodiphenylamine cannot be separated from diphenylamine.

Data Qua
U-

lifier KRey:
none detected

estimated value (less than the sample quantitation limit)
analyte is found in the associated blank as well as in the sample

positive result
Surrogate recovery is outside QC limit

compound identified at a secondary dilution factor

concentration exceeds calibration range

120
115
137
113
121
122

682-1-89
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/04/93 (51%%892-6684
Client Work ID: 'D.O. 5001 409832-003-01 ork Order: B3-10-297

TEST NAME: Metals
METHOD REFERENCE: EPA6010

SAMPLE ID: A1023

SAMPLE DATE: 10/22/93

SAMPLE MATRIX: SOIL

DILUTION FACTOR (6010): 105.263

UNITS: MG/KG
Result Reporting Method Analysis
Result Qual Limit Reference Date

Arsenic 6.0 N 1.1 7060 11/10/93
Aluminum 17000 N 21 6010 11/12/93
Barium 310 N* 21 6010 11/12/93
Beryllium 0.95 0.53 6010 11/12/93
Cadmium 0.70 0.53 6010 11/12/93
Chromium 35 1.1 6010 11/12/93
Copper 9.4 2.6 6010 11/12/93
Iron 17000 N 11 6010 11/12/93
Nickel 22 4.2 6010 11/12/93
Lead 6.1 N '0.32 7421 11/10/93
Mercury 0.022 U 0.022 7471 11/10/93
Silver 1.1 U 1.1 6010 11/12/93
Zinc 26 2.1 6010 11/12/93

Data qualifier key:
E - estimated value

- duplicate injection precision not met

- spike recovery not within control limits

- determined by MSA

- post-digestion spike for Furnace AA is out of control limits (85-115%),
while sample absorbance is <50% of spike absorbance

- duplicate analysis outside control limits

- Correlation coefficient for the MSA <0.995

< CRDL but >= IDL

- none detected

‘blank' - positive result

T nzx

O W+
1

NOTE: Dilution Factor applies to Method 6010 only.

682-1-89
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/04/93 (512) 892-6684

Client Work ID: D.O. 5001

409832-003-01 Work Order: B3-10-297

“

TEST NAME: Hazardous Substance Vols.
METHOD REFERENCE: EPA8240

SAMPLE ID: A1024
SAMPLE DATE: 10/19/93
SAMPLE MATRIX: WATER
ANALYSIS DATE: 10/31/93

DILUTION FACTOR: 1.0
UNITS: UG/L
Reporting Reporting
Result Qual Limit Result Qual Limit
Chloromethane 10 U 10 1,2-Dichloropropane 5 U 5
Bromomethane 10 U 10 trans-1, 3-Dichloropropene 5 U 5
Vinyl chloride 10 4] 10 Trichloroethene 5 U 5
Chloroethane 10 U 10 Chlorodibromomethane 5 U 5
Methylene chloride 6.7 JB 10 1,1,2-Trichloroethane 5 U 5
Acetone 100 U ico Benzene 5 U 5
Carbon disulfide 5 U 5 cis-1,3-Dichloropropene 5 U 5
1,1-Dichloroethene 5 U 5 2-Chloroethvlvinyl ether 10 U 10
“~Dichloroethane 5 U 5 Bromoform 5 U 5
.ns-1,2-Dichloroethene 5 u 5 2-Hexanone S0 U 50
cis-1,2-Dichloroethene 5 U 5 4-Methyl-2-pentanone 50 U 50
Chloroform 5 U 5 Tetrachloroethene 5 U 5
1,2-Dichloroethane 5 U 5 1,1,2,2-Tetrachloroethane 5 U 5
2-Butanone 100 U 100 Toluene 5 §) 5
1,1,1-Trichloroethane 5 u 5 Chlorobenzene 5 U 5
Carbon tetrachloride 5 §) 5 Ethylbenzene 5 U 5
Vinyl acetate 10 U 10 Styrene 5 U 5
Dichlorobromomethane 5 U 5 Xylenes, total 5 U 5
Surrogates % Recovery Limits

TOLUENE-D8 93 88 - 110

BROMOFLUOROBENZENE 97 74 - 121

1,2~-DICHLOROETHANE-D4 96 70 - 120

Data Qualifier Key:
U - none detected

J - estimated value (less than the sample quantitation limit)

B - analyte is found in the associated blank as well as in the sample
‘blank’' - positive result

* - Surrogate recovery is outside QC limit

D - compound identified at a secondary dilution factor

E - concentration exceeds calibration range

682-1-89
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/04/93 (512) 892-6684
Client Work ID: D.O. 5001 409832-003-01 Work Order: B3-10-297

L =
SAMPLE ID: A1025
SAMPLE DATE: 10/22/93 07:55:00
SAMPLE MATRIX: SOIL

Note Reporting Date Method
Test Name Ref Result Limit Units Analyzed Reference
Chromium VI 0.10U 0.10 MG/KG 11/03/93 EPA7196

682-1-89
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/04/93 '

(512) 892-6684

Client Work ID: 'D.O. 5001 409832-003-01 Work Order:

e

B3-10-297

TEST NAME: Hazardous Substance Vols.
METHOD REFERENCE: EPA8240

SAMPLE ID: A1025
SAMPLE DATE: 10/22/93

SAMPLE MATRIX: SOIL
ANALYSIS DATE: 11/04/93
DILUTION FACTOR: 1.0
UNITS: UG/KG
Reporting Reporting
Result Qual Limit Result Qual Limit
Chloromethane 10 U 10 1,2-Dichloropropane 5 U 5
Bromomethane 10 U 10 trans-1,3-Dichloropropene 5 U S
Vinyl chloride 10 U 10 Trichloroethene 5 U 5
Chloroethane 10 U 10 Chlorodibromomethane ) U 5
Methylene chloride 10 U 10 1,1,2-Trichloroethane 5 U 5
Acetone 8.9 UJB 100 Benzene 5 U 5
Carbon disulfide 5 U ) cis-1,3-Dichloropropene 5 U 5
1,1-Dichloroethene 5 U 5 2-Chloroethylvinyl ether 10 U 10
° 1-Dichloroethane 5 U 5 Bromoform 5 U 5
ins-1,2-Dichloroethene 5 U 5 2-Hexanone SO u 50
cis-1,2-Dichloroethene 5 U S 4-Methyl-2-pentanone 50 U 50
Chloroform 5 U 5 Tetrachloroethene 5 U 5
1,2-Dichloroethane 5 U 5 1,1,2,2-Tetrachloroethane 5 u 5
2-Butanone 3.7 JB 100 Toluene 5 U 5
1,1,1-Trichloroethane 5 U 5 Chlorobenzene 5 U 5
Carbon tetrachloride 5 U 5 Ethylbenzene 5 U 5
Vinyl acetate 10 U 10 Styrene 5 U 5
Dichlorobromomethane 5 U 5 Xylenes, total 5 U 5
Surrogates % Recovery Limits
TOLUENE-D8 100 81 - 117
BROMOFLUOROBENZENE 97 74 - 121
1,2-DICHLOROETHANE-D4 105 70 - 120

Data Qualifier Key:

U -~ none detected

J - estimated value (less than the sample quantitation limit)

B - analyte is found in the associated blank as well as in the sample
'blank' - positive result

* - Surrogate recovery is outside QC limit

D - compound identified at a secondary dilution factor

E - concentration exceeds calibration range

[N 682-1-89
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Company: IT CORPORAT
Date: 12/04/93

Client Work ID: 'D.O.

ION

5001

IT ANALYTICAL SERVICES

AUSTIN,

X

(512) 892-6684

409832-003-01 Work

Order:

B3-10-297

S

TEST NAME: ABN HSL GC/MS Extractables
EPA8270 :

METHOD REFERENCE:

SAMPLE ID: A1025

SAMPLE DATE: 10/22
SAMPLE MATRIX:
EXTRACTION DATE:
ANALYSIS DATE:

DILUTION FACTOR:
UNITS: MG/KG

10

/93

SOIL

10/27/93
/31793
0.033

Reporting

Result OQual Limit

Phenol
bis(2-Chloroethyl)ether
2-Chlorophenol
1,3~-Dichlorobenzene
1,4-Dichlorobenzene
Benzyl alcohol
1,2-Dichlorobenzene
2-Methylphenol
*s(2-Chloroisopropyl)ether
fethylphenol
N-Nitroso-di-n-propylamine
Hexachloroethane
Nitrobenzene
Isophorone
2-Nitrophenol
2,4-Dimethylphenol
Benzoic Acid
bis(2-Chloroethoxy)methane
2,4-Dichlorophenol
l1,2,4-Trichlorobenzene
Naphthalene
4-Chloroaniline
Hexachlorobutadiene
4-Chloro-3-methylphenol
2-Methylnaphthalene
Hexachlorocyclopentadiene
2,4,6-Trichlorophenol
2,4,5-Trichlorophenol
2-Chloronaphthalene
2-Nitroaniline
Dimethylphthalate
Acenaphthylene

0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.825
0.330
0.825
0.330
0.330

dddaodcdddadadgaogcocagadaocdadacgagaagacacdocacaaagcacccdaag

0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.825
0.330
0.825
0.330
0.330

2,6-Dinitrotoluene
3-Nitroaniline
Acenaphthene
2,4-Dinitrophenol
4-Nitrophenol
Dibenzofuran
2,4-Dinitrotoluene
Diethylphthalate
4-Chlorophenyl-phenylether
Fluorene

4-Nitroaniline
4,6-Dinitro-2-methylphenol
N-Nitrosodiphenylamine (1)
4-Bromophenyl-phenylether
Hexachlorobenzene
Pentachlorophenol
Phenanthrene

Anthracene
Di-n~-butylphthalate
Fluoranthene

Pyrene
Butylbenzylphthalate
3,3'-Dichlorobenzidine
Benzo(a)anthracene
Chrysene
bis(2-Ethylhexyl)phthalate
Di-n-octylphthalate
Benzo(b)fluoranthene
Benzo(k)fluoranthene
Benzo(a)pyrene
Indeno(l,2,3-cd)pyrene
Dibenzo(a,h)anthracene
Benzo(g,h,i)perylene

Result

0.330
0.825
0.330
0.825
0.825
0.330
0.330
0.330
0.330
0.330
0.825
0.825
0.330
0.330
0.330
0.825
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.033
0.330
0.330
0.330
0.330
0.330
0.330

Reportin
Qual Limit
0.330
0.825
0.330
0.825
0.825
0.330
0.330
0.330
0.330
0.330
0.825
0.825
0.330
0.330
0.330
0.825
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330

Wodadadaddaddagadadagdaadaagdagaagdadgaaaca

[

acagaadacac

682-1-89



Page: 17 of 108

IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/04/93 (512) 892-6684
Client Work ID: D.O. 5001 409832-003-01 Work Order: B3~10-297

TEST NAME: ABN HSL GC/NMS Extractables
METHOD REFERENCE: EPA8270

SAMPLE ID: Al1025
SAMPLE DATE: 10/22/93
SAMPLE MATRIX: SOIL

Surrogates ‘ % Recovery Limits

Nitrobenzene-D5 81 23 - 120
2-Fluorobiphenyl 94 30 - 115
Terphenyl-D14 98 18 - 137
Phenol-D5 79 24 - 113
2-Fluorophenol 72 25 - 121
2,4,6-Tribromophenol 84 19 - 122

(1) N-Nitrosodiphenylamine cannot be separated from diphenylamine.

Data Qualifier Key:

U - none detected

J - estimated value (less than the sample quantitation limit)

B - analyte is found in the associated blank as well as in the sample
'blank' - positive result

* = Surrogate recovery is outside QC limit

D - compound identified at a secondary dilution factor

E - concentration exceeds calibration range

682-1-89
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IT ANALYTICAL SERVICES
Company: IT CORPORATION }ﬂﬂ?[ﬂi,]ﬁ{
Date: 12/04/93 (512) 892-6684
Client Work ID: ©D.O. 5001 409832-003-01 Work Order: B3-10-297

TEST NAME: Metals
METHOD REFERENCE: EPA6010

SAMPLE ID: A1025

SAMPLE DATE: 10/22/93

SAMPLE MATRIX: SOIL

DILUTION FACTOR (6010): 102.040

UNITS: MG/KG
Result Reporting Method Analysis
Result Qual Limit Reference Date

Arsenic 3.0 N 1.1 7060 11/10/93
Aluminum 11000 N 20 6010 11/12/93
Barium 430 N* 20 6010 11/12/93
Beryllium 0.72 0.51 6010 11/12/93
Cadmium 0.51 U 0.51 6010 11/12/93
Chromium 16 1.0 6010 11/12/93
Copper 7.6 2.6 6010 11/12/93
Iron 14000 N 10 6010 11/12/93
Nickel 15 4.1 6010 11/12/93
Lead 5.9 N 0.32 7421 11/10/93
Mercury 0.024 U 0.024 7471 11/10/93
Silver 1.0 U 1.0 6010 11/12/93
Zinc 20 2.0 6010 11/12/93

Data qualifier key:
E - estimated value

- duplicate injection precision not met

- spike recovery not within control limits

- determined by MSA

- post-digestion spike for Furnace AR is out of control limits (85-115%),
while sample absorbance is <50% of spike absorbance

= duplicate analysis outside control limits

- Correlation coefficient for the MSA <0.995

< CRDL but >= IDL

- none detected

'blank' - positive result

2=z

w4+ *
]

NOTE: Dilution Factor applies to Method 6010 only.

682-1-89
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/04/93 (512) 892-6684
Client Work ID: D.O. 5001 409832-003-01 der Order: B3-10-297

e e
SAMPLE ID: Al1026

SAMPLE DATE: 10/22/93 08:00:00
SAMPLE MATRIX: SOIL

Note Reporting Date Method
Test Name Ref Result Limit Units Analyzed Reference

Chromium VI 0.10U0 0.10 MG/KG 11/03/93 EPA7196

682-1-89
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/04/93 (511.:? 892-6684
Client Work ID: D.O. 5001 409832-003-01 ork Order: B3-10-297

.

TEST NAME: Hazardous Substance Vols.
METHOD REFERENCE: EPA8240

SAMPLE ID: A1026

SAMPLE DATE: 10/22/93
SAMPLE MATRIX: SOIL
ANALYSIS DATE: 11/04/93

DILUTION FACTOR: 1.0
UNITS: UG/KG
Reporting Reporting
Result Qual Limit Result Qual Limit
Chloromethane 10 ) 10 1,2-Dichloropropane 5 U )
Bromomethane 10 U 10 trans-1, 3-Dichloropropene 5 U 5
Vinyl chloride 10 U 10 Trichloroethene 5 U 5
Chloroethane 10 U 10 Chlorodibromomethane 5 U 5
Methylene chloride 1.4 JB 10 1,1,2-Trichloroethane 5 U 5
Acetone 6.5 JB 100 Benzene 5 U 5
Carbon disulfide 5 U 5 cis-1, 3-Dichloropropene 5 4] S
1,1-Dichloroethene 5 U 5 2-Chloroethylvinyl ether 10 U 10
" 1-Dichloroethane 15 5 Bromoform 5 4] 5
.ns-1,2-Dichloroethene 5 U 5 2-Hexanone 50 3] 50
cis-1l,2-Dichloroethene 3.5 J S 4-Methyl-2-pentanone 50 U 50
Chloroform 5 U 5 Tetrachloroethene 5 U 5
1,2-Dichloroethane 5 4] ) 1,1,2,2-Tetrachloroethane 5 U 5
2-Butanone 3.1 JB 100 Toluene 5 U 5
1,1,1-Trichloroethane 5 U 5 Chlorobenzene 5 U 5
Carbon tetrachloride 5 U 5 Ethylbenzene 5 U 5
Vinyl acetate 10 U© 10 Styrene 5 U 5
Dichlorobromomethane 5 U ) Xylenes, total ) U 5
Surrogates $ Recovery Limits

TOLUENE-D8 101 81 - 117

BROMOFLUOROBENZENE 100 74 - 121

1,2-~-DICHLOROETHANE-D4 106 70 - 120

Data Qualifier Key:

U - none detected

J - estimated value (less than the sample quantitation limit)

B - analyte is found in the associated blank as well as in the sample
'blank' - positive result

* — Surrogate recovery is outside QC limit

D - compound identified at a secondary dilution factor

E - concentration exceeds calibration range

682-1-89
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/04/93 (51%) 892-6684
Client Work ID: D.O. 5001 409832-003-01 ork Order: B3-10-297

TEST NAME: ABN HSL GC/MS Bxtractables
METHOD REFERENCE: EPA8270

SAMPLE ID: A1026

SAMPLE DATE: 10/22/93
SAMPLE MATRIX: SOIL
EXTRACTION DATE: 10/27/93
ANALYSIS DATE: 10/31/93
DILUTION FACTOR: 0.033

UNITS: MG/KG Reporting Reportin

Result Qual Limit Result Qual Limit

Phenol 0.330 U 0.330 2,6-Dinitrotoluene 0.330 U 0.330
bis(2-Chloroethyl)ether 0.330 U 0.330 3-Nitroaniline 0.825 U 0.825
2-Chlorophenol 0.330 U 0.330 Acenaphthene 0.330 U 0.330
1,3-Dichlorobenzene 0.330 U 0.330 2,4-Dinitrophenol 0.825 U 0.825
1,4-Dichlorobenzene 0.330 U 0.330 4-Nitrophenol 0.825 U 0.825
Benzyl alcohol 0.330 U 0.3320 Dibenzofuran 0.330 U 0.330
1,2-Dichlorobenzene 0.330 U 0.330 2,4-Dinitrotoluene 0.330 U 0.330
2-Methylphenol 0.330 U 0.330 Diethylphthalate 0.330 U 0.330
¥ 's(2-Chloroisopropyl)ether 0.330 U 0.330 4-Chlorophenyl-phenylether 0.330 U 0.330
ethylphenol 0.330 U-0.330 Fluorene 0.330 U 0.330
N-Nitroso-di-n-propylamine 0.330 U 0.330 4-Nitroaniline 0.825 U 0.825
Hexachloroethane 0.330 U 0.330 4,6-Dinitro-2-methylphenol 0.825 U 0.825
Nitrobenzene 0.330 U 0.330 N-Nitrosodiphenylamine (1) 0.330 U 0.330
Isophorone 0.330 U 0.330 4-Bromophenyl-phenylether 0.330 U 0.330
2-Nitrophenol 0.330 U 0.330 Hexachlorobenzene 0.330 U 0.330
2,4-Dimethylphenol 0.330 U 0.330 Pentachlorophenol 0.825 U 0.825%5
Benzoic Acid 0.330 U 0.330 Phenanthrene 0.330 U 0.330
bis(2-Chloroethoxy)methane 0.330 U 0.330 Anthracene 0.330 U 0.330
2,4-Dichlorophenol 0.330 U 0.330 Di-n-butylphthalate 0.330 U 0.330
1,2,4-Trichlorobenzene 0.330 U 0.330 Fluoranthene 0.330 U 0.330
Naphthalene 0.330 U 0.330 Pyrene 0.330 U 0.330
4-Chloroaniline 0.330 U 0.330 Butylbenzylphthalate 0.330 U 0.330
Hexachlorobutadiene 0.330 U 0.330 3,3'-Dichlorobenzidine 0.330 U 0.330
4-Chloro-3-methylphenol 0.330 U 0.330 Benzo(a)anthracene 0.330 U 0.330
2-Methylnaphthalene 0.330 U 0.330 Chrysene 0.330 U 0.330
Hexachlorocyclopentadiene 0.330 U 0.330 bis(2-Ethylhexyl)phthalate 0.330 U 0.330
2,4,6-Trichlorophenol 0.330 U 0.330 Di-n-octylphthalate 0.330 U 0.330
2,4,5-Trichlorophenocl 0.825 U 0.825 Benzo(b)fluoranthene 0.330 U 0.330
2-Chloronaphthalene 0.330 U 0.330 Benzo(k)fluoranthene 0.330 U 0.330
2-Nitroaniline 0.825 U 0.825 Benzo(a)pyrene 0.330 U 0.330
Dimethylphthalate 0.330 U 0.330 Indeno(1,2,3-cd)pyrene 0.330 U 0.330
Acenaphthylene 0.330 U 0.330 Dibenzo(a,h)anthracene 0.330 U 0.330
Benzo(g,h, i)perylene 0.330 U 0.330

. 682-1-89
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/04/93 (512) 892-6684
Client Work ID: D.O. 5001 409832-003-01 Work Order: B3-10-297

TEST NAME: ABN HSL GC/MS Extractables
METHOD REFERENCE: EPA8270 o

SAMPLE ID: A1026
SAMPLE DATE: 10/22/93
SAMPLE MATRIX: SOIL

Surrogates % Recovery Limits

Nitrobenzene-D5 77 23 - 120
2-Fluorobiphenyl 92 30 - 115
Terphenyl-D14 93 18 - 137
Phenol-D5 77 24 - 113
2-Fluorophenol 74 25 - 121
2,4,6-Tribromophenol 82 19 - 122

(1) N-Nitrosodiphenylamine cannot be separated from diphenylamine.

Data Qualifier Key:
U - none detected
J - estimated value (less than the sample quantitation limit)
analyte is found in the associated blank as well as in the sample
'blank' - positive result
- Surrogate recovery is outside QC limit
compound identified at a secondary dilution factor
- concentration exceeds calibration range

- w
|

o »*
|
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/04/93 (512) 892-6684
Client Work ID: ©D.0. 5001 409832-003-01 Work Order: B3-10-297

L

TEST NAME: Metals
METHOD REFERENCE: EPA6010

SAMPLE ID: A1026
SAMPLE DATE: 10/22/93

SAMPLE MATRIX: SOIL

DILUTION FACTOR (6010): 88.4955

UNITS: MG/KG
Result Reporting Method Analysis
Result Qual Limit Reference Date

Arsenic 2.0 N 0.98 7060 11/10/93
Aluminum 13000 N 18 6010 11/12/93
Barium 510 N* 18 6010 11/12/93
Beryllium 0.77 0.44 6010 11/12/93
Cadmium 0.44 u 0.44 6010 11/12/93
Chromium 17 0.88 6010 11/12/93
Copper 8.5 2.2 6010 11/12/93
Iron 14000 N 8.8 6010 11/12/93
Nickel 15 3.5 6010 11/12/93
Lead 5.7 N 0.29 7421 11/10/93
Mercury 0.020 U 0.020 7471 11/10/93
Silver 0.88 U 0.88 6010 11/12/93
Zinc 21 1.8 6010 11/12/93

Data qualifier key:

- estimated value

- duplicate injection precigion not met

- spike recovery not within control limits

- determined by MSA

- post-digestion spike for Furnace AA is out of control limits (85-115%),
while sample absorbance is <50% of spike absorbance

- duplicate analysis outside control limits

- Correlation coefficient for the MSA <0.995

< CRDL but >= IDL

- none detected

'blank®' - positive result

Tnzxm

- QW o+ »
[}

NOTE: Dilution Factor applies to Method 6010 only.
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IT ANALYTICAL SERVICES
Company: IT CORPORATION . AUSTIN, TX
Date: 12/04/93 (512) 892-6684
Client Work ID: D.O. 5001 409832-003-01 Work Order: B3-10-297

SAMPLE ID: A1027
SAMPLE DATE: 10/22/93 09:45:00
SAMPLE MATRIX: SOIL

Note Reporting Date Method
Test Name Ref Result Limit Units Analyzed Reference

Chromium VI 0.10U0 0.10 MG/KG 11/03/93 EPA7196

682-1-89
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/04/93 (512) 892-6684
Client Work ID: D.O. 5001 409832-003-01 Work Order: B3-10-297

—

TEST NAME: Hazardous Substance Vols.
METHOD REFERENCE: EPA8240

SAMPLE ID: A1027
SAMPLE DATE: 10/22/93

SAMPLE MATRIX: SOIL
ANALYSIS DATE: 11/04/93
DILUTION FACTOR: 1.0
UNITS: UG/KG
Reporting Reporting
Result Qual Limit Result Qual Limit
Chloromethane 10 U 10 1l,2-Dichloropropane 5 U S
Bromomethane 10 U 10 trans-1,3-Dichloropropene ) U 5
Vinyl chloride 10 ) 10 Trichloroethene 5 U 5
Chloroethane 10 u 10 Chlorodibromomethane 5 U 5
Methylene chloride 9.6 JB 10 1,1,2-Trichloroethane 5 U 5
Acetone 140 B 100 Benzene 5 U 5
Carbon disulfide 5 U 5 cis-1,3-Dichloropropene 5 4] 5
1,1-Dichloroethene 5 4] 5 2-Chloroethrlvinyl ether 10 U 10
® “-Dichloroethane 9.1 5 Bromoform S U 5
ns=-1,2-Dichloroethene 5 U 5 2-Hexanone 50 U 50
cis-1,2-Dichloroethene 5 u 5 4-Methyl-2-pentanone 9.5 J 50
Chloroform 5 U 5 Tetrachloroethene 5 U 5
l,2-Dichloroethane 5 U 5 1,1,2,2-Tetrachloroethane 5 o 5
2-Butanone 17 JB 100 Toluene 5 U 5
1,1,1-Trichloroethane 5 U 5 Chlorobenzene 2.8 J 5
Carbon tetrachloride 5 U 5 Ethylbenzene 4.2 J 5
Vinyl acetate 10 U. 10 Styrene 5 U 5
Dichlorobromomethane 5 U 5 Xylenes, total 22 5
Surrogates % Recovery Limits
TOLUENE-D3 108 81 - 117
BROMOFLUOROBENZENE 91 74 - 121
1,2-DICHLOROETHANE-D4 107 70 - 120

Data Qualifier Key:

U - none detected

J - estimated value (less than the sample quantitation limit)

B - analyte is found in the associated blank as well as in the sample
'blank' - positive result

* - Surrogate recovery is outside QC limit

D - compound identified at a secondary dilution factor

E - concentration exceeds calibration range

682-1-89
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/04/93 -
Client Work ID: D.O. 5001 409832~003-01 612&08&2 Oxéc?ér: B3-10~297
TEST NAME: ABN HSL GC/MS Extractables
METHOD REFERENCE: EPA8270
SAMPLE ID: A1027
SAMPLE DATE: 10/22/93
SAMPLE MATRIX: SOIL
EXTRACTION DATE: 10/27/93
ANALYSIS DATE: 10/31/93
DILUTION FACTOR: 0.033
UNITS: MG/KG Reporting Reportin
Result Qual Limit Result Qual Limit
Phenol 0.059 J 0.330 2,6-Dinitrotoluene 0.330 U 0.330
bis(2-Chloroethyl)ether 0.330 U 0.330 3-Nitroaniline 0.825 U 0.825
2-Chlorophenol 0.330 U 0.330 Acenaphthene 0.330 U 0.330
1,3-Dichlorobenzene 0.330 U 0.330 2,4-Dinitrophenol 0.825 U 0.825
1,4-Dichlorobenzene 0.330 U 0.330 4-Nitrophenol 0.825 U 0.825
Benzyl alcohol 0.330 U 0.330 Dibenzofuran 0.330 U 0.330
1,2-Dichlorobenzene 0.330 U 0.330 2,4-Dinitrotoluene 0.330 U 0.330
2-Methylphenol 0.330 U 0.330 Diethylphthalate 0.330 U 0.330
rig(2-Chloroisopropyl)ether 0.330 U 0.330 4-Chlorophenyl-phenylether 0.330 U 0.330
ethylphenol 0.330 U 0.330 Fluorene 0.330 U 0.330
N-Nitroso-di-n-propylamine 0.330 U 0.330 4-Nitroaniline 0.825 U 0.825
Hexachloroethane 0.330 U 0.330 4,6-Dinitro-2-methylphenol 0.825 U 0.825
Nitrobenzene 0.330 U 0.330 N-Nitrosodiphenylamine (1) 0.330 U 0.330
Isophorone 0.330 U 0.330 4-Bromophenyl-phenylether 0.330 U 0.330
2-Nitrophenol 0.330 U 0.330 Hexachlorobenzene 0.330 U 0.330
2,4-Dimethylphenol 0.330 U 0.330 Pentachlorophenol 0.825 U 0.825
Benzoic Acid 0.330 U 0.330 Phenanthrene 0.330 U 0.330
bis(2-Chloroethoxy)methane 0.330 U 0.330 Anthracene 0.330 U 0.330
2,4-Dichlorophenol 0.330 U 0.330 Di-n-butylphthalate 0.330 U 0.330
1,2,4-Trichlorobenzene 0.330 U 0.330 Fluoranthene 0.330 U 0.330
Naphthalene 0.330 U 0.330 Pyrene 0.330 U 0.330
4-Chloroaniline 0.330 U 0.330 Butylbenzylphthalate 0.330 U 0.330
Hexachlorobutadiene 0.330 U 0.330 3,3'-Dichlorobenzidine 0.330 U 0.330
4-Chloro-3-methylphenol 0.330 U 0.330 Benzo(a)anthracene 0.330 U 0.330
2-Methylnaphthalene 0.330 U 0.330 Chrysene 0.330 U 0.330
Hexachlorocyclopentadiene 0.330 U 0.330 bis(2-Ethylhexyl)phthalate 0.330 U 0.330
2,4,6-Trichlorophenol 0.330 U 0.330 Di-n-octylphthalate 0.330 U 0.330
2,4,5-Trichlorophenol 0.825 U 0.825 Benzo(b)fluoranthene 0.330 U 0.330
2-Chloronaphthalene 0.330 U 0.330 Benzo(k)fluoranthene 0.330 U 0.330
2-Nitroaniline 0.825 U 0.825 Benzo(a)pyrene 0.330 U 0.330
Dimethylphthalate 0.330 U 0.330 Indeno(1l,2,3-cd)pyrene 0.330 U 0.330
Acenaphthylene 0.330 U 0.330 Dibenzo(a,h)anthracene 0.330 U 0.330
Benzo(g,h,i)perylene 0.330 U 0.330
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Dai.'.e: 12/04/93 (512% 892-6684
Client Work ID: D.O. 5001 409832-003-01 ork Order: B3~10-297

TEST NAME: ABN HSL GC/MS Extractables
METHOD REFERENCE: EPA8270

SAMPLE ID: A1027
SAMPLE DATE: 10/22/93
SAMPLE MATRIX: SOIL

Surrogates . % Recovery Limits

Nitrobenzene-D5S 81 23 - 120
2-Fluorobiphenyl 100 30 - 115
Terphenyl-D14 108 18 - 137
Phenol-DS 80 24 - 113
2-Fluorophenol 76 25 - 121
2,4,6-Tribromophenol 92 19 - 122

(1) N-Nitrosodiphenylamine cannot be separated from diphenylamine.

Data Qualifier Key:

U - none detected

J - estimated value (less than the sample quantitation limit)

B - analyte is found in the associated blank as well as in the sample
'blank' - positive result

* - Surrogate recovery is outside QC limit

D - compound identified at a secondary dilution factor

E - concentration exceeds calibration range

- 682-1-89
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/04/93 (512) 892-6684
Client Work ID: D.O. 5001 409832-003-01 Work Order: B3-10-297

TEST NAME: Metals
METHOD REFERENCE: EPA6010

SAMPLE ID: A1027

SAMPLE DATE: 10/22/93

SAMPLE MATRIX: SOIL

DILUTION FACTOR (6010): 108.695

UNITS: MG/KG
Result Reporting Method Analysis
Result Qual Limit Reference Date

Arsenic 4.8 N 1.0 7060 11/10/93
Aluminum 18000 N 22 6010 11/12/93
Barium 300 N* 22 6010 11/12/93
Beryllium 1.0 0.54 6010 11/12/93
Cadmium 0.97 0.54 6010 11/12/93
Chromium 21 1.1 6010 11/12/93
Copper 8.5 2.7 6010 11/12/93
Iron 15000 N 11 6010 11/12/93
Nickel 15 4.3 6010 11/12/93
Lead 11 N 1.2 7421 11/10/93
Mercury 0.023 U 0.023 7471 11/10/93
Silver 1.1 U 1.1 6010 11/12/93
Zinc 29 2.2 6010 11/12/93

Data qualifier key:
E - estimated value

- duplicate injection precision not met

- spike recovery not within control limits

- determined by MSA

- post-digestion spike for Furnace AA is out of control limits (85-115%),
while sample absorbance is <50% of spike absorbance

- duplicate analysis outside control limits

— Correlation coefficient for the MSA <0.995

< CRDL but >= IDL

- none detected

'blank' - positive result

Tna2x

w4+
1

-

NOTE: Dilution Factor applies to Method 6010 only.
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/04/93 (512) 892-6684
Client Work ID: D.O0. 5001 409832-003-01 Work Order: B3-10-297

et ———— .
SAMPLE ID: Al1028
SAMPLE DATE: 10/22/93 09:55:00
SAMPLE MATRIX: SOIL

Note Reporting Date Method
Test Name Ref Result Limit Units Analyzed Reference
Chromium VI 0.10U 0.10 MG/KG 11/03/93 EPA7196
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/04/93 (512‘? 892-6684
Client Work ID: D.O. 5001 409832-003-01 ork Order: B3-10-297

TEST NAME: Hazardous Substance Vols.
METHOD REFERENCE: EPA8240

SAMPLE ID: A1028

SAMPLE DATE: 10/22/93
SAMPLE MATRIX: SOIL
ANALYSIS DATE: 11/04/93

DILUTION FACTOR: 1.0
UNITS: UG/KG
Reporting Reporting
Result Qual Limit Result Qual Limit
Chloromethane 10 U 10 1,2-Dichloropropane 5 U 5
Bromomethane 10 U 10 trans-1,3-Dichloropropene 5 U 5
Vinyl chloride 10 U 10 Trichloroethene 5 u 5
Chloroethane 10 U 10 Chlorodibromomethane 5 u )
Methylene chloride 1.3 JB 10 1,1,2-Trichloroethane 5 U )
Acetone 9.8 JB 100 Benzene 5 U 5
Carbon disulfide 5 U 5 cis-1,3-Dichloropropene 5 U 5
1,1-Dichloroethene 5 U 5 2-Chloroethylvinyl ether 10 U 10
1 1-Dichloroethane 5 U 5 Bromoform S u 5
ns-1,2-Dichloroethene 5 U 5 2-Hexanone ' 50 1} 50
cis-1,2-Dichloroethene 5 U S 4-Methyl-2-pentanone 50 4] 50
Chloroform ) u ) Tetrachloroethene 5 U 5
1,2-Dichloroethane 5 U 5 1,1,2,2-Tetrachloroethane 5 U 5
2-Butanone 4.1 JB 100 Toluene 5 ¢} 5
1,1,1-Trichloroethane 5 U s Chlorobenzene 5 U 5
Carbon tetrachloride 5 9] 5 Ethylbenzene 5 U 5
Vinyl acetate 10 U© 10 Styrene 5 U 5
Dichlorobromomethane 5 U 5 Xylenes, total 5 U 5
Surrogates $ Recovery Limits

TOLUENE-D8 101 81 - 117

BROMOFLUOROBENZENE 95 74 - 121

1,2-DICHLOROETHANE-D4 105 70 - 120

Data Qualifier Key:

U - none detected

J - estimated value (less than the sample quantitation limit)

B - analyte is found in the associated blank as well as in the sample
'blank' - positive result

* - Surrogate recovery is outside QC limit

D - compound identified at a secondary dilution factor

E - concentration exceeds calibration range
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/04/93 (512) 892-6684
Client Work ID: D.O. 5001 409832-003-01 Work Order: B3-10-297

TEST NAME: ABN HSL GC/MS Extractables
METHOD REFERENCE: EPA8270

SAMPLE ID: A1028

SAMPLE DATE: 10/22/93
SAMPLE MATRIX: SOIL
EXTRACTION DATE: 10/27/93
ANALYSIS DATE: 10/31/93
DILUTION FACTOR: 0.033

UNITS: MG/KG Reporting Reportin

Result oQual Limit Result Qual Limit

Phenol 0.330 U 0.330 2,6-Dinitrotoluene 0.330 U 0.330
bis(2-Chloroethyl)ether 0.330 U 0.330 3-Nitroaniline 0.825 U 0.825
2-Chlorophenol 0.330 U 0.330 Acenaphthene 0.330 U 0.330
1l,3-Dichlorobenzene 0.330 U 0.330 2,4-Dinitrophenol 0.825 U 0.825
1,4-Dichlorobenzene 0.330 U 0.330 4-Nitrophenol 0.825 U 0.825
Benzyl alcohol 0.330 U 0.330 Dibenzofuran 0.330 U 0.330
1,2-Dichlorobenzene 0.330 U 0.330 2,4-Dinitrotoluene 0.330 U 0.330
2-Methylphenol 0.330 U 0.330 Diethylphthalate 0.330 U 0.330
* "s(2-Chloroisopropyl)ether 0.330 U 0.330 4-Chlorophenyl-phenylether 0.330 U 0.330
ethylphenol 0.330 U 0.330 Fluorene 0.330 U 0.330
N-Nitroso~-di-n-propylamine 0.330 U 0.330 4-Nitroaniline 0.825 U 0.825
Hexachloroethane 0.330 U 0.330 4,6-Dinitro-2-methylphenol 0.825 U 0.825
Nitrobenzene 0.330 U 0.330 N-Nitrosodiphenylamine (1) 0.330 U 0.330
Isophorone 0.330 U 0.330 4-Bromophenyl-phenylether 0.330 U 0.330
2-Nitrophenol 0.330 U 0.330 Hexachlorobenzene 0.330 U 0.330
2,4-Dimethylphenol 0.330 U 0.330 Pentachlorophenol 0.825 U 0.825
Benzoic Acid 0.330 U 0.330 Phenanthrene 0.330 U 0.330
big(2-Chloroethoxy)methane 0.330 U 0.330 Anthracene 0.330 U 0.330
2,4-Dichlorophenol 0.330 U 0.330 Di-n-butylphthalate 0.330 U 0.330
1,2,4-Trichlorobenzene 0.330 U 0.330 Fluoranthene 0.330 U 0.330
Naphthalene 0.330 U 0.330 Pyrene 0.330 U 0.330
4-Chloroaniline 0.330 U 0.330 Butylbenzylphthalate 0.330 U 0.330
Hexachlorobutadiene 0.330 U 0.330 3,3'-Dichlorobenzidine 0.330 U 0.330
4-Chloro-3-methylphenol 0.330 U 0.330 Benzo(a)anthracene 0.330 U 0.330
2-Methylnaphthalene 0.330 U 0.330 Chrysene 0.330 U 0.330
Hexachlorocyclopentadiene 0.330 U 0.330 bis(2-Ethylhexyl)phthalate 0.330 U 0.330
2,4,6-Trichlorophenol 0.330 U 0.330 Di-n-octylphthalate 0.053 JB 0.330
2,4,5-Trichlorophenol 0.825 U 0.825 Benzo(b)fluoranthene 0.330 U 0.330
2~Chloronaphthalene 0.330 U 0.330 Benzo(k)fluoranthene 0.330 U 0.330
2-Nitroaniline 0.825 U 0.825 Benzo(a)pyrene 0.330 U 0.330
Dimethylphthalate 0.330 U 0.330 Indeno(1,2,3-cd)pyrene 0.330 U 0.330
Acenaphthylene 0.330 U 0.330 Dibenzo(a,h)anthracene 0.330 U 0.330
Benzo(g,h,i)perylene 0.330 U 0.330
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/04/93 (512) 892-6684
Client Work ID: ©D.O. 5001 409832-003-01 ork Order: B3-10-297

TEST NAME: ABN HSIL GC/MS BExtractables
METHOD REFERENCE: EPA8270

SAMPLE ID: A1028
SAMPLE DATE: 10/22/93
SAMPLE MATRIX: SOIL

Surrogates % Recovery Limits

Nitrobenzene-D5' - ' 92 23 - 120
2-Fluorobiphenyl 98 30 - 115
Terphenyl-D14 102 18 - 137
Phenol-D5 79 24 - 113
2-Fluorophenol 78 25 - 121
2,4,6-Tribromophenol 83 19 - 122

(1) N=-Nitrosodiphenylamine cannot be separated from diphenylamine.

Data Qualifier Key:
U - none detected
J - estimated value (less than the sample quantitation limit)
analyte is found in the associated blank as well as in the sample
'blank’ - positive result
- Surrogate recovery is outside QC limit
compound identified at a secondary dilution factor
- concentration exceeds calibration range

- W
|

oo %
|
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/04/93 (512) 892-6684
Client Work ID: D.O. 5001 409832-003-01 Work Order: B3-10-297

TEST NAME: Metals
METHOD REFERENCE: EPA6010

SAMPLE ID: A1028

SAMPLE DATE: 10/22/93

SAMPLE MATRIX: SOIL

DILUTION FACTOR (6010): 114.942

UNITS: MG/KG
Result Reporting Method Analysis
Result Qual Limit Reference Date

Arsenic 5.4 N 1.1 7060 11/10/93
Aluminum 15000 N 23 6010 11/12/93
Barium 57 N* 23 6010 11/12/93
Beryllium 0.87 0.57 6010 11/12/93
Cadmium 0.57 U 0.57 6010 11/12/93
Chromium 20 1.1 6010 11/12/93
Copper 6.9 2.9 6010 11/12/93
Iron 13000 N 11 6010 11/12/93
Nickel 18 4.6 6010 11/12/93
Lead 7.4 N 0.32 7421 11/10/93
Mercury 0.024 U 0.024 7471 11/10/93
Silver 1.1 U 1.1 6010 11/12/93
Zinc 24 2.3 6010 11/12/93

Data qualifier key:

- estimated value

- duplicate injection precision not met

- spike recovery not within control limits

~ determined by MSA

- post-digestion spike for Furnace AR is out of control limits (85-115%),
while sample absorbance is <50% of spike absorbance

- duplicate analysis outside control limits

- Correlation coefficient for the MSA <0.995

< CRDL but >= IDL

- none detected

'blank' - positive result

T 22X M

-~ Qo+ o
]

NOTE: Dilution Factor applies to Method 6010 only.

Referenced notes for these results:

Matrix spike recoveries, MS/MSD % RPD and duplicate %RPD
were outside control limits for barium due to sample
inconsistency. LCS/LCSD recovery and % RPD were acceptable.

Matrix spike recoveries were outside control limits for
aluminum and iron. The native sample concentration was
greater than 0.1 %, therefore, no spike recovery was
required.
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/04/93 (512) 892-6684
Client Work ID: D.O. 5001 - 409832-003-01 Work Order: B3-10-297

. |
SAMPLE ID: A1028-MS
SAMPLE DATE: 10/22/93 09:55:00
SAMPLE MATRIX: SOIL

Note Reporting Date Method
Test Name Ref Result Limit Units Analyzed Reference
Chromium VI 108 % REC 11/03/93 EPA7196
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/04/93 (512) 892-6684
Client Work ID: D.O0. 5001 409832-003-01 Work Order: B3-10-297

TEST NAME: Hazardous Substance Vols.
METHOD REFERENCE: EPA8240

SAMPLE ID: A1028-~MS
SAMPLE DATE: 10/22/93
SAMPLE MATRIX: SOIL
ANALYSIS DATE: 11/04/93
DILUTION FACTOR: 1.0
UNITS: % REC

Result Result
l,1-Dichloroethene 96 Trichloroethene 84
Benzene 98
Toluene 105
Chlorobenzene 105
Surrogates % Recovery Limits
TOLUENE-D8 101 81 - 117
BROMOFLUOROBENZENE 95 74 - 121
1,2-DICHLOROETHANE-D4 105 70 - 120

Data Qualifier Key:
U - none detected
J - estimated value (less than the sample quantitation limit)
B - analyte is found in the associated blank as well as in the sample
'blank' - positive result
* - Surrogate recovery is outside QC limit
compound identified at a secondary dilution factor
E - concentration exceeds calibration range

o
|
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/04/93 (512) 892-6684
Client Work ID: D.O. 5001 409832-003-01 Work Order: B3-10-297

TEST NAME: ABN HSL GC/MS Extractables
METHOD REFERENCE: EPA8270

SAMPLE ID: A1028-MS
SAMPLE DATE: 10/22/93
SAMPLE MATRIX: SOIL
EXTRACTION DATE: 10/27/93
ANALYSIS DATE: 11/09/93
DILUTION FACTOR: 0.033

UNITS: $ REC
Result Result
Phenol 73 Acenaphthene 101
2-Chlorophenol 70 4-Nitrophenol 67
1,4-Dichlorobenzene 63 2,4-Dinitrotoluene 80
N-Nitroso-di-n-propylamine 82 Pentachlorophenol 72
1,2,4-Trichlorobenzene 79 Pyrene 90
4-Chloro-3-methylphenol 82
Surrogates % Recovery Limits
Nitrobenzene-D5 78 23 - 120
2-Fluorobiphenyl 98 30 - 115
Terphenyl-D14 90 18 - 137
Phenol-D5 70 24 - 113
2-Fluorophenol 61 25 - 121
2,4,6-Tribromophenol 77 19 - 122

(1) N-Nitrosodiphenylamine cannot be separated from diphenylamine.

Data Qualifier Key:

U - none detected

J - estimated value (less than the sample quantitation limit)

B - analyte is found in the associated blank as well as in the sample
'blank' - positive result

* - Surrogate recovery is outside QC limit

D - compound identified at a secondary dilution factor

E - concentration exceeds calibration range
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/04/93 (512) 892-6684
Client Work ID: D.O. 5001 409832-003-01 Work Order: B3-10-297

TEST NAME: Metais
METHOD REFERENCE: EPA6010

SAMPLE ID: A1028-MS

SAMPLE DATE: 10/22/93

SAMPLE MATRIX: SOIL

DILUTION FACTOR (6010): 114.942

UNITS: $ REC
Method Analysis
Result Reference Date

Arsenic 38 7060 11/10/93
Aluminum 820 6010 11/12/93
Barium 160 6010 11/12/93
Beryllium 91 6010 11/12/93
Cadmium 93 6010 11/12/93
Chromium 94 6010 11/12/93
Copper 95 6010 11/12/93
Iron 910 6010 11/12/93
Nickel 91 6010 11/12/93
Lead 19 7421 11/10/93
Mercury 115 7471 11/10/93
Silver 90 6010 11/12/93
Zinc 92 6010 11/12/93

Data qualifier key:
E - estimated value

- duplicate injection precision not met

- spike recovery not within control limits

- determined by MSA

- post-digestion spike for Furnace AR is out of control limits (85-115%),
while sample absorbance is <50% of spike absorbance

- duplicate analysis outside control limits

- Correlation coefficient for the MSA <0.995

< CRDL but >= IDL

- none detected

'blank' - positive result

T nzZx

-G W+
]

NOTE: Dilution Factor applies to Method 6010 only.

Referenced notes for these results:

Matrix spike recoveries, MS/MSD % RPD and duplicate $RPD
were outside control limits for barium due to sample
inconsistency. LCS/LCSD recovery and % RPD were acceptable.

Matrix spike recoveries were outside control limits for
aluminum and iron. The native sample concentration was
greater than 0.1 %, therefore, no spike recovery was
required.
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/04/93 (512) 892-6684
Client Work ID: 'D.O. 5001 409832-003-01 Work Order: B3-10-297

SAMPLE ID: Al1028-MSD
SAMPLE DATE: 10/22/93 09:55:00
SAMPLE MATRIX: SOIL

Note Reporting Date Method
Test Name Ref Result Limit Units Analyzed Reference

Chromium VI 114 % REC 11/03/93 EPA7196
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/04/93 (51%} 892-6684
Client Work ID: D.O. 5001 409832-003-01 ork Order: B3-10-297

|

TEST NAME: Hazardous Substance Vols.
METHOD REFERENCE: EPA8240

SAMPLE ID: A1028-MSD
SAMPLE DATE: 10/22/93
SAMPLE MATRIX: SOIL
ANALYSIS DATE: 11/04/93
DILUTION FACTOR: 1.0
UNITS: $% REC

Result Result
1,1-Dichloroethene 100 Trichloroethene 85
Benzene 98
Toluene 104
Chlorobenzene 102
Surrogates % Recovery Limits
TOLUENE-D8 102 81 - 117
BROMOFLUOROBENZENE 93 74 - 121
1,2-DICHLOROETHANE-D4 108 70 - 120

Data Qualifier Key:
U - none detected
J - estimated value (less than the sample quantitation limit)
B - analyte is found in the associated blank as well as in the sample
'blank' - positive result
Surrogate recovery is outside QC limit
compound identified at a secondary dilution factor
E - concentration exceeds calibration range

*
1

o
!
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Company:

IT CORPORATION
Date: 12/04/93

IT ANALYTICAL SERVICES

AUSTIN, TX
(512) 892-6684

Client Work ID: D.O. 5001 409832-003-01 ork Order:

B3-10-297

TEST NAME: ABN HSL GC/MS Extractables
METHOD REFERENCE: EPA8270

SAMPLE ID: A1028-MSD
SAMPLE DATE: 10/22/93
SAMPLE MATRIX: SOIL
EXTRACTION DATE: 10/27/93
ANALYSIS DATE: 11/09/93
DILUTION FACTOR: 0.033

UNITS: % REC
Result Result
Phenol 68 Acenaphthene 94
2-Chlorophenol 67 4-Nitrophenol 61
1,4-Dichlorobenzene 57 2,4-Dinitrotoluene 77
N-Nitroso~di-n-propylamine 74 Pentachlorophenol 67
1,2,4-Trichlorobenzene 73 Pyrene 96
4-Chloro-3-methylphenol 78
Surrogates % Recovery Limits
Nitrobenzene-D5 71 23 - 120
2-Fluorobiphenyl 97 30 - 115
Terphenyl-D14 95 18 - 137
Phenol-D5 67 24 - 113
2-Fluorophenol 61 25 - 121
2,4,6-Tribromophenol 83 19 - 122
(1) N-Nitrosodiphenylamine cannot be separated from diphenylamine.
Data Qualifier Key:
U - none detected .
J - estimated value (less than the sample quantitation limit)
B - analyte is found in the associated blank as well as in the sample
'blank' - positive result
* - Surrogate recovery is outside QC limit
D - compound identified at a secondary dilution factor
E - concentration exceeds calibration range
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/04/93 (512) 892-6684
Client Work ID: 'D.O0. 5001 409832-~003-01 Work Order: B3-10-297

[

TEST NAME: Metals
METHOD REFERENCE: EPA6010

SAMPLE ID: A1028-MSD

SAMPLE DATE: 10/22/93

SAMPLE MATRIX: SOIL

DILUTION FACTOR (6010): 99.0099

UNITS: % REC
Method Analysis
" Result Reference Date

Arsenic 64 7060 11/10/93
Aluminum 720 6010 11/12/93
Barium 130 6010 11/12/93
Beryllium 89 6010 11/12/93
Cadmium 91 6010 11/12/93
Chromium 91 6010 11/12/93
Copper 91 6010 11/12/93
Iron 310 6010 11/12/93
Nickel 88 6010 11/12/93
Lead 16 7421 11/10/93
Mercury 108 7471 11/10/93
Silver 87 6010 11/12/93
2inc 89 6010 11/12/93

Data qualifier key:

- estimated value

- duplicate injection precision not met

- spike recovery not within control limits

- determined by MSA

- post-digestion spike for Furnace AA is out of control limits (85-115%),
while sample absorbance is <50% of spike absorbance

- duplicate analysis outside control limits

- Correlation coefficient for the MSA <0.99%5

< CRDL but >= IDL

- none detected

‘blank' - positive result

FThhzZ2xMm

-~ W+
|

NOTE: Dilution Factor applies to Method 6010 only.
Referenced notes for these results:

Matrix spike recoveries, MS/MSD % RPD and duplicate $RPD
were outside control limits for barium due to sample
inconsistency. LCS/LCSD recovery and % RPD were acceptable.

Matrix spike recoveries were outside control limits for
aluminum and iron. The native sample concentration was
greater than 0.1 %, therefore, no spike recovery was
required.
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/04/93 (5123 892-6684
Client Work ID: D.O. 5001 409832-003-01 ork Order: B3-10-297

-
SAMPLE ID: A1029
SAMPLE DATE: 10/22/93 10:00:00
SAMPLE MATRIX: SOIL

Note Reporting Date Method
Test Name Ref Result Limit Units Analyzed Reference

Chromium VI 0.10U0 0.10 MG/KG 11/03/93 EPA7196
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/04/93 .
Client Work ID: D.O. 5001 409832~-003-01 (512%33;? (6)6 e4r: B3-10-297
TEST NAME: Hazardous Substance Vols.
METHOD REFERENCE: EPA8240
SAMPLE ID: Al1029
SAMPLE DATE: 10/22/93
SAMPLE MATRIX: SOIL
ANALYSIS DATE: 11/04/93
DILUTION FACTOR: 1.0
UNITS: UG/KG
Reporting Reporting
Result Qual Limit Result Qual Limit
Chloromethane 10 U 10 1,2-Dichloropropane 5 u 5
Bromomethane 10 U 10 trans-1,3-Dichloropropene 5 U 5
Vinyl chloride 10 U 10 Trichloroethene 5 U 5
Chloroethane 10 U 10 Chlorodibromomethane 5 U 5
Methylene chloride 10 U 10 1,1,2-Trichloroethane 5 U )
Acetone 7.7 JB 100 Benzene 5 U 5
Carbon disulfide 5 U 5 cis-1,3-Dichloropropene 5 U 5
1,1-Dichloroethene 5 U 5 2-Chloroethylvinyl ether 10 4] 10
' 1-Dichloroethane 1.4 J 5 Bromoform 5 U 5
ns-1,2-Dichloroethene 5 U ) 2-Hexanone 50 U 50
cis-1,2-Dichloroethene 5 U 5 4-Methyl-2-pentanone 50 U 50
Chloroform 5 U 5 Tetrachloroethene 5 U 5
1,2-Dichloroethane 5 U S 1,1,2,2-Tetrachloroethane 5 U 5
2-Butanone 100 U 100 Toluene 5 u 5
1,1,1-Trichloroethane 5 U 5 Chlorobenzene 5 U 5
Carbon tetrachloride 5 U 5 Ethylbenzene 5 U 5
Vinyl acetate 10 U 10 Styrene 5 U 5
Dichlorobromomethane 5 U ) Xylenes, total 5 U 5
Surrogates % Recovery Limits
TOLUENE-D8 103 81 - 117
BROMOFLUOROBENZENE 99 74 - 121
109 70 - 120

1,2-DICHLOROETHANE-D4 -

Data Qualifier Key:

U -
J -
B -
‘blank' -

none detected
estimated value (less than the sample quantitation limit)
analyte is found in the associated blank as well as in the sample
positive result
Surrogate recovery is outside QC limit

compound identified at a secondary dilution factor
concentration exceeds calibration range
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/04/93 (512) 892-6684
Client Work ID: D.O. 5001 409832-003-01 Work Order: B3-10-297

TEST NAME: ABN HSL GC/MS Extractables
METHOD REFERENCE: EPA8270

SAMPLE ID: Al029

SAMPLE DATE: 10/22/93

SAMPLE MATRIX: SOIL

EXTRACTION DATE: 10/27/93

ANALYSIS DATE: 10/31/93

DILUTION FACTOR: 0.033

UNITS: MG/KG Reporting

Result OQual Limit
Phenol 0.330 U 0.330 2,6-Dinitrotoluene
bis(2-Chloroethyl)ether 0.330 U 0.330 3-Nitroaniline
2-Chlorophenol 0.330 U 0.330 Acenaphthene
1,3-Dichlorobenzene 0.330 U 0.330 2,4-Dinitrophenol
1,4-Dichlorobenzene 0.330 U 0.330 4-Nitrophenol
Benzyl alcohol 0.330 U 0.330 Dibenzofuran
1,2-Dichlorobenzene 0.330 U 0.330 2,4-Dinitrotoluene
2-Methylphenol 0.330 U 0.330 Diethylphthalate
" "s(2-Chloroisopropyl)ether 0.330 U 0.330 4-Chlorophenyl-phenylether
lethylphenol 0.330 U 0.330 Fluorene

N-Nitroso-di-n-propylamine 0.330 U 0.330 4-Nitroaniline
Hexachloroethane 0.330 U 0.330 4,6-Dinitro-2-methylphenol
Nitrobenzene 0.330 U 0.330 N-Nitrosodiphenylamine (1)
Isophorone 0.330 U 0.330 4-Bromophenyl-phenylether
2-Nitrophenol 0.330 U 0.330 Hexachlorobenzene
2,4-Dimethylphenol 0.330 U 0.330 Pentachlorophenol
Benzoic Acid 0.330 U 0.330 Phenanthrene
bis(2-Chloroethoxy)methane 0.330 U 0.330 Anthracene
2,4-Dichlorophenocl 0.330 U 0.330 Di-n-butylphthalate
1,2,4-Trichlorobenzene 0.330 U 0.330 Fluoranthene
Naphthalene 0.330 U 0.330 Pyrene
4-Chloroaniline 0.330 U 0.330 Butylbenzylphthalate
Hexachlorobutadiene 0.330 U 0.330 3,3'-Dichlorobenzidine
4-Chloro-3-methylphenol 0.330 U 0.330 Benzo(a)anthracene
2-Methylnaphthalene 0.330 U 0.330 Chrysene
Hexachlorocyclopentadiene 0.330 U 0.330 bis(2-Ethylhexyl)phthalate
2,4,6-Trichlorophenol 0.330 U 0.330 Di-n-octylphthalate
2,4,5-Trichlorophenol 0.825 U 0.825 Benzo(b)fluoranthene
2-Chloronaphthalene 0.330 U 0.330 Benzo(k)fluoranthene
2-Nitroaniline 0.825 U 0.825 Benzo(a)pyrene
Dimethylphthalate 0.330 U 0.330 Indeno(1l,2,3-cd)pyrene
Acenaphthylene 0.330 U 0.330 Dibenzo(a,h)anthracene

Benzo(g,h,i)perylene

Result Qual

0.330
0.825
0.330
0.825
0.825
0.330
0.330
0.330
0.330
0.330
0.825
0.825
0.330
0.330
0.330
0.825
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330

Reportir
Limit

0.330
0.825
0.330
0.825
0.825
0.330
0.330
0.330
0.330
0.330
0.825
0.825
0.330
0.330
0.330
0.825
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330

cacdddaddadddadcogaodagadadaagaaaaaddadagadaddaddagaaa
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Company:
Date: 12/04/93

Client Work ID: D.O.

IT CORPORATION

5001

409832-003-01

IT ANALYTICAL SERVICES
AUSTIN, TX

(512) 892-6684
Work Order: B3-10-297

TEST NAME: ABN HSL

GC/MS ERxtractables

METHOD REFERENCE: EPA8270

SAMPLE ID: Al1029

SAMPLE DATE: 10/22/93
SAMPLE MATRIX: SOIL

Surrogates - % Recovery
Nitrobenzene-D5 72
2-Fluorobiphenyl 90
Terphenyl-D14 104
Phenol-D5 69
2-Fluorophenol 64
2,4,6-Tribromophenol 80

Limits

23 - 120
30 - 115
8 - 137
24 - 113
25 - 121
19 - 122

(1) N-Nitrosodiphenylamine cannot be separated from diphenylamine.

Data Qualifier Key:

U - none detected

J - estimated value (less than the sample quantitation limit)

B - analyte is found in the associated blank as well as in the sample
'blank’ - positive result

* -~ Surrogate

recovery is outside QC limit

D - compound identified at a secondary dilution factor
E - concentration exceeds calibration range

-~ 682-1-89



Page: 46 of 108

IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/04/93 (512) 892-6684
Client Work ID: D.O. 5001 409832-003-01 Work Order: B3-10-297

50—

TEST NAME: Metals
METHOD REFERENCE: EPA6010

SAMPLE ID: A1029

SAMPLE DATE: 10/22/93

SAMPLE MATRIX: SOIL

DILUTION FACTOR (6010): 107.526

UNITS: MG/KG
Result Reporting Method Analysis
Result Qual Limit Reference Date

Arsenic 1.9 N 1.0 7060 11/10/93
Aluminum 12000 N 22 6010 11/12/93
Barium 210 N* 22 6010 11/12/93
Beryllium 0.87 0.54 6010 11/12/93
Cadmium 0.72 0.54 6010 11/12/93
Chromium 15 1.1 6010 11/12/93
Copper 8.4 2.7 6010 11/12/93
Iron 14000 N 11 6010 11/12/93
Nickel 14 4.3 6010 11/12/93
Lead 4.7 N 0.31 7421 11/10/93
Mercury 0.024 U 0.024 7471 11/10/93
Silver 1.1 U 1.1 6010 11/12/93
Zinc 24 2.2 6010 11/12/93

Data qualifier key:
E - estimated value

- duplicate injection precision not met

- spike recovery not within control limits

- determined by MSA

- post-digestion spike for Furnace AA is out of control limits (85-115%),
while sample absorbance is <50% of spike absorbance

- duplicate analysis outside control limits

- Correlation coefficient for the MSA <0.995

< CRDL but >= IDL

- none detected

'blank' - positive result

T n 22X

G W + *
!

NOTE: Dilution Factor applies to Method 6010 only.

682-1-89



Page: 47 of 108

IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/04/93 (512‘2 892-6684
Client Work ID: D.O. 5001 409832-003-~-01 ork Order: B3-10-297

—

SAMPLE ID: A1030
SAMPLE DATE: 10/22/93 10:10:00
SAMPLE MATRIX: SOIL

Note Reporting Date Method
Test Name Ref Result Limit Units Analyzed Reference

Chromium VI 0.10U0 0.10 MG/KG 11/04/93 EPA7196
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/04/93 (512) 892-6684
Client Work ID: D.O. 5001 409832-003-01 Work Order: B3-10-297

TEST NAME: Hazardous Substance Vols.
METHOD REFERENCE: EPA8240

SAMPLE ID: A1030

SAMPLE DATE: 10/22/93
SAMPLE MATRIX: SOIL
ANALYSIS DATE: 11/04/93

DILUTION FACTOR: 1.0
UNITS: UG/KG
Reporting Reporting
Result Qual Limit Result Qual Limit
Chloromethane 10 U 10 1,2-Dichloropropane 1.3 J 5
Bromomethane 10 U 10 trans-1,3-Dichloropropene 5 U 5
Vinyl chloride 10 U 10 Trichloroethene 5 u 5
Chloroethane 10 U 10 Chlorodibromomethane 5 U 5
Methylene chloride 10 U 10 1,1,2-Trichloroethane 5 U 5
Acetone 6.4 JB 100 Benzene 5 U 5
Carbon disulfide 5 U 5 cis-1,3-Dichloropropene S U 5
1,1-Dichloroethene 5 U 5 2-Chloroethylvinyl ether 10 U 10
" 1-Dichloroethane 6.1 5 Bromoform 5 U 5
.ns-1,2-Dichloroethene 5 U 5 2-Hexanone 50 U 50
cis~1,2-Dichloroethene 5 U 5 4-Methyl-2-pentanone 50 U 50
Chloroform 5 4] 5 Tetrachloroethene 5 U 5
1,2-Dichloroethane 5 U 5 1,1,2,2-Tetrachloroethane 5 U 5
2-Butanone 100 U 100 Toluene 5 U 5
1,1,1-Trichloroethane 5 U 5 Chlorobenzene 0.5 J 5
Carbon tetrachloride 5 U 5 Ethylbenzene 5 U 5
Vinyl acetate 10 U 10 Styrene 5 U 5
Dichlorobromomethane 5 §) 5 Xylenes, total 5 U 5
Surrogates % Recovery Limits

TOLUENE-D8 103 81 - 117

BROMOFLUOROBENZENE 95 74 - 121

1,2-DICHLOROETHANE-D4 106 70 - 120

Data Qualifier Key:

U - none detected

J - estimated value (less than the sample quantitation limit)

B - analyte is found in the associated blank as well as in the sample
'blank' - positive result

* — Surrogate recovery is outside QC limit

D - compound identified at a secondary dilution factor

E - concentration exceeds calibration range
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/04/93 (512) 892-6684
Client Work ID: 'D.O. 5001 409832-003-01 ork Order: B3-10-297

TEST NAME: ABN HSL GC/NS Extractables
METHOD REFERENCE: EPA8270

SAMPLE ID: A1030

SAMPLE DATE: 10/22/93
SAMPLE MATRIX: SOIL
EXTRACTION DATE: 10/27/93
ANALYSIS DATE: 10/31/93
DILUTION FACTOR: 0.033

UNITS: MG/KG Reporting Reportin

Result Qual Limit Result Qual Limit

Phenol 0.330 U 0.330 2,6-Dinitrotoluene 0.330 U 0.330
bis(2-Chloroethyl)ether 0.330 U 0.330 3-Nitroaniline 0.825 U 0.825
2-Chlorophenol 0.330 U 0.330 Acenaphthene 0.330 U 0.330
1,3-Dichlorobenzene 0.330 U 0.330 2,4-Dinitrophenocl 0.825 U 0.825
1,4-Dichlorobenzene 0.330 U 0.330 4-Nitrophenol 0.825 U 0.825
Benzyl alcohol 0.330 U 0.330 Dibenzofuran 0.330 U 0.330
1,2-Dichlorobenzene 0.330 U 0.330 2,4-Dinitrotoluene 0.330 U 0.330
2-Methylphenol 0.330 U 0.330 Diethylphthalate 0.330 U 0.330
' *g(2-Chloroisopropyl)ether 0.330 U 0.330 4-Chlorophenyl-phenylether 0.330 U 0.330
fethylphenol 0.330 U 0.330 Fluorene 0.330 U 0.330
N-Nitroso-di~n-propylamine 0.330 U 0.330 4-Nitroaniline 0.825 U 0.825
Hexachloroethane 0.330 U 0.330 4,6-Dinitro-2-methylphenol 0.825 U 0.825
Nitrobenzene 0.330 U 0.330 N-Nitrosodiphenylamine (1) 0.330 U 0.330
Isophorone 0.330 U 0.330 4-Bromophenyl-phenylether 0.330 U 0.330
2-Nitrophenol 0.330 U 0.330 Hexachlorobenzene 0.330 U 0.330
2,4-Dimethylphenol 0.330 U 0.330 Pentachlorophenol 0.825 U 0.825
Benzoic Acid 0.330 U 0.330 Phenanthrene 0.330 U 0.330
bis(2-Chloroethoxy)methane 0.330 U 0.330 Anthracene 0.330 U 0.330
2,4-Dichlorophenol 0.330 U 0.330 Di-n-butylphthalate 0.330 U 0.330
1,2,4-Trichlorobenzene 0.330 U 0.330 Fluoranthene 0.330 U 0.330
Naphthalene 0.330 U 0.330 Pyrene 0.330 U 0.330
4-Chloroaniline 0.330 U 0.330 Butylbenzylphthalate 0.330 U 0.330
Hexachlorobutadiene 0.330 U 0.330 3,3'=-Dichlorobenzidine 0.330 U 0.330
4-Chloro-3-methylphenol 0.330 U 0.330 Benzo(a)anthracene 0.330 U 0.330
2-Methylnaphthalene 0.330 U 0.330 Chrysene 0.330 U 0.330
Hexachlorocyclopentadiene 0.330 U 0.330 bis(2-Ethylhexyl)phthalate 0.330 U 0.330
2,4,6-Trichlorophenol 0.330 U 0.330 Di-n-octylphthalate 0.330 U 0.330
2,4,5-Trichlorophenol 0.825 U 0.825 Benzo(b)fluoranthene 0.330 U 0.330
2-Chloronaphthalene 0.330 U 0.330 Benzo(k)fluoranthene 0.330 U 0.330
2-Nitroaniline 0.825 U 0.825 Benzo(a)pyrene 0.330 U 0.330
Dimethylphthalate 0.330 U 0.330 Indeno(1,2,3-cd)pyrene 0.330 U 0.330
Acenaphthylene 0.330 U 0.330 Dibenzo(a,h)anthracene 0.330 U 0.330
Benzo(g,h,i)perylene 0.330 U 0.330
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Company: IT CORPORATION
Date: 12/04/93

Client Work ID:

D.O. 5001

409832-003-01

IT ANALYTICAL SERVICES
AUSTIN, TX

(512) 892-6684
Work Order: B3-10-297

TEST NAME: ABN HSL GC/MS Extractables
METHOD REFERENCE: EPA8270

SAMPLE ID: A1030
SAMPLE DATE: 10/22/
SAMPLE MATRIX: SOIL

93

Surrogates % Recovery
Nitrobenzene-D5 74
2-Fluorobiphenyl 95
Terphenyl-D14 106
Phenol-D5 70
2-Fluorophenol 66
2,4,6-Tribromophenol 84

Limits

23 - 120
30 - 115
18 ~ 137
24 - 113
25 - 121
19 - 122

(1) N-Nitrosodiphenylamine cannot be separated from diphenylamine.

Data Qualifier Key:

U - none detected

J - estimated value (less than the sample quantitation limit)

B ~ analyte is found in the associated blank as well as in the sample
'blank' - positive result

* - Surrogate

recovery is outside QC limit

D - compound identified at a secondary dilution factor
E - concentration exceeds calibration range

682-1-89
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/04/93 (512) 892-6684
Client Work ID: D.O. 5001 409832-003-01 Work Order: B3-10-297

%

TEST NAME: Metais
METHOD REFERENCE: EPA6010

SAMPLE ID: A1030

SAMPLE DATE: 10/22/93

SAMPLE MATRIX: SOIL

DILUTION FACTOR (6010): 114.942

UNITS: MG/KG
Result Reporting Method Analysis
Result Qual Limit Reference Date

Arsenic 2.1 N 0.98 7060 11/10/93
Aluminum 13000 N 23 6010 11/12/93
Barium 960 N* 23 6010 11/12/93
Beryllium 1.0 0.57 6010 11/12/93
Cadmium 0.57 U 0.57 6010 11/12/93
Chromium 22 1.1 6010 11/12/93
Copper 10 2.9 6010 11/12/93
Iron 17000 N 11 6010 11/12/93
Nickel 21 4.6 6010 11/12/93
Lead 7.1 N 0.29 7421 11/10/93
Mercury 0.024 U 0.024 7471 11/10/93
Silver 1.1 U 1.1 6010 11/12/93
Zinc 27 2.3 6010 11/12/93

Data qualifier key:

- estimated value

- duplicate injection precision not met

- spike recovery not within control limits

-~ determined by MSA

- post-digestion spike for Furnace AA is out of control limits (85-115%),
while sample absorbance is <50% of spike absorbance

- duplicate analysis outside control limits

- Correlation coefficient for the MSA <0.995

< CRDL but >= IDL

- none detected

'blank’' - positive result

TnzZzxwm

- O W+ #
|

NOTE: Dilution Factor applies to Method 6010 only.
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/04/93 (512) 892-6684
Client Work ID: D.O. 5001 409832~-003-01 Work Order: B3-10-297

“

SAMPLE ID: A1031
SAMPLE DATE: 10/22/93 13:05:00
SAMPLE MATRIX: SOIL

Note Reporting Date Method
Test Name Ref Result Limit Units Analyzed Reference

Chromium VI 0.10U 0.10 MG/KG 11/04/93 EPA7196
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/04/93 (512) 892-6684
Client Work ID: D.O. 5001 409832-003-01 Work Order: B3-10-297

%

TEST NAME: Hazardous Substance Vols.

METHOD REFERENCE: EPA8240
SAMPLE ID: A1031
SAMPLE DATE: 10/22/93
SAMPLE MATRIX: SOIL
ANALYSIS DATE: 11/04/93
DILUTION FACTOR: 1.0
UNITS: UG/KG
Reporting Reporting
Result Qual Limit Result Qual Limit
Chloromethane 10 U 10 1,2-Dichloropropane S 4] 5
Bromomethane 10 U 10 trans-1, 3-Dichloropropene 5 u 5
Vinyl chloride 10 U 10 Trichloroethene 5 U S
Chloroethane 10 u 10 Chlorodibromomethane 5 U 5
Methylene chloride 10 U 10 1,1,2-Trichloroethane 5 U 5
Acetone 4.3 JB 1co Benzene S ] 5
Carbon disulfide 5 U S cis-1,3-Dichloropropene S U 5
1,1-Dichloroethene 5 U 5 2-Chloroethylvinyl ether 10 U 10
' 1-Dichloroethane 5 U 5 Bromoform 5 U 5
ns-1,2-Dichloroethene 5 U 5 2-Hexanone 50 u 50
cis~1,2-Dichloroethene 5 u 5 4-Methyl-2-pentanone 50 u 50
Chloroform 5 U 5 Tetrachloroethene 5 u 5
1,2-Dichloroethane 5 U 5 1,1,2,2-Tetrachloroethane S U 5
2-Butanone 100 U 100 Toluene 5 u 5
1,1,1-Trichloroethane 5 19f 5 Chlorobenzene 5 U 5
Carbon tetrachloride 5 U 5 Ethylbenzene 5 u 5
Vinyl acetate 10 U 10 Styrene 5 U 5
Dichlorobromomethane 5 U S Xylenes, total 5 U S
Surrogates % Recovery Limits
TOLUENE-D8 103 81 - 117
BROMOFLUOROBENZENE 93 74 - 121
1,2-DICHLOROETHANE~-D4 106 70 - 120

Data Qualifier Key:

U - none detected

J - estimated value (less than the sample quantitation limit)

B - analyte is found in the associated blank as well as in the sample
'blank' - positive result

* - Surrogate recovery is outside QC limit

D - compound identified at a secondary dilution factor

E - concentration exceeds calibration range
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Company: IT CORPORAT
Date: 12/04/93

Client Work ID: 'D.O.

ION

5001

IT ANALYTICAL SERVICES
AUSTIN, TX

(512) 892

409832-003-01 Work

-6684
Order:

B3~-10-297

TEST NAME: ABN HSL GC/MS Bxtractables

METHOD REFERENCE: EPA8270

SAMPLE ID: A1031
SAMPLE DATE: 10/22

/93

SAMPLE MATRIX: SOIL

EXTRACTION DATE:
ANALYSIS DATE: 10
DILUTION FACTOR:
UNITS: MG/KG

10/27/93
/31/93
0.033

Reporting

Result Qual Limit

Phenol
bis(2-Chloroethyl)ether
2-Chlorophenol
1,3-Dichlorobenzene
1,4-Dichlorobenzene
Benzyl alcohol
1,2-Dichlorobenzene
2-Methylphenol
“ig(2-Chloroisopropyl)ether
fethylphenol
N-Nitroso-di-n-propylamine
Hexachloroethane
Nitrobenzene
Isophorone
2-Nitrophenol
2,4-Dimethylphenol
Benzoic Acid
bis(2-Chloroethoxy)methane
2,4-Dichlorophenol
1,2,4-Trichlorobenzene
Naphthalene
4-Chloroaniline
Hexachlorobutadiene
4-Chloro-3-methylphenol
2-Methylnaphthalene
Hexachlorocyclopentadiene
2,4,6-Trichlorophenol
2,4,5-Trichlorophenol
2-Chloronaphthalene
2-Nitroaniline
Dimethylphthalate
Acenaphthylene

0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.825
0.330
0.825
0.330
0.330

cdccdadggaacdddadaodddadadadaogadaddaaaagaadagaacacacac

0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.825
0.330
0.825
0.330
0.330

2,6-Dinitrotoluene
3-Nitroaniline
Acenaphthene
2,4-Dinitrophenol
4-Nitrophenol
Dibenzofuran
2,4-Dinitrotoluene
Diethylphthalate
4-Chlorophenyl-phenylether
Fluorene '
4-Nitroaniline
4,6-Dinitro-2-methylphenol
N-Nitrosodiphenylamine (1)
4-Bromophenyl-phenylether
Hexachlorobenzene
Pentachlorophenol
Phenanthrene

Anthracene
Di-n-butylphthalate
Fluoranthene

Pyrene
Butylbenzylphthalate
3,3'-Dichlorobenzidine
Benzo(a)anthracene
Chrysene
bis(2-Ethylhexyl)phthalate
Di-n-octylphthalate
Benzo(b)fluoranthene
Benzo(k)fluoranthene
Benzo(a)pyrene
Indeno(1,2,3-cd)pyrene
Dibenzo(a,h)anthracene
Benzo(g,h,i)perylene

Result Qual

0.330
0.825
0.330
0.825
0.825
0.330
0.330
0.330
0.330
0.330
0.825
0.825
0.330
0.330
0.330
0.825
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330

Reportin
Limit

0.330
0.825
0.330
0.825
0.825
0.330
0.330
0.330
0.330
0.330
0.825
0.825
0.330
0.330
0.330
0.825
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330

dadcdadcdaoccdaddgddadddaadaagagaaaagacgaagagaeagagaacacca
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/04/93 (512) 892-6684
Client Work ID: 'D.O. 5001 409832-003-01 Work Order: B3-10-297

—

TEST NAME: ABN HSL GC/MS Extractables
METHOD REFERENCE: EPA8270

SAMPLE ID: A1031
SAMPLE DATE: 10/22/93
SAMPLE MATRIX: SOIL

Surrogates % Recovery Limits

Nitrobenzene-D5 90 23 - 120
2-Fluorobiphenyl 108 30 - 115
Terphenyl-D14 106 18 - 137
Phenol-D5 86 24 - 113
2-Fluorophenol 84 25 - 121
2,4,6-Tribromophenol 85 19 - 122

(1) N-Nitrosodiphenylamine cannot be separated from diphenylamine.

Data Qualifier Key:

U - none detected

J - estimated value (less than the sample quantitation limit)

B - analyte is found in the associated blank as well as in the sample
‘blank’' - positive result

* - Surrogate recovery is outside QC limit

D - compound identified at a secondary dilution factor

E - concentration exceeds calibration range
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/04/93 (512) 892-6684
Client Work ID: 'D.0. 5001 409832-003-~01 Work Order: B3-10-297

“

TEST NAME: Metals
METHOD REFERENCE: EPA6010

SAMPLE ID: A1031
SAMPLE DATE: 10/22/93

SAMPLE MATRIX: SOIL

DILUTION FACTOR (6010): 106.382

UNITS: MG/KG
Result Reporting Method Analysis
Result Qual Limit Reference Date

Arsenic 2.3 N 1.1 7060 11/10/93
Aluminum 14000 N 21 6010 11/12/93
Barium 590 N* 21 6010 11/12/93
Beryllium 0.98 0.53 6010 11/12/93
Cadmium 0.53 14} 0.53 6010 11/12/93
Chromium 14 1.1 6010 11/12/93
Copper 8.3 2.7 6010 11/12/93
Iron 11000 N 11 6010 11/12/93
Nickel 10 4.3 6010 11/12/93
Lead 6.2 N 0.32 7421 11/10/93
Mercury 0.025 U 0.025 7471 11/10/93
Silver 1.1 U 1.1 6010 11/12/93
Zinc 24 2.1 6010 11/12/93

Data qualifier key:
E - estimated value

- duplicate injection precision not met

- spike recovery not within control limits

- determined by MSA

- post-digestion spike for Furnace AA is out of control limits (85-115%),
while sample absorbance is <50% of spike absorbance

- duplicate analysis outside control limits

- Correlation coefficient for the MSA <0.995

< CRDL but >= IDL

- none detected

- positive result

T2

- W+ #*
1

'blank

NOTE: Dilution Factor applies to Method 6010 only.
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/04/93 (5122'892-6684
Client Work ID: 'D.0. 5001 409832-003-01 ork Order: B3-10-297

“

SAMPLE ID: Al1l032
SAMPLE DATE: 10/22/93 13:10:00
SAMPLE MATRIX: SOIL

Note Reporting Date Method
Test Name Ref Result Limit Units Analyzed Reference
Chromium VI 0.10U 0.10 MG/KG 11/04/93 EPA7196
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/04/93 (512) 892-6684

Client Work ID: D.O0. 5001

409832-003-01 Work Order: B3-10-297

e

. TEST NAME: Hazardous Substance Vols.

METHOD REFERENCE: EPA8240

SAMPLE ID: A1032
SAMPLE DATE: 10/22/93
SAMPLE MATRIX: SOIL

ANALYSIS DATE: 11/04/93
DILUTION FACTOR: 1.0
UNITS: UG/KG
Reporting Reporting
Result Qual Limit Result Qual Limit
Chloromethane 10 U 10 1,2-Dichloropropane 5 U 5
Bromomethane 10 U 10 trans—l,3-Dichloropropene 5 U S
Vinyl chloride 10 U 10 Trichloroethene 5 U 3
Chloroethane 10 u 10 Chlorodibromomethane 5 U 5
Methylene chloride 10 U 10 1,1,2-Trichloroethane 5 U 5
Acetone 100 © 100 Benzene 5 U 5
Carbon disulfide 5 U 5 cis-1,3—Dichloropropene 5 U 5
1,1-Dichloroethene 5 u 5 2-Chloroettylvinyl ether 10 U 10
1-Dichloroethane 5 19} 5 Bromoform 5 U 5
:ns-1,2-Dichloroethene 5 U 5 2-Hexanone 50 U 50
Cis-1,2-Dichloroethene 5 U 5 4-Methyl-2-pentanone 50 U 50
Chloroform 5 u 5 Tetrachloroethene 5 U 5
1,2-Dichloroethane 5 U S 1,1,2,2-Tetrachloroethane 5 U S
2-Butanone 3.0 JB 100 Toluene 5 U 5
l,l,l—Trichloroethane 5 U S Chlorobenzene 5 U 5
Carbon tetrachloride S U g Ethylbenzene 5 U 5
Vinyl acetate 10 U 10 Styrene 5 u 5
Dichlorobromomethane 5 ¢} 5 Xylenes, total 5 U 5
Surrogates % Recovery Limits
TOLUENE-DS8 101 81 - 117
BROMOFLUOROBENZENE 94 74 - 121
1,2-DICHLOROETHANE-D4 106 70 - 120

Data Qualifier Key:
U - none detected

J - estimated value (less than the sample quantitation limit)
B - analyte is found in the associated blank as well as in the sample

'blank' - positive result

* - Surrogate recovery is outside QC limit
D - compound identified at a secondary dilution factor
E - concentration exceeds calibration range

RR2.1.8Q
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/04/93 (512) 892-6684
Client Work ID: D.O. 5001 409832-003-01 ork Order: B3-10-297

TEST NAME: ABN HSL GC/MS Extractables
METHOD REFERENCE: EPA8270

SAMPLE ID: A1032

SAMPLE DATE: 10/22/93
SAMPLE MATRIX: SOIL
EXTRACTION DATE: 10/27/93
ANALYSIS DATE: 10/31/93
DILUTION FACTOR: 0.033

UNITS: MG/KG Reporting Reportin
Result Qual Limit Result Qual Limit
Phenol 0.330 U 0.330 2,6-Dinitrotoluene 0.330 U 0.330
bis(2-Chloroethyl)ether 0.330 U 0.330 3-Nitroaniline 0.825 U 0.825
2-Chlorophenol 0.330 U 0.330 Acenaphthene 0.330 U 0.330
1l,3-Dichlorobenzene 0.330 U 0.330 2,4-Dinitrophenol 0.825 U 0.825
l,4-Dichlorobenzene 0.330 U 0.330 4-Nitrophenol 0.825 U 0.825
Benzyl alcohol 0.330 U 0.330 Dibenzofuran 0.330 U 0.330
1,2-Dichlorobenzene 0.330 U 0.330 2,4-Dinitrotoluene 0.330 U 0.330
2-Methylphenol 0.330 U 0.330 Diethylphthalate 0.330 U 0.330
" "s(2-Chloroisopropyl)ether 0.330 U 0.330 4-Chlorophenyl-phenylether 0.330 U 0.330
4ethylphenol 0.330 U 0.330 Fluorene 0.330 U 0.330
N-Nitroso-di-n-propylamine 0.330 U 0.330 4-Nitroaniline 0.825 U 0.825
Hexachloroethane 0.330 U 0.330 4,6-Dinitro-2-methylphenol 0.825 U 0.825
Nitrobenzene 0.330 U 0.330 N-Nitrosodiphenylamine (1) 0.330 U 0.330
Isophorone 0.330 U 0.330 4-Bromophenyl-phenylether 0.330 U 0.330
2-Nitrophenol 0.330 U 0.330 Hexachlorobenzene 0.330 U 0.330
2,4-Dimethylphenol 0.330 U 0.330 Pentachlorophenol 0.825 U 0.825
Benzoic Acid 0.330 U 0.330 Phenanthrene 0.330 U 0.330
bis(2-Chloroethoxy)methane 0.330 U 0.330 Anthracene 0.330 U 0.330
2,4-Dichlorophenol 0.330 U 0.330 Di-n-butylphthalate 0.330 U 0.330
1,2,4-Trichlorobenzene 0.330 U 0.330 Fluoranthene 0.330 U 0.330
Naphthalene 0.330 U 0.330 Pyrene 0.330 U 0.330
4-Chloroaniline 0.330 U 0.330 Butylbenzylphthalate 0.330 U 0.330
Hexachlorobutadiene 0.330 U 0.330 3,3'-Dichlorobenzidine 0.330 U 0.330
4-Chloro-3-methylphenol 0.330 U 0.330 Benzo(a)anthracene 0.330 U 0.330
2-Methylnaphthalene 0.330 U 0.330 Chrysene 0.330 U 0.330
Hexachlorocyclopentadiene 0.330 U 0.330 bis(2-Ethylhexyl)phthalate 0.330 U 0.330
2,4,6-Trichlorophenol 0.330 U 0.330 Di-n-octylphthalate 0.330 U 0.330
2,4,5-Trichlorophenol 0.825 U 0.825 Benzo(b) fluoranthene 0.330 U 0.330
2-Chloronaphthalene 0.330 U 0.330 Benzo(k)fluoranthene 0.330 U 0.330
2-Nitroaniline 0.825 U 0.825 Benzo(a)pyrene 0.330 U 0.330
Dimethylphthalate 0.330 U 0.330 Indeno(1l,2,3-cd)pyrene 0.330 U 0.330
Acenaphthylene 0.330 U 0.330 Dibenzo(a,h)anthracene 0.330 U 0.330
’ Benzo(g,h,i)perylene 0.330 U 0.330
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Company:
Date: 12/04/93

Client Work ID:

‘D.O.

IT CORPORATION

5001

409832-003-01

IT ANALYTICAL SERVICES
AUSTIN, TX

(512213:?1:2 'ggggr: B3-10-297

“

TEST NAME: ABN HSL GC/MS Extractables
METHOD REFERENCE: EPA8270

SAMPLE ID:
SAMPLE DATE:
SAMPLE MATRIX:

Al1032

10/22/93
SOIL
Surrogates % Recovery
Nitrobenzene-D5 82
2-Fluorobiphenyl 99
Terphenyl-D14 103
Phenol-D5 75
2-Fluorophenol 72
2,4,6-Tribromovhenol 83

Limits

23 - 120
30 - 115
18 - 137
24 - 113
25 - 121
19 - 122

(1) N-Nitrosodiphenylamine cannot be separated from diphenylamine.

Data Qualifier Key:
U - none detected
J - estimated value (less.than the sample quantitation limit)
B - analyte is found in the associated blank as well as in the sample
'blank' - positive result
* - Surrogate recovery is outside QC limit
D - compound identified at a secondary dilution factor
E - concentration exceeds calibration range

682-1-89
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/04/93 (512) 892-6684
Client Work ID: D.O. 5001 409832-003-01 Work Order: B3-10-297

TEST NAME: Metals
METHOD REFERENCE: EPA6010

SAMPLE ID: A1032
SAMPLE DATE: 10/22/93

SAMPLE MATRIX: SOIL

DILUTION FACTOR (6010): 107.526

UNITS: MG/KG
Result Reporting Method Analysis
Result Qual Limit Reference Date

Arsenic 1.8 N 1.2 7060 11/10/93
Aluminum 14000 N 22 6010 11/12/93
Barium 68 N* 22 6010 11/12/93
Beryllium 0.71 0.54 6010 11/12/93
Cadmium 0.54 U 0.54 6010 11/12/93
Chromium 15 1.1 6010 11/12/93
Copper 7.2 2.7 6010 11/12/93
Iron 10000 N 11 6010 11/12/93
Nickel 12 4.3 6010 11/12/93
Lead 4.4 N 0.35 7421 11/10/93
Mercury 0.020 U 0.020 7471 11/10/93
Silver 1.1 U 1.1 6010 11/12/93
Zinc 23 2.2 6010 11/12/93

Data qualifier key:

- estimated value

- duplicate injection precision not met

- spike recovery not within control limits

~ determined by MSA

- post-digestion spike for Furnace AA is out of control limits (85-115%),
while sample absorbance is <50% of spike absorbance

- duplicate analysis outside control limits

- Correlation coefficient for the MSA <0.995

< CRDL but >= IDL

- none detected

'blank' - positive result

Tnzxw

- W+
|

NOTE: Dilution Factor applies to Method 6010 only.

682-1-89
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/04/93 (512) 892-6684
Client Work ID: ©D.O. 5001 409832-003-01 Work Order: B3-10-297

SAMPLE ID: Al1033
SAMPLE DATE: 10/22/93 13:20:00
SAMPLE MATRIX: SOIL

Note Reporting Date Method
Test Name Ref Result Limit Units Analyzed Reference

Chromium VI 0.11 0.10 MG/KG 11/04/93 EPA7196

682-1-89
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Company: IT CORPORATION AUSTIN, TX

Date: 12/04/93 (512) 892-6684

Client Work ID: ‘D.O0. 5001 409832-003-01 Work Order: B3-10-297

)

TEST NAME: Hazardous Substance Vols.
METHOD REFERENCE: EPA8240

SAMPLE ID: A1033
SAMPLE DATE: 10/22/93
SAMPLE MATRIX: SOIL

ANALYSIS DATE: 11/04/93
DILUTION FACTOR: 1.0
UNITS: UG/KG
Reporting Reporting
Result Qual Limit Result Qual Limit
Chloromethane 10 U 10 1,2-Dichloropropane 5 U 5
Bromomethane 10 U 10 trans—l,3—Dichloropropene S U 5
Vinyl chloride 10 4] 10 Trichloroethene 5 U 5
Chloroethane 10 U 10 Chlorodibromomethane 5 U 5
Methylene chloride 10 U 10 1,1,2-Trichloroethane 5 U 5
Acetone 10 JB 100 Benzene 5 U 5
Carbon disulfide 5 U 5 cis—l,S-Dichloropropene 5 U S
1,1-Dichloroethene 5 U 5 2-Chloroethylvinyl ether 10 U 10
1-Dichloroethane 5 U 5 Bromoform 5 U 5
ans-1,2-pichloroethene 5 U 5 2-Hexanone 50 U 50
cis-1,2-Dichloroethene 5 U 5 4-Methyl-2-pentanone 50 U 50
Chloroform 5 U 5 Tetrachloroethene 5 U 5
1,2-Dichloroethane 5 U 5 l,1,2,2—Tetrachloroethane 5 U 5
2-Butanone 100 U 100 Toluene 5 U 5
1,1,1-Trichloroethane 5 U 5 Chlorobenzene 5 U 5
Carbon tetrachloride S U S Ethylbenzene 5 U 5
Vinyl acetate 10 U 10 Styrene 5 © 5
Dichlorobromomethane 5 U 5 Xylenes, total 5 U 5
Surrogates % Recovery Limits
TOLUENE-D8 106 81 - 117
BROMOFLUOROBENZENE 97 74 - 121
1,2—DICHLOROETHANE—D4 111 70 - 120

Data Qualifier Key:
U - none detected

J - estimated value (less than the

sample quantitation limit)

B - analyte is found in the associated blank as well as in the Sample

'blank' - positive resu

1t

* = Surrogate recovery is outside QC limit
D - compound identified at a secondary dilution factor
E - concentration exceeds calibration range
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IT ANALYTICAL SERVICES
Company: 1p CORPORATION AUSTIN, Tx

Date: 12/04/93 (512) 892-6684

Client Work 1Ip: D.0. 5001 409832-003-01 Work order: B3-10-297

TEST NaME: ABN HST, GC/Ms thractables
METHOD REFERENCE : EPAB270

SAMPLE 1p: Al1033
SAMPLE DATE: 10/22/93
SAMPLE MATRIX: SOIL
EXTRACTION DATE: 10/27/93
ANALYSIS DATE: 10/31/93
DILUTION FACTOR: 0.033

UNITS: MG/Re Reporting Reporting
Result Qual Limjt Result Qual rLimjit
Pheno} 0.330 U 0.330 2,6—Dinitrotoluene 0.330 U 0.330
bis(2—Chloroethyl)ether 0.330 U 0.330 3-Nitroaniline 0.825 U 0.825
2-Chlorophenol 0.330 U 0.330 Acenaphthene 0.330 U 0.330
1,3-Dichlorobenzene 0.330 U 0.330 2,4-Dinitrophenol 0.825 U 0.825
1,4-Dichlorobenzene 0.330 U 0.330 4-Nitrophenol 0.825 U 0.825
Benzyl alcohol 0.330 U 0.330 Dibenzofuran 0.330 U 0.330
1,2—Dichlorobenzene 0.330 U 0.330 2,4-Dinitrotoluene 0.330 U 0.330
2—Methylphenol 0.330 U 0.330 Diethylphthalate 0.330 U 0.330
: ’(2—Chloroisopropyl)ether 0.330 U 0.330 4-Chlorophenyl-phenylether 0.330 U 0.330
2thylphenol 0.330 U 0.330 Fluorene 0.330 U 0.330
N—Nitroso~di~n-propylamine 0.330 U 0.330 4—Nitroaniline 0.825 U 0.825
Hexachloroethane 0.330 U 0.330 4,6-Dinitro—2-methylphenol 0.825 U 0.825
Nitrobenzene 0.330 U 0.330 N-Nitrosodiphenylamine (1) 0.330 U 0.330
Isophorone 0.330 U 0.330 4-Bromophenyl-phenylether 0.330 U 0.330
2—Nitrophenol 0.330 U 0.330 Hexachlorobenzene . 0.330 U 0.330
2,4-Dimethylphenol 0.330 U 0.330 Pentachlorophenol 0.825 U 0.825
Benzoic Acid 0.330 U 0.330 Phenanthrene 0.330 U 0.330
bis(2—Chloroethoxy)methane 0.330 U 0.330 Anthracene 0.330 U 0.330
2,4-Dichlorophenol 0.330 U 0.330 Di-n—butylphthalate 0.330 U 0.330
1,2,4-Trichlorobenzene 0.330 U 0.330 Fluoranthene 0.330 U 0.330
Naphthalene 0.330 U 0.330 Pyrene 0.330 U 0.330
4—Chloroaniline 0.330 U 0.330 Butylbenzylphthalate 0.330 U 0.330
Hexachlorobutadiene 0.330 U.0.330 3,3'-Dichlorobenzidine 0.330 U 0.330
4-Chloro—3—methylphenol 0.330 U 0.330 Benzo(a)anthracene 0.330 U 0.330
Z—Methylnaphthalene 0.330 U 0.330 Chrysene 0.330 U 0.330
iexachlorocyclopentadiene 0.330 U 0.330 bis(2-Ethy1hexyl)phthalate 0.330 U 0.330
2,4,6-Trichlorophenol 0.330 U 0.330 Di—n-octylphthalate 0.039 gB 0.330
f,4,5-Trichlorophenol 0.825 U 0.825 Benzo(b)fluoranthene 0.330 U 0.330
-Chloronaphthalene 0.330 U 0.330 Benzo(k)fluoranthene 0.330 U 0.330
~Nitroaniline 0.825 U 0.825 Benzo(a)pyrene 0.330 U 0.330
imethylphthalate 0.330 U 0.330 Indeno(l,2,3-cd)pyrene 0.330 U 0.330
“énaphthylene 0.330 U 0.330 Dibenzo(a,h)anthracene 0.330 U 0.330
Benzo(g,h,i)perylene 0.330 U 0.330
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Company:
Date: 12/04/93

Client Work ID: 'D.O.

IT CORPORATION

5001

409832-003-01

IT ANALYTICAL SERVICES
AUSTIN, TX

(512) 892-6684
Work Order: B3-10-297

.

TEST NAME: ABN HSL

GC/MS Extractables

METHOD REFERENCE: EPA8270

SAMPLE ID: A1033

SAMPLE DATE: 10/22/93
SAMPLE MATRIX: SOIL

Surrogates % Recovery
Nitrobenzene-D5 78
2-Fluorobiphenyl 104
Terphenyl-D14 107
Phenol-D5S 76
2-Fluorophenol 73
2,4,6-Tribromophenol 82

Limits

23 - 120
30 - 115
18 - 137
24 - 113
25 - 121
19 - 122

(1) N-Nitrosodiphenylamine cannot be separated from diphenylamine.

Data Qualifier Key:

U - none detected

J - estimated value (less than the sample quantitation limit)

B - analyte is found in the associated blank as well as in the sample
'blank' - positive result

* ~ Surrogate

o)
|

recovery is outside QC limit

E - concentration exceeds calibration range

compound identified at a secondary dilution factor

682-1-89
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/04/93 (512) 892-6684
Client Work ID: 'D.O. 5001 409832-003-01 Work Order: B3-10-297

TEST NAME: Metals
METHOD REFERENCE: EPA6010

SAMPLE ID: A1033

SAMPLE DATE: 10/22/93

SAMPLE MATRIX: SOIL

DILUTION FACTOR (6010): 96.1538

UNITS: MG/KG
Result Reporting Method Analysis
Pesult Qual Limit Reference Date

Arsenic 2.0 N 0.94 7060 11/10/93
Aluminum 13000 N 19 6010 11/12/93
Barium 450 N=* 19 6010 11/12/93
Beryllium 0.96 0.48 6010 11/12/93
Cadmium 0.57 0.48 6010 11/12/93
Chromium 16 0.96 6010 11/12/93
Copper 12 2.4 6010 11/12/93
Iron 14000 N 9.6 6010 11/12/93
Nickel 15 3.8 6010 11/12/93
Lead 6.2 N 0.28 7421 11/10/93
Mercury 0.025 U 0.025 7471 11/10/93
Silver 0.96 U 0.96 6010 11/12/93
Zinc 26 1.9 6010 11/12/93

Data qualifier key:

- estimated value

~ duplicate injection precision not met

- spike recovery not within control limits

- determined by MSA

- post-digestion spike for Furnace AA is out of control limits (85-115%),
while sample absorbance is <50% of spike absorbance

- duplicate analysis outside control limits

- Correlation coefficient for the MSA <0.995

< CRDL but >= IDL

- none detected

- positive result

T nZ2xH

- w4+ *
]

'blank

NOTE: Dilution Factor applies to Method 6010 only.

682-1-89
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/04/93 (512) 892-6684
Client Work ID: D.O. 5001 409832-003-01 Work Order: B3-10-297

SAMPLE ID: Al034
SAMPLE DATE: 10/22/93 13:25:00
SAMPLE MATRIX: SOIL

Note Reporting Date Method
Test Name Ref Result Limit Units Analyzed Reference

Chromium VI 0.50U 0.50 MG/KG 11/04/93 EPA7196

682-1-89
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Company: IT CORPORATION
Date: 12/04/93

Client Work ID:

D.O.

5001

IT ANALYTICAL SERVICES
AUSTIN, TX
(512) 892-6684

409832-003-01

Work Order:

B3-10-297

e

TEST NAME: Hazardous Substance Vols.

METHOD REFERENCE

SAMPLE ID: Al1034

: EPA8240

SAMPLE DATE: 10/22/93

Reporting

ccdaddgddgdaoagaadaaa

10
10
10

SAMPLE MATRIX: SOIL
ANALYSIS DATE: 11/04/93
DILUTION FACTOR: 1.0
UNITS: UG/KG
Result Qual Limit
Chloromethane 10 U
Bromomethane 10 U
Vinyl chloride 10 U
Chloroethane 10 U
Methylene chloride 10 U
Acetone 4.9 JB
Carbon disulfide 5
1,1-Dichloroethene 5
* 1-Dichloroethane 5
ns-1,2-Dichloroethene 5
cis-1,2-Dichloroethene 5
Chloroform 5
1l,2-Dichloroethane 5
2-Butanone 100
1,1,1-Trichloroethane 5
Carbon tetrachloride 5
Vinyl acetate 10
Dichlorobromomethane )
Surrogates
TOLUENE-DS8
BROMOFLUOROBENZENE

1,2-DICHLOROETHANE-D4

Data Qualifier Key:

U -
J -
B -
'blank' -

o
|

none detected
estimated value (less than the sample quantitation limit)
analyte is found in the associated blank as well as in the sample
positive result
Surrogate recovery is outside QC limit

compound identified at a secondary dilution factor
concentration exceeds calibration range

% Recovery

1,2-Dichloropropane
trans-1, 3-Dichloropropene
Trichloroethene
Chlorodibromomethane
l1,1,2-Trichloroethane
Benzene
¢cis~-1,3-Dichloropropene
2-Chloroethylvinyl ether
Bromoform

2-Hexanone
4-Methyl-2-pentanone
Tetrachloroethene
1,1,2,2-Tetrachloroethane
Toluene

Chlorobenzene
Ethylbenzene

Styrene

Xylenes, total

Limits
81 - 117
74 - 121
70 - 120

104
98
105

Reporting

Result Qual Limit

daoacdagadacaadaddaaadadaaacac
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Company: IT CORPORATION
Date: 12/04/93

Client Work ID: 'D.O.

5001

IT ANALYTICAL SERVICES

AUSTIN,

TX

(512) 892-6684

409832-003-01 Work

Order:

B3-10-297

—

TEST NAME: ABN HSL GC/MS Extractables
EPA8270

METHOD REFERENCE:

SAMPLE ID: A1034

SAMPLE DATE: 10/22/93

SAMPLE MATRIX:
EXTRACTION DATE:
ANALYSIS DATE:

DILUTION FACTOR:
UNITS: MG/KG

SOIL
10/27/93

11/01/93
0.033

Reporting

Result Qual Limit

Phenol
bis(2-Chloroethyl)ether
2-Chlorophenol
1,3-Dichlorobenzene
1,4-Dichlorobenzene
Benzyl alcohol
l1,2-Dichlorobenzene
2-Methylphenol
¥ “8(2-Chloroisopropyl)ether
iethylphenol
N-Nitroso-di-n-propylamine
Hexachloroethane
Nitrobenzene
Isophorone
2-Nitrophenol
2,4-Dimethylphenol
Benzoic Acid
bis(2-Chloroethoxy)methane
2,4-Dichlorophenol
1,2,4-Trichlorobenzene
Naphthalene
4-Chloroaniline
Hexachlorobutadiene
4-Chloro-3-methylphenol
2-Methylnaphthalene
Hexachlorocyclopentadiene
2,4,6-Trichlorophenol
2,4,5-Trichlorophenol
2-Chloronaphthalene
2-Nitroaniline
Dimethylphthalate
Acenaphthylene

0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.825
0.330
0.825
0.330
0.330

dodcocadaccgdadaocgagdadaaddadaacacaadagdadadagaogaccda

0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.825
0.330
0.825
0.330
0.330

2,6-Dinitrotoluene
3-Nitroaniline
Acenaphthene
2,4-Dinitrophenol
4-Nitrophenol
Dibenzofuran
2,4-Dinitrotoluene
Diethylphthalate
4-Chlorophenyl-phenylether
Fluorene

4-Nitroaniline
4,6-Dinitro-2-methylphenol
N-Nitrosodiphenylamine (1)
4-Bromophenyl-phenylether
Hexachlorobenzene
Pentachlorophenol
Phenanthrene

Anthracene
Di-n-butylphthalate
Fluoranthene

Pyrene
Butylbenzylphthalate
3,3'-Dichlorobenzidine
Benzo(a)anthracene
Chrysene
bis(2-Ethylhexyl)phthalate
Di-n-octylphthalate
Benzo(b)fluoranthene
Benzo(k)fluoranthene
Benzo(a)pyrene
Indeno(1l,2,3-cd)pyrene
Dibenzo(a,h)anthracene
Benzo(g,h,i)perylene

Result

0.330
0.825
0.330
0.825
0.825
0.330
0.330
0.330
0.330
0.330
0.825
0.825
0.330
0.330
0.330
0.825
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330

0.10
0.330
0.330
0.330
0.330
0.330
0.330

Reportin
Qual Limit
0.330
0.825
0.330
0.825
0.825
0.330
0.330
0.330
0.330
0.330
0.825
0.825
0.330
0.330
0.330
0.825
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330

wacdadadddagdaaadadadadadagadogacadaaagaacada

4

accgcaca
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rrAu{ALXTTcuxLSER\HCIS
Company: IT CORPORATION AUSTIN, TX
Date: 12/04/93 (512) 892-6684

Client Work ID: D.0. 5001 409832-003-01 Work Order: B3-10-297

TEST NAME: ABN HSL GC/MS Extractables
METHOD REFERENCE: EPA8270

SAMPLE ID: A1034
SAMPLE DATE: 10/22/93
SAMPLE MATRIX: SOIL

Surrogates % Recovery Limits

Nitrobenzene-ps 87 23 - 120
2—Fluorobiphenyl 109 30 - 115
Terphenyl-Dp14 103 18 - 137
Phenol-Dps 82 24 - 113
2=Fluorophenol 83 25 - 121
2,4,6-Tribromophenol 89 19 - 122

(1) N-Nitrosodiphenylamine cannot be separated f-om diphenylamine.

Data Qualifier Key:
U - none detected
J - estimated value (less than the sample quantitation limit)
B - analyte is found in the associated blank as well as in the sample
'blank' - positive result
* = Surrogate recovery is outside QC limit
compound identified at a Secondary dilution factor
E - concentration ©xceeds calibration range

o
!
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/04/93 (512) 892-6684
Client Work ID: D.O. 5001 409832-003-01 Work Order: B3-10-297

\

TEST NAME: Metals
METHOD REFERENCE: EPA6010

SAMPLE ID: A1034

SAMPLE DATE: 10/22/93

SAMPLE MATRIX: SOIL

DILUTION FACTOR (6010): 92.5925

UNITS: MG/KG
Result Reporting Method Analysis
Result Qual Limit Reference Date

Arsenic 1.7 N 0.95 7060 11/10/93
Aluminum 13000 N 19 6010 11/12/93
Barium 440 N* 19 6010 11/12/93
Beryllium 0.84 0.46 6010 11/12/93
Cadmium 0.46 U 0.46 6010 11/12/93
Chromium 17 0.93 6010 11/12/93
Copper 8.0 2.3 6010 11/12/93
Iron 12000 N 9.3 6010 11/12/93
Nickel 14 3.7 6010 11/12/93
Lead 5.6 N 0.29 7421 11/10/93
Mercury 0.025 U 0.025 7471 11/10/93
Silver 0.93 U 0.93 6010 11/12/93
Zinc 23 1.9 6010 11/12/93

Data qualifier key:

- estimated value

- duplicate injection precision not met

- spike recovery not within control limits

- determined by Msa

~ post-digestion spike for Furnace AA is out of control limits (85-115%),
while sample absorbance is <50% of spike absorbance

- duplicate analysis outside control limits

= Correlation coefficient for the MSA <0.995

< CRDL but >= IDL

-~ none detected

'blank’' - positive result

TnzZzxmM

-G W+ %
|

NOTE: Dilution Factor applies to Method 6010 only.
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/04/93 (512) 892-6684
Client Work ID: D.O. 5001 409832-003-01 ork Order: B3-10-297

L

TEST NAME: Hazardous Substance Vols.
METHOD REFERENCE: EPA8240

SAMPLE ID: A1035

SAMPLE DATE: 10/19/93
SAMPLE MATRIX: WATER
ANALYSIS DATE: 10/31/93

DILUTION FACTOR: 1.0
UNITS: UG/L
Reporting Reporting
Result Qual Limit Result Qual Limit
Chloromethane 10 U 10 1,2-Dichloropropane 5 U 5
Bromomethane 10 U 10 trans-1,3-Dichloropropene ) U 5
Vinyl chloride 10 U 10 Trichloroethene 5 8) 5
Chloroethane 10 U 10 Chlorodibromomethane 5 o 5
Methylene chloride 7.0 JB 10 1,1,2-Trichloroethane 5 U 5
Acetone 100 U 100 Benzene 5 U 5
Carbon disulfide 5 U 5 cis-1,3-Dichloropropene 5 U 5
1,1-Dichloroethene 5 U 5 2-Chloroethylvinyl ether 10 U 10
' 1-Dichloroethane 5 U 5 Bromoform 5 U 5
as-1,2-Dichloroethene 5 U S 2-Hexanone 50 U 50
ci1s-1,2-Dichloroethene 5 U 5 4-Methyl-2-pentanone 50 U 50
Chloroform 5 [¢f 5 Tetrachloroethene 5 U 5
1,2-Dichloroethane 5 u 5 1,1,2,2-Tetrachloroethane 5 u 5
2-Butanone 3.0 J 100 Toluene 5 U 5
1,1,1-Trichloroethane S U 5 Chlorobenzene 5 U 5
Carbon tetrachloride 5 U 5 Ethylbenzene 5 U 5
Vinyl acetate 10 U 10 Styrene 5 U 5
Dichlorobromomethane 5 U 5 Xylenes, total 5 U 5
Surrogates % Recovery Limits

TOLUENE-D8 91 88 - 110

BROMOFLUOROBENZENE 95 86 - 115

1,2-DICHLOROETHANE-D4 102 76 - 114

Data Qualifier Key:

U - none detected

J - estimated value (less than the sample quantitation limit)

B - analyte is found in the associated blank as well as in the sample
'blank' - positive result

* — Surrogate recovery is outside QC limit

D - compound identified at a secondary dilution factor

E - concentration exceeds calibration range
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/04/93 (512) 892-6684
Client Work ID: D.O. 5001 409832-003-01 Work Order: B3-10-297

_
SAMPLE ID: A1036
SAMPLE DATE: 10/22/93 14:35:00
SAMPLE MATRIX: SOIL

Note Reporting Date Method
Test Name Ref Result Limit Units Analyzed Reference

Chromium VI 0.10U0 0.10 MG/KG 11/04/93 EPA7196
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/04/93 (512) 892-6684
Client Work ID: 'D.O. 5001 409832-003-01 Work Order: B3-10-297

.

TEST NAME: Hazardous Substance Vols.
METHOD REFERENCE: EPA8240

SAMPLE ID: A1036
SAMPLE DATE: 10/22/93
SAMPLE MATRIX: SOIL

ANALYSIS DATE: 11/04/93
DILUTION FACTOR: 1.0
UNITS: UG/KG
Reporting Reportinc
Result Qual Limit Result Qual Limit
Chloromethane 10 U 10 1,2-Dichloropropane 5 U 5
Bromomethane 1 U 10 trans-1,3-Dichloropropene ) U 5
Vinyl chloride 10 U 10 Trichloroethene 5 U 5
Chloroethane 10 U 10 Chlorodibromomethane 5 U 5
Methylene chloride 0.9 J 10 1,1,2-Trichloroethane 5 U 5
Acetone 5.4 JB 100 Benzene 5 U 5
Carbon disulfide 5 U 5 cis-1,3-Dichloropropene 5 U 5
1l,1-Dichloroethene 5 U 5 2-Chloroetlylvinyl ether 10 U 10
® 1-Dichloroethane 5 U 5 Bromoform 5 U 5
mns-1,2-Dichloroethene 5 U 5 2~Hexanone 50 U 50
cis~1,2-Dichloroethene 5 U 5 4-Methyl-2-pentanone 50 U 50
Chloroform 5 U 5 Tetrachloroethene 5 U 5
1,2-Dichloroethane 5 U 5 1,1,2,2-Tetrachloroethane 5 U 5
2-Butanone 4.0 J 100 Toluene 5 U 5
1,1,1-Trichlorcethane 5 U 5 Chlorobenzene 5 U 5
Carbon tetrachloride 5 U 5 Ethylbenzene 5 U 5
Vinyl acetate 10 U 10 Styrene 5 U 5
Dichlorobromomethane 5 U 5 Xylenes, total 5 U S
Surrogates % Recovery Limits
TOLUENE-DS8 103 81 - 117
BROMOFLUOROBENZENE 95 74 - 121
1,2-DICHLOROETHANE-D4 106 70 - 120

Data Qualifier Key:

U - none detected

J - estimated value (less than the sample quantitation limit)

B - analyte is found in the associated blank as well as in the sample
'blank' - positive result

* - Surrogate recovery is outside QC limit

D - compound identified at a secondary dilution factor

E - concentration exceeds calibration range

682-1-89
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Company: IT CORPORAT
Date: 12/04/93

Client Work ID: D.O.

ION

5001

IT ANALYTICAL SERVICES
AUSTIN, TX

409832-003-01

(51%k3323¥52£: B3-10-297

l.--.-..-----I-------II--IIIIIIIIIIIIII-II.III-.I-I-IIIIIIIIIIII.--

TEST NAME: ABN HSL GC/MS Extractables

METHOD REFERENCE: EPA8270

SAMPLE ID: A1036
SAMPLE DATE: 10/22
SAMPLE MATRIX:
EXTRACTION DATE:
ANALYSIS DATE:

DILUTION FACTOR:
UNITS: MG/KG

11

/93

SOIL

10/27/93
/01/93
0.033

Reporting

Result OQual

Phenol
bis(2-Chloroethyl)ether
2-Chlorophenol
1,3-Dichlorobenzene
1,4-Dichlorobenzene
Benzyl alcohol
1,2-Dichlorobenzene
2-Methylphenol
"q(2—Chloroisopropyl)ether
.ethylphenol
N-Nitroso-di-n-propylamine
Hexachloroethane
Nitrobenzene
Isophorone
2-Nitrophenol
2,4-Dimethylphenol
Benzoic Acid
bis(2-Chloroethoxy)methane
2,4~Dichlorophenol
1,2,4-Trichlorobenzene
Naphthalene
4-Chloroaniline
Hexachlorobutadiene
4-Chloro-3-methylphenol
2-Methylnaphthalene
Hexachlorocyclopentadiene
2,4,6~-Trichlorophenol
2,4,5-Trichlorophenol
2-Chloronaphthalene
2-Nitroaniline
Dimethylphthalate
Acenaphthylene

0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.825
0.330
0.825
0.330
0.330

U
)
U
U
U
U
U
U
U
U
U
U
U
U
U
U
U
u
U
U
U
U
U
U
U
U
U
U
U
U
U
U

Limit

0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330

10.330

0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.825
0.330
0.825
0.330
0.330

2,6-Dinitrotoluene
3-Nitroaniline
Acenaphthene
2,4-Dinitrophenol
4-Nitrophenol
Dibenzofuran
2,4-Dinitrotoluene
Diethylphthalate
4-Chlorophenyl-phenylether
Fluorene

4-Nitroaniline
4,6-Dinitro-2-methylphenol
N-Nitrosodiphenylamine (1)
4-Bromophenyl-phenylether
Hexachlorobenzene
Pentachlorophenol
Phenanthrene

Anthracene
Di-n-butylphthalate
Fluoranthene

Pyrene
Butylbenzylphthalate
3,3'-Dichlorobenzidine
Benzo(a)anthracene
Chrysene
bis(2-Ethylhexyl)phthalate
Di-n-octylphthalate
Benzo(b)fluoranthene
Benzo(k)fluoranthene
Benzo(a)pyrene
Indeno(1,2,3-cd)pyrene
Dibenzo(a,h)anthracene
Benzo(g,h,i)perylene

Result Qual

0.330
0.825
0.330
0.825
0.825
0.330
0.330
0.330
0.330
0.330
0.825
0.825
0.330
0.330
0.330
0.825
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.041
0.330
0.330
0.330
0.330
0.330
0.330

Reportinc
Limit

0.330
0.825
0.330
0.825
0.825
0.330
0.330
0.330
0.330
0.330
0.825
0.825
0.330
0.330
0.330
0.825
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330

odcdcadaddadaddaaadadagadagagadaadd ccocaaca

q

ddddacaaga
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Company :
Date: 12/04/93
Client Work ID:

of 108

D.O.

IT CORPORATION

5001

409832-003-01

IT ANALYTICAL SERVICES
AUSTIN, TX

(512) 892-6684

Work Order: B3~10-297

—

TEST NAME: ABN HSL GC/MS Extractables

METHOD REFERENCE:

SAMPLE 1ID:

Al1036

EPA8270

SAMPLE DATE: 10/22/93

SAMPLE MATRIX:

SOIL

Surrogates % Recovery
Nitrobenzene-D5 74
2-Fluorobiphenyl 98
Terphenyl-D14 109
Phenol-D5 74
2-Fluorophenol 70
2,4,6-Tribromophenol 90

Limits

23 - 120
30 - 115
18 - 137
24 - 113
25 - 121
19 - 122

(1) N-Nitrosodiphenylamine cannot be separated from diphenylamine.

Data Qualifier KRey:

U -

none detected

J - estimated value (less than the sample quantitation limit)

sample

B - analyte is found in the associated blank as well as in the
'blank' - positive result

* - Surrogate recovery is outside QC limit

D - compound identified at a secondary dilution factor

E - concentration exceeds calibration range

682-1-89
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/04/93 (512) 892-6684
Client Work ID: 'D.O. 5001 409832-003-01 Work Order: B3-10-297

TEST NAME: Metals
METHOD REFERENCE: EPA6010

SAMPLE ID: Al1036

SAMPLE DATE: 10/22/93

SAMPLE MATRIX: SOIL

DILUTION FACTOR (6010): 104.166

UNITS: MG/KG
Result Reporting Method Analysis
Result Qual Limit Reference Date

Arsenic 1.0 UN 1.0 7060 11/10/93
Aluminum 15000 N 21 6010 11/12/93
Barium 250 N=* 21 6010 11/12/93
Beryllium 0.99 0.52 6010 11/12/93
Cadmium 0.81 0.52 6010 11/12/93
Chromium 25 1.0 6010 11/12/93
Copper 9.5 2.6 6010 11/12/93
Iron 11000 N 10 6010 11/12/93
Nickel 100 4.2 6010 11/12/93
Lead 5.2 N 0.30 7421 11/10/93
Mercury 0.024 U 0.024 7471 11/10/93
Silver 1.0 U 1.0 6010 11/12/93
Zinc 28 2.1 6010 11/12/93

Data qualifier key:

- estimated value

- duplicate injection precision not met

- spike recovery not within control limits

- determined by MSA N

- post-digestion spike for Furnace AR is out of control limits (85-115%),
while sample absorbance is <50% of spike absorbance

- duplicate analysis outside control limits

- Correlation coefficient for the MSA <0.995

< CRDL but >= IDL

- none detected

'blank' - positive result

T nha2rxm

G W+ *
|

NOTE: Dilution Factor applies to Method 6010 only.

682-1-89



Page: 78 of 108

IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/04/93 (512) 892-6684
Client Work ID: D.O. 5001 409832-003-01 Work Order: B3-10-297

L ______________________________________________________________ ]
SAMPLE ID: Al1037

SAMPLE DATE: 10/22/93 14:40:00
SAMPLE MATRIX: SOIL

Note Reporting Date Method
Test Name Ref Result Limit Units Analyzed Reference

Chromium VI 0.10U 0.10 MG/KG 11/04/93 EPA7196
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Company: IT CORPORATION
Date: 12/04/93

IT ANALYTICAL SERVICES
AUSTIN, TX
(512) 892-6684

Client Work ID: D.0. 5001 409832~003-01 Work Order: B3-10-297

TEST NAME: Hazardous Substance Vols.
METHOD REFERENCE: EPA8240

SAMPLE ID: A1037
SAMPLE DATE: 10/22/93
SAMPLE MATRIX: SOIL

ANALYSIS DATE: 11/05/93
DILUTION FACTOR: 1.0
UNITS: UG/KG
Reporting
Result Qual Limit
Chloromethane 10 4] 10
Bromomethane 10 U 10
Vinyl chloride 10 U 10
Chloroethane 10 U 10
Methylene chloride 10 U 10
Acetone 9.9 UJB 100
Carbon disulfide 5 U 5
1,1-Dichloroethene 5 U 5
‘-Dichloroethane 5 U 5
4n8=-1,2-Dichloroethene 5 U 5
cis—l,2—Dichloroethene 5 U 5
Chloroform 5 U 5
l,2—Dichloroethane 5 U 5
2-Butanone 4.4 JB 100
l,l,l-Trichloroethane 5 U 5
Carbon tetrachloride 5 U 5
Vinyl acetate 10 U 10
Dichlorobromomethane ] U 5
Surrogates % Re
TOLUENE-D8
BROMOFLUOROBENZENE

1,2-DICHLOROETHANE-D4

Data Qualifier Key:

U - none detected

J - estimated value (less than the

B - analyte is found in the associ
'blank' - positive result

* = Surrogate recovery is outside

D - compound identified at a secon

E - concentration exceeds calibrat

Reporting
Result Qual Limit

1,2—Dichloropropane
trans—l,3—Dichloropropene
Trichloroethene
Chlorodibromomethane
1,1,2-Trichloroethane
Benzene
cis—1,3-Dichloropropene
2-chloroethylvinyl ether
Bromoform

2-Hexanone
4~-Methyl-2-pentanone
Tetrachloroethene
1,1,2,2—Tetrachloroethane
Toluene

Chlorobenzene
Ethylbenzene

Styrene

Xylenes, total

[
OU"OU‘UIUIU'I(ﬂmUT

n n
o

S

cdadaacaccaacag dcdaagagaao

Do BT I BT, BT )

covery Limits
104 81 - 117
101 74 - 121
110 70 - 120

sample quantitation limit)
ated blank as well as in the sample
QC limit

dary dilution factor

ion range

1

VMowmuvmuuvmuwm

0
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/04/93 (512) 892-6684
Client Work ID: 'D.O. 5001 409832-003-01 Work Order: B3-10-297

TEST NAME: ABN HSL GC/MS Extractables
METHOD REFERENCE: EPA8270

SAMPLE ID: A1037

SAMPLE DATE: 10/22/93
SAMPLE MATRIX: SOIL
EXTRACTION DATE: 10/27/93
ANALYSIS DATE: 11/01/93
DILUTION FACTOR: 0.033

UNITS: MG/KG Reporting Reportin

Result OQual Limit Result Qual Limit

Phenol 0.330 U 0.330 2,6-Dinitrotoluene 0.330 U 0.330
bis(2-Chloroethyl)ether 0.330 U 0.330 3-Nitroaniline 0.825 U 0.825
2-Chlorophenol 0.330 U 0.330 Acenaphthene 0.330 U 0.330
1,3-Dichlorobenzene 0.330 U 0.330 2,4-Dinitrophenol 0.825 U 0.825
1,4-Dichlorobenzene 0.330 U 0.330 4-Nitrophenol 0.825 U 0.825
Benzyl alcohol 0.330 U 0.330 Dibenzofuran 0.330 U 0.330
1,2-Dichlorobenzene 0.330 U 0.330 2,4-Dinitrotoluene 0.330 U 0.330
2-Methylphenol 0.330 U 0.330 Diethylphthalate 0.330 U 0.330
' "g(2-Chloroisopropyl)ether 0.330 U 0.330 4-Chlorophenyl-phenylether 0.330 U 0.330
iethylphenol 0.330 U 0.330 Fluorene 0.330 U 0.330
N-Nitroso-di-n-propylamine 0.330 U 0.330 4-Nitroaniline 0.825 U 0.825
Hexachloroethane 0.330 U 0.330 4,6-Dinitro-2-methylphenol 0.825 U 0.825
Nitrobenzene 0.330 U 0.330 N-Nitrosodiphenylamine (1) 0.330 U 0.330
Isophorone 0.330 U 0.330 4~-Bromophenyl-phenylether 0.330 U 0.330
2-Nitrophenol 0.330 U 0.330 Hexachlorobénzene 0.330 U 0.330
2,4-Dimethylphenol 0.330 U 0.330 Pentachlorophenol 0.825 U 0.825
Benzoic Acid 0.330 U 0.330 Phenanthrene 0.330 U 0.330
bis(2-Chloroethoxy)methane 0.330 U 0.330 Anthracene 0.330 U 0.330
2,4-Dichlorophenol 0.330 U 0.330 Di-n-butylphthalate 0.330 U 0.330
1,2,4-Trichlorobenzene 0.330 U 0.330 Fluoranthene 0.330 U 0.330
Naphthalene 0.330 U 0.330 Pyrene 0.330 U 0.330
4-Chloroaniline 0.330 U 0.330 Butylbenzylphthalate 0.330 U 0.330
Hexachlorobutadiene 0.330 U 0.330 3,3'-Dichlorobenzidine 0.330 U 0.330
4-Chloro-3-methylphenol 0.330 U 0.330 Benzo(a)anthracene 0.330 U 0.330
2-Methylnaphthalene 0.330 U 0.330 Chrysene 0.330 U 0.330
Hexachlorocyclopentadiene 0.330 U 0.330 bis(2-Ethylhexyl)phthalate 0.330 U 0.330
2,4,6-Trichlorophenol 0.330 U 0.330 Di-n-octylphthalate 0.073 JB 0.330
2,4,5-Trichlorophenol 0.825 U 0.825 Benzo(b)fluoranthene 0.330 U 0.330
2-Chloronaphthalene 0.330 U 0.330 Benzo(k)fluoranthene 0.330 U 0.330
2-Nitroaniline 0.825 U 0.825 Benzo(a)pyrene 0.330 U 0.330
Dimethylphthalate 0.330 U 0.330 Indeno(1,2,3-cd)pyrene 0.330 U 0.330
Acenaphthylene 0.330 U 0.330 Dibenzo(a,h)anthracene 0.330 U 0.330
. Benzo(g,h,i)perylene 0.330 U 0.330
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Company:
Date: 12/04/93

Client Work ID: ©D.O.

IT CORPORATION

5001

409832~003-01

IT ANALYTICAL SERVICES
AUSTIN, TX

(512) 892-6684
Work Order: B3-10-297

TEST NAME: ABN HSL

GC/MS Extractables

METHOD REFERENCE: EPA8270

SAMPLE ID: A1037

SAMPLE DATE: 10/22/93
SAMPLE MATRIX: SOIL

Surrogates - $ Recovery
Nitrobenzene-D5 81
2-Fluorobiphenyl 97
Terphenyl-D14 100
Phenol-D5S 76
2-Fluorophenol 76
2,4,6-Tribromophenol 81

Limits

23 - 120
30 - 115
18 - 137
24 - 113
25 - 121
19 - 122

(1) N-Nitrosodiphenylamine cannot be separated from diphenylamine.

Data Qualifier Key:

U - none detected

J - estimated value (less than the sample gquantitation limit)

B - analyte is found in the associated blank as well as in the sample
'blank®’ - positive result

* - Surrogate

recovery is outside QC limit

D - compound identified at a secondary dilution factor
E - concentration exceeds calibration range
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/04/93 (512) 892-6684
Client Work ID: D.O. 5001 409832-003-01 Work Order: B3-10-297

TEST NAME: Metals
METHOD REFERENCE: EPA6010

SAMPLE ID: A1037

SAMPLE DATE: 10/22/93

SAMPLE MATRIX: SOIL

DILUTION FACTOR (6010): 109.890

UNITS: MG/KG
Result Reporting Method Analysis
Result Qual Limit Reference Date

Arsenic 4.0 N 1.0 7060 11/710/93
Aluminum 16000 N 22 6010 11/12/93
Barium 160 N* 22 6010 11/12/93
Beryllium 0.99 0.55 6010 11/12/93
Cadmium 0.77 0.55 6010 11/12/93
Chromium 21 1.1 6010 11/12/93
Copper 7.1 2.7 6010 11/12/93
Iron 16000 N i1 6010 11/12/93
Nickel 19 4.4 6010 11/12/93
Lead 5.7 N 0.31 7421 11/10/93
Mercury 0.027 U 0.027 7471 11/10/93
Silver 1.1 U 1.1 6010 11/12/93
Zinc 26 2.2 6010 11/12/93

Data qualifier key:
E - estimated value

- duplicate injection precision not met

- spike recovery not within control limits

- determined by MSA

- post-digestion spike for Furnace AA is out of control limits (85-115%),
while sample absorbance is <50% of spike absorbance

- duplicate analysis outside control limits

- Correlation coefficient for the MSA <0.995

< CRDL but >= IDL

- none detected

'blank' - positive result

Enz2x

- QW + *
1

NOTE: Dilution Factor applies to Method 6010 only.
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/04/93 (512) 892-6684
Client Work ID: D.0. 5001 409832-003-01 Work Order: B3-10-297
. _____________________________________________ ]
SAMPLE ID: A1038
SAMPLE DATE: 10/22/93 14:55:00
SAMPLE MATRIX: SOIL
Note Reporting Date Method
Test Name Ref Result __ Limit Units ___ Analyzed Reference

Chromium VI 0.50U 0.50 MG/KG 11/04/93 EPA7196

682-1-89



Page: 84 of 108
IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/04/93 (51%} 892-6684
Client Work ID: ©D.O. 5001 409832-003~-01 ork Order: B3-10-297

L .

TEST NAME: Hazardous Substance Vols.
METHOD REFERENCE: EPA8240

SAMPLE ID: A1038
SAMPLE DATE: 10/22/93
SAMPLE MATRIX: SOIL

ANALYSIS DATE: 11/04/93
DILUTION FACTOR: 1.0
UNITS: UG/KG
Reporting Reportinc
Result Qual Limit Result Qual Limit
Chloromethane 10 U 10 1,2-Dichloropropane 0.6 J 5
Bromomethane 10 U 10 trans-1,3-Dichloropropene 5 U 5
Vinyl chloride 10 U 10 Trichloroethene 5 o 5
Chloroethane 10 U 10 Chlorodibromomethane ) U 5
Methylene chloride 0.6 J 10 1,1,2-Trichloroethane 5 U 5
Acetone 5.1 JB 100 Benzene 5 U 5
Carbon disulfide 5 u 5 cis-1,3-Dichloropropene 5 U 5
1,1-Dichloroethene 5 U 5 2-Chloroethylvinyl ether 10 U 10
* 1-Dichloroethane 5 U 5 Bromoform 5 U 5
ns-1,2-Dichloroethene 5 9) 5 2-Hexanone 50 U 50
cis-1,2-Dichloroethene 5 ¢} S 4-Methyl-2-pentanone 50 U 50
Chloroform 5 U 5 Tetrachloroethene 0.6 J 5
l,2-Dichloroethane 5 U 5 1,1,2,2-Tetrachloroethane 5 U 5
2-Butanone 100 U 100 Toluene 5 U 5
1,1,1-Trichloroethane 5 U 5 Chlorobenzene 5 U 5
Carbon tetrachloride 5 U 5 Ethylbenzene 5 U 5
Vinyl acetate 10 U 10 Styrene 5 U 5
Dichlorobromomethane 5 U 5 Xylenes, total 5 U 5
Surrogates % Recovery Limits
TOLUENE-D8 104 81 - 117
BROMOFLUOROBENZENE 99 74 - 121
1,2-DICHLOROETHANE-D4 100 70 - 120

Data Qualifier Key:
U - none detected

J—
B_
'blank' -

K -

o
!

estimated value (less than the sample gquantitation limit)
analyte is found in the associated blank as well as in the sample
positive result
Surrogate recovery is outside QC limit

compound identified at a secondary dilution factor
concentration exceeds calibration range

682-1-89
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Company :
Date: 12/04/93

Client Work ID: 'D.O.

IT CORPORATION

5001

409832-003-01

IT ANALYTICAL SERVICES
AUSTIN, TX

(512) 892-6684
Work Order: B3-10-297

TEST NAME: ABN HSL

GC/MS Extractables

METHOD REFERENCE: EPA8270

SAMPLE ID: Al1038

SAMPLE DATE: 10/22/93
SAMPLE MATRIX: SOIL

Surrogates % Recovery
Nitrobenzene-DS 72
2-Fluorobiphenyl 93
Terphenyl-D14 107
Phenol-D5 71
2-Fluorophenol 69
2,4,6-Tribromophenol 87

Limits

23 - 120
30 - 115
18 - 137
24 - 113
25 - 121
19 - 122

(1) N-Nitrosodiphenylamine cannot be separated from diphenylamine.

Data Qualifier Key:

U - none detected

J - estimated value (less than the sample quantitation limit)

B - analyte is found in the associated blank as well as in the sample
‘blank' - positive result

* = Surrogate

o
[

recovery is outside QC limit

E - concentration exceeds calibration range

compound identified at a secondary dilution factor

682-1-89
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/04/93 (512) 892-?384
Client Work ID: D.O. 5001 409832-003-01 Work er: B3-10-297

TEST NAME: Metals
METHOD REFERENCE: EPA6010

SAMPLE ID: A1038

SAMPLE DATE: 10/22/93

SAMPLE MATRIX: SOIL

DILUTION FACTOR (6010): 83.3333

UNITS: MG/KG
Result Reporting Method Analysis
Result Qual Limit Reference Date

Arsenic 1.3 N 1.0 7060 11/10/93
Aluminum 10000 N 17 6010 11/12/93
Barium 250 N* 17 6010 11/12/93
Beryllium 0.81 0.42 6010 11/12/93
Cadmium 0.42 U 0.42 6010 11/12/93
Chromium 15 0.83 6010 11/12/93
Copper 7.5 2.1 6010 11/12/93
Iron 12000 N 8.3 6010 11/12/93
Nickel 13 3.3 6010 11/12/93
Lead 4.4 N 0.30 7421 11/10/93
Mercury 0.021 U 0.021 7471 11/10/93
Silver 0.83 U 0.83 6010 11/12/93
Zinc 21 1.7 6010 11/12/93

Data qualifier key:
E - estimated value

- duplicate injection precision not met

- spike recovery not within control limits

- determined by MSA

~ post-digestion spike for Furnace AR is out of control limits (85-115%),
while sample absorbance is <50% of spike absorbance

- duplicate analysis outside control limits

- Correlation coefficient for the MSA <0.995

< CRDL but >= IDL

- none detected

'blank' - positive result

fnh =2

W+ #
|

NOTE: Dilution Factor applies to Method 6010 only.

682-1-89
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/04/93 (512) 892-6684
Client Work ID: 'D.O. 5001 409832-003-01 Work Order: B3-10-297
e e
SAMPLE ID: Al1l039
SAMPLE DATE: 10/22/93 14:55:00
SAMPLE MATRIX: SOIL
Note Reporting Date Method
Test Name Ref Result Limit Units Analyzed Reference
Chromium VI 0.50U 0.50 MG/KG 11/04/93 EPA7196

682-1-89
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/04/93 (512) 892-6684

Client Work ID: D.O. 5001

409832-003-01 Work Order: B3-10-297

e

TEST NAME: Hazardous Substance Vols.
METHOD REFERENCE: EPA8240

SAMPLE ID: A1039
SAMPLE DATE: 10/22/93

SAMPLE MATRIX: SOIL
ANALYSIS DATE: 11/04/93
DILUTION FACTOR: 1.0
UNITS: UG/KG
Reporting Reporting
Result Qual Limit Result Qual Limit
Chloromethane 10 U 10 1,2-Dichloropropane 5 U 5
Bromomethane 10 U 10 trans-1,3-Dichloropropene ) U 5
Vinyl chloride 10 U 10 Trichloroethene 5 U 5
Chloroethane 10 U 10 Chlorodibromomethane 5 U 5
Methylene chloride 10 U 10 1,1,2-Trichloroethane 5 U 5
Acetone 9.7 JB 100 Benzene 5 U 5
Carbon disulfide 5 U 5 cis-1,3-Dichloropropene 5 U 5
1,1-Dichloroethene 5 U 5 2-Chloroethylvinyl ether 10 U 10
1} "-Dichloroethane 5 U 5 Bromoform 5 U 5
i8=1,2-Dichloroethene 5 U 5 2-Hexanone S0 U 50
cis-1,2-Dichloroethene 5 ) S 4-Methyl-2-pentanone 50 U 50
Chloroform 5 U 5 Tetrachloroethene ) U 5
1,2-Dichloroethane 5 U 5 1,1,2,2-Tetrachloroethane 5 U 5
2-Butanone 5.7 J 100 Toluene 5 U 5
1,1,1-Trichloroethane 5 U ) Chlorobenzene 5 U 5
Carbon tetrachloride S 19 ) Ethylbenzene 5 U 5
Vinyl acetate 10 U 10 Styrene 5 U 5
Dichlorobromomethane 5 U 5 Xylenes, total 5 8) 5
Surrogates % Recovery Limits
TOLUENE-D8 106 81 - 117
BROMOFLUOROBENZENE 95 74 - 121
1,2-DICHLOROETHANE-D4 104 70 - 120

Data Qualifier Key:

U - none detected

J - estimated value (less than the sample quantitation limit)

B - analyte is found in the associated blank as well as in the sample
'blank' - positive result

* — Surrogate recovery is outside QC limit

D - compound identified at a secondary dilution factor

E - concentration exceeds calibration range

682-1-89
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/04/93 (512) 892-6684
Client Work ID: D.O. 5001 ) 409832-003-01 Work Order: B3-10-297

TEST NAME: ABN HSL GC/MS Extractables
METHOD REFERENCE: EPA8270

SAMPLE ID: A1039

SAMPLE DATE: 10/22/93
SAMPLE MATRIX: SOIL
EXTRACTION DATE: 10/27/93
ANALYSIS DATE: 11/01/93
DILUTION FACTOR: 0.033

UNITS: MG/KG Reporting Reporting
Result Qual Limit Result Qual Limit
Phenol 0.330 U 0.330 2,6-Dinitrotoluene 0.330 U 0.330
bis(2-Chloroethyl)ether 0.330 U 0.330 3-Nitroaniline 0.825 U 0.825
2-Chlorophenol 0.330 U 0.330 Acenaphthene 0.330 U 0.330
l,3-Dichlorobenzene 0.330 U 0.330 2,4-Dinitrcphenol 0.825 U 0.825
l,4-Dichlorobenzene 0.330 U 0.330 4-Nitrophenol 0.825 U 0.825
Benzyl alcohol 0.330 U 0.330 Dibenzofuran 0.330 U 0.330
1,2-Dichlorobenzene 0.330 U 0.330 2,4-Dinitrotoluene 0.330 U 0.330
2-Methylphenol 0.330 U 0.330 Diethylphthalate 0.330 U 0.330
b’ ~(2-Chloroisopropyl)ether 0.330 U 0.330 4-Chlorophenyl-phenylether 0.330 U 0.330
sthylphenol 0.330 U 0.330 Fluorene ' 0.330 U 0.330
N-Nitroso-di-n-propylamine 0.330 U 0.330 4-Nitroaniline 0.825 U 0.825
Hexachloroethane 0.330 U 0.330 4,6-Dinitro-2-methylphenol 0.825 U 0.825
Nitrobenzene 0.330 U 0.330 N-Nitrosodiphenylamine (1) 0.330 U 0.330
Isophorone 0.330 U 0.330 4-Bromophenyl-phenylether 0.330 U 0.330
2-Nitrophenol 0.330 U 0.330 Hexachlorobenzene 0.330 U 0.330
2,4-Dimethylphenocl 0.330 U 0.330 Pentachlorophenol 0.825 U 0.825
Benzoic Acid 0.330 U 0.330 Phenanthrene 0.330 U 0.330
bis(2-Chloroethoxy)methane 0.330 U 0.330 Anthracene 0.330 U 0.330
2,4-Dichlorophenol 0.330 U 0.330 Di-n-butylphthalate 0.330 U 0.330
1,2,4-Trichlorobenzene 0.330 U 0.330 Fluoranthene 0.330 U 0.330
Naphthalene 0.330 U 0.330 Pyrene 0.330 U 0.330
4-Chloroaniline 0.330 U 0.330 Butylbenzylphthalate 0.330 U 0.330
Hexachlorobutadiene 0.330 U 0.330 3,3'-Dichlorobenzidine 0.330 U 0.330
4-Chloro-3-methylphenol 0.330 U 0.330 Benzo(a)anthracene 0.330 U 0.330
2-Methylnaphthalene 0.330 U 0.330 Chrysene 0.330 U 0.330
Hexachlorocyclopentadiene 0.330 U 0.330 bis(2-Ethylhexyl)phthalate 0.330 U 0.330
2,4,6-Trichlorophenol 0.330 U 0.330 Di-n-octylphthalate 0.072 JB 0.330
2,4,5-Trichlorophenol 0.825 U 0.825 Benzo(b)fluoranthene 0.330 U 0.330
2-Chloronaphthalene 0.330 U 0.330 Benzo(k)fluoranthene 0.330 U 0.330
2-Nitroaniline 0.825 U 0.825 Benzo(a)pyrene 0.330 U 0.330
Dimethylphthalate 0.330 U 0.330 Indeno(1l,2,3-cd)pyrene 0.330 U 0.330
Acenaphthylene 0.330 U 0.330 Dibenzo(a,h)anthracene 0.330 U 0.330
Benzo(g,h,i)perylene 0.330 U 0.330
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Company:
Date: 12/04/93
Client Work ID:

D.o.

IT CORPORATION

5001

409832-003-01

IT ANALYTICAL SERVICES
AUSTIN, TX

(512) 892-6684

ork Order: B3-10-297

\

TEST NAME: ABN HSL GC/MS Extractables

METHOD REFEREN

SAMPLE ID: Al0

CE:

39

EPA8270

SAMPLE DATE: 10/22/93

SAMPLE MATRIX:

SOIL

Surrogates % Recovery
Nitrobenzene-D5 77
2-Fluorobiphenyl 97
Terphenyl-D14 103
Phenol-DS 73
2-Fluorophenol 72
2,4,6-Tribromophenol 87

Limits

23 - 129
30 - 115
18 - 137
24 - 113
25 - 121
19 - 122

(1) N-Nitrosodiphenylamine cannot be separated from diphenylamine.

Data Qualifier

Key:

U - none detected

J - estimated value (less than the sample quantitation limit)

B - analyte is found in the associated blank as well as in the sample
'blank’ - positive result

* = Surrogate recovery is outside QC limit

o
1

E - concentration exceeds calibration range

compound identified at a secondary dilution factor

-~ 682-1-89
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/04/93 (512) 892-6684
Client Work ID: -D.O. 5001 409832-003-01 Work Order: B3-10-297

TEST NAME: Metals
METHOD REFERENCE: EPA6010

SAMPLE ID: A1039
SAMPLE DATE: 10/22/93

SAMPLE MATRIX: SOIL

DILUTION FACTOR (6010): 102.040

UNITS: MG/KG
Result Reporting Method Analysis
Result Qual Limit Reference Date

Arsenic 1.5 N 1.1 7060 11/10/93
Aluminum 11000 N 20 6010 11/12/93
Barium 130 N* 20 6010 11/12/93
Beryllium 0.84 0.51 6010 11/12/93
Cadmium 0.51 U 0.51 6010 11/12/93
Chromium 15 1.0 6010 11/12/93
Copper 7.1 2.6 6010 11/12/93
Iron 12000 N 10 6010 11/12/93
Nickel 13 4.1 6010 11/12/93
Lead 3.9 N 0.33 7421 11/10/93
Mercury 0.025 U 0.025 7471 11/10/93
Silver 1.0 U 1.0 6010 11/12/93
Zinc 21 2.0 6010 11/12/93

Data qualifier key:
E - estimated value
M - duplicate injection precision not met

N - spike recovery not within control limits
S - determined by MSA
W - post-digestion spike for Furnace AA is out of control limits (85-115%),
while sample absorbance is <50% of spike absorbance
* = duplicate analysis outside control limits
+ - Correlation coefficient for the MSA <0.995
B - < CRDL but >= IDL
U - none detected
'blank' - positive result

NOTE: Dilution Factor applies to Method 6010 only.

682-1-89
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/04/93 (512) 892-6684
Client Work ID: 'D.O. 5001 409832-003-01 Work Order: B3~-10-297

N
SAMPLE ID: Al040
SAMPLE DATE: 10/22/93 15:05:00
SAMPLE MATRIX: SOIL

Note Reporting Date Method
Test Name Ref Result Limit Units Analyzed Reference

Chromium VI 0.50U0 0.50 MG/KG 11/04/93 EPAT7196

682-1-89
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Company: IT CORPORATION
Date: 12/04/93

Client Work ID:

D.O.

5001

IT ANALYTICAL SERVICES

AUSTIN, TX
(512) 892-6684

409832-003-01

Work Order:

B3-10-297

TEST NAME: Hazardous Substance Vols.
METHOD REFERENCE:

SAMPLE ID: Al1040

EPA8240

SAMPLE DATE: 10/22/93
SAMPLE MATRIX: SOIL

Reporting

10
10
10
10
10
100

vyt n

100

10

ANALYSIS DATE: 11/05/93
DILUTION FACTOR: 1.0
UNITS: UG/KG
Result Qual Limit
Chloromethane 10 U
Bromomethane 10 U
Vinyl chloride 10 U
Chloroethane 10 U
Methylene chloride 1.7 JB
Acetone 100 U
Carbon disulfide 5 U
1,1-Dichloroethene 1.5 J
" 1-Dichloroethane 5 U
ins-1,2-Dichloroethene 5 U
cis-1,2-Dichloroethene 5 U
Chloroform 5 U
1,2-Dichloroethane 5 U
2-Butanone 100 U
1,1,1-Trichloroethane 5 U
Carbon tetrachloride 5 U
Vinyl acetate 10 U
Dichlorobromomethane 5 U
Surrogates
TOLUENE-D8
BROMOFLUOROBENZENE

1,2-DICHLOROETHANE-D4

Data Qualifier Key:

U - none detected
J
B -

'blank' - positive result
K -
D_
E

1,2-Dichloropropane
trans-1,3-Dichloropropene
Trichloroethene
Chlorodibromomethane
1,1,2-Trichloroethane
Benzene
cis~-1,3-Dichloropropene
2-Chloroettylvinyl ether
Bromoform

2-Hexanone
4-Methyl-2-pentanone
Tetrachloroethene
1,1,2,2-Tetrachloroethane
Toluene

Chlorobenzene
Ethylbenzene

Styrene

Xylenes, total

% Recovery Limits
107 81 - 117
102 74 - 121
109 70 - 120

Surrogate recovery is outside QC limit
compound identified at a secondary dilution factor
-~ concentration exceeds calibration range

Reporting

Result Qual Limit

aunnuutuuo o um

10

50
50

oo unougunn o,

- estimated value (less than the sample quantitation limit)
analyte is found in the associated blank as well as in the sample

cogcaoacQgaacocccacaogaogaocaacaac

ot »n

10

50
50

oo oum
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/04/93 (512) 892-6684
Client Work ID: 'D.O. 5001 409832-003-01 Work Order: B3-10-297

TEST NAME: ABN HSL GC/MS Extractables
METHOD REFERENCE: EPA8270

SAMPLE ID: A1040

SAMPLE DATE: 10/22/93
SAMPLE MATRIX: SOIL
EXTRACTION DATE: 10/27/93
ANALYSIS DATE: 11/01/93
DILUTION FACTOR: 0.033

UNITS: MG/KG Reporting Reportir
Result Qual Limit Result Qual Limit

Phenol 0.330 U 0.330 2,6-Dinitrotoluene 0.330 U 0.330
bis(2-Chloroethyl)ether 0.330 U 0.330 3-Nitroaniline N 0.825 U 0.825
2-Chlorophenol 0.330 U 0.330 Acenaphthene 0.330 U 0.330
1,3-Dichlorobenzene 0.330 U 0.330 2,4-Dinitrophenol 0.825 U 0.825
1,4-Dichlorobenzene 0.330 U 0.330 4-Nitrophenol 0.825 U 0.825
Benzyl alcohol 0.330 U 0.330 Dibenzofuran 0.330 U 0.330
1,2-Dichlorobenzene 0.330 U 0.330 2,4-Dinitrotoluene 0.330 U 0.330
2-Methylphenol 0.330 U 0.330 Diethylphthalate 0.330 U 0.330
~*g(2-Chloroisopropyl)ether 0.330 U 0.330 4-Chlorophenyl-phenylether 0.330 U 0.330
ethylphenol 0.330 U 0.330 Fluorene 0.330 U 0.330
N-Nitroso-di-n-propylamine 0.330 U 0.330 4-Nitroaniline 0.825 U 0.825
Hexachloroethane 0.330 U 0.330 4,6-Dinitro-2-methylphenol 0.825 U 0.825
Nitrobenzene 0.330 U 0.330 N-Nitrosodiphenylamine (1) 0.330 U 0.330
Isophorone 0.330 U 0.330 4-Bromophenyl-phenylether 0.330 U 0.330
2-Nitrophenol 0.330 U 0.330 Hexachlorobenzene 0.330 U 0.330
2,4-Dimethylphenol 0.330 U 0.330 Pentachlorophenol 0.825 U 0.825
Benzoic Acid 0.330 U 0.330 Phenanthrene 0.330 U 0.330
bis(2-Chloroethoxy)methane 0.330 U 0.330 Anthracene 0.330 U 0.330
2,4-Dichlorophenol 0.330 U 0.330 Di-n-butylphthalate 0.330 U 0.330
1,2,4-Trichlorobenzene 0.330 U 0.330 Fluoranthene 0.330 U 0.330
Naphthalene 0.330 U 0.330 Pyrene 0.330 U 0.330
4-Chloroaniline 0.330 U 0.330 Butylbenzylphthalate 0.330 U 0.330
Hexachlorobutadiene 0.330 U 0.330 3,3'-Dichlorobenzidine 0.330 U 0.330
4~Chloro-3-methylphenol 0.330 U 0.330 Benzo(a)anthracene 0.330 U 0.330
2-Methylnaphthalene 0.330 U 0.330 Chrysene 0.330 U 0.330
Hexachlorocyclopentadiene 0.330 U 0.330 bis(2-Ethylhexyl)phthalate 0.330 U 0.330
2,4,6-Trichlorophenol 0.330 U 0.330 Di-n-octylphthalate 0.11 JB 0.330
2,4,5-Trichlorophenol 0.825 U 0.825 Benzo(b)fluoranthene 0.330 U 0.330
2-Chloronaphthalene 0.330 U 0.330 Benzo(k)fluoranthene 0.330 U 0.330
2-Nitroaniline 0.825 U 0.825 Benzo(a)pyrene 0.330 U 0.330
Dimethylphthalate 0.330 U 0.330 Indeno(l,2,3-cd)pyrene 0.330 U 0.330
Acenaphthylene 0.330 U 0.330 Dibenzo(a,h)anthracene 0.330 U 0.330
Benzo(g,h,i)perylene 0.330 U 0.330
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/04/93 (512) 892-6684
Client Work ID: D.O. 5001 409832-003-01 Work Order: B3-10-297

L e

TEST NAME: ABN HSL GC/MS Bxtractables
METHOD REFERENCE: EPA8270

SAMPLE ID: A1040
SAMPLE DATE: 10/22/93
SAMPLE MATRIX: SOIL

Surrogates % Recovery Limits

Nitrobenzene-D5 77 23 - 120
2~Fluorobiphenyl 94 30 - 115
Terphenyl-D14 106 i8 - 137
Phenol-D5 70 24 - 113
2-Fluorophenol 74 25 - 121
2,4,6-Tribromophenol 93 19 - 122

(1) N-Nitrosodiphenylamine cannot be separated from diphenylamine.

Data Qualifier Key:

U - none detected

J - estimated value (less than the sample quantitation limit)

B - analyte is found in the associated blank as well as in the sample
'blank’' - positive result

* - Surrogate recovery is outside QC limit

D - compound identified at a secondary dilution factor

E - concentration exceeds calibration range

682-1-89
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/04/93 (512) 892-6684
Client Work ID: 'D.O. 5001 409832-003-01 Work Order: B3-10-297

TEST NAME: Metals
METHOD REFERENCE: EPA6010

SAMPLE ID: A1040

SAMPLE DATE: 10/22/93

SAMPLE MATRIX: SOIL

DILUTION FACTOR (6010): 94.3396

UNITS: MG/KG
Result Reporting Method Analysis
Result Qual Limit Reference Date

Arsenic 3.0 N 0.91 7060 11/10/93
Aluminum 16000 N 19 6010 11/12/93
Barium 1000 N* 19 6010 11/12/93
Beryllium 0.99 0.47 6010 11/12/93
Cadmium 0.47 U 0.47 6010 11/12/93
Chromium 21 0.94 6010 11/12/93
Copper 7.8 2.4 6010 11/12/93
Iron 15000 N 9.4 6010 11/12/93
Nickel 16 3.8 6010 11/12/93
Lead 5.6 N 0.27 7421 11/10/93
Mercury 0.025 U 0.025 7471 11/10/93
Silver . 0.94 U 0.94 6010 11/12/93
Zinc 24 1.9 6010 11/12/93

Data qualifier key:
E - estimated value

- duplicate injection precision not met

- spike recovery not within control limits

- determined by MSA

- post-digestion spike for Furnace AA is out of control limits (85-115%),
while sample absorbance is <50% of spike absorbance

- duplicate analysis outside control limits

- Correlation coefficient for the MSA <0.995

< CRDL but >= IDL

- none detected

'blank' - positive result

F0n2x

-Qw+ *
|

NOTE: Dilution Factor applies to Method 6010 only.

[N 682-1-89
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/04/93 (512) 892-6684
Client Work ID: D.O. 5001 409832-003-01 Work Order: B3-10-297

“

SAMPLE ID: LAB BLANK
SAMPLE DATE:
SAMPLE MATRIX: SOIL

Note Reporting Date Method
Test Name Ref Result Limit Units Analyzed Reference
Chromium VI 0.010U0 0.010 MG/KG 11/03/93 EPA7196

682-1-89
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/04/93 (512) 892-6684

Client Work ID: D.O. 5001 B3-10-297

L .

409832-003-01 Work Order:

TEST NAME: Hazardous Substance Vols.
METHOD REFERENCE: EPA8240

SAMPLE ID: LAB BLANK
SAMPLE DATE: not spec
SAMPLE MATRIX: SOIL
ANALYSIS DATE: 10/31/93

DILUTION FACTOR: 1.0
UNITS: UG/L
Reporting Reporting
Result Qual Limit Result Qual Limit
Chloromethane 10 U 10 1,2-Dichloropropane 5 U S
Bromomethane 10 9) 10 trans-1,3-Dichloropropene 5 u 5
Vinyl chloride 10 U 10 Trichloroethene 5 U 5
Chloroethane 10 U 10 Chlorodibromomethane 5 U 5
Methylene chloride 11 10 1,1,2-Trichloroethane 5 U 5
Acetone 100 U 1C0 Benzene 5 U 5
Carbon disulfide 5 19 5 cis-1,3-Dichloropropene 5 U 5
1l,1~-Dichloroethene 5 U 5 2-Chloroethylvinyl ether 10 U 10
' 1-Dichloroethane 5 U 5 Bromoform 5 U 5
ns-1,2-Dichloroethene 5 U 5 2-Hexanone 50 U 50
cis-1,2-Dichloroethene 5 U 5 4-Methyl-2-pentanone S0 U 50
Chloroform 5 U 5 Tetrachloroethene 5 U 5
1,2-Dichloroethane 5 U 5 1,1,2,2-Tetrachloroethane 5 U 5
2-Butanone 100 U 100 Toluene 5 U 5
1,1,1-Trichloroethane 5 u 5 Chlorobenzene 5 u 5
Carbon tetrachloride 5 U 5 Ethylbenzene 5 U 5
Vinyl acetate 10 U 10 Styrene 5 U 5
Dichlorobromomethane 5 U 5 Xylenes, total S U S
Surrogates % Recovery Limits

TOLUENE-D8 97 88 -~ 110

BROMOFLUOROBENZENE 95 86 - 115

1,2-DICHLOROETHANE-D4 101 76 - 114

Data Qualifier Key:

none detected

J - estimated value (less than the sample quantitation limit)

'blank' - positive result

Surrogate recovery is outside QC limit
compound identified at a secondary dilution factor
concentration exceeds calibration range

analyte is found in the associated blank as well as in the sample

682-1-89
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Company: IT CORPORATION
Date: 12/04/93

Client Work ID: D.O.

5001

IT ANALYTICAL SERVICES
AUSTIN, TX
(512) 892-6684

409832-003-01 Work

Order:

B3-1

0-297

TEST NAME: ABN HSL GC/MS Extractables

METHOD REFERENCE: EPA8270

SAMPLE ID: LAB BLANK
SAMPLE DATE: not spec

SAMPLE MATRIX:

EXTRACTION DATE: 10/27/93
ANALYSIS DATE: 10/29/93
DILUTION FACTOR: 0.033

UNITS: MG/KG

SOIL

Reporting

Result OQual

Phenol
bis(Z—Chloroethyl)ether
2-Chlorophenol
1,3-Dichlorobenzene
1,4-Dichlorobenzene
Benzyl alcohol
1,2-Dichlorobenzene
2-Methylphenol
l*‘'3(2-C1’1loroisopropyl)ether
2thylphenol
N—Nitroso—di-n-propylamine
Hexachloroethane
Nitrobenzene
Isophorone
2-Nitrophenol
2,4—Dimethylphenol
Benzoic Acid
bis(2-chloroethoxy)methane
2,4-Dichlorophenol
1,2,4-Trichlorobenzene
Naphthalene
4-Chloroaniline
Hexachlorobutadiene
4-Chloro—3—methylphenol
2-Methylnaphthalene
Hexachlorocyclopentadiene
2,4,6—Trichlorophenol
2,4,5-Trichlorophenol
2-Chloronaphthalene
2-Nitroaniline
Dimethylphthalate
Acenaphthylene

0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.825
0.330
0.825
0.330
0.330

cdcddaoaagacaag

GCCCGCGCGCCGCCGGCCGQCG

Limit

0.330
0.330
0.330
0.330
0.330
0.320
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.825
0.330
0.825
0.330
0.330

2,6-Dinitrotoluene
3-Nitroaniline
Acenaphthene
2,4-Dinitrophenol
4-Nitrophenol

Dibenzofuran
2,4-Dinitrotoluene
Diethylphthalate
4-Chlorophenyl-phenylether
Fluorene

4-Nitroaniline
4,6~-Dinitro-2-methylphenol
N-Nitrosodiphenylamine (1)
4-Bromophenyl-phenylether
Hexachlorobenzene
Pentachlorophenol
Phenanthrene

Anthracene
Di-n-butylphthalate
Fluoranthene

Pyrene
Butylbenzylphthalate
3,3'-Dichlorobenzidine
Benzo(a)anthracene
Chrysene
bis(2—Ethylhexyl)phthalate
Di-n-octylphthalate
Benzo(b)fluoranthene
Benzo (k) fluoranthene
Benzo(a)pyrene
Indeno(1,2,3~-cd)pyrene
Dibenzo(a,h)anthracene
Benzo(g,h,i)perylene

Result

0.330
0.825
0.330
0.825
0.825
0.330
0.330
0.330
0.330
0.330
0.825
0.825
0.330
0.330
0.330
0.825
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330

0.12
0.330
0.330
0.330
0.330
0.330
0.330

Qual

cagcacdadaa

a

GGQGGC}QCC}C}GCZQGGCJGGQCJC}GC!C}C.‘C!

Reporting
Limit

0.330
0.825
0.330
0.825
0.825
0.330
0.330
0.330
0.330
0.330
0.825
0.825
0.330
0.330
0.330
0.825
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
0.330
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Company:
Date: 12/04/93

Client Work ID: D.O.

IT CORPORATION

5001 409832-003-01

IT ANALYTICAL SERVICES
AUSTIN, TX

(512) 892-6684
Work Order: B3-10-297

.

TEST NAME: ABN HSL GC/MS Extractables

METHOD REFERENCE: EPA8270

SAMPLE ID: LAB BLANK
SAMPLE DATE: not spec
SAMPLE MATRIX: SOIL

Surrogates % Recovery
Nitrobenzene-D5 85
2-Fluorobiphenyl 101
Terphenyl-D14 111
Phenol-D5 84
2-Fluorophenol 79
2,4,6-Tribromophenol 78

Limits

23 - 120
30 - 118
18 - 137
24 - 113
25 - 121
19 - 122

(1) N-Nitrosodiphenylamine cannot be separated from diphenylamine.

Data Qualifier Key:

U - none detected

J - estimated value (less than the sample quantitation limit)

B - analyte is found in the associated blank as well as in the sample
'blank' - positive result

* — Surrogate recovery is outside QC limit

D - compound identified at a secondary dilution factor

E - concentrat

ion exceeds calibration range
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/04/93 (512) 892-6684
Client Work ID: D.O. 5001 409832-003-01 Work Order: B3-10-297

TEST NAME: Metals
METHOD REFERENCE: EPA6010

SAMPLE ID: LAB BLANK

SAMPLE DATE: not spec

SAMPLE MATRIX: SOIL
DILUTION FACTOR (6010): 1.0

UNITS: MG/KG
Result Reporting Method Analysis
Result Qual Limit Reference Date

Arsenic 0.010 U 0.010 7060 11/10/93
Aluminum 0.20 U 0.20 6010 11/12/93
Barium 0.20 u 0.20 6010 11/12/93
Beryllium 0.0050 [of 0.0050 6010 11/12/93
Cadmium 0.0050 U 0.0050 6010 11/12/93
Chromium 0.010 U 0.010 6010 11/12/93
Copper 0.025 U 0.025% 6010 11/12/93
Iron 0.10 U 0.10 6010 11/12/93
Nickel 0.040 U 0.040 6010 11/12/93
Lead 0.0030 U 0.0030 7421 11/10/93
Mercury 0.00020 U 0.00020 7471 11/10/93
Silver 0.010 U 0.010 6010 11/12/93
Zinc 0.020 U 0.020 6010 11/12/93

Data qualifier key:

~ estimated value

- duplicate injection precision not met

- spike recovery not within control limits

- determined by MSA

- post-digestion spike for Furnace AA is out of control limits (85-115%),
while sample absorbance is <50% of spike absorbance

- duplicate analysis outside control limits

- Correlation coefficient for the MSA <0.995

< CRDL but >= IDL

- none detected

'blank’ - positive result

TN Zx

- QW + »
1

NOTE: Dilution Factor applies to Method 6010 only.
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/04/93 (512) 892-6684

Client Work ID: D.O. 5001

409832-003-01 Work Order:

B3-10-297

“

TEST NAME: Hazardous Substance Vols.
METHOD REFERENCE: EPA8240

SAMPLE ID: LAB BLANK#2
SAMPLE DATE:

SAMPLE MATRIX:
ANALYSIS DATE:

SOIL
11/03/93

DILUTION FACTOR: 1.0
UNITS: UG/KG
Reporting Reporting
Result Qual Limit Result Qual Limit
Chloromethane 10 U 10 1,2-Dichloropropane 5 ¢ 5
Bromomethane 10 U 10 trans-1,3-Dichloropropene 5 U 5
Vinyl chloride 10 U 10 Trichloroethene 5 U 5
Chloroethane 10 u 10 Chlorodibromomethane 5 U 5
Methylene chloride 0.7 J 10 1,1,2-Trichloroethane 5 U 5
Acetone 5.2 J 1C0 Benzene 5 ¢ 5
Carbon disulfide 5 ] S cis-1,3-Dichloropropene 5 U S
1,1-Dichloroethene 5 U 5 2-Chloroethylvinyl ether 10 U 10
' 1-Dichloroethane 5 U 5 Bromoform 5 U s
ns-1,2-Dichloroethene 5 U 5 2-Hexanone 50 U 50
cis-1,2-Dichloroethene 5 U 5 4-Methyl-2-pentanone 50 U 50
Chloroform 5 U 5 Tetrachloroethene 5 U 5
1,2-Dichloroethane 5 U 5 1,1,2,2-Tetrachloroethane 5 U 5
2-Butanone 2.6 J 100 Toluene 5 U 5
1,1,1-Trichloroethane 5 U 5 Chlorobenzene 5 U S
Carbon tetrachloride 5 U 5 Ethylbenzene S U 5
Vinyl acetate 10 U 10 Styrene 5 U 5
Dichlorobromomethane 5 U s Xylenes, total 5 U 5
Surrogates % Recovery Limits

TOLUENE-D8 102 81 - 117

BROMOFLUOROBENZENE 98 74 - 121

1,2-DICHLOROETHANE-D4 105 70 - 120

Data Qualifier Key:

U - none detected

J - estimated value (less than the sample quantitation limit)

B - analyte is found in the associated blank as well as in the sample
'blank' - positive result

* = Surrogate recovery is outside QC limit

D - compound identified at a secondary dilution factor

E - concentration exceeds calibration range
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IT ANALYTICAL SERVICES
Company: IT CORPORATION AUSTIN, TX
Date: 12/04/93 (512) 892-6684

Client Work ID: D.O. 5001

409832-003-01 Work Order: B3-10-297

TEST NAME: Hazardous Substance Vols.
METHOD REFERENCE: EPA8240

SAMPLE ID: LAB BLANK#3
SAMPLE DATE:

SAMPLE MATRIX:
ANALYSIS DATE:

SOIL
11/04/93

DILUTION FACTOR: 1.0
UNITS: UG/KG
Reporting Reporting
Result Qual Limit Result Qual Limit
Chloromethane 10 U 10 1,2-Dichloropropane 5 U 5
Bromomethane 10 U 10 trans-1, 3-Dichloropropene 5 U 5
Vinyl chloride 10 U 10 Trichloroethene 5 U 5
Chloroethane 10 U 10 Chlorodibromomethane 5 i) 5
Methylene chloride 10 U 10 1,1,2-Trichloroethane 5 U 5
Acetone 4.0 J 100 Benzene 5 U 5
Carbon disulfide 5 U S cis-1,3-Dichloropropene 5 u 5
1l,1-Dichloroethene 5 U S 2-Chloroethylvinyl ether 10 U 10
1l 1-Dichloroethane 5 U 5 Bromoform 5 U 5
18-1,2-Dichloroethene 5 U 5 2-Hexanone 50 U 50
c.s-1,2-Dichloroethene 5 o 5 4-Methyl-2-pentanone 50 U 50
Chloroform 5 U 5 Tetrachloroethene 5 U S
1,2-Dichloroethane 5 ] 5 1,1,2,2-Tetrachloroethane 5 U 5
2-Butanone 100 U 100 Toluene 5 u 5
1,1,1-Trichloroethane [ U 5 Chlorobenzene 5 U 5
Carbon tetrachloride 5 [8) 5 Ethylbenzene 5 U 5
Vinyl acetate 10 U 10 Styrene 5 U 5
Dichlorobromomethane 5 U 5 Xylenes, total 5 U 5
Surrogates % Recovery Limits

TOLUENE-D8 100 81 - 117
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